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CASE NARRATIVE
Client: Sundance Consulting, Inc.
Project: Fort Wingate, New Mexico
Report Number: 280-76405-2

With the exceptions noted as flags or footnotes, standard analytical protocols were followed in the analysis of the samples and no
problems were encountered or anomalies observed. In addition all laboratory quality control samples were within established control
limits, with any exceptions noted below. Each sample was analyzed to achieve the lowest possible reporting limit within the constraints of
the method. In some cases, due to interference or analytes present at high concentrations, samples were diluted. For diluted samples,
the reporting limits are adjusted relative to the dilution required.

Calculations are performed before rounding to avoid round-off errors in calculated results.

All holding times were met and proper preservation noted for the methods performed on these samples, unless otherwise detailed in the
individual sections below.

Sample Receipt
Five samples were received on 11/5/2015 9:40 AM; the samples arrived in good condition, properly preserved and, where required, on
ice. The temperatures of the 6 coolers at receipt time were 0.2°C, 0.4°C, 1.2°C, 1.7°C, 2.6°C and 4.3°C.

Additional samples/analyses requested on the chain-of-custody are reported under separate cover (280-76405-1).

No other anomalies were encountered during sample receipt.

GC/MS Semivolatiles - 8270D

Samples TMW03102015 (280-76405-7), TMW39D102015 (280-76405-8), TMW06102015 (280-76405-11), TMW04102015

(280-76405-12) and TMW48102015 (280-76405-13) were analyzed for semivolatile organic compounds (GC-MS) in accordance with
SW-846 8270D. The samples were prepared on 11/06/2015 and analyzed on 11/16/2015 and 11/17/2015.

Please note the Caprolactam data are reported under separate cover, as the laboratory does not hold DOD ELAP certification for this
compound. The laboratory does not maintain quarterly QC requirements for precision, accuracy and detections.

Reporting limits and method detection limits have been adjusted accordingly for the initial volumes extracted.
MS/MSD analyses for prep batch 280-302909 were not requested.

No other analytical or quality issues were noted, other than those described in the Definitions/Glossary page.
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GC/MS SEMI VOA MANUAL INTEGRATION SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Instrument ID: SMS_D Analysis Batch Number: 304451
Lab Sample ID: STD120 280-304451/8 IC Client Sample ID:
Date Analyzed: 11/14/15 10:44 Lab File ID: D13299.D GC Column: Vf-5MS (30.25) ID: 0.25(mm)
COMPOUND NAME RETENTION MANUAL INTEGRATION
TIME REASON | ANALYST | DATE
Caprolactam \ 6.17 | Split Peak | kiekeld | 11/17/15 09:13
Lab Sample ID: STD160 280-304451/9 IC Client Sample ID:
Date Analyzed: 11/14/15 11:11 Lab File ID: D13300.D GC Column: Vf-5MS (30.25) ID: 0.25(mm)
COMPOUND NAME RETENTION MANUAL INTEGRATION
TIME REASON | ANALYST | DATE
Caprolactam 6.18 | Split Peak kiekeld 11/17/15 09:15
Indeno[1,2,3-cd]pyrene 19.94 | Shouldering kiekeld 11/17/15 09:15
Lab Sample ID: STD200 280-304451/10 IC Client Sample ID:
Date Analyzed: 11/14/15 11:38 Lab File ID: D13301.D GC Column: Vf-5MS (30.25) ID: 0.25(mm)
COMPOUND NAME RETENTION MANUAL INTEGRATION
TIME REASON | ANALYST | DATE
Caprolactam 6.20 | Split Peak kiekeld 11/17/15 09:16
Indeno[1,2,3-cd]pyrene 19.94 | Shouldering kiekeld 11/17/15 09:16

8270D
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Lab Name: TestAmerica Denver

GC/MS SEMI VOA MANUAL INTEGRATION SUMMARY

Job No.: 280-76405-2

SDG No.:

Instrument ID: SMS_D

Analysis Batch Number:

304460

ID:

0.25(mm)

Lab Sample ID: LCS 280-302909/2-A Client Sample ID:
Date Analyzed: 11/16/15 18:21 Lab File ID: D13347.D GC Column: Vf-5MS (30.25)
COMPOUND NAME RETENTION MANUAL INTEGRATION
TIME REASON \ ANALYST \ DATE
Caprolactam \ 6.15 | Split Peak | kiekeld | 11/17/15 09:47

8270D
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SAMPLE SUMMARY

Client: Sundance Consulting, Inc Job Number: 280-76405-2
Date/Time Date/Time
Lab Sample ID Client Sample ID Client Matrix Sampled Received
280-76405-7 TMWO03102015 Water 11/04/2015 1000 11/05/2015 0940
280-76405-8 TMW39D102015 Water 11/04/2015 1200 11/05/2015 0940
280-76405-11 TMWO06102015 Water 11/04/2015 0905 11/05/2015 0940
280-76405-12 TMWO04102015 Water 11/04/2015 1105 11/05/2015 0940
280-76405-13 TMW48102015 Water 11/04/2015 0105 11/05/2015 0940

TestAmerica Denver

Page 7 of 351



EXECUTIVE SUMMARY - Detections

Client: Sundance Consulting, Inc Job Number: 280-76405-2
Lab Sample ID  Client Sample ID Reporting
Analyte Result Qualifier Limit Units Method

No Detections

TestAmerica Denver Page 8 of 351



Client: Sundance Consulting, Inc

Description

METHOD SUMMARY

Lab Location

Job Number: 280-76405-2

Method Preparation Method

Matrix: Water

Semivolatile Organic Compounds (GC/MS)
Liquid-Liquid Extraction (Continuous)

Semivolatile Organic Compounds (GC/MS)
Liquid-Liquid Extraction (Continuous)

Lab References:
TAL DEN = TestAmerica Denver

Method References:

TAL DEN

TAL DEN
TAL DEN

SW846 8270D
SW846 3520C

SW846 8270D
SW846 3520C

SW846 = "Test Methods For Evaluating Solid Waste, Physical/Chemical Methods", Third Edition, November 1986 And Its

Updates.

TestAmerica Denver
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METHOD / ANALYST SUMMARY

Client: Sundance Consulting, Inc Job Number: 280-76405-2
Method Analyst Analyst ID
Sw846 8270D Kiekel, Daniel C DCK

TestAmerica Denver

Page 10 of 351



Client: Sundance Consulting, Inc

Client Sample ID: TMWO03102015

Lab Sample ID: 280-76405-7
Client Matrix: Water

Analytical Data

Job Number: 280-76405-2

Date Sampled: 11/04/2015 1000
Date Received: 11/05/2015 0940

Analysis Method: 8270D

Prep Method: 3520C

Dilution: 1.0

Analysis Date: 11/16/2015 2321
Prep Date: 11/06/2015 1515
Analyte

Caprolactam

Surrogate
2,4,6-Tribromophenol (Surr)
2-Fluorobiphenyl
2-Fluorophenol (Surr)
Nitrobenzene-d5 (Surr)
Phenol-d5 (Surr)
Terphenyl-d14 (Surr)

TestAmerica Denver

8270D Semivolatile Organic Compounds (GC/MS)

Analysis Batch: 280-304460 Instrument ID:

Prep Batch: 280-302909 Lab File ID:

Initial Weight/Volume:
Final Weight/Volume:
Injection Volume:

SMS_D
D13358.D
898.5 mL
1 mL
0.5 uL

RL
5.6

Acceptance Limits

Result (ug/L) Qualifier MDL

2.8 U 2.8

%Rec Qualifier

75 42 - 131
75 48 - 120
70 41 -120
78 42 - 120
72 45 - 124
31 20-130
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Client: Sundance Consulting, Inc

Client Sample ID: TMW39D102015

Lab Sample ID: 280-76405-8
Client Matrix: Water

Analytical Data

Job Number: 280-76405-2

Date Sampled: 11/04/2015 1200
Date Received: 11/05/2015 0940

Analysis Method: 8270D

Prep Method: 3520C

Dilution: 1.0

Analysis Date: 11/16/2015 2349
Prep Date: 11/06/2015 1515
Analyte

Caprolactam

Surrogate
2,4,6-Tribromophenol (Surr)
2-Fluorobiphenyl
2-Fluorophenol (Surr)
Nitrobenzene-d5 (Surr)
Phenol-d5 (Surr)
Terphenyl-d14 (Surr)

TestAmerica Denver

8270D Semivolatile Organic Compounds (GC/MS)

Analysis Batch: 280-304460 Instrument ID:

Prep Batch: 280-302909 Lab File ID:

Initial Weight/Volume:
Final Weight/Volume:
Injection Volume:

SMS_D
D13359.D
941.5 mL
1 mL
0.5 uL

RL
5.3

Acceptance Limits

Result (ug/L) Qualifier MDL

2.7 U 2.7

%Rec Qualifier

92 42 - 131
81 48 - 120
82 41-120
81 42 - 120
84 45 - 124
80 20-130
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Client: Sundance Consulting, Inc

Client Sample ID: TMWO06102015

Lab Sample ID: 280-76405-11
Client Matrix: Water

Analytical Data

Job Number: 280-76405-2

Date Sampled: 11/04/2015 0905
Date Received: 11/05/2015 0940

Analysis Method: 8270D

Prep Method: 3520C

Dilution: 1.0

Analysis Date: 11/16/2015 0016
Prep Date: 11/06/2015 1515
Analyte

Caprolactam

Surrogate
2,4,6-Tribromophenol (Surr)
2-Fluorobiphenyl
2-Fluorophenol (Surr)
Nitrobenzene-d5 (Surr)
Phenol-d5 (Surr)
Terphenyl-d14 (Surr)

TestAmerica Denver

8270D Semivolatile Organic Compounds (GC/MS)

Analysis Batch: 280-304460 Instrument ID:

Prep Batch: 280-302909 Lab File ID:

Initial Weight/Volume:
Final Weight/Volume:
Injection Volume:

SMS_D
D13360.D
927.4 mL
1 mL
0.5 uL

RL
5.4

Acceptance Limits

Result (ug/L) Qualifier MDL

2.7 U 2.7

%Rec Qualifier

88 42 - 131
83 48 - 120
84 41 -120
86 42 - 120
87 45 - 124
53 20-130
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Client: Sundance Consulting, Inc

Client Sample ID: TMWO04102015

Lab Sample ID: 280-76405-12
Client Matrix: Water

Analytical Data

Job Number: 280-76405-2

Date Sampled: 11/04/2015 1105
Date Received: 11/05/2015 0940

Analysis Method: 8270D

Prep Method: 3520C

Dilution: 1.0

Analysis Date: 11/16/2015 0043
Prep Date: 11/06/2015 1515
Analyte

Caprolactam

Surrogate
2,4,6-Tribromophenol (Surr)
2-Fluorobiphenyl
2-Fluorophenol (Surr)
Nitrobenzene-d5 (Surr)
Phenol-d5 (Surr)
Terphenyl-d14 (Surr)

TestAmerica Denver

8270D Semivolatile Organic Compounds (GC/MS)

Analysis Batch: 280-304460 Instrument ID:

Prep Batch: 280-302909 Lab File ID:

Initial Weight/Volume:
Final Weight/Volume:
Injection Volume:

SMS_D
D13361.D
936.6 mL
1 mL
0.5 uL

RL
5.3

Acceptance Limits

Result (ug/L) Qualifier MDL

2.7 U 2.7

%Rec Qualifier

89 42 - 131
82 48 - 120
84 41 -120
85 42 - 120
87 45 - 124
64 20-130
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Client: Sundance Consulting, Inc

Client Sample ID: TMW48102015

Lab Sample ID: 280-76405-13
Client Matrix: Water

Analytical Data

Job Number: 280-76405-2

Date Sampled: 11/04/2015 0105
Date Received: 11/05/2015 0940

Analysis Method: 8270D

Prep Method: 3520C

Dilution: 1.0

Analysis Date: 11/17/2015 0110
Prep Date: 11/06/2015 1515
Analyte

Caprolactam

Surrogate
2,4,6-Tribromophenol (Surr)
2-Fluorobiphenyl
2-Fluorophenol (Surr)
Nitrobenzene-d5 (Surr)
Phenol-d5 (Surr)
Terphenyl-d14 (Surr)

TestAmerica Denver

8270D Semivolatile Organic Compounds (GC/MS)

Analysis Batch: 280-304460 Instrument ID:

Prep Batch: 280-302909 Lab File ID:

Initial Weight/Volume:
Final Weight/Volume:
Injection Volume:

SMS_D
D13362.D
993.2 mL
1 mL
0.5 uL

RL
5.0

Acceptance Limits

Result (ug/L) Qualifier MDL

25 U 25

%Rec Qualifier

85 42 - 131
83 48 - 120
84 41 -120
84 42 - 120
85 45 - 124
51 20-130
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Quality Control Results

Client: Sundance Consulting, Inc Job Number: 280-76405-2

Surrogate Recovery Report

8270D Semivolatile Organic Compounds (GC/MS)

Client Matrix: Water

2FP PHL NBZ FBP TBP TPH

Lab Sample ID Client Sample ID %Rec %Rec %Rec %Rec %Rec %Rec
280-76405-7 TMWO03102015 70 72 78 75 75 31
280-76405-8 TMW39D102015 82 84 81 81 92 80
280-76405-11 TMWO06102015 84 87 86 83 88 53
280-76405-12 TMWO04102015 84 87 85 82 89 64
280-76405-13 TMW48102015 84 85 84 83 85 51
MB 280-302909/1-A 86 84 88 79 89 79
LCS 280-302909/2-A 88 90 87 83 92 83

Surrogate Acceptance Limits

2FP = 2-Fluorophenol (Surr) 41-120

PHL = Phenol-d5 (Surr) 45-124

NBZ = Nitrobenzene-d5 (Surr) 42-120

FBP = 2-Fluorobiphenyl 48-120

TBP = 2,4,6-Tribromophenol (Surr) 42-131

TPH = Terphenyl-d14 (Surr) 20-130

TestAmerica Denver
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Quality Control Results

Client: Sundance Consulting, Inc Job Number: 280-76405-2

Method Blank - Batch: 280-302909 Method: 8270D
Preparation: 3520C

Lab Sample ID: MB 280-302909/1-A Analysis Batch: 280-304460 Instrument ID: SMS_D
Client Matrix: Water Prep Batch: 280-302909 Lab File ID: D13346.D
Dilution: 1.0 Leach Batch: N/A Initial Weight/Volume: 1000 mL
Analysis Date: 11/16/2015 1754 Units: ug/L Final Weight/Volume: 1 mL
Prep Date: 11/06/2015 1515 Injection Volume: 0.5 uL
Leach Date: N/A

Analyte Result Qual MDL RL
Caprolactam 25 U 25 5.0
Surrogate % Rec Acceptance Limits
2,4,6-Tribromophenol (Surr) 89 42 - 131
2-Fluorobiphenyl 79 48 - 120
2-Fluorophenol (Surr) 86 41 -120
Nitrobenzene-d5 (Surr) 88 42 - 120

Phenol-d5 (Surr) 84 45 - 124
Terphenyl-d14 (Surr) 79 20-130

Lab Control Sample - Batch: 280-302909 Method: 8270D

Preparation: 3520C

Lab Sample ID: LCS 280-302909/2-A Analysis Batch: 280-304460 Instrument ID: SMS D
Client Matrix: Water Prep Batch: 280-302909 Lab File ID: D13347.D
Dilution: 1.0 Leach Batch: N/A Initial Weight/Volume: 1000 mL
Analysis Date: 11/16/2015 1821 Units: ug/L Final Weight/Volume: 1 mL
Prep Date: 11/06/2015 1515 Injection Volume: 0.5 uL
Leach Date: N/A

Analyte Spike Amount Result % Rec. Limit Qual
Caprolactam 80.0 74.5 93 46 - 143
Surrogate % Rec Acceptance Limits
2,4,6-Tribromophenol (Surr) 92 42 - 131
2-Fluorobiphenyl 83 48 - 120
2-Fluorophenol (Surr) 88 41 - 120
Nitrobenzene-d5 (Surr) 87 42 -120

Phenol-d5 (Surr) 90 45 -124
Terphenyl-d14 (Surr) 83 20-130
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DATA REPORTING QUALIFIERS

Client: Sundance Consulting, Inc Job Number: 280-76405-2

Lab Section Qualifier Description

GC/MS Semi VOA

U Indicates the analyte was analyzed for but not detected.

TestAmerica Denver Page 18 of 351



Quality Control Results

Client: Sundance Consulting, Inc Job Number: 280-76405-2

QC Association Summary

Report
Lab Sample ID Client Sample ID Basis  Client Matrix ~ Method Prep Batch
GC/MS Semi VOA
Prep Batch: 280-302909
LCS 280-302909/2-A Lab Control Sample T Water 3520C
MB 280-302909/1-A Method Blank T Water 3520C
280-76405-7 TMWO03102015 T Water 3520C
280-76405-8 TMW39D102015 T Water 3520C
280-76405-11 TMWO06102015 T Water 3520C
280-76405-12 TMWO04102015 T Water 3520C
280-76405-13 TMW48102015 T Water 3520C
Analysis Batch:280-304460
LCS 280-302909/2-A Lab Control Sample T Water 8270D 280-302909
MB 280-302909/1-A Method Blank T Water 8270D 280-302909
280-76405-7 TMWO03102015 T Water 8270D 280-302909
280-76405-8 TMW39D102015 T Water 8270D 280-302909
280-76405-11 TMWO06102015 T Water 8270D 280-302909
280-76405-12 TMWO04102015 T Water 8270D 280-302909
280-76405-13 TMW48102015 T Water 8270D 280-302909

Report Basis
T = Total

TestAmerica Denver
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Client: Sundance Consulting, Inc

Laboratory Chronicle

Quality Control Results

Job Number: 280-76405-2

Lab ID: 280-76405-7 Client ID: TMWO03102015
Sample Date/Time: 11/04/2015 10:00 Received Date/Time: 11/05/2015 09:40
Analysis Date Prepared /
Method Bottle ID Run Batch Prep Batch ~ Analyzed Dil Lab Analyst
P:3520C 280-76405-A-7-A 280-304460 280-302909 11/06/2015 15:15 1 TAL DEN JRA
A:8270D 280-76405-A-7-A 280-304460 280-302909 11/16/2015 23:21 1 TAL DEN DCK
Lab ID: 280-76405-8 Client ID: TMW39D102015
Sample Date/Time: 11/04/2015 12:00 Received Date/Time: 11/05/2015 09:40
Analysis Date Prepared /
Method Bottle ID Run Batch Prep Batch  Analyzed Dil Lab Analyst
P:3520C 280-76405-D-8-A 280-304460 280-302909 11/06/2015 15:15 1 TAL DEN JRA
A:8270D 280-76405-D-8-A 280-304460 280-302909 11/16/2015 23:49 1 TAL DEN DCK
Lab ID: 280-76405-11 Client ID: TMW06102015
Sample Date/Time: 11/04/2015 09:05 Received Date/Time: 11/05/2015 09:40
Analysis Date Prepared /
Method Bottle ID Run Batch Prep Batch  Analyzed Dil Lab Analyst
P:3520C 280-76405-A-11-A 280-304460 280-302909 11/06/2015 15:15 1 TAL DEN JRA
A:8270D 280-76405-A-11-A 280-304460 280-302909 11/16/2015 00:16 1 TAL DEN DCK
Lab ID: 280-76405-12 Client ID: TMWO04102015
Sample Date/Time: 11/04/2015 11:05 Received Date/Time: 11/05/2015 09:40
Analysis Date Prepared /
Method Bottle ID Run Batch Prep Batch ~ Analyzed Dil Lab Analyst
P:3520C 280-76405-A-12-A 280-304460 280-302909 11/06/2015 15:15 1 TAL DEN JRA
A:8270D 280-76405-A-12-A 280-304460 280-302909 11/16/2015 00:43 1 TAL DEN DCK
Lab ID: 280-76405-13 Client ID: TMW48102015
Sample Date/Time: 11/04/2015 01:05 Received Date/Time: 11/05/2015 09:40
Analysis Date Prepared /
Method Bottle ID Run Batch Prep Batch ~ Analyzed Dil Lab Analyst
P:3520C 280-76405-D-13-A 280-304460 280-302909 11/06/2015 15:15 1 TAL DEN JRA
A:8270D 280-76405-D-13-A 280-304460 280-302909 11/17/2015 01:10 1 TAL DEN DCK
LabID: MB Client ID:  N/A
Sample Date/Time: N/A Received Date/Time: N/A
Analysis Date Prepared /
Method Bottle ID Run Batch Prep Batch ~ Analyzed Dil Lab Analyst
P:3520C MB 280-302909/1-A 280-304460 280-302909 11/06/2015 15:15 1 TAL DEN JRA
A:8270D MB 280-302909/1-A 280-304460 280-302909 11/16/2015 17:54 1 TAL DEN DCK

TestAmerica Denver
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Client: Sundance Consulting, Inc

Laboratory Chronicle

Quality Control Results

Job Number: 280-76405-2

LabID: LCS Client ID:  N/A
Sample Date/Time: N/A Received Date/Time: N/A
Analysis Date Prepared /
Method Bottle ID Run Batch Prep Batch ~ Analyzed Dil Lab Analyst
P:3520C LCS 280-302909/2-A 280-304460 280-302909 11/06/2015 15:15 1 TAL DEN JRA
A:8270D LCS 280-302909/2-A 280-304460 280-302909 11/16/2015 18:21 1 TAL DEN DCK

Lab References:
TAL DEN = TestAmerica Denver

TestAmerica Denver
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
8270_LCS_Main_00026 08/31/16 09/25/15 P&T Methanol, Lot 500 mL | MS-569729_00035 5mL | 1,1-Biphenyl 80 ug/mL
MethanolP&T_001122

1,2,4,5-Tetrachlorobenzene 80 ug/mL
1,2,4-Trichlorobenzene 80 ug/mL
1,2-Dichlorobenzene 80 ug/mL
1,2-Diphenylhydrazine 80.878 ug/mL
1,3-Dichlorobenzene 80 ug/mL
1,3-Dinitrobenzene 80 ug/mL
1,4-Dichlorobenzene 80 ug/mL
1,4-Dioxane 80 ug/mL
1-Methylnaphthalene 80 ug/mL
2,2'-oxybis[1-chloropropane] 80 ug/mL
2,3,4,6-Tetrachlorophenol 80 ug/mL
2,4,5-Trichlorophenol 80 ug/mL
2,4,6-Trichlorophenol 80 ug/mL
2,4-Dichlorophenol 80 ug/mL
2,4-Dimethylphenol 80 ug/mL
2,4-Dinitrophenol 160 ug/mL
2,4-Dinitrotoluene 80 ug/mL
2,6-Dichlorophenol 80 ug/mL
2,6-Dinitrotoluene 80 ug/mL
2-Chloronaphthalene 80 ug/mL
2-Chlorophenol 80 ug/mL
2-Methylnaphthalene 80 ug/mL
2-Methylphenol 80 ug/mL
2-Nitroaniline 80 ug/mL
2-Nitrophenol 80 ug/mL
3 & 4 Methylphenol 80 ug/mL
3-Methylphenol 80 ug/mL
3-Nitroaniline 80 ug/mL
4,6-Dinitro-2-methylphenol 160 ug/mL
4-Bromophenyl phenyl ether 80 ug/mL
4-Chloro-3-methylphenol 80 ug/mL
4-Chloroaniline 80 ug/mL
4-Chlorophenyl phenyl ether 80 ug/mL
4-Methylphenol 80 ug/mL
4-Nitroaniline 80 ug/mL
4-Nitrophenol 160 ug/mL
Acenaphthene 80 ug/mL
Acenaphthylene 80 ug/mL
Acetophenone 80 ug/mL
Aniline 80 ug/mL
Anthracene 80 ug/mL
Azobenzene 80 ug/mL
Benzo[a]anthracene 80 ug/mL
Benzo[a]pyrene 80 ug/mL
Benzo[b]fluoranthene 80 ug/mL
Benzo[g,h,i]perylene 80 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration

Benzo[K]fluoranthene 80 ug/mL
Benzyl alcohol 80 ug/mL
Bis(2-chloroethoxy)methane 80 ug/mL
Bis(2-chloroethyl)ether 80 ug/mL
Bis(2-ethylhexyl) phthalate 80 ug/mL
Butyl benzyl phthalate 80 ug/mL
Carbazole 80 ug/mL
Chrysene 80 ug/mL
Di-n-butyl phthalate 80 ug/mL
Di-n-octyl phthalate 80 ug/mL
Dibenz(a,h)anthracene 80 ug/mL
Dibenzofuran 80 ug/mL
Diethyl phthalate 80 ug/mL
Dimethyl phthalate 80 ug/mL
Fluoranthene 80 ug/mL
Fluorene 80 ug/mL
Hexachlorobenzene 80 ug/mL
Hexachlorobutadiene 80 ug/mL
Hexachlorocyclopentadiene 80 ug/mL
Hexachloroethane 80 ug/mL
Hexadecane 80 ug/mL
Indenol[1,2,3-cd]pyrene 80 ug/mL
Isophorone 80 ug/mL
n-Decane 80 ug/mL
N-Nitrosodi-n-propylamine 80 ug/mL
N-Nitrosodimethylamine 80 ug/mL
N-Nitrosodiphenylamine 160 ug/mL
n-Octadecane 80 ug/mL
Naphthalene 80 ug/mL
Nitrobenzene 80 ug/mL
Pentachlorophenol 160 ug/mL
Phenanthrene 80 ug/mL
Phenol 80 ug/mL
Pyrene 80 ug/mL
Pyridine 80 ug/mL

MS-569729_00036 5mL | 1,1-Biphenyl 80 ug/mL
1,2,4,5-Tetrachlorobenzene 80 ug/mL
1,2,4-Trichlorobenzene 80 ug/mL
1,2-Dichlorobenzene 80 ug/mL
1,2-Diphenylhydrazine 80.878 ug/mL
1,3-Dichlorobenzene 80 ug/mL
1,3-Dinitrobenzene 80 ug/mL
1,4-Dichlorobenzene 80 ug/mL
1,4-Dioxane 80 ug/mL
1-Methylnaphthalene 80 ug/mL
2,2'-oxybis[1-chloropropane] 80 ug/mL
2,3,4,6-Tetrachlorophenol 80 ug/mL
2,4,5-Trichlorophenol 80 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
2,4,6-Trichlorophenol 80 ug/mL
2,4-Dichlorophenol 80 ug/mL
2,4-Dimethylphenol 80 ug/mL
2,4-Dinitrophenol 160 ug/mL
2,4-Dinitrotoluene 80 ug/mL
2,6-Dichlorophenol 80 ug/mL
2,6-Dinitrotoluene 80 ug/mL
2-Chloronaphthalene 80 ug/mL
2-Chlorophenol 80 ug/mL
2-Methylnaphthalene 80 ug/mL
2-Methylphenol 80 ug/mL
2-Nitroaniline 80 ug/mL
2-Nitrophenol 80 ug/mL
3 & 4 Methylphenol 80 ug/mL
3-Methylphenol 80 ug/mL
3-Nitroaniline 80 ug/mL
4,6-Dinitro-2-methylphenol 160 ug/mL
4-Bromophenyl phenyl ether 80 ug/mL
4-Chloro-3-methylphenol 80 ug/mL
4-Chloroaniline 80 ug/mL
4-Chlorophenyl phenyl ether 80 ug/mL
4-Methylphenol 80 ug/mL
4-Nitroaniline 80 ug/mL
4-Nitrophenol 160 ug/mL
Acenaphthene 80 ug/mL
Acenaphthylene 80 ug/mL
Acetophenone 80 ug/mL
Aniline 80 ug/mL
Anthracene 80 ug/mL
Azobenzene 80 ug/mL
Benzo[a]Janthracene 80 ug/mL
Benzo[a]pyrene 80 ug/mL
Benzo[b]fluoranthene 80 ug/mL
Benzolg,h,i]perylene 80 ug/mL
Benzo[k]fluoranthene 80 ug/mL
Benzyl alcohol 80 ug/mL
Bis(2-chloroethoxy)methane 80 ug/mL
Bis(2-chloroethyl)ether 80 ug/mL
Bis(2-ethylhexyl) phthalate 80 ug/mL
Butyl benzyl phthalate 80 ug/mL
Carbazole 80 ug/mL
Chrysene 80 ug/mL
Di-n-butyl phthalate 80 ug/mL
Di-n-octyl phthalate 80 ug/mL
Dibenz(a,h)anthracene 80 ug/mL
Dibenzofuran 80 ug/mL
Diethyl phthalate 80 ug/mL
Dimethyl phthalate 80 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration

Fluoranthene 80 ug/mL
Fluorene 80 ug/mL
Hexachlorobenzene 80 ug/mL
Hexachlorobutadiene 80 ug/mL
Hexachlorocyclopentadiene 80 ug/mL
Hexachloroethane 80 ug/mL
Hexadecane 80 ug/mL
Indenol[1,2,3-cd]pyrene 80 ug/mL
Isophorone 80 ug/mL
n-Decane 80 ug/mL
N-Nitrosodi-n-propylamine 80 ug/mL
N-Nitrosodimethylamine 80 ug/mL
N-Nitrosodiphenylamine 160 ug/mL
n-Octadecane 80 ug/mL
Naphthalene 80 ug/mL
Nitrobenzene 80 ug/mL
Pentachlorophenol 160 ug/mL
Phenanthrene 80 ug/mL
Phenol 80 ug/mL
Pyrene 80 ug/mL
Pyridine 80 ug/mL

MS-569729_00037 5mL | 1,1-Biphenyl 80 ug/mL
1,2,4,5-Tetrachlorobenzene 80 ug/mL
1,2,4-Trichlorobenzene 80 ug/mL
1,2-Dichlorobenzene 80 ug/mL
1,2-Diphenylhydrazine 80.878 ug/mL
1,3-Dichlorobenzene 80 ug/mL
1,3-Dinitrobenzene 80 ug/mL
1,4-Dichlorobenzene 80 ug/mL
1,4-Dioxane 80 ug/mL
1-Methylnaphthalene 80 ug/mL
2,2'-oxybis[1-chloropropane] 80 ug/mL
2,3,4,6-Tetrachlorophenol 80 ug/mL
2,4,5-Trichlorophenol 80 ug/mL
2,4,6-Trichlorophenol 80 ug/mL
2,4-Dichlorophenol 80 ug/mL
2,4-Dimethylphenol 80 ug/mL
2,4-Dinitrophenol 160 ug/mL
2,4-Dinitrotoluene 80 ug/mL
2,6-Dichlorophenol 80 ug/mL
2,6-Dinitrotoluene 80 ug/mL
2-Chloronaphthalene 80 ug/mL
2-Chlorophenol 80 ug/mL
2-Methylnaphthalene 80 ug/mL
2-Methylphenol 80 ug/mL
2-Nitroaniline 80 ug/mL
2-Nitrophenol 80 ug/mL
3 & 4 Methylphenol 80 ug/mL
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Lab Name: TestAmerica Denver

REAGENT TRACEABILITY SUMMARY

Job No.: 280-76405-2

SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
3-Methylphenol 80 ug/mL
3-Nitroaniline 80 ug/mL
4,6-Dinitro-2-methylphenol 160 ug/mL
4-Bromophenyl phenyl ether 80 ug/mL
4-Chloro-3-methylphenol 80 ug/mL
4-Chloroaniline 80 ug/mL
4-Chlorophenyl phenyl ether 80 ug/mL
4-Methylphenol 80 ug/mL
4-Nitroaniline 80 ug/mL
4-Nitrophenol 160 ug/mL
Acenaphthene 80 ug/mL
Acenaphthylene 80 ug/mL
Acetophenone 80 ug/mL
Aniline 80 ug/mL
Anthracene 80 ug/mL
Azobenzene 80 ug/mL
Benzo[a]Janthracene 80 ug/mL
Benzo[a]pyrene 80 ug/mL
Benzo[b]fluoranthene 80 ug/mL
Benzolg,h,i]perylene 80 ug/mL
Benzo[k]fluoranthene 80 ug/mL
Benzyl alcohol 80 ug/mL
Bis(2-chloroethoxy)methane 80 ug/mL
Bis(2-chloroethyl)ether 80 ug/mL
Bis(2-ethylhexyl) phthalate 80 ug/mL
Butyl benzyl phthalate 80 ug/mL
Carbazole 80 ug/mL
Chrysene 80 ug/mL
Di-n-butyl phthalate 80 ug/mL
Di-n-octyl phthalate 80 ug/mL
Dibenz(a,h)anthracene 80 ug/mL
Dibenzofuran 80 ug/mL
Diethyl phthalate 80 ug/mL
Dimethyl phthalate 80 ug/mL
Fluoranthene 80 ug/mL
Fluorene 80 ug/mL
Hexachlorobenzene 80 ug/mL
Hexachlorobutadiene 80 ug/mL
Hexachlorocyclopentadiene 80 ug/mL
Hexachloroethane 80 ug/mL
Hexadecane 80 ug/mL
Indenol[1,2,3-cd]pyrene 80 ug/mL
Isophorone 80 ug/mL
n-Decane 80 ug/mL
N-Nitrosodi-n-propylamine 80 ug/mL
N-Nitrosodimethylamine 80 ug/mL
N-Nitrosodiphenylamine 160 ug/mL
n-Octadecane 80 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration

Naphthalene 80 ug/mL
Nitrobenzene 80 ug/mL
Pentachlorophenol 160 ug/mL
Phenanthrene 80 ug/mL
Phenol 80 ug/mL
Pyrene 80 ug/mL
Pyridine 80 ug/mL

MS-569729_00038 5mL | 1,1-Biphenyl 80 ug/mL
1,2,4,5-Tetrachlorobenzene 80 ug/mL
1,2,4-Trichlorobenzene 80 ug/mL
1,2-Dichlorobenzene 80 ug/mL
1,2-Diphenylhydrazine 80.878 ug/mL
1,3-Dichlorobenzene 80 ug/mL
1,3-Dinitrobenzene 80 ug/mL
1,4-Dichlorobenzene 80 ug/mL
1,4-Dioxane 80 ug/mL
1-Methylnaphthalene 80 ug/mL
2,2'-oxybis[1-chloropropane] 80 ug/mL
2,3,4,6-Tetrachlorophenol 80 ug/mL
2,4,5-Trichlorophenol 80 ug/mL
2,4,6-Trichlorophenol 80 ug/mL
2,4-Dichlorophenol 80 ug/mL
2,4-Dimethylphenol 80 ug/mL
2,4-Dinitrophenol 160 ug/mL
2,4-Dinitrotoluene 80 ug/mL
2,6-Dichlorophenol 80 ug/mL
2,6-Dinitrotoluene 80 ug/mL
2-Chloronaphthalene 80 ug/mL
2-Chlorophenol 80 ug/mL
2-Methylnaphthalene 80 ug/mL
2-Methylphenol 80 ug/mL
2-Nitroaniline 80 ug/mL
2-Nitrophenol 80 ug/mL
3 & 4 Methylphenol 80 ug/mL
3-Methylphenol 80 ug/mL
3-Nitroaniline 80 ug/mL
4,6-Dinitro-2-methylphenol 160 ug/mL
4-Bromophenyl phenyl ether 80 ug/mL
4-Chloro-3-methylphenol 80 ug/mL
4-Chloroaniline 80 ug/mL
4-Chlorophenyl phenyl ether 80 ug/mL
4-Methylphenol 80 ug/mL
4-Nitroaniline 80 ug/mL
4-Nitrophenol 160 ug/mL
Acenaphthene 80 ug/mL
Acenaphthylene 80 ug/mL
Acetophenone 80 ug/mL
Aniline 80 ug/mL
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Lab Name: TestAmerica Denver

REAGENT TRACEABILITY SUMMARY

Job No.: 280-76405-2

SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration

Anthracene 80 ug/mL
Azobenzene 80 ug/mL
Benzo[a]Janthracene 80 ug/mL
Benzo[a]pyrene 80 ug/mL
Benzo[b]fluoranthene 80 ug/mL
Benzolg,h,i]perylene 80 ug/mL
Benzo[k]fluoranthene 80 ug/mL
Benzyl alcohol 80 ug/mL
Bis(2-chloroethoxy)methane 80 ug/mL
Bis(2-chloroethyl)ether 80 ug/mL
Bis(2-ethylhexyl) phthalate 80 ug/mL
Butyl benzyl phthalate 80 ug/mL
Carbazole 80 ug/mL
Chrysene 80 ug/mL
Di-n-butyl phthalate 80 ug/mL
Di-n-octyl phthalate 80 ug/mL
Dibenz(a,h)anthracene 80 ug/mL
Dibenzofuran 80 ug/mL
Diethyl phthalate 80 ug/mL
Dimethyl phthalate 80 ug/mL
Fluoranthene 80 ug/mL
Fluorene 80 ug/mL
Hexachlorobenzene 80 ug/mL
Hexachlorobutadiene 80 ug/mL
Hexachlorocyclopentadiene 80 ug/mL
Hexachloroethane 80 ug/mL
Hexadecane 80 ug/mL
Indenol[1,2,3-cd]pyrene 80 ug/mL
Isophorone 80 ug/mL
n-Decane 80 ug/mL
N-Nitrosodi-n-propylamine 80 ug/mL
N-Nitrosodimethylamine 80 ug/mL
N-Nitrosodiphenylamine 160 ug/mL
n-Octadecane 80 ug/mL
Naphthalene 80 ug/mL
Nitrobenzene 80 ug/mL
Pentachlorophenol 160 ug/mL
Phenanthrene 80 ug/mL
Phenol 80 ug/mL
Pyrene 80 ug/mL
Pyridine 80 ug/mL

MS-569729_00039 5mL | 1,1-Biphenyl 80 ug/mL
1,2,4,5-Tetrachlorobenzene 80 ug/mL
1,2,4-Trichlorobenzene 80 ug/mL
1,2-Dichlorobenzene 80 ug/mL
1,2-Diphenylhydrazine 80.878 ug/mL
1,3-Dichlorobenzene 80 ug/mL
1,3-Dinitrobenzene 80 ug/mL

Page 28 of 351




Lab Name: TestAmerica Denver

REAGENT TRACEABILITY SUMMARY

Job No.: 280-76405-2

SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
1,4-Dichlorobenzene 80 ug/mL
1,4-Dioxane 80 ug/mL
1-Methylnaphthalene 80 ug/mL
2,2'-oxybis[1-chloropropane] 80 ug/mL
2,3,4,6-Tetrachlorophenol 80 ug/mL
2,4,5-Trichlorophenol 80 ug/mL
2,4,6-Trichlorophenol 80 ug/mL
2,4-Dichlorophenol 80 ug/mL
2,4-Dimethylphenol 80 ug/mL
2,4-Dinitrophenol 160 ug/mL
2,4-Dinitrotoluene 80 ug/mL
2,6-Dichlorophenol 80 ug/mL
2,6-Dinitrotoluene 80 ug/mL
2-Chloronaphthalene 80 ug/mL
2-Chlorophenol 80 ug/mL
2-Methylnaphthalene 80 ug/mL
2-Methylphenol 80 ug/mL
2-Nitroaniline 80 ug/mL
2-Nitrophenol 80 ug/mL
3 & 4 Methylphenol 80 ug/mL
3-Methylphenol 80 ug/mL
3-Nitroaniline 80 ug/mL
4,6-Dinitro-2-methylphenol 160 ug/mL
4-Bromophenyl phenyl ether 80 ug/mL
4-Chloro-3-methylphenol 80 ug/mL
4-Chloroaniline 80 ug/mL
4-Chlorophenyl phenyl ether 80 ug/mL
4-Methylphenol 80 ug/mL
4-Nitroaniline 80 ug/mL
4-Nitrophenol 160 ug/mL
Acenaphthene 80 ug/mL
Acenaphthylene 80 ug/mL
Acetophenone 80 ug/mL
Aniline 80 ug/mL
Anthracene 80 ug/mL
Azobenzene 80 ug/mL
Benzo[a]Janthracene 80 ug/mL
Benzo[a]pyrene 80 ug/mL
Benzo[b]fluoranthene 80 ug/mL
Benzolg,h,i]perylene 80 ug/mL
Benzo[k]fluoranthene 80 ug/mL
Benzyl alcohol 80 ug/mL
Bis(2-chloroethoxy)methane 80 ug/mL
Bis(2-chloroethyl)ether 80 ug/mL
Bis(2-ethylhexyl) phthalate 80 ug/mL
Butyl benzyl phthalate 80 ug/mL
Carbazole 80 ug/mL
Chrysene 80 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration

Di-n-butyl phthalate 80 ug/mL
Di-n-octyl phthalate 80 ug/mL
Dibenz(a,h)anthracene 80 ug/mL
Dibenzofuran 80 ug/mL
Diethyl phthalate 80 ug/mL
Dimethyl phthalate 80 ug/mL
Fluoranthene 80 ug/mL
Fluorene 80 ug/mL
Hexachlorobenzene 80 ug/mL
Hexachlorobutadiene 80 ug/mL
Hexachlorocyclopentadiene 80 ug/mL
Hexachloroethane 80 ug/mL
Hexadecane 80 ug/mL
Indenol[1,2,3-cd]pyrene 80 ug/mL
Isophorone 80 ug/mL
n-Decane 80 ug/mL
N-Nitrosodi-n-propylamine 80 ug/mL
N-Nitrosodimethylamine 80 ug/mL
N-Nitrosodiphenylamine 160 ug/mL
n-Octadecane 80 ug/mL
Naphthalene 80 ug/mL
Nitrobenzene 80 ug/mL
Pentachlorophenol 160 ug/mL
Phenanthrene 80 ug/mL
Phenol 80 ug/mL
Pyrene 80 ug/mL
Pyridine 80 ug/mL

MS-569729_00044 5mL | 1,1-Biphenyl 80 ug/mL
1,2,4,5-Tetrachlorobenzene 80 ug/mL
1,2,4-Trichlorobenzene 80 ug/mL
1,2-Dichlorobenzene 80 ug/mL
1,2-Diphenylhydrazine 80.878 ug/mL
1,3-Dichlorobenzene 80 ug/mL
1,3-Dinitrobenzene 80 ug/mL
1,4-Dichlorobenzene 80 ug/mL
1,4-Dioxane 80 ug/mL
1-Methylnaphthalene 80 ug/mL
2,2'-oxybis[1-chloropropane] 80 ug/mL
2,3,4,6-Tetrachlorophenol 80 ug/mL
2,4,5-Trichlorophenol 80 ug/mL
2,4,6-Trichlorophenol 80 ug/mL
2,4-Dichlorophenol 80 ug/mL
2,4-Dimethylphenol 80 ug/mL
2,4-Dinitrophenol 160 ug/mL
2,4-Dinitrotoluene 80 ug/mL
2,6-Dichlorophenol 80 ug/mL
2,6-Dinitrotoluene 80 ug/mL
2-Chloronaphthalene 80 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
2-Chlorophenol 80 ug/mL
2-Methylnaphthalene 80 ug/mL
2-Methylphenol 80 ug/mL
2-Nitroaniline 80 ug/mL
2-Nitrophenol 80 ug/mL
3 & 4 Methylphenol 80 ug/mL
3-Methylphenol 80 ug/mL
3-Nitroaniline 80 ug/mL
4,6-Dinitro-2-methylphenol 160 ug/mL
4-Bromophenyl phenyl ether 80 ug/mL
4-Chloro-3-methylphenol 80 ug/mL
4-Chloroaniline 80 ug/mL
4-Chlorophenyl phenyl ether 80 ug/mL
4-Methylphenol 80 ug/mL
4-Nitroaniline 80 ug/mL
4-Nitrophenol 160 ug/mL
Acenaphthene 80 ug/mL
Acenaphthylene 80 ug/mL
Acetophenone 80 ug/mL
Aniline 80 ug/mL
Anthracene 80 ug/mL
Azobenzene 80 ug/mL
Benzo[a]Janthracene 80 ug/mL
Benzo[a]pyrene 80 ug/mL
Benzo[b]fluoranthene 80 ug/mL
Benzolg,h,i]perylene 80 ug/mL
Benzo[k]fluoranthene 80 ug/mL
Benzyl alcohol 80 ug/mL
Bis(2-chloroethoxy)methane 80 ug/mL
Bis(2-chloroethyl)ether 80 ug/mL
Bis(2-ethylhexyl) phthalate 80 ug/mL
Butyl benzyl phthalate 80 ug/mL
Carbazole 80 ug/mL
Chrysene 80 ug/mL
Di-n-butyl phthalate 80 ug/mL
Di-n-octyl phthalate 80 ug/mL
Dibenz(a,h)anthracene 80 ug/mL
Dibenzofuran 80 ug/mL
Diethyl phthalate 80 ug/mL
Dimethyl phthalate 80 ug/mL
Fluoranthene 80 ug/mL
Fluorene 80 ug/mL
Hexachlorobenzene 80 ug/mL
Hexachlorobutadiene 80 ug/mL
Hexachlorocyclopentadiene 80 ug/mL
Hexachloroethane 80 ug/mL
Hexadecane 80 ug/mL
Indenol[1,2,3-cd]pyrene 80 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration

Isophorone 80 ug/mL
n-Decane 80 ug/mL
N-Nitrosodi-n-propylamine 80 ug/mL
N-Nitrosodimethylamine 80 ug/mL
N-Nitrosodiphenylamine 160 ug/mL
n-Octadecane 80 ug/mL
Naphthalene 80 ug/mL
Nitrobenzene 80 ug/mL
Pentachlorophenol 160 ug/mL
Phenanthrene 80 ug/mL
Phenol 80 ug/mL
Pyrene 80 ug/mL
Pyridine 80 ug/mL

MS-569729_00045 5mL | 1,1-Biphenyl 80 ug/mL
1,2,4,5-Tetrachlorobenzene 80 ug/mL
1,2,4-Trichlorobenzene 80 ug/mL
1,2-Dichlorobenzene 80 ug/mL
1,2-Diphenylhydrazine 80.878 ug/mL
1,3-Dichlorobenzene 80 ug/mL
1,3-Dinitrobenzene 80 ug/mL
1,4-Dichlorobenzene 80 ug/mL
1,4-Dioxane 80 ug/mL
1-Methylnaphthalene 80 ug/mL
2,2'-oxybis[1-chloropropane] 80 ug/mL
2,3,4,6-Tetrachlorophenol 80 ug/mL
2,4,5-Trichlorophenol 80 ug/mL
2,4,6-Trichlorophenol 80 ug/mL
2,4-Dichlorophenol 80 ug/mL
2,4-Dimethylphenol 80 ug/mL
2,4-Dinitrophenol 160 ug/mL
2,4-Dinitrotoluene 80 ug/mL
2,6-Dichlorophenol 80 ug/mL
2,6-Dinitrotoluene 80 ug/mL
2-Chloronaphthalene 80 ug/mL
2-Chlorophenol 80 ug/mL
2-Methylnaphthalene 80 ug/mL
2-Methylphenol 80 ug/mL
2-Nitroaniline 80 ug/mL
2-Nitrophenol 80 ug/mL
3 & 4 Methylphenol 80 ug/mL
3-Methylphenol 80 ug/mL
3-Nitroaniline 80 ug/mL
4,6-Dinitro-2-methylphenol 160 ug/mL
4-Bromophenyl phenyl ether 80 ug/mL
4-Chloro-3-methylphenol 80 ug/mL
4-Chloroaniline 80 ug/mL
4-Chlorophenyl phenyl ether 80 ug/mL
4-Methylphenol 80 ug/mL
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Lab Name: TestAmerica Denver

REAGENT TRACEABILITY SUMMARY

Job No.: 280-76405-2

SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
4-Nitroaniline 80 ug/mL
4-Nitrophenol 160 ug/mL
Acenaphthene 80 ug/mL
Acenaphthylene 80 ug/mL
Acetophenone 80 ug/mL
Aniline 80 ug/mL
Anthracene 80 ug/mL
Azobenzene 80 ug/mL
Benzo[a]Janthracene 80 ug/mL
Benzo[a]pyrene 80 ug/mL
Benzo[b]fluoranthene 80 ug/mL
Benzolg,h,i]perylene 80 ug/mL
Benzo[k]fluoranthene 80 ug/mL
Benzyl alcohol 80 ug/mL
Bis(2-chloroethoxy)methane 80 ug/mL
Bis(2-chloroethyl)ether 80 ug/mL
Bis(2-ethylhexyl) phthalate 80 ug/mL
Butyl benzyl phthalate 80 ug/mL
Carbazole 80 ug/mL
Chrysene 80 ug/mL
Di-n-butyl phthalate 80 ug/mL
Di-n-octyl phthalate 80 ug/mL
Dibenz(a,h)anthracene 80 ug/mL
Dibenzofuran 80 ug/mL
Diethyl phthalate 80 ug/mL
Dimethyl phthalate 80 ug/mL
Fluoranthene 80 ug/mL
Fluorene 80 ug/mL
Hexachlorobenzene 80 ug/mL
Hexachlorobutadiene 80 ug/mL
Hexachlorocyclopentadiene 80 ug/mL
Hexachloroethane 80 ug/mL
Hexadecane 80 ug/mL
Indenol[1,2,3-cd]pyrene 80 ug/mL
Isophorone 80 ug/mL
n-Decane 80 ug/mL
N-Nitrosodi-n-propylamine 80 ug/mL
N-Nitrosodimethylamine 80 ug/mL
N-Nitrosodiphenylamine 160 ug/mL
n-Octadecane 80 ug/mL
Naphthalene 80 ug/mL
Nitrobenzene 80 ug/mL
Pentachlorophenol 160 ug/mL
Phenanthrene 80 ug/mL
Phenol 80 ug/mL
Pyrene 80 ug/mL
Pyridine 80 ug/mL
MS-569729_00046 5mL | 1,1-Biphenyl 80 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration

1,2,4,5-Tetrachlorobenzene 80 ug/mL
1,2,4-Trichlorobenzene 80 ug/mL
1,2-Dichlorobenzene 80 ug/mL
1,2-Diphenylhydrazine 80.878 ug/mL

1,3-Dichlorobenzene 80 ug/mL
1,3-Dinitrobenzene 80 ug/mL
1,4-Dichlorobenzene 80 ug/mL
1,4-Dioxane 80 ug/mL
1-Methylnaphthalene 80 ug/mL
2,2'-oxybis[1-chloropropane] 80 ug/mL
2,3,4,6-Tetrachlorophenol 80 ug/mL
2,4,5-Trichlorophenol 80 ug/mL
2,4,6-Trichlorophenol 80 ug/mL
2,4-Dichlorophenol 80 ug/mL
2,4-Dimethylphenol 80 ug/mL
2,4-Dinitrophenol 160 ug/mL
2,4-Dinitrotoluene 80 ug/mL
2,6-Dichlorophenol 80 ug/mL
2,6-Dinitrotoluene 80 ug/mL
2-Chloronaphthalene 80 ug/mL
2-Chlorophenol 80 ug/mL
2-Methylnaphthalene 80 ug/mL
2-Methylphenol 80 ug/mL
2-Nitroaniline 80 ug/mL
2-Nitrophenol 80 ug/mL
3 & 4 Methylphenol 80 ug/mL
3-Methylphenol 80 ug/mL
3-Nitroaniline 80 ug/mL
4,6-Dinitro-2-methylphenol 160 ug/mL
4-Bromophenyl phenyl ether 80 ug/mL
4-Chloro-3-methylphenol 80 ug/mL
4-Chloroaniline 80 ug/mL
4-Chlorophenyl phenyl ether 80 ug/mL
4-Methylphenol 80 ug/mL
4-Nitroaniline 80 ug/mL
4-Nitrophenol 160 ug/mL
Acenaphthene 80 ug/mL
Acenaphthylene 80 ug/mL
Acetophenone 80 ug/mL
Aniline 80 ug/mL
Anthracene 80 ug/mL
Azobenzene 80 ug/mL
Benzo[a]Janthracene 80 ug/mL
Benzo[a]pyrene 80 ug/mL
Benzo[b]fluoranthene 80 ug/mL
Benzolg,h,i]perylene 80 ug/mL
Benzo[k]fluoranthene 80 ug/mL
Benzyl alcohol 80 ug/mL

Page 34 of 351




REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration

Bis(2-chloroethoxy)methane 80 ug/mL
Bis(2-chloroethyl)ether 80 ug/mL
Bis(2-ethylhexyl) phthalate 80 ug/mL
Butyl benzyl phthalate 80 ug/mL
Carbazole 80 ug/mL
Chrysene 80 ug/mL
Di-n-butyl phthalate 80 ug/mL
Di-n-octyl phthalate 80 ug/mL
Dibenz(a,h)anthracene 80 ug/mL
Dibenzofuran 80 ug/mL
Diethyl phthalate 80 ug/mL
Dimethyl phthalate 80 ug/mL
Fluoranthene 80 ug/mL
Fluorene 80 ug/mL
Hexachlorobenzene 80 ug/mL
Hexachlorobutadiene 80 ug/mL
Hexachlorocyclopentadiene 80 ug/mL
Hexachloroethane 80 ug/mL
Hexadecane 80 ug/mL
Indenol[1,2,3-cd]pyrene 80 ug/mL
Isophorone 80 ug/mL
n-Decane 80 ug/mL
N-Nitrosodi-n-propylamine 80 ug/mL
N-Nitrosodimethylamine 80 ug/mL
N-Nitrosodiphenylamine 160 ug/mL
n-Octadecane 80 ug/mL
Naphthalene 80 ug/mL
Nitrobenzene 80 ug/mL
Pentachlorophenol 160 ug/mL
Phenanthrene 80 ug/mL
Phenol 80 ug/mL
Pyrene 80 ug/mL
Pyridine 80 ug/mL
MS-569731_00015 5 mL | Benzoic acid 80 ug/mL
Indene 80 ug/mL
MS-569731_00016 5 mL | Benzoic acid 80 ug/mL
Indene 80 ug/mL
MS-569731_00017 5 mL | Benzoic acid 80 ug/mL
Indene 80 ug/mL
MS-569731_00018 5 mL | Benzoic acid 80 ug/mL
Indene 80 ug/mL
.MS-569729_00035 12/31/16 Restek, Lot A0111934 (Purchased Reagent 1,1'-Biphenyl 1000 ug/mL
1,2,4,5-Tetrachlorobenzene 1000 ug/mL
1,2,4-Trichlorobenzene 1000 ug/mL
1,2-Dichlorobenzene 1000 ug/mL

1,2-Diphenylhydrazine 1010.97 ug/mL
1,3-Dichlorobenzene 1000 ug/mL
1,3-Dinitrobenzene 1000 ug/mL
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REAGENT TRACEABILITY SUMMARY

Job No.: 280-76405-2

SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
1,4-Dichlorobenzene 1000 ug/mL
1,4-Dioxane 1000 ug/mL
1-Methylnaphthalene 1000 ug/mL
2,2'-oxybis[1-chloropropane] 1000 ug/mL
2,3,4,6-Tetrachlorophenol 1000 ug/mL
2,4,5-Trichlorophenol 1000 ug/mL
2,4,6-Trichlorophenol 1000 ug/mL
2,4-Dichlorophenol 1000 ug/mL
2,4-Dimethylphenol 1000 ug/mL
2,4-Dinitrophenol 2000 ug/mL
2,4-Dinitrotoluene 1000 ug/mL
2,6-Dichlorophenol 1000 ug/mL
2,6-Dinitrotoluene 1000 ug/mL
2-Chloronaphthalene 1000 ug/mL
2-Chlorophenol 1000 ug/mL
2-Methylnaphthalene 1000 ug/mL
2-Methylphenol 1000 ug/mL
2-Nitroaniline 1000 ug/mL
2-Nitrophenol 1000 ug/mL
3 & 4 Methylphenol 1000 ug/mL
3-Methylphenol 1000 ug/mL
3-Nitroaniline 1000 ug/mL
4,6-Dinitro-2-methylphenol 2000 ug/mL
4-Bromophenyl phenyl ether 1000 ug/mL
4-Chloro-3-methylphenol 1000 ug/mL
4-Chloroaniline 1000 ug/mL
4-Chlorophenyl phenyl ether 1000 ug/mL
4-Methylphenol 1000 ug/mL
4-Nitroaniline 1000 ug/mL
4-Nitrophenol 2000 ug/mL
Acenaphthene 1000 ug/mL
Acenaphthylene 1000 ug/mL
Acetophenone 1000 ug/mL
Aniline 1000 ug/mL
Anthracene 1000 ug/mL
Azobenzene 1000 ug/mL
Benzo[a]Janthracene 1000 ug/mL
Benzo[a]pyrene 1000 ug/mL
Benzo[b]fluoranthene 1000 ug/mL
Benzolg,h,i]perylene 1000 ug/mL
Benzo[k]fluoranthene 1000 ug/mL
Benzyl alcohol 1000 ug/mL
Bis(2-chloroethoxy)methane 1000 ug/mL
Bis(2-chloroethyl)ether 1000 ug/mL
Bis(2-ethylhexyl) phthalate 1000 ug/mL
Butyl benzyl phthalate 1000 ug/mL
Carbazole 1000 ug/mL
Chrysene 1000 ug/mL
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Job No.: 280-76405-2

SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration

Di-n-butyl phthalate 1000 ug/mL
Di-n-octyl phthalate 1000 ug/mL
Dibenz(a,h)anthracene 1000 ug/mL
Dibenzofuran 1000 ug/mL
Diethyl phthalate 1000 ug/mL
Dimethyl phthalate 1000 ug/mL
Fluoranthene 1000 ug/mL
Fluorene 1000 ug/mL
Hexachlorobenzene 1000 ug/mL
Hexachlorobutadiene 1000 ug/mL
Hexachlorocyclopentadiene 1000 ug/mL
Hexachloroethane 1000 ug/mL
Hexadecane 1000 ug/mL
Indenol[1,2,3-cd]pyrene 1000 ug/mL
Isophorone 1000 ug/mL
n-Decane 1000 ug/mL
N-Nitrosodi-n-propylamine 1000 ug/mL
N-Nitrosodimethylamine 1000 ug/mL
N-Nitrosodiphenylamine 2000 ug/mL
n-Octadecane 1000 ug/mL
Naphthalene 1000 ug/mL
Nitrobenzene 1000 ug/mL
Pentachlorophenol 2000 ug/mL
Phenanthrene 1000 ug/mL
Phenol 1000 ug/mL
Pyrene 1000 ug/mL
Pyridine 1000 ug/mL

.MS-569729_00036 12/31/16 Restek, Lot A0111934 (Purchased Reagent) 1,1'-Biphenyl 1000 ug/mL
1,2,4,5-Tetrachlorobenzene 1000 ug/mL
1,2,4-Trichlorobenzene 1000 ug/mL
1,2-Dichlorobenzene 1000 ug/mL
1,2-Diphenylhydrazine 1010.97 ug/mL
1,3-Dichlorobenzene 1000 ug/mL
1,3-Dinitrobenzene 1000 ug/mL
1,4-Dichlorobenzene 1000 ug/mL
1,4-Dioxane 1000 ug/mL
1-Methylnaphthalene 1000 ug/mL
2,2'-oxybis[1-chloropropane] 1000 ug/mL
2,3,4,6-Tetrachlorophenol 1000 ug/mL
2,4,5-Trichlorophenol 1000 ug/mL
2,4,6-Trichlorophenol 1000 ug/mL
2,4-Dichlorophenol 1000 ug/mL
2,4-Dimethylphenol 1000 ug/mL
2,4-Dinitrophenol 2000 ug/mL
2,4-Dinitrotoluene 1000 ug/mL
2,6-Dichlorophenol 1000 ug/mL
2,6-Dinitrotoluene 1000 ug/mL
2-Chloronaphthalene 1000 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
2-Chlorophenol 1000 ug/mL
2-Methylnaphthalene 1000 ug/mL
2-Methylphenol 1000 ug/mL
2-Nitroaniline 1000 ug/mL
2-Nitrophenol 1000 ug/mL
3 & 4 Methylphenol 1000 ug/mL
3-Methylphenol 1000 ug/mL
3-Nitroaniline 1000 ug/mL
4,6-Dinitro-2-methylphenol 2000 ug/mL
4-Bromophenyl phenyl ether 1000 ug/mL
4-Chloro-3-methylphenol 1000 ug/mL
4-Chloroaniline 1000 ug/mL
4-Chlorophenyl phenyl ether 1000 ug/mL
4-Methylphenol 1000 ug/mL
4-Nitroaniline 1000 ug/mL
4-Nitrophenol 2000 ug/mL
Acenaphthene 1000 ug/mL
Acenaphthylene 1000 ug/mL
Acetophenone 1000 ug/mL
Aniline 1000 ug/mL
Anthracene 1000 ug/mL
Azobenzene 1000 ug/mL
Benzo[a]Janthracene 1000 ug/mL
Benzo[a]pyrene 1000 ug/mL
Benzo[b]fluoranthene 1000 ug/mL
Benzolg,h,i]perylene 1000 ug/mL
Benzo[k]fluoranthene 1000 ug/mL
Benzyl alcohol 1000 ug/mL
Bis(2-chloroethoxy)methane 1000 ug/mL
Bis(2-chloroethyl)ether 1000 ug/mL
Bis(2-ethylhexyl) phthalate 1000 ug/mL
Butyl benzyl phthalate 1000 ug/mL
Carbazole 1000 ug/mL
Chrysene 1000 ug/mL
Di-n-butyl phthalate 1000 ug/mL
Di-n-octyl phthalate 1000 ug/mL
Dibenz(a,h)anthracene 1000 ug/mL
Dibenzofuran 1000 ug/mL
Diethyl phthalate 1000 ug/mL
Dimethyl phthalate 1000 ug/mL
Fluoranthene 1000 ug/mL
Fluorene 1000 ug/mL
Hexachlorobenzene 1000 ug/mL
Hexachlorobutadiene 1000 ug/mL
Hexachlorocyclopentadiene 1000 ug/mL
Hexachloroethane 1000 ug/mL
Hexadecane 1000 ug/mL
Indenol[1,2,3-cd]pyrene 1000 ug/mL
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SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration

Isophorone 1000 ug/mL
n-Decane 1000 ug/mL
N-Nitrosodi-n-propylamine 1000 ug/mL
N-Nitrosodimethylamine 1000 ug/mL
N-Nitrosodiphenylamine 2000 ug/mL
n-Octadecane 1000 ug/mL
Naphthalene 1000 ug/mL
Nitrobenzene 1000 ug/mL
Pentachlorophenol 2000 ug/mL
Phenanthrene 1000 ug/mL
Phenol 1000 ug/mL
Pyrene 1000 ug/mL
Pyridine 1000 ug/mL

.MS-569729_00037 12/31/16 Restek, Lot A0111934 (Purchased Reagent) 1,1'-Biphenyl 1000 ug/mL
1,2,4,5-Tetrachlorobenzene 1000 ug/mL
1,2,4-Trichlorobenzene 1000 ug/mL
1,2-Dichlorobenzene 1000 ug/mL
1,2-Diphenylhydrazine 1010.97 ug/mL
1,3-Dichlorobenzene 1000 ug/mL
1,3-Dinitrobenzene 1000 ug/mL
1,4-Dichlorobenzene 1000 ug/mL
1,4-Dioxane 1000 ug/mL
1-Methylnaphthalene 1000 ug/mL
2,2'-oxybis[1-chloropropane] 1000 ug/mL
2,3,4,6-Tetrachlorophenol 1000 ug/mL
2,4,5-Trichlorophenol 1000 ug/mL
2,4,6-Trichlorophenol 1000 ug/mL
2,4-Dichlorophenol 1000 ug/mL
2,4-Dimethylphenol 1000 ug/mL
2,4-Dinitrophenol 2000 ug/mL
2,4-Dinitrotoluene 1000 ug/mL
2,6-Dichlorophenol 1000 ug/mL
2,6-Dinitrotoluene 1000 ug/mL
2-Chloronaphthalene 1000 ug/mL
2-Chlorophenol 1000 ug/mL
2-Methylnaphthalene 1000 ug/mL
2-Methylphenol 1000 ug/mL
2-Nitroaniline 1000 ug/mL
2-Nitrophenol 1000 ug/mL
3 & 4 Methylphenol 1000 ug/mL
3-Methylphenol 1000 ug/mL
3-Nitroaniline 1000 ug/mL
4,6-Dinitro-2-methylphenol 2000 ug/mL
4-Bromophenyl phenyl ether 1000 ug/mL
4-Chloro-3-methylphenol 1000 ug/mL
4-Chloroaniline 1000 ug/mL
4-Chlorophenyl phenyl ether 1000 ug/mL
4-Methylphenol 1000 ug/mL
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REAGENT TRACEABILITY SUMMARY

Job No.: 280-76405-2

SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
4-Nitroaniline 1000 ug/mL
4-Nitrophenol 2000 ug/mL
Acenaphthene 1000 ug/mL
Acenaphthylene 1000 ug/mL
Acetophenone 1000 ug/mL
Aniline 1000 ug/mL
Anthracene 1000 ug/mL
Azobenzene 1000 ug/mL
Benzo[a]Janthracene 1000 ug/mL
Benzo[a]pyrene 1000 ug/mL
Benzo[b]fluoranthene 1000 ug/mL
Benzolg,h,i]perylene 1000 ug/mL
Benzo[k]fluoranthene 1000 ug/mL
Benzyl alcohol 1000 ug/mL
Bis(2-chloroethoxy)methane 1000 ug/mL
Bis(2-chloroethyl)ether 1000 ug/mL
Bis(2-ethylhexyl) phthalate 1000 ug/mL
Butyl benzyl phthalate 1000 ug/mL
Carbazole 1000 ug/mL
Chrysene 1000 ug/mL
Di-n-butyl phthalate 1000 ug/mL
Di-n-octyl phthalate 1000 ug/mL
Dibenz(a,h)anthracene 1000 ug/mL
Dibenzofuran 1000 ug/mL
Diethyl phthalate 1000 ug/mL
Dimethyl phthalate 1000 ug/mL
Fluoranthene 1000 ug/mL
Fluorene 1000 ug/mL
Hexachlorobenzene 1000 ug/mL
Hexachlorobutadiene 1000 ug/mL
Hexachlorocyclopentadiene 1000 ug/mL
Hexachloroethane 1000 ug/mL
Hexadecane 1000 ug/mL
Indenol[1,2,3-cd]pyrene 1000 ug/mL
Isophorone 1000 ug/mL
n-Decane 1000 ug/mL
N-Nitrosodi-n-propylamine 1000 ug/mL
N-Nitrosodimethylamine 1000 ug/mL
N-Nitrosodiphenylamine 2000 ug/mL
n-Octadecane 1000 ug/mL
Naphthalene 1000 ug/mL
Nitrobenzene 1000 ug/mL
Pentachlorophenol 2000 ug/mL
Phenanthrene 1000 ug/mL
Phenol 1000 ug/mL
Pyrene 1000 ug/mL
Pyridine 1000 ug/mL
.MS-569729_00038 12/31/16 Restek, Lot A0111934 (Purchased Reagent) 1,1'-Biphenyl 1000 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration

1,2,4,5-Tetrachlorobenzene 1000 ug/mL
1,2,4-Trichlorobenzene 1000 ug/mL
1,2-Dichlorobenzene 1000 ug/mL
1,2-Diphenylhydrazine 1010.97 ug/mL

1,3-Dichlorobenzene 1000 ug/mL
1,3-Dinitrobenzene 1000 ug/mL
1,4-Dichlorobenzene 1000 ug/mL
1,4-Dioxane 1000 ug/mL
1-Methylnaphthalene 1000 ug/mL
2,2'-oxybis[1-chloropropane] 1000 ug/mL
2,3,4,6-Tetrachlorophenol 1000 ug/mL
2,4,5-Trichlorophenol 1000 ug/mL
2,4,6-Trichlorophenol 1000 ug/mL
2,4-Dichlorophenol 1000 ug/mL
2,4-Dimethylphenol 1000 ug/mL
2,4-Dinitrophenol 2000 ug/mL
2,4-Dinitrotoluene 1000 ug/mL
2,6-Dichlorophenol 1000 ug/mL
2,6-Dinitrotoluene 1000 ug/mL
2-Chloronaphthalene 1000 ug/mL
2-Chlorophenol 1000 ug/mL
2-Methylnaphthalene 1000 ug/mL
2-Methylphenol 1000 ug/mL
2-Nitroaniline 1000 ug/mL
2-Nitrophenol 1000 ug/mL
3 & 4 Methylphenol 1000 ug/mL
3-Methylphenol 1000 ug/mL
3-Nitroaniline 1000 ug/mL
4,6-Dinitro-2-methylphenol 2000 ug/mL
4-Bromophenyl phenyl ether 1000 ug/mL
4-Chloro-3-methylphenol 1000 ug/mL
4-Chloroaniline 1000 ug/mL
4-Chlorophenyl phenyl ether 1000 ug/mL
4-Methylphenol 1000 ug/mL
4-Nitroaniline 1000 ug/mL
4-Nitrophenol 2000 ug/mL
Acenaphthene 1000 ug/mL
Acenaphthylene 1000 ug/mL
Acetophenone 1000 ug/mL
Aniline 1000 ug/mL
Anthracene 1000 ug/mL
Azobenzene 1000 ug/mL
Benzo[a]Janthracene 1000 ug/mL
Benzo[a]pyrene 1000 ug/mL
Benzo[b]fluoranthene 1000 ug/mL
Benzolg,h,i]perylene 1000 ug/mL
Benzo[k]fluoranthene 1000 ug/mL
Benzyl alcohol 1000 ug/mL
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Lab Name: TestAmerica Denver

REAGENT TRACEABILITY SUMMARY

Job No.: 280-76405-2

SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration

Bis(2-chloroethoxy)methane 1000 ug/mL
Bis(2-chloroethyl)ether 1000 ug/mL
Bis(2-ethylhexyl) phthalate 1000 ug/mL
Butyl benzyl phthalate 1000 ug/mL
Carbazole 1000 ug/mL
Chrysene 1000 ug/mL
Di-n-butyl phthalate 1000 ug/mL
Di-n-octyl phthalate 1000 ug/mL
Dibenz(a,h)anthracene 1000 ug/mL
Dibenzofuran 1000 ug/mL
Diethyl phthalate 1000 ug/mL
Dimethyl phthalate 1000 ug/mL
Fluoranthene 1000 ug/mL
Fluorene 1000 ug/mL
Hexachlorobenzene 1000 ug/mL
Hexachlorobutadiene 1000 ug/mL
Hexachlorocyclopentadiene 1000 ug/mL
Hexachloroethane 1000 ug/mL
Hexadecane 1000 ug/mL
Indenol[1,2,3-cd]pyrene 1000 ug/mL
Isophorone 1000 ug/mL
n-Decane 1000 ug/mL
N-Nitrosodi-n-propylamine 1000 ug/mL
N-Nitrosodimethylamine 1000 ug/mL
N-Nitrosodiphenylamine 2000 ug/mL
n-Octadecane 1000 ug/mL
Naphthalene 1000 ug/mL
Nitrobenzene 1000 ug/mL
Pentachlorophenol 2000 ug/mL
Phenanthrene 1000 ug/mL
Phenol 1000 ug/mL
Pyrene 1000 ug/mL
Pyridine 1000 ug/mL

.MS-569729_00039 12/31/16 Restek, Lot A0111934 (Purchased Reagent) 1,1'-Biphenyl 1000 ug/mL
1,2,4,5-Tetrachlorobenzene 1000 ug/mL
1,2,4-Trichlorobenzene 1000 ug/mL
1,2-Dichlorobenzene 1000 ug/mL
1,2-Diphenylhydrazine 1010.97 ug/mL
1,3-Dichlorobenzene 1000 ug/mL
1,3-Dinitrobenzene 1000 ug/mL
1,4-Dichlorobenzene 1000 ug/mL
1,4-Dioxane 1000 ug/mL
1-Methylnaphthalene 1000 ug/mL
2,2'-oxybis[1-chloropropane] 1000 ug/mL
2,3,4,6-Tetrachlorophenol 1000 ug/mL
2,4,5-Trichlorophenol 1000 ug/mL
2,4,6-Trichlorophenol 1000 ug/mL
2,4-Dichlorophenol 1000 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
2,4-Dimethylphenol 1000 ug/mL
2,4-Dinitrophenol 2000 ug/mL
2,4-Dinitrotoluene 1000 ug/mL
2,6-Dichlorophenol 1000 ug/mL
2,6-Dinitrotoluene 1000 ug/mL
2-Chloronaphthalene 1000 ug/mL
2-Chlorophenol 1000 ug/mL
2-Methylnaphthalene 1000 ug/mL
2-Methylphenol 1000 ug/mL
2-Nitroaniline 1000 ug/mL
2-Nitrophenol 1000 ug/mL
3 & 4 Methylphenol 1000 ug/mL
3-Methylphenol 1000 ug/mL
3-Nitroaniline 1000 ug/mL
4,6-Dinitro-2-methylphenol 2000 ug/mL
4-Bromophenyl phenyl ether 1000 ug/mL
4-Chloro-3-methylphenol 1000 ug/mL
4-Chloroaniline 1000 ug/mL
4-Chlorophenyl phenyl ether 1000 ug/mL
4-Methylphenol 1000 ug/mL
4-Nitroaniline 1000 ug/mL
4-Nitrophenol 2000 ug/mL
Acenaphthene 1000 ug/mL
Acenaphthylene 1000 ug/mL
Acetophenone 1000 ug/mL
Aniline 1000 ug/mL
Anthracene 1000 ug/mL
Azobenzene 1000 ug/mL
Benzo[a]Janthracene 1000 ug/mL
Benzo[a]pyrene 1000 ug/mL
Benzo[b]fluoranthene 1000 ug/mL
Benzolg,h,i]perylene 1000 ug/mL
Benzo[k]fluoranthene 1000 ug/mL
Benzyl alcohol 1000 ug/mL
Bis(2-chloroethoxy)methane 1000 ug/mL
Bis(2-chloroethyl)ether 1000 ug/mL
Bis(2-ethylhexyl) phthalate 1000 ug/mL
Butyl benzyl phthalate 1000 ug/mL
Carbazole 1000 ug/mL
Chrysene 1000 ug/mL
Di-n-butyl phthalate 1000 ug/mL
Di-n-octyl phthalate 1000 ug/mL
Dibenz(a,h)anthracene 1000 ug/mL
Dibenzofuran 1000 ug/mL
Diethyl phthalate 1000 ug/mL
Dimethyl phthalate 1000 ug/mL
Fluoranthene 1000 ug/mL
Fluorene 1000 ug/mL
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Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration

Hexachlorobenzene 1000 ug/mL
Hexachlorobutadiene 1000 ug/mL
Hexachlorocyclopentadiene 1000 ug/mL
Hexachloroethane 1000 ug/mL
Hexadecane 1000 ug/mL
Indenol[1,2,3-cd]pyrene 1000 ug/mL
Isophorone 1000 ug/mL
n-Decane 1000 ug/mL
N-Nitrosodi-n-propylamine 1000 ug/mL
N-Nitrosodimethylamine 1000 ug/mL
N-Nitrosodiphenylamine 2000 ug/mL
n-Octadecane 1000 ug/mL
Naphthalene 1000 ug/mL
Nitrobenzene 1000 ug/mL
Pentachlorophenol 2000 ug/mL
Phenanthrene 1000 ug/mL
Phenol 1000 ug/mL
Pyrene 1000 ug/mL
Pyridine 1000 ug/mL

.MS-569729_00044 12/31/16 Restek, Lot A0111934 (Purchased Reagent) 1,1'-Biphenyl 1000 ug/mL
1,2,4,5-Tetrachlorobenzene 1000 ug/mL
1,2,4-Trichlorobenzene 1000 ug/mL
1,2-Dichlorobenzene 1000 ug/mL
1,2-Diphenylhydrazine 1010.97 ug/mL
1,3-Dichlorobenzene 1000 ug/mL
1,3-Dinitrobenzene 1000 ug/mL
1,4-Dichlorobenzene 1000 ug/mL
1,4-Dioxane 1000 ug/mL
1-Methylnaphthalene 1000 ug/mL
2,2'-oxybis[1-chloropropane] 1000 ug/mL
2,3,4,6-Tetrachlorophenol 1000 ug/mL
2,4,5-Trichlorophenol 1000 ug/mL
2,4,6-Trichlorophenol 1000 ug/mL
2,4-Dichlorophenol 1000 ug/mL
2,4-Dimethylphenol 1000 ug/mL
2,4-Dinitrophenol 2000 ug/mL
2,4-Dinitrotoluene 1000 ug/mL
2,6-Dichlorophenol 1000 ug/mL
2,6-Dinitrotoluene 1000 ug/mL
2-Chloronaphthalene 1000 ug/mL
2-Chlorophenol 1000 ug/mL
2-Methylnaphthalene 1000 ug/mL
2-Methylphenol 1000 ug/mL
2-Nitroaniline 1000 ug/mL
2-Nitrophenol 1000 ug/mL
3 & 4 Methylphenol 1000 ug/mL
3-Methylphenol 1000 ug/mL
3-Nitroaniline 1000 ug/mL
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4,6-Dinitro-2-methylphenol 2000 ug/mL
4-Bromophenyl phenyl ether 1000 ug/mL
4-Chloro-3-methylphenol 1000 ug/mL
4-Chloroaniline 1000 ug/mL
4-Chlorophenyl phenyl ether 1000 ug/mL
4-Methylphenol 1000 ug/mL
4-Nitroaniline 1000 ug/mL
4-Nitrophenol 2000 ug/mL
Acenaphthene 1000 ug/mL
Acenaphthylene 1000 ug/mL
Acetophenone 1000 ug/mL
Aniline 1000 ug/mL
Anthracene 1000 ug/mL
Azobenzene 1000 ug/mL
Benzo[a]Janthracene 1000 ug/mL
Benzo[a]pyrene 1000 ug/mL
Benzo[b]fluoranthene 1000 ug/mL
Benzolg,h,i]perylene 1000 ug/mL
Benzo[k]fluoranthene 1000 ug/mL
Benzyl alcohol 1000 ug/mL
Bis(2-chloroethoxy)methane 1000 ug/mL
Bis(2-chloroethyl)ether 1000 ug/mL
Bis(2-ethylhexyl) phthalate 1000 ug/mL
Butyl benzyl phthalate 1000 ug/mL
Carbazole 1000 ug/mL
Chrysene 1000 ug/mL
Di-n-butyl phthalate 1000 ug/mL
Di-n-octyl phthalate 1000 ug/mL
Dibenz(a,h)anthracene 1000 ug/mL
Dibenzofuran 1000 ug/mL
Diethyl phthalate 1000 ug/mL
Dimethyl phthalate 1000 ug/mL
Fluoranthene 1000 ug/mL
Fluorene 1000 ug/mL
Hexachlorobenzene 1000 ug/mL
Hexachlorobutadiene 1000 ug/mL
Hexachlorocyclopentadiene 1000 ug/mL
Hexachloroethane 1000 ug/mL
Hexadecane 1000 ug/mL
Indenol[1,2,3-cd]pyrene 1000 ug/mL
Isophorone 1000 ug/mL
n-Decane 1000 ug/mL
N-Nitrosodi-n-propylamine 1000 ug/mL
N-Nitrosodimethylamine 1000 ug/mL
N-Nitrosodiphenylamine 2000 ug/mL
n-Octadecane 1000 ug/mL
Naphthalene 1000 ug/mL
Nitrobenzene 1000 ug/mL
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Pentachlorophenol 2000 ug/mL
Phenanthrene 1000 ug/mL
Phenol 1000 ug/mL
Pyrene 1000 ug/mL
Pyridine 1000 ug/mL

.MS-569729_00045 12/31/16 Restek, Lot A0111934 (Purchased Reagent) 1,1'-Biphenyl 1000 ug/mL
1,2,4,5-Tetrachlorobenzene 1000 ug/mL
1,2,4-Trichlorobenzene 1000 ug/mL
1,2-Dichlorobenzene 1000 ug/mL
1,2-Diphenylhydrazine 1010.97 ug/mL
1,3-Dichlorobenzene 1000 ug/mL
1,3-Dinitrobenzene 1000 ug/mL
1,4-Dichlorobenzene 1000 ug/mL
1,4-Dioxane 1000 ug/mL
1-Methylnaphthalene 1000 ug/mL
2,2'-oxybis[1-chloropropane] 1000 ug/mL
2,3,4,6-Tetrachlorophenol 1000 ug/mL
2,4,5-Trichlorophenol 1000 ug/mL
2,4,6-Trichlorophenol 1000 ug/mL
2,4-Dichlorophenol 1000 ug/mL
2,4-Dimethylphenol 1000 ug/mL
2,4-Dinitrophenol 2000 ug/mL
2,4-Dinitrotoluene 1000 ug/mL
2,6-Dichlorophenol 1000 ug/mL
2,6-Dinitrotoluene 1000 ug/mL
2-Chloronaphthalene 1000 ug/mL
2-Chlorophenol 1000 ug/mL
2-Methylnaphthalene 1000 ug/mL
2-Methylphenol 1000 ug/mL
2-Nitroaniline 1000 ug/mL
2-Nitrophenol 1000 ug/mL
3 & 4 Methylphenol 1000 ug/mL
3-Methylphenol 1000 ug/mL
3-Nitroaniline 1000 ug/mL
4,6-Dinitro-2-methylphenol 2000 ug/mL
4-Bromophenyl phenyl ether 1000 ug/mL
4-Chloro-3-methylphenol 1000 ug/mL
4-Chloroaniline 1000 ug/mL
4-Chlorophenyl phenyl ether 1000 ug/mL
4-Methylphenol 1000 ug/mL
4-Nitroaniline 1000 ug/mL
4-Nitrophenol 2000 ug/mL
Acenaphthene 1000 ug/mL
Acenaphthylene 1000 ug/mL
Acetophenone 1000 ug/mL
Aniline 1000 ug/mL
Anthracene 1000 ug/mL
Azobenzene 1000 ug/mL
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Lab Name: TestAmerica Denver

REAGENT TRACEABILITY SUMMARY

Job No.: 280-76405-2

SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration

Benzo[a]Janthracene 1000 ug/mL
Benzo[a]pyrene 1000 ug/mL
Benzo[b]fluoranthene 1000 ug/mL
Benzolg,h,i]perylene 1000 ug/mL
Benzo[k]fluoranthene 1000 ug/mL
Benzyl alcohol 1000 ug/mL
Bis(2-chloroethoxy)methane 1000 ug/mL
Bis(2-chloroethyl)ether 1000 ug/mL
Bis(2-ethylhexyl) phthalate 1000 ug/mL
Butyl benzyl phthalate 1000 ug/mL
Carbazole 1000 ug/mL
Chrysene 1000 ug/mL
Di-n-butyl phthalate 1000 ug/mL
Di-n-octyl phthalate 1000 ug/mL
Dibenz(a,h)anthracene 1000 ug/mL
Dibenzofuran 1000 ug/mL
Diethyl phthalate 1000 ug/mL
Dimethyl phthalate 1000 ug/mL
Fluoranthene 1000 ug/mL
Fluorene 1000 ug/mL
Hexachlorobenzene 1000 ug/mL
Hexachlorobutadiene 1000 ug/mL
Hexachlorocyclopentadiene 1000 ug/mL
Hexachloroethane 1000 ug/mL
Hexadecane 1000 ug/mL
Indenol[1,2,3-cd]pyrene 1000 ug/mL
Isophorone 1000 ug/mL
n-Decane 1000 ug/mL
N-Nitrosodi-n-propylamine 1000 ug/mL
N-Nitrosodimethylamine 1000 ug/mL
N-Nitrosodiphenylamine 2000 ug/mL
n-Octadecane 1000 ug/mL
Naphthalene 1000 ug/mL
Nitrobenzene 1000 ug/mL
Pentachlorophenol 2000 ug/mL
Phenanthrene 1000 ug/mL
Phenol 1000 ug/mL
Pyrene 1000 ug/mL
Pyridine 1000 ug/mL

.MS-569729_00046 12/31/16 Restek, Lot A0111934 (Purchased Reagent) 1,1'-Biphenyl 1000 ug/mL
1,2,4,5-Tetrachlorobenzene 1000 ug/mL
1,2,4-Trichlorobenzene 1000 ug/mL
1,2-Dichlorobenzene 1000 ug/mL
1,2-Diphenylhydrazine 1010.97 ug/mL
1,3-Dichlorobenzene 1000 ug/mL
1,3-Dinitrobenzene 1000 ug/mL
1,4-Dichlorobenzene 1000 ug/mL
1,4-Dioxane 1000 ug/mL

Page 47 of 351




REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
1-Methylnaphthalene 1000 ug/mL
2,2'-oxybis[1-chloropropane] 1000 ug/mL
2,3,4,6-Tetrachlorophenol 1000 ug/mL
2,4,5-Trichlorophenol 1000 ug/mL
2,4,6-Trichlorophenol 1000 ug/mL
2,4-Dichlorophenol 1000 ug/mL
2,4-Dimethylphenol 1000 ug/mL
2,4-Dinitrophenol 2000 ug/mL
2,4-Dinitrotoluene 1000 ug/mL
2,6-Dichlorophenol 1000 ug/mL
2,6-Dinitrotoluene 1000 ug/mL
2-Chloronaphthalene 1000 ug/mL
2-Chlorophenol 1000 ug/mL
2-Methylnaphthalene 1000 ug/mL
2-Methylphenol 1000 ug/mL
2-Nitroaniline 1000 ug/mL
2-Nitrophenol 1000 ug/mL
3 & 4 Methylphenol 1000 ug/mL
3-Methylphenol 1000 ug/mL
3-Nitroaniline 1000 ug/mL
4,6-Dinitro-2-methylphenol 2000 ug/mL
4-Bromophenyl phenyl ether 1000 ug/mL
4-Chloro-3-methylphenol 1000 ug/mL
4-Chloroaniline 1000 ug/mL
4-Chlorophenyl phenyl ether 1000 ug/mL
4-Methylphenol 1000 ug/mL
4-Nitroaniline 1000 ug/mL
4-Nitrophenol 2000 ug/mL
Acenaphthene 1000 ug/mL
Acenaphthylene 1000 ug/mL
Acetophenone 1000 ug/mL
Aniline 1000 ug/mL
Anthracene 1000 ug/mL
Azobenzene 1000 ug/mL
Benzo[a]Janthracene 1000 ug/mL
Benzo[a]pyrene 1000 ug/mL
Benzo[b]fluoranthene 1000 ug/mL
Benzolg,h,i]perylene 1000 ug/mL
Benzo[k]fluoranthene 1000 ug/mL
Benzyl alcohol 1000 ug/mL
Bis(2-chloroethoxy)methane 1000 ug/mL
Bis(2-chloroethyl)ether 1000 ug/mL
Bis(2-ethylhexyl) phthalate 1000 ug/mL
Butyl benzyl phthalate 1000 ug/mL
Carbazole 1000 ug/mL
Chrysene 1000 ug/mL
Di-n-butyl phthalate 1000 ug/mL
Di-n-octyl phthalate 1000 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
Dibenz(a,h)anthracene 1000 ug/mL
Dibenzofuran 1000 ug/mL
Diethyl phthalate 1000 ug/mL
Dimethyl phthalate 1000 ug/mL
Fluoranthene 1000 ug/mL
Fluorene 1000 ug/mL
Hexachlorobenzene 1000 ug/mL
Hexachlorobutadiene 1000 ug/mL
Hexachlorocyclopentadiene 1000 ug/mL
Hexachloroethane 1000 ug/mL
Hexadecane 1000 ug/mL
Indenol[1,2,3-cd]pyrene 1000 ug/mL
Isophorone 1000 ug/mL
n-Decane 1000 ug/mL
N-Nitrosodi-n-propylamine 1000 ug/mL
N-Nitrosodimethylamine 1000 ug/mL
N-Nitrosodiphenylamine 2000 ug/mL
n-Octadecane 1000 ug/mL
Naphthalene 1000 ug/mL
Nitrobenzene 1000 ug/mL
Pentachlorophenol 2000 ug/mL
Phenanthrene 1000 ug/mL
Phenol 1000 ug/mL
Pyrene 1000 ug/mL
Pyridine 1000 ug/mL
.MS-569731_00015 08/31/16 Restek, Lot A0108988 (Purchased Reagent) Benzoic acid 2000 ug/mL
Indene 2000 ug/mL
.MS-569731_00016 08/31/16 Restek, Lot A0108988 (Purchased Reagent) Benzoic acid 2000 ug/mL
Indene 2000 ug/mL
.MS-569731_00017 08/31/16 Restek, Lot A0108988 (Purchased Reagent) Benzoic acid 2000 ug/mL
Indene 2000 ug/mL
.MS-569731_00018 08/31/16 Restek, Lot A0108988 (Purchased Reagent) Benzoic acid 2000 ug/mL
Indene 2000 ug/mL
8270_LCS_Supp_00136 11/13/15 [11/06/15 [|P&T Methanol, Lot 50 mL | MS-569730_00023 2 mL | 3,3"-Dichlorobenzidine 80 ug/mL
MethanolP&T_00124
Benzidine 80 ug/mL
MS-569732_00023 2 mL | Atrazine 80 ug/mL
Benzaldehyde 80 ug/mL
Caprolactam 80 ug/mL
.MS-569730_00023 11/06/16 Restek, Lot A0112567 (Purchased Reagent 3,3'-Dichlorobenzidine 2000 ug/mL
Benzidine 2000 ug/mL
.MS-569732_00023 08/28/16 Restek, Lot A0108989 (Purchased Reagent) Atrazine 2000 ug/mL
Benzaldehyde 2000 ug/mL
Caprolactam 2000 ug/mL
8270Surrogate_00086 10/16/16 |10/16/15 |ACETONE, Lot 1000 mL | 8270SurStkHL_00117 5mL [2,4,6 - Tribromophenol 100 ug/mL
Acetone_000137

2,4,6-Tribromophenol (Surr) 100 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
2-Fluorobiphenyl 100 ug/mL
2-Fluorophenol (Surr) 100 ug/mL
Nitrobenzene-d5 (Surr) 100 ug/mL
Phenol-d5 (Surr) 100 ug/mL
Phenol-d6 100 ug/mL
Terphenyl-d14 (Surr) 100 ug/mL
8270SurStkHL_00118 5mL |2,4,6 - Tribromophenol 100 ug/mL
2,4,6-Tribromophenol (Surr) 100 ug/mL
2-Fluorobiphenyl 100 ug/mL
2-Fluorophenol (Surr) 100 ug/mL
Nitrobenzene-d5 (Surr) 100 ug/mL
Phenol-d5 (Surr) 100 ug/mL
Phenol-d6 100 ug/mL
Terphenyl-d14 (Surr) 100 ug/mL
8270SurStkHL_00131 5mL |2,4,6 - Tribromophenol 100 ug/mL
2,4,6-Tribromophenol (Surr) 100 ug/mL
2-Fluorobiphenyl 100 ug/mL
2-Fluorophenol (Surr) 100 ug/mL
Nitrobenzene-d5 (Surr) 100 ug/mL
Phenol-d5 (Surr) 100 ug/mL
Phenol-d6 100 ug/mL
Terphenyl-d14 (Surr) 100 ug/mL
8270SurStkHL_00133 5mL |2,4,6 - Tribromophenol 100 ug/mL
2,4,6-Tribromophenol (Surr) 100 ug/mL
2-Fluorobiphenyl 100 ug/mL
2-Fluorophenol (Surr) 100 ug/mL
Nitrobenzene-d5 (Surr) 100 ug/mL
Phenol-d5 (Surr) 100 ug/mL
Phenol-d6 100 ug/mL
Terphenyl-d14 (Surr) 100 ug/mL
.8270SurStkHL_00117 05/31/19 Restek, Lot A0103615 (Purchased Reagent 2,4,6 - Tribromophenol 5000 ug/mL
2,4,6-Tribromophenol (Surr) 5000 ug/mL
2-Fluorobiphenyl 5000 ug/mL
2-Fluorophenol (Surr) 5000 ug/mL
Nitrobenzene-d5 (Surr) 5000 ug/mL
Phenol-d5 (Surr) 5000 ug/mL
Phenol-d6 5000 ug/mL
Terphenyl-d14 (Surr) 5000 ug/mL
.8270SurStkHL_00118 05/31/19 Restek, Lot A0103615 (Purchased Reagent) 2,4,6 - Tribromophenol 5000 ug/mL
2,4,6-Tribromophenol (Surr) 5000 ug/mL
2-Fluorobiphenyl 5000 ug/mL
2-Fluorophenol (Surr) 5000 ug/mL
Nitrobenzene-d5 (Surr) 5000 ug/mL
Phenol-d5 (Surr) 5000 ug/mL
Phenol-d6 5000 ug/mL
Terphenyl-d14 (Surr) 5000 ug/mL
.8270SurStkHL_00131 05/31/19 Restek, Lot A0103615 (Purchased Reagent) 2,4,6 - Tribromophenol 5000 ug/mL
2,4,6-Tribromophenol (Surr) 5000 ug/mL
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‘ 11/20/15

‘ 10/06/15

108136

‘ 0.5mL ‘ MS-HSLA_STK_00017 ‘
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10 uL ‘

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
2-Fluorobiphenyl 5000 ug/mL
2-Fluorophenol (Surr) 5000 ug/mL
Nitrobenzene-d5 (Surr) 5000 ug/mL
Phenol-d5 (Surr) 5000 ug/mL
Phenol-d6 5000 ug/mL
Terphenyl-d14 (Surr) 5000 ug/mL
.8270SurStkHL_00133 05/31/19 Restek, Lot A0103615 (Purchased Reagent) 2,4,6 - Tribromophenol 5000 ug/mL
2,4,6-Tribromophenol (Surr) 5000 ug/mL
2-Fluorobiphenyl 5000 ug/mL
2-Fluorophenol (Surr) 5000 ug/mL
Nitrobenzene-d5 (Surr) 5000 ug/mL
Phenol-d5 (Surr) 5000 ug/mL
Phenol-d6 5000 ug/mL
Terphenyl-d14 (Surr) 5000 ug/mL
MS-FAMSSV_100_00013 12/08/15 |03/13/15 | Methylene Chloride, Lot 0.5mL [MS-IS_00007 50 uL | 1,4-Dichlorobenzene-d4 40 ug/mL
87975
Acenaphthene-d10 40 ug/mL
Chrysene-d12 40 ug/mL
Naphthalene-d8 40 ug/mL
Perylene-d12 40 ug/mL
Phenanthrene-d10 40 ug/mL
.MS-IS_00007 12/08/15 | 12/08/14 | Methylene Chloride, Lot 250 mL | MS-567684_00016 35 mL | 1,4-Dichlorobenzene-d4 400 ug/mL
71006
Acenaphthene-d10 400 ug/mL
Chrysene-d12 400 ug/mL
Naphthalene-d8 400 ug/mL
Perylene-d12 400 ug/mL
Phenanthrene-d10 400 ug/mL
MS-567684_00017 15 mL | 1,4-Dichlorobenzene-d4 400 ug/mL
Acenaphthene-d10 400 ug/mL
Chrysene-d12 400 ug/mL
Naphthalene-d8 400 ug/mL
Perylene-d12 400 ug/mL
Phenanthrene-d10 400 ug/mL
..MS-567684_00016 02/28/18 Restek, Lot AO93676 (Purchased Reagent 1,4-Dichlorobenzene-d4 2000 ug/mL
Acenaphthene-d10 2000 ug/mL
Chrysene-d12 2000 ug/mL
Naphthalene-d8 2000 ug/mL
Perylene-d12 2000 ug/mL
Phenanthrene-d10 2000 ug/mL
..MS-567684_00017 12/31/17 Restek, Lot A092546 (Purchased Reagent) 1,4-Dichlorobenzene-d4 2000 ug/mL
Acenaphthene-d10 2000 ug/mL
Chrysene-d12 2000 ug/mL
Naphthalene-d8 2000 ug/mL
Perylene-d12 2000 ug/mL
Phenanthrene-d10 2000 ug/mL
MS-HSLA004_00020 Methylene Chloride, Lot Benzoic acid 8 ug/mL




Lab Name: TestAmerica Denver

REAGENT TRACEABILITY SUMMARY

Job No.: 280-76405-2

SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration

2,4,6-Tribromophenol (Surr) 4 ug/mL
2-Fluorobiphenyl 4 ug/mL
2-Fluorophenol (Surr) 4 ug/mL
Nitrobenzene-d5 (Surr) 4 ug/mL
Phenol-d5 (Surr) 4 ug/mL
Terphenyl-d14 (Surr) 4 ug/mL
Famphur 4 ug/mL
1,1'-Biphenyl 4 ug/mL
1,2,4,5-Tetrachlorobenzene 4 ug/mL
1,2,4-Trichlorobenzene 4 ug/mL
1,2-Dichlorobenzene 4 ug/mL
1,2-Diphenylhydrazine 4.0439 ug/mL

1,3-Dichlorobenzene 4 ug/mL
1,3-Dinitrobenzene 4 ug/mL
1,4-Dichlorobenzene 4 ug/mL
1,4-Dioxane 4 ug/mL
1-Methylnaphthalene 4 ug/mL
2,2'-oxybis[1-chloropropane] 4 ug/mL
2,3,4,6-Tetrachlorophenol 4 ug/mL
2,4,5-Trichlorophenol 4 ug/mL
2,4,6-Trichlorophenol 4 ug/mL
2,4-Dichlorophenol 4 ug/mL
2,4-Dimethylphenol 4 ug/mL
2,4-Dinitrophenol 8 ug/mL
2,4-Dinitrotoluene 4 ug/mL
2,6-Dichlorophenol 4 ug/mL
2,6-Dinitrotoluene 4 ug/mL
2-Chloronaphthalene 4 ug/mL
2-Chlorophenol 4 ug/mL
2-Methylnaphthalene 4 ug/mL
2-Methylphenol 4 ug/mL
2-Nitroaniline 4 ug/mL
2-Nitrophenol 4 ug/mL
3 & 4 Methylphenol 4 ug/mL
3-Methylphenol 4 ug/mL
3-Nitroaniline 4 ug/mL
4,6-Dinitro-2-methylphenol 8 ug/mL
4-Bromophenyl phenyl ether 4 ug/mL
4-Chloro-3-methylphenol 4 ug/mL
4-Chloroaniline 4 ug/mL
4-Chlorophenyl phenyl ether 4 ug/mL
4-Methylphenol 4 ug/mL
4-Nitroaniline 4 ug/mL
4-Nitrophenol 8 ug/mL
Acenaphthene 4 ug/mL
Acenaphthylene 4 ug/mL
Acetophenone 4 ug/mL
Aniline 4 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration

Anthracene 4 ug/mL

Azobenzene 4 ug/mL

Benzo[a]anthracene 4 ug/mL

Benzo[a]pyrene 4 ug/mL

Benzo[b]fluoranthene 4 ug/mL

Benzolg,h,i]perylene 4 ug/mL

Benzo[k]fluoranthene 4 ug/mL

Benzyl alcohol 4 ug/mL

Bis(2-chloroethoxy)methane 4 ug/mL

Bis(2-chloroethyl)ether 4 ug/mL

Bis(2-ethylhexyl) phthalate 4 ug/mL

Butyl benzyl phthalate 4 ug/mL

Carbazole 4 ug/mL

Chrysene 4 ug/mL

Di-n-butyl phthalate 4 ug/mL

Di-n-octyl phthalate 4 ug/mL

Dibenz(a,h)anthracene 4 ug/mL

Dibenzofuran 4 ug/mL

Diethyl phthalate 4 ug/mL

Dimethyl phthalate 4 ug/mL

Fluoranthene 4 ug/mL

Fluorene 4 ug/mL

Hexachlorobenzene 4 ug/mL

Hexachlorobutadiene 4 ug/mL

Hexachlorocyclopentadiene 4 ug/mL

Hexachloroethane 4 ug/mL

Indenol[1,2,3-cd]pyrene 4 ug/mL

Isophorone 4 ug/mL

N-Nitrosodi-n-propylamine 4 ug/mL

N-Nitrosodimethylamine 4 ug/mL

N-Nitrosodiphenylamine 8 ug/mL

Naphthalene 4 ug/mL

Nitrobenzene 4 ug/mL

Pentachlorophenol 8 ug/mL

Phenanthrene 4 ug/mL

Phenol 4 ug/mL

Pyrene 4 ug/mL

Pyridine 4 ug/mL

3,3-Dichlorobenzidine 4 ug/mL

Caprolactam 4 ug/mL

MS-IS_00008 50 uL |1,4-Dichlorobenzene-d4 40 ug/mL

Acenaphthene-d10 40 ug/mL

Chrysene-d12 40 ug/mL

Naphthalene-d8 40 ug/mL

Perylene-d12 40 ug/mL

Phenanthrene-d10 40 ug/mL

.MS-HSLA_STK_00017 11/20/15 | 09/01/15 | Methylene Chloride, Lot 10 mL | MS-567674_00048 1 mL | Benzoic acid 400 ug/mL

108136
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration

MS-567685_00001 0.4 mL |2,4,6-Tribromophenol (Surr) 200 ug/mL
2-Fluorobiphenyl 200 ug/mL
2-Fluorophenol (Surr) 200 ug/mL
Nitrobenzene-d5 (Surr) 200 ug/mL
Phenol-d5 (Surr) 200 ug/mL
Terphenyl-d14 (Surr) 200 ug/mL

MS-568023_00010 1 mL | Famphur 200 ug/mL

MS-569729_00025 2mL | 1,1-Biphenyl 200 ug/mL
1,2,4,5-Tetrachlorobenzene 200 ug/mL
1,2,4-Trichlorobenzene 200 ug/mL
1,2-Dichlorobenzene 200 ug/mL
1,2-Diphenylhydrazine 202.195 ug/mL
1,3-Dichlorobenzene 200 ug/mL
1,3-Dinitrobenzene 200 ug/mL
1,4-Dichlorobenzene 200 ug/mL
1,4-Dioxane 200 ug/mL
1-Methylnaphthalene 200 ug/mL
2,2'-oxybis[1-chloropropane] 200 ug/mL
2,3,4,6-Tetrachlorophenol 200 ug/mL
2,4,5-Trichlorophenol 200 ug/mL
2,4,6-Trichlorophenol 200 ug/mL
2,4-Dichlorophenol 200 ug/mL
2,4-Dimethylphenol 200 ug/mL
2,4-Dinitrophenol 400 ug/mL
2,4-Dinitrotoluene 200 ug/mL
2,6-Dichlorophenol 200 ug/mL
2,6-Dinitrotoluene 200 ug/mL
2-Chloronaphthalene 200 ug/mL
2-Chlorophenol 200 ug/mL
2-Methylnaphthalene 200 ug/mL
2-Methylphenol 200 ug/mL
2-Nitroaniline 200 ug/mL
2-Nitrophenol 200 ug/mL
3 & 4 Methylphenol 200 ug/mL
3-Methylphenol 200 ug/mL
3-Nitroaniline 200 ug/mL
4,6-Dinitro-2-methylphenol 400 ug/mL
4-Bromophenyl phenyl ether 200 ug/mL
4-Chloro-3-methylphenol 200 ug/mL
4-Chloroaniline 200 ug/mL
4-Chlorophenyl phenyl ether 200 ug/mL
4-Methylphenol 200 ug/mL
4-Nitroaniline 200 ug/mL
4-Nitrophenol 400 ug/mL
Acenaphthene 200 ug/mL
Acenaphthylene 200 ug/mL
Acetophenone 200 ug/mL
Aniline 200 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
Anthracene 200 ug/mL
Azobenzene 200 ug/mL
Benzo[a]Janthracene 200 ug/mL
Benzo[a]pyrene 200 ug/mL
Benzo[b]fluoranthene 200 ug/mL
Benzolg,h,i]perylene 200 ug/mL
Benzo[k]fluoranthene 200 ug/mL
Benzyl alcohol 200 ug/mL
Bis(2-chloroethoxy)methane 200 ug/mL
Bis(2-chloroethyl)ether 200 ug/mL
Bis(2-ethylhexyl) phthalate 200 ug/mL
Butyl benzyl phthalate 200 ug/mL
Carbazole 200 ug/mL
Chrysene 200 ug/mL
Di-n-butyl phthalate 200 ug/mL
Di-n-octyl phthalate 200 ug/mL
Dibenz(a,h)anthracene 200 ug/mL
Dibenzofuran 200 ug/mL
Diethyl phthalate 200 ug/mL
Dimethyl phthalate 200 ug/mL
Fluoranthene 200 ug/mL
Fluorene 200 ug/mL
Hexachlorobenzene 200 ug/mL
Hexachlorobutadiene 200 ug/mL
Hexachlorocyclopentadiene 200 ug/mL
Hexachloroethane 200 ug/mL
Indenol[1,2,3-cd]pyrene 200 ug/mL
Isophorone 200 ug/mL
N-Nitrosodi-n-propylamine 200 ug/mL
N-Nitrosodimethylamine 200 ug/mL
N-Nitrosodiphenylamine 400 ug/mL
Naphthalene 200 ug/mL
Nitrobenzene 200 ug/mL
Pentachlorophenol 400 ug/mL
Phenanthrene 200 ug/mL
Phenol 200 ug/mL
Pyrene 200 ug/mL
Pyridine 200 ug/mL
MS-569730 HSL_00001 1 mL | 3,3-Dichlorobenzidine 200 ug/mL
MS-569731_00013 1 mL |Benzoic acid 400 ug/mL
MS-569732 HSL_00001 1 mL | Caprolactam 200 ug/mL
..MS-567674_00048 02/29/16 Restek, Lot A093441 (Purchased Reagent Benzoic acid 2000 ug/mL
..MS-567685_00001 11/20/15 Restek, Lot A092712 (Purchased Reagent) 2,4,6-Tribromophenol (Surr) 5000 ug/mL
2-Fluorobiphenyl 5000 ug/mL
2-Fluorophenol (Surr) 5000 ug/mL
Nitrobenzene-d5 (Surr) 5000 ug/mL
Phenol-d5 (Surr) 5000 ug/mL
Terphenyl-d14 (Surr) 5000 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration

..MS-568023_ 00010 12/31/16 Restek, Lot A0107887 (Purchased Reagent Famphur 2000 ug/mL

..MS-569729_00025 09/30/16 Restek, Lot A0109703 (Purchased Reagent) 1,1'-Biphenyl 1000 ug/mL
1,2,4,5-Tetrachlorobenzene 1000 ug/mL
1,2,4-Trichlorobenzene 1000 ug/mL
1,2-Dichlorobenzene 1000 ug/mL
1,2-Diphenylhydrazine 1010.97 ug/mL
1,3-Dichlorobenzene 1000 ug/mL
1,3-Dinitrobenzene 1000 ug/mL
1,4-Dichlorobenzene 1000 ug/mL
1,4-Dioxane 1000 ug/mL
1-Methylnaphthalene 1000 ug/mL
2,2'-oxybis[1-chloropropane] 1000 ug/mL
2,3,4,6-Tetrachlorophenol 1000 ug/mL
2,4,5-Trichlorophenol 1000 ug/mL
2,4,6-Trichlorophenol 1000 ug/mL
2,4-Dichlorophenol 1000 ug/mL
2,4-Dimethylphenol 1000 ug/mL
2,4-Dinitrophenol 2000 ug/mL
2,4-Dinitrotoluene 1000 ug/mL
2,6-Dichlorophenol 1000 ug/mL
2,6-Dinitrotoluene 1000 ug/mL
2-Chloronaphthalene 1000 ug/mL
2-Chlorophenol 1000 ug/mL
2-Methylnaphthalene 1000 ug/mL
2-Methylphenol 1000 ug/mL
2-Nitroaniline 1000 ug/mL
2-Nitrophenol 1000 ug/mL
3 & 4 Methylphenol 1000 ug/mL
3-Methylphenol 1000 ug/mL
3-Nitroaniline 1000 ug/mL
4,6-Dinitro-2-methylphenol 2000 ug/mL
4-Bromophenyl phenyl ether 1000 ug/mL
4-Chloro-3-methylphenol 1000 ug/mL
4-Chloroaniline 1000 ug/mL
4-Chlorophenyl phenyl ether 1000 ug/mL
4-Methylphenol 1000 ug/mL
4-Nitroaniline 1000 ug/mL
4-Nitrophenol 2000 ug/mL
Acenaphthene 1000 ug/mL
Acenaphthylene 1000 ug/mL
Acetophenone 1000 ug/mL
Aniline 1000 ug/mL
Anthracene 1000 ug/mL
Azobenzene 1000 ug/mL
Benzo[a]Janthracene 1000 ug/mL
Benzo[a]pyrene 1000 ug/mL
Benzo[b]fluoranthene 1000 ug/mL
Benzolg,h,i]perylene 1000 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
Benzo[k]fluoranthene 1000 ug/mL
Benzyl alcohol 1000 ug/mL
Bis(2-chloroethoxy)methane 1000 ug/mL
Bis(2-chloroethyl)ether 1000 ug/mL
Bis(2-ethylhexyl) phthalate 1000 ug/mL
Butyl benzyl phthalate 1000 ug/mL
Carbazole 1000 ug/mL
Chrysene 1000 ug/mL
Di-n-butyl phthalate 1000 ug/mL
Di-n-octyl phthalate 1000 ug/mL
Dibenz(a,h)anthracene 1000 ug/mL
Dibenzofuran 1000 ug/mL
Diethyl phthalate 1000 ug/mL
Dimethyl phthalate 1000 ug/mL
Fluoranthene 1000 ug/mL
Fluorene 1000 ug/mL
Hexachlorobenzene 1000 ug/mL
Hexachlorobutadiene 1000 ug/mL
Hexachlorocyclopentadiene 1000 ug/mL
Hexachloroethane 1000 ug/mL
Indenol[1,2,3-cd]pyrene 1000 ug/mL
Isophorone 1000 ug/mL
N-Nitrosodi-n-propylamine 1000 ug/mL
N-Nitrosodimethylamine 1000 ug/mL
N-Nitrosodiphenylamine 2000 ug/mL
Naphthalene 1000 ug/mL
Nitrobenzene 1000 ug/mL
Pentachlorophenol 2000 ug/mL
Phenanthrene 1000 ug/mL
Phenol 1000 ug/mL
Pyrene 1000 ug/mL
Pyridine 1000 ug/mL
..MS-569730 HSL_00001 07/31/16 Restek, Lot A0108709 (Purchased Reagent) 3,3"-Dichlorobenzidine 2000 ug/mL
..MS-569731_00013 07/31/16 Restek, Lot A0107943 (Purchased Reagent) Benzoic acid 2000 ug/mL
..MS-569732 HSL_00001 08/31/16 Restek, Lot A0108989 (Purchased Reagent Caprolactam 2000 ug/mL
.MS-IS_00008 08/06/16 | 08/06/15 | Methylene Chloride, Lot 200 mL | MS-567684_00018 40 mL | 1,4-Dichlorobenzene-d4 400 ug/mL
91740
Acenaphthene-d10 400 ug/mL
Chrysene-d12 400 ug/mL
Naphthalene-d8 400 ug/mL
Perylene-d12 400 ug/mL
Phenanthrene-d10 400 ug/mL
..MS-567684_00018 11/30/19 Restek, Lot A0107273 (Purchased Reagent 1,4-Dichlorobenzene-d4 2000 ug/mL
Acenaphthene-d10 2000 ug/mL
Chrysene-d12 2000 ug/mL
Naphthalene-d8 2000 ug/mL
Perylene-d12 2000 ug/mL
Phenanthrene-d10 2000 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
MS-HSLA010_00020 11/20/15 | 10/06/15 | Methylene Chloride, Lot 0.5mL |[MS-HSLA_STK_00017 25 uL | Benzoic acid 20 ug/mL
108136

2,4,6-Tribromophenol (Surr) 10 ug/mL
2-Fluorobiphenyl 10 ug/mL
2-Fluorophenol (Surr) 10 ug/mL
Nitrobenzene-d5 (Surr) 10 ug/mL
Phenol-d5 (Surr) 10 ug/mL
Terphenyl-d14 (Surr) 10 ug/mL
Famphur 10 ug/mL
1,1'-Biphenyl 10 ug/mL
1,2,4,5-Tetrachlorobenzene 10 ug/mL
1,2,4-Trichlorobenzene 10 ug/mL
1,2-Dichlorobenzene 10 ug/mL
1,2-Diphenylhydrazine 10.1097 ug/mL
1,3-Dichlorobenzene 10 ug/mL
1,3-Dinitrobenzene 10 ug/mL
1,4-Dichlorobenzene 10 ug/mL
1,4-Dioxane 10 ug/mL
1-Methylnaphthalene 10 ug/mL
2,2'-oxybis[1-chloropropane] 10 ug/mL
2,3,4,6-Tetrachlorophenol 10 ug/mL
2,4,5-Trichlorophenol 10 ug/mL
2,4,6-Trichlorophenol 10 ug/mL
2,4-Dichlorophenol 10 ug/mL
2,4-Dimethylphenol 10 ug/mL
2,4-Dinitrophenol 20 ug/mL
2,4-Dinitrotoluene 10 ug/mL
2,6-Dichlorophenol 10 ug/mL
2,6-Dinitrotoluene 10 ug/mL
2-Chloronaphthalene 10 ug/mL
2-Chlorophenol 10 ug/mL
2-Methylnaphthalene 10 ug/mL
2-Methylphenol 10 ug/mL
2-Nitroaniline 10 ug/mL
2-Nitrophenol 10 ug/mL
3 & 4 Methylphenol 10 ug/mL
3-Methylphenol 10 ug/mL
3-Nitroaniline 10 ug/mL
4,6-Dinitro-2-methylphenol 20 ug/mL
4-Bromophenyl phenyl ether 10 ug/mL
4-Chloro-3-methylphenol 10 ug/mL
4-Chloroaniline 10 ug/mL
4-Chlorophenyl phenyl ether 10 ug/mL
4-Methylphenol 10 ug/mL
4-Nitroaniline 10 ug/mL
4-Nitrophenol 20 ug/mL
Acenaphthene 10 ug/mL
Acenaphthylene 10 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
Acetophenone 10 ug/mL
Aniline 10 ug/mL
Anthracene 10 ug/mL
Azobenzene 10 ug/mL
Benzo[a]Janthracene 10 ug/mL
Benzo[a]pyrene 10 ug/mL
Benzo[b]fluoranthene 10 ug/mL
Benzolg,h,i]perylene 10 ug/mL
Benzo[k]fluoranthene 10 ug/mL
Benzyl alcohol 10 ug/mL
Bis(2-chloroethoxy)methane 10 ug/mL
Bis(2-chloroethyl)ether 10 ug/mL
Bis(2-ethylhexyl) phthalate 10 ug/mL
Butyl benzyl phthalate 10 ug/mL
Carbazole 10 ug/mL
Chrysene 10 ug/mL
Di-n-butyl phthalate 10 ug/mL
Di-n-octyl phthalate 10 ug/mL
Dibenz(a,h)anthracene 10 ug/mL
Dibenzofuran 10 ug/mL
Diethyl phthalate 10 ug/mL
Dimethyl phthalate 10 ug/mL
Fluoranthene 10 ug/mL
Fluorene 10 ug/mL
Hexachlorobenzene 10 ug/mL
Hexachlorobutadiene 10 ug/mL
Hexachlorocyclopentadiene 10 ug/mL
Hexachloroethane 10 ug/mL
Indenol[1,2,3-cd]pyrene 10 ug/mL
Isophorone 10 ug/mL
N-Nitrosodi-n-propylamine 10 ug/mL
N-Nitrosodimethylamine 10 ug/mL
N-Nitrosodiphenylamine 20 ug/mL
Naphthalene 10 ug/mL
Nitrobenzene 10 ug/mL
Pentachlorophenol 20 ug/mL
Phenanthrene 10 ug/mL
Phenol 10 ug/mL
Pyrene 10 ug/mL
Pyridine 10 ug/mL
3,3-Dichlorobenzidine 10 ug/mL
Caprolactam 10 ug/mL
MS-IS_00008 50 uL |1,4-Dichlorobenzene-d4 40 ug/mL
Acenaphthene-d10 40 ug/mL
Chrysene-d12 40 ug/mL
Naphthalene-d8 40 ug/mL
Perylene-d12 40 ug/mL
Phenanthrene-d10 40 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
.MS-HSLA_STK_00017 11/20/15 09/01/15 Methylene Chloride, Lot 10 mL | MS-567674_00048 1 mL |Benzoic acid 400 ug/mL
108136
MS-567685_00001 0.4 mL |2,4,6-Tribromophenol (Surr) 200 ug/mL
2-Fluorobiphenyl 200 ug/mL
2-Fluorophenol (Surr) 200 ug/mL
Nitrobenzene-d5 (Surr) 200 ug/mL
Phenol-d5 (Surr) 200 ug/mL
Terphenyl-d14 (Surr) 200 ug/mL
MS-568023_00010 1 mL | Famphur 200 ug/mL
MS-569729_00025 2 mL | 1,1-Biphenyl 200 ug/mL
1,2,4,5-Tetrachlorobenzene 200 ug/mL
1,2,4-Trichlorobenzene 200 ug/mL
1,2-Dichlorobenzene 200 ug/mL
1,2-Diphenylhydrazine 202.195 ug/mL
1,3-Dichlorobenzene 200 ug/mL
1,3-Dinitrobenzene 200 ug/mL
1,4-Dichlorobenzene 200 ug/mL
1,4-Dioxane 200 ug/mL
1-Methylnaphthalene 200 ug/mL
2,2'-oxybis[1-chloropropane] 200 ug/mL
2,3,4,6-Tetrachlorophenol 200 ug/mL
2,4,5-Trichlorophenol 200 ug/mL
2,4,6-Trichlorophenol 200 ug/mL
2,4-Dichlorophenol 200 ug/mL
2,4-Dimethylphenol 200 ug/mL
2,4-Dinitrophenol 400 ug/mL
2,4-Dinitrotoluene 200 ug/mL
2,6-Dichlorophenol 200 ug/mL
2,6-Dinitrotoluene 200 ug/mL
2-Chloronaphthalene 200 ug/mL
2-Chlorophenol 200 ug/mL
2-Methylnaphthalene 200 ug/mL
2-Methylphenol 200 ug/mL
2-Nitroaniline 200 ug/mL
2-Nitrophenol 200 ug/mL
3 & 4 Methylphenol 200 ug/mL
3-Methylphenol 200 ug/mL
3-Nitroaniline 200 ug/mL
4,6-Dinitro-2-methylphenol 400 ug/mL
4-Bromophenyl phenyl ether 200 ug/mL
4-Chloro-3-methylphenol 200 ug/mL
4-Chloroaniline 200 ug/mL
4-Chlorophenyl phenyl ether 200 ug/mL
4-Methylphenol 200 ug/mL
4-Nitroaniline 200 ug/mL
4-Nitrophenol 400 ug/mL
Acenaphthene 200 ug/mL
Acenaphthylene 200 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
Acetophenone 200 ug/mL
Aniline 200 ug/mL
Anthracene 200 ug/mL
Azobenzene 200 ug/mL
Benzo[a]Janthracene 200 ug/mL
Benzo[a]pyrene 200 ug/mL
Benzo[b]fluoranthene 200 ug/mL
Benzolg,h,i]perylene 200 ug/mL
Benzo[k]fluoranthene 200 ug/mL
Benzyl alcohol 200 ug/mL
Bis(2-chloroethoxy)methane 200 ug/mL
Bis(2-chloroethyl)ether 200 ug/mL
Bis(2-ethylhexyl) phthalate 200 ug/mL
Butyl benzyl phthalate 200 ug/mL
Carbazole 200 ug/mL
Chrysene 200 ug/mL
Di-n-butyl phthalate 200 ug/mL
Di-n-octyl phthalate 200 ug/mL
Dibenz(a,h)anthracene 200 ug/mL
Dibenzofuran 200 ug/mL
Diethyl phthalate 200 ug/mL
Dimethyl phthalate 200 ug/mL
Fluoranthene 200 ug/mL
Fluorene 200 ug/mL
Hexachlorobenzene 200 ug/mL
Hexachlorobutadiene 200 ug/mL
Hexachlorocyclopentadiene 200 ug/mL
Hexachloroethane 200 ug/mL
Indenol[1,2,3-cd]pyrene 200 ug/mL
Isophorone 200 ug/mL
N-Nitrosodi-n-propylamine 200 ug/mL
N-Nitrosodimethylamine 200 ug/mL
N-Nitrosodiphenylamine 400 ug/mL
Naphthalene 200 ug/mL
Nitrobenzene 200 ug/mL
Pentachlorophenol 400 ug/mL
Phenanthrene 200 ug/mL
Phenol 200 ug/mL
Pyrene 200 ug/mL
Pyridine 200 ug/mL
MS-569730 HSL_00001 1 mL | 3,3-Dichlorobenzidine 200 ug/mL
MS-569731_00013 1 mL |Benzoic acid 400 ug/mL
MS-569732 HSL_00001 1 mL | Caprolactam 200 ug/mL
..MS-567674_00048 02/29/16 Restek, Lot A093441 (Purchased Reagent Benzoic acid 2000 ug/mL
..MS-567685_00001 11/20/15 Restek, Lot A092712 (Purchased Reagent) 2,4,6-Tribromophenol (Surr) 5000 ug/mL
2-Fluorobiphenyl 5000 ug/mL
2-Fluorophenol (Surr) 5000 ug/mL
Nitrobenzene-d5 (Surr) 5000 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration

Phenol-d5 (Surr) 5000 ug/mL
Terphenyl-d14 (Surr) 5000 ug/mL

..MS-568023_ 00010 12/31/16 Restek, Lot A0107887 (Purchased Reagent) Famphur 2000 ug/mL

..MS-569729_00025 09/30/16 Restek, Lot A0109703 (Purchased Reagent) 1,1'-Biphenyl 1000 ug/mL
1,2,4,5-Tetrachlorobenzene 1000 ug/mL
1,2,4-Trichlorobenzene 1000 ug/mL
1,2-Dichlorobenzene 1000 ug/mL
1,2-Diphenylhydrazine 1010.97 ug/mL
1,3-Dichlorobenzene 1000 ug/mL
1,3-Dinitrobenzene 1000 ug/mL
1,4-Dichlorobenzene 1000 ug/mL
1,4-Dioxane 1000 ug/mL
1-Methylnaphthalene 1000 ug/mL
2,2'-oxybis[1-chloropropane] 1000 ug/mL
2,3,4,6-Tetrachlorophenol 1000 ug/mL
2,4,5-Trichlorophenol 1000 ug/mL
2,4,6-Trichlorophenol 1000 ug/mL
2,4-Dichlorophenol 1000 ug/mL
2,4-Dimethylphenol 1000 ug/mL
2,4-Dinitrophenol 2000 ug/mL
2,4-Dinitrotoluene 1000 ug/mL
2,6-Dichlorophenol 1000 ug/mL
2,6-Dinitrotoluene 1000 ug/mL
2-Chloronaphthalene 1000 ug/mL
2-Chlorophenol 1000 ug/mL
2-Methylnaphthalene 1000 ug/mL
2-Methylphenol 1000 ug/mL
2-Nitroaniline 1000 ug/mL
2-Nitrophenol 1000 ug/mL
3 & 4 Methylphenol 1000 ug/mL
3-Methylphenol 1000 ug/mL
3-Nitroaniline 1000 ug/mL
4,6-Dinitro-2-methylphenol 2000 ug/mL
4-Bromophenyl phenyl ether 1000 ug/mL
4-Chloro-3-methylphenol 1000 ug/mL
4-Chloroaniline 1000 ug/mL
4-Chlorophenyl phenyl ether 1000 ug/mL
4-Methylphenol 1000 ug/mL
4-Nitroaniline 1000 ug/mL
4-Nitrophenol 2000 ug/mL
Acenaphthene 1000 ug/mL
Acenaphthylene 1000 ug/mL
Acetophenone 1000 ug/mL
Aniline 1000 ug/mL
Anthracene 1000 ug/mL
Azobenzene 1000 ug/mL
Benzo[a]Janthracene 1000 ug/mL
Benzo[a]pyrene 1000 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
Benzo[b]fluoranthene 1000 ug/mL
Benzolg,h,i]perylene 1000 ug/mL
Benzo[k]fluoranthene 1000 ug/mL
Benzyl alcohol 1000 ug/mL
Bis(2-chloroethoxy)methane 1000 ug/mL
Bis(2-chloroethyl)ether 1000 ug/mL
Bis(2-ethylhexyl) phthalate 1000 ug/mL
Butyl benzyl phthalate 1000 ug/mL
Carbazole 1000 ug/mL
Chrysene 1000 ug/mL
Di-n-butyl phthalate 1000 ug/mL
Di-n-octyl phthalate 1000 ug/mL
Dibenz(a,h)anthracene 1000 ug/mL
Dibenzofuran 1000 ug/mL
Diethyl phthalate 1000 ug/mL
Dimethyl phthalate 1000 ug/mL
Fluoranthene 1000 ug/mL
Fluorene 1000 ug/mL
Hexachlorobenzene 1000 ug/mL
Hexachlorobutadiene 1000 ug/mL
Hexachlorocyclopentadiene 1000 ug/mL
Hexachloroethane 1000 ug/mL
Indenol[1,2,3-cd]pyrene 1000 ug/mL
Isophorone 1000 ug/mL
N-Nitrosodi-n-propylamine 1000 ug/mL
N-Nitrosodimethylamine 1000 ug/mL
N-Nitrosodiphenylamine 2000 ug/mL
Naphthalene 1000 ug/mL
Nitrobenzene 1000 ug/mL
Pentachlorophenol 2000 ug/mL
Phenanthrene 1000 ug/mL
Phenol 1000 ug/mL
Pyrene 1000 ug/mL
Pyridine 1000 ug/mL
..MS-569730 HSL_00001 07/31/16 Restek, Lot A0108709 (Purchased Reagent) 3,3"-Dichlorobenzidine 2000 ug/mL
..MS-569731_00013 07/31/16 Restek, Lot A0107943 (Purchased Reagent) Benzoic acid 2000 ug/mL
..MS-569732 HSL_00001 08/31/16 Restek, Lot A0108989 (Purchased Reagent Caprolactam 2000 ug/mL
.MS-IS_00008 08/06/16 | 08/06/15 | Methylene Chloride, Lot 200 mL | MS-567684_00018 40 mL | 1,4-Dichlorobenzene-d4 400 ug/mL
91740
Acenaphthene-d10 400 ug/mL
Chrysene-d12 400 ug/mL
Naphthalene-d8 400 ug/mL
Perylene-d12 400 ug/mL
Phenanthrene-d10 400 ug/mL
..MS-567684_00018 11/30/19 Restek, Lot A0107273 (Purchased Reagent 1,4-Dichlorobenzene-d4 2000 ug/mL
Acenaphthene-d10 2000 ug/mL
Chrysene-d12 2000 ug/mL
Naphthalene-d8 2000 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration

Perylene-d12 2000 ug/mL
Phenanthrene-d10 2000 ug/mL

MS-HSLA020_00020 11/20/15 10/06/15 Methylene Chloride, Lot 0.5mL | MS-HSLA_STK_00017 50 uL | Benzoic acid 40 ug/mL

108136

2,4,6-Tribromophenol (Surr) 20 ug/mL
2-Fluorobiphenyl 20 ug/mL
2-Fluorophenol (Surr) 20 ug/mL
Nitrobenzene-d5 (Surr) 20 ug/mL
Phenol-d5 (Surr) 20 ug/mL
Terphenyl-d14 (Surr) 20 ug/mL
Famphur 20 ug/mL
1,1'-Biphenyl 20 ug/mL
1,2,4,5-Tetrachlorobenzene 20 ug/mL
1,2,4-Trichlorobenzene 20 ug/mL
1,2-Dichlorobenzene 20 ug/mL
1,2-Diphenylhydrazine 20.2195 ug/mL
1,3-Dichlorobenzene 20 ug/mL
1,3-Dinitrobenzene 20 ug/mL
1,4-Dichlorobenzene 20 ug/mL
1,4-Dioxane 20 ug/mL
1-Methylnaphthalene 20 ug/mL
2,2'-oxybis[1-chloropropane] 20 ug/mL
2,3,4,6-Tetrachlorophenol 20 ug/mL
2,4,5-Trichlorophenol 20 ug/mL
2,4,6-Trichlorophenol 20 ug/mL
2,4-Dichlorophenol 20 ug/mL
2,4-Dimethylphenol 20 ug/mL
2,4-Dinitrophenol 40 ug/mL
2,4-Dinitrotoluene 20 ug/mL
2,6-Dichlorophenol 20 ug/mL
2,6-Dinitrotoluene 20 ug/mL
2-Chloronaphthalene 20 ug/mL
2-Chlorophenol 20 ug/mL
2-Methylnaphthalene 20 ug/mL
2-Methylphenol 20 ug/mL
2-Nitroaniline 20 ug/mL
2-Nitrophenol 20 ug/mL
3 & 4 Methylphenol 20 ug/mL
3-Methylphenol 20 ug/mL
3-Nitroaniline 20 ug/mL
4,6-Dinitro-2-methylphenol 40 ug/mL
4-Bromophenyl phenyl ether 20 ug/mL
4-Chloro-3-methylphenol 20 ug/mL
4-Chloroaniline 20 ug/mL
4-Chlorophenyl phenyl ether 20 ug/mL
4-Methylphenol 20 ug/mL
4-Nitroaniline 20 ug/mL
4-Nitrophenol 40 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
Acenaphthene 20 ug/mL
Acenaphthylene 20 ug/mL
Acetophenone 20 ug/mL
Aniline 20 ug/mL
Anthracene 20 ug/mL
Azobenzene 20 ug/mL
Benzo[a]Janthracene 20 ug/mL
Benzo[a]pyrene 20 ug/mL
Benzo[b]fluoranthene 20 ug/mL
Benzolg,h,i]perylene 20 ug/mL
Benzo[k]fluoranthene 20 ug/mL
Benzyl alcohol 20 ug/mL
Bis(2-chloroethoxy)methane 20 ug/mL
Bis(2-chloroethyl)ether 20 ug/mL
Bis(2-ethylhexyl) phthalate 20 ug/mL
Butyl benzyl phthalate 20 ug/mL
Carbazole 20 ug/mL
Chrysene 20 ug/mL
Di-n-butyl phthalate 20 ug/mL
Di-n-octyl phthalate 20 ug/mL
Dibenz(a,h)anthracene 20 ug/mL
Dibenzofuran 20 ug/mL
Diethyl phthalate 20 ug/mL
Dimethyl phthalate 20 ug/mL
Fluoranthene 20 ug/mL
Fluorene 20 ug/mL
Hexachlorobenzene 20 ug/mL
Hexachlorobutadiene 20 ug/mL
Hexachlorocyclopentadiene 20 ug/mL
Hexachloroethane 20 ug/mL
Indenol[1,2,3-cd]pyrene 20 ug/mL
Isophorone 20 ug/mL
N-Nitrosodi-n-propylamine 20 ug/mL
N-Nitrosodimethylamine 20 ug/mL
N-Nitrosodiphenylamine 40 ug/mL
Naphthalene 20 ug/mL
Nitrobenzene 20 ug/mL
Pentachlorophenol 40 ug/mL
Phenanthrene 20 ug/mL
Phenol 20 ug/mL
Pyrene 20 ug/mL
Pyridine 20 ug/mL
3,3-Dichlorobenzidine 20 ug/mL
Caprolactam 20 ug/mL
MS-IS_00008 50 uL |1,4-Dichlorobenzene-d4 40 ug/mL
Acenaphthene-d10 40 ug/mL
Chrysene-d12 40 ug/mL
Naphthalene-d8 40 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
Perylene-d12 40 ug/mL
Phenanthrene-d10 40 ug/mL
.MS-HSLA_STK_00017 11/20/15 09/01/15 Methylene Chloride, Lot 10 mL | MS-567674_00048 1 mL |Benzoic acid 400 ug/mL
108136
MS-567685_00001 0.4 mL |2,4,6-Tribromophenol (Surr) 200 ug/mL
2-Fluorobiphenyl 200 ug/mL
2-Fluorophenol (Surr) 200 ug/mL
Nitrobenzene-d5 (Surr) 200 ug/mL
Phenol-d5 (Surr) 200 ug/mL
Terphenyl-d14 (Surr) 200 ug/mL
MS-568023_00010 1 mL | Famphur 200 ug/mL
MS-569729_00025 2 mL | 1,1-Biphenyl 200 ug/mL
1,2,4,5-Tetrachlorobenzene 200 ug/mL
1,2,4-Trichlorobenzene 200 ug/mL
1,2-Dichlorobenzene 200 ug/mL
1,2-Diphenylhydrazine 202.195 ug/mL
1,3-Dichlorobenzene 200 ug/mL
1,3-Dinitrobenzene 200 ug/mL
1,4-Dichlorobenzene 200 ug/mL
1,4-Dioxane 200 ug/mL
1-Methylnaphthalene 200 ug/mL
2,2'-oxybis[1-chloropropane] 200 ug/mL
2,3,4,6-Tetrachlorophenol 200 ug/mL
2,4,5-Trichlorophenol 200 ug/mL
2,4,6-Trichlorophenol 200 ug/mL
2,4-Dichlorophenol 200 ug/mL
2,4-Dimethylphenol 200 ug/mL
2,4-Dinitrophenol 400 ug/mL
2,4-Dinitrotoluene 200 ug/mL
2,6-Dichlorophenol 200 ug/mL
2,6-Dinitrotoluene 200 ug/mL
2-Chloronaphthalene 200 ug/mL
2-Chlorophenol 200 ug/mL
2-Methylnaphthalene 200 ug/mL
2-Methylphenol 200 ug/mL
2-Nitroaniline 200 ug/mL
2-Nitrophenol 200 ug/mL
3 & 4 Methylphenol 200 ug/mL
3-Methylphenol 200 ug/mL
3-Nitroaniline 200 ug/mL
4,6-Dinitro-2-methylphenol 400 ug/mL
4-Bromophenyl phenyl ether 200 ug/mL
4-Chloro-3-methylphenol 200 ug/mL
4-Chloroaniline 200 ug/mL
4-Chlorophenyl phenyl ether 200 ug/mL
4-Methylphenol 200 ug/mL
4-Nitroaniline 200 ug/mL
4-Nitrophenol 400 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
Acenaphthene 200 ug/mL
Acenaphthylene 200 ug/mL
Acetophenone 200 ug/mL
Aniline 200 ug/mL
Anthracene 200 ug/mL
Azobenzene 200 ug/mL
Benzo[a]Janthracene 200 ug/mL
Benzo[a]pyrene 200 ug/mL
Benzo[b]fluoranthene 200 ug/mL
Benzolg,h,i]perylene 200 ug/mL
Benzo[k]fluoranthene 200 ug/mL
Benzyl alcohol 200 ug/mL
Bis(2-chloroethoxy)methane 200 ug/mL
Bis(2-chloroethyl)ether 200 ug/mL
Bis(2-ethylhexyl) phthalate 200 ug/mL
Butyl benzyl phthalate 200 ug/mL
Carbazole 200 ug/mL
Chrysene 200 ug/mL
Di-n-butyl phthalate 200 ug/mL
Di-n-octyl phthalate 200 ug/mL
Dibenz(a,h)anthracene 200 ug/mL
Dibenzofuran 200 ug/mL
Diethyl phthalate 200 ug/mL
Dimethyl phthalate 200 ug/mL
Fluoranthene 200 ug/mL
Fluorene 200 ug/mL
Hexachlorobenzene 200 ug/mL
Hexachlorobutadiene 200 ug/mL
Hexachlorocyclopentadiene 200 ug/mL
Hexachloroethane 200 ug/mL
Indenol[1,2,3-cd]pyrene 200 ug/mL
Isophorone 200 ug/mL
N-Nitrosodi-n-propylamine 200 ug/mL
N-Nitrosodimethylamine 200 ug/mL
N-Nitrosodiphenylamine 400 ug/mL
Naphthalene 200 ug/mL
Nitrobenzene 200 ug/mL
Pentachlorophenol 400 ug/mL
Phenanthrene 200 ug/mL
Phenol 200 ug/mL
Pyrene 200 ug/mL
Pyridine 200 ug/mL
MS-569730 HSL_00001 1 mL | 3,3-Dichlorobenzidine 200 ug/mL
MS-569731_00013 1 mL |Benzoic acid 400 ug/mL
MS-569732 HSL_00001 1 mL | Caprolactam 200 ug/mL
..MS-567674_00048 02/29/16 Restek, Lot A093441 (Purchased Reagent Benzoic acid 2000 ug/mL
..MS-567685_00001 11/20/15 Restek, Lot A092712 (Purchased Reagent) 2,4,6-Tribromophenol (Surr) 5000 ug/mL
2-Fluorobiphenyl 5000 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration

2-Fluorophenol (Surr) 5000 ug/mL
Nitrobenzene-d5 (Surr) 5000 ug/mL
Phenol-d5 (Surr) 5000 ug/mL
Terphenyl-d14 (Surr) 5000 ug/mL

..MS-568023_ 00010 12/31/16 Restek, Lot A0107887 (Purchased Reagent) Famphur 2000 ug/mL

..MS-569729_00025 09/30/16 Restek, Lot A0109703 (Purchased Reagent) 1,1'-Biphenyl 1000 ug/mL
1,2,4,5-Tetrachlorobenzene 1000 ug/mL
1,2,4-Trichlorobenzene 1000 ug/mL
1,2-Dichlorobenzene 1000 ug/mL
1,2-Diphenylhydrazine 1010.97 ug/mL
1,3-Dichlorobenzene 1000 ug/mL
1,3-Dinitrobenzene 1000 ug/mL
1,4-Dichlorobenzene 1000 ug/mL
1,4-Dioxane 1000 ug/mL
1-Methylnaphthalene 1000 ug/mL
2,2'-oxybis[1-chloropropane] 1000 ug/mL
2,3,4,6-Tetrachlorophenol 1000 ug/mL
2,4,5-Trichlorophenol 1000 ug/mL
2,4,6-Trichlorophenol 1000 ug/mL
2,4-Dichlorophenol 1000 ug/mL
2,4-Dimethylphenol 1000 ug/mL
2,4-Dinitrophenol 2000 ug/mL
2,4-Dinitrotoluene 1000 ug/mL
2,6-Dichlorophenol 1000 ug/mL
2,6-Dinitrotoluene 1000 ug/mL
2-Chloronaphthalene 1000 ug/mL
2-Chlorophenol 1000 ug/mL
2-Methylnaphthalene 1000 ug/mL
2-Methylphenol 1000 ug/mL
2-Nitroaniline 1000 ug/mL
2-Nitrophenol 1000 ug/mL
3 & 4 Methylphenol 1000 ug/mL
3-Methylphenol 1000 ug/mL
3-Nitroaniline 1000 ug/mL
4,6-Dinitro-2-methylphenol 2000 ug/mL
4-Bromophenyl phenyl ether 1000 ug/mL
4-Chloro-3-methylphenol 1000 ug/mL
4-Chloroaniline 1000 ug/mL
4-Chlorophenyl phenyl ether 1000 ug/mL
4-Methylphenol 1000 ug/mL
4-Nitroaniline 1000 ug/mL
4-Nitrophenol 2000 ug/mL
Acenaphthene 1000 ug/mL
Acenaphthylene 1000 ug/mL
Acetophenone 1000 ug/mL
Aniline 1000 ug/mL
Anthracene 1000 ug/mL
Azobenzene 1000 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
Benzo[a]Janthracene 1000 ug/mL
Benzo[a]pyrene 1000 ug/mL
Benzo[b]fluoranthene 1000 ug/mL
Benzolg,h,i]perylene 1000 ug/mL
Benzo[k]fluoranthene 1000 ug/mL
Benzyl alcohol 1000 ug/mL
Bis(2-chloroethoxy)methane 1000 ug/mL
Bis(2-chloroethyl)ether 1000 ug/mL
Bis(2-ethylhexyl) phthalate 1000 ug/mL
Butyl benzyl phthalate 1000 ug/mL
Carbazole 1000 ug/mL
Chrysene 1000 ug/mL
Di-n-butyl phthalate 1000 ug/mL
Di-n-octyl phthalate 1000 ug/mL
Dibenz(a,h)anthracene 1000 ug/mL
Dibenzofuran 1000 ug/mL
Diethyl phthalate 1000 ug/mL
Dimethyl phthalate 1000 ug/mL
Fluoranthene 1000 ug/mL
Fluorene 1000 ug/mL
Hexachlorobenzene 1000 ug/mL
Hexachlorobutadiene 1000 ug/mL
Hexachlorocyclopentadiene 1000 ug/mL
Hexachloroethane 1000 ug/mL
Indenol[1,2,3-cd]pyrene 1000 ug/mL
Isophorone 1000 ug/mL
N-Nitrosodi-n-propylamine 1000 ug/mL
N-Nitrosodimethylamine 1000 ug/mL
N-Nitrosodiphenylamine 2000 ug/mL
Naphthalene 1000 ug/mL
Nitrobenzene 1000 ug/mL
Pentachlorophenol 2000 ug/mL
Phenanthrene 1000 ug/mL
Phenol 1000 ug/mL
Pyrene 1000 ug/mL
Pyridine 1000 ug/mL
..MS-569730 HSL_00001 07/31/16 Restek, Lot A0108709 (Purchased Reagent) 3,3"-Dichlorobenzidine 2000 ug/mL
..MS-569731_00013 07/31/16 Restek, Lot A0107943 (Purchased Reagent) Benzoic acid 2000 ug/mL
..MS-569732 HSL_00001 08/31/16 Restek, Lot A0108989 (Purchased Reagent Caprolactam 2000 ug/mL
.MS-IS_00008 08/06/16 | 08/06/15 | Methylene Chloride, Lot 200 mL | MS-567684_00018 40 mL | 1,4-Dichlorobenzene-d4 400 ug/mL
91740
Acenaphthene-d10 400 ug/mL
Chrysene-d12 400 ug/mL
Naphthalene-d8 400 ug/mL
Perylene-d12 400 ug/mL
Phenanthrene-d10 400 ug/mL
..MS-567684_00018 11/30/19 Restek, Lot A0107273 (Purchased Reagent 1,4-Dichlorobenzene-d4 2000 ug/mL
Acenaphthene-d10 2000 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration

Chrysene-d12 2000 ug/mL
Naphthalene-d8 2000 ug/mL
Perylene-d12 2000 ug/mL
Phenanthrene-d10 2000 ug/mL

MS-HSLAO050_00021 11/20/15 10/06/15 Methylene Chloride, Lot 0.5mL | MS-HSLA_STK_00017 125 uL | Benzoic acid 100 ug/mL

108136

2,4,6-Tribromophenol (Surr) 50 ug/mL
2-Fluorobiphenyl 50 ug/mL
2-Fluorophenol (Surr) 50 ug/mL
Nitrobenzene-d5 (Surr) 50 ug/mL
Phenol-d5 (Surr) 50 ug/mL
Terphenyl-d14 (Surr) 50 ug/mL
Famphur 50 ug/mL
1,1'-Biphenyl 50 ug/mL
1,2,4,5-Tetrachlorobenzene 50 ug/mL
1,2,4-Trichlorobenzene 50 ug/mL
1,2-Dichlorobenzene 50 ug/mL
1,2-Diphenylhydrazine 50.5487 ug/mL
1,3-Dichlorobenzene 50 ug/mL
1,3-Dinitrobenzene 50 ug/mL
1,4-Dichlorobenzene 50 ug/mL
1,4-Dioxane 50 ug/mL
1-Methylnaphthalene 50 ug/mL
2,2'-oxybis[1-chloropropane] 50 ug/mL
2,3,4,6-Tetrachlorophenol 50 ug/mL
2,4,5-Trichlorophenol 50 ug/mL
2,4,6-Trichlorophenol 50 ug/mL
2,4-Dichlorophenol 50 ug/mL
2,4-Dimethylphenol 50 ug/mL
2,4-Dinitrophenol 100 ug/mL
2,4-Dinitrotoluene 50 ug/mL
2,6-Dichlorophenol 50 ug/mL
2,6-Dinitrotoluene 50 ug/mL
2-Chloronaphthalene 50 ug/mL
2-Chlorophenol 50 ug/mL
2-Methylnaphthalene 50 ug/mL
2-Methylphenol 50 ug/mL
2-Nitroaniline 50 ug/mL
2-Nitrophenol 50 ug/mL
3 & 4 Methylphenol 50 ug/mL
3-Methylphenol 50 ug/mL
3-Nitroaniline 50 ug/mL
4,6-Dinitro-2-methylphenol 100 ug/mL
4-Bromophenyl phenyl ether 50 ug/mL
4-Chloro-3-methylphenol 50 ug/mL
4-Chloroaniline 50 ug/mL
4-Chlorophenyl phenyl ether 50 ug/mL
4-Methylphenol 50 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
4-Nitroaniline 50 ug/mL
4-Nitrophenol 100 ug/mL
Acenaphthene 50 ug/mL
Acenaphthylene 50 ug/mL
Acetophenone 50 ug/mL
Aniline 50 ug/mL
Anthracene 50 ug/mL
Azobenzene 50 ug/mL
Benzo[a]Janthracene 50 ug/mL
Benzo[a]pyrene 50 ug/mL
Benzo[b]fluoranthene 50 ug/mL
Benzolg,h,i]perylene 50 ug/mL
Benzo[k]fluoranthene 50 ug/mL
Benzyl alcohol 50 ug/mL
Bis(2-chloroethoxy)methane 50 ug/mL
Bis(2-chloroethyl)ether 50 ug/mL
Bis(2-ethylhexyl) phthalate 50 ug/mL
Butyl benzyl phthalate 50 ug/mL
Carbazole 50 ug/mL
Chrysene 50 ug/mL
Di-n-butyl phthalate 50 ug/mL
Di-n-octyl phthalate 50 ug/mL
Dibenz(a,h)anthracene 50 ug/mL
Dibenzofuran 50 ug/mL
Diethyl phthalate 50 ug/mL
Dimethyl phthalate 50 ug/mL
Fluoranthene 50 ug/mL
Fluorene 50 ug/mL
Hexachlorobenzene 50 ug/mL
Hexachlorobutadiene 50 ug/mL
Hexachlorocyclopentadiene 50 ug/mL
Hexachloroethane 50 ug/mL
Indenol[1,2,3-cd]pyrene 50 ug/mL
Isophorone 50 ug/mL
N-Nitrosodi-n-propylamine 50 ug/mL
N-Nitrosodimethylamine 50 ug/mL
N-Nitrosodiphenylamine 100 ug/mL
Naphthalene 50 ug/mL
Nitrobenzene 50 ug/mL
Pentachlorophenol 100 ug/mL
Phenanthrene 50 ug/mL
Phenol 50 ug/mL
Pyrene 50 ug/mL
Pyridine 50 ug/mL
3,3-Dichlorobenzidine 50 ug/mL
Caprolactam 50 ug/mL
MS-IS_00008 50 uL |1,4-Dichlorobenzene-d4 40 ug/mL
Acenaphthene-d10 40 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
Chrysene-d12 40 ug/mL
Naphthalene-d8 40 ug/mL
Perylene-d12 40 ug/mL
Phenanthrene-d10 40 ug/mL
.MS-HSLA_STK_00017 11/20/15 09/01/15 Methylene Chloride, Lot 10 mL | MS-567674_00048 1 mL |Benzoic acid 400 ug/mL
108136
MS-567685_00001 0.4 mL |2,4,6-Tribromophenol (Surr) 200 ug/mL
2-Fluorobiphenyl 200 ug/mL
2-Fluorophenol (Surr) 200 ug/mL
Nitrobenzene-d5 (Surr) 200 ug/mL
Phenol-d5 (Surr) 200 ug/mL
Terphenyl-d14 (Surr) 200 ug/mL
MS-568023_00010 1 mL | Famphur 200 ug/mL
MS-569729_00025 2 mL | 1,1-Biphenyl 200 ug/mL
1,2,4,5-Tetrachlorobenzene 200 ug/mL
1,2,4-Trichlorobenzene 200 ug/mL
1,2-Dichlorobenzene 200 ug/mL
1,2-Diphenylhydrazine 202.195 ug/mL
1,3-Dichlorobenzene 200 ug/mL
1,3-Dinitrobenzene 200 ug/mL
1,4-Dichlorobenzene 200 ug/mL
1,4-Dioxane 200 ug/mL
1-Methylnaphthalene 200 ug/mL
2,2'-oxybis[1-chloropropane] 200 ug/mL
2,3,4,6-Tetrachlorophenol 200 ug/mL
2,4,5-Trichlorophenol 200 ug/mL
2,4,6-Trichlorophenol 200 ug/mL
2,4-Dichlorophenol 200 ug/mL
2,4-Dimethylphenol 200 ug/mL
2,4-Dinitrophenol 400 ug/mL
2,4-Dinitrotoluene 200 ug/mL
2,6-Dichlorophenol 200 ug/mL
2,6-Dinitrotoluene 200 ug/mL
2-Chloronaphthalene 200 ug/mL
2-Chlorophenol 200 ug/mL
2-Methylnaphthalene 200 ug/mL
2-Methylphenol 200 ug/mL
2-Nitroaniline 200 ug/mL
2-Nitrophenol 200 ug/mL
3 & 4 Methylphenol 200 ug/mL
3-Methylphenol 200 ug/mL
3-Nitroaniline 200 ug/mL
4,6-Dinitro-2-methylphenol 400 ug/mL
4-Bromophenyl phenyl ether 200 ug/mL
4-Chloro-3-methylphenol 200 ug/mL
4-Chloroaniline 200 ug/mL
4-Chlorophenyl phenyl ether 200 ug/mL
4-Methylphenol 200 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
4-Nitroaniline 200 ug/mL
4-Nitrophenol 400 ug/mL
Acenaphthene 200 ug/mL
Acenaphthylene 200 ug/mL
Acetophenone 200 ug/mL
Aniline 200 ug/mL
Anthracene 200 ug/mL
Azobenzene 200 ug/mL
Benzo[a]Janthracene 200 ug/mL
Benzo[a]pyrene 200 ug/mL
Benzo[b]fluoranthene 200 ug/mL
Benzolg,h,i]perylene 200 ug/mL
Benzo[k]fluoranthene 200 ug/mL
Benzyl alcohol 200 ug/mL
Bis(2-chloroethoxy)methane 200 ug/mL
Bis(2-chloroethyl)ether 200 ug/mL
Bis(2-ethylhexyl) phthalate 200 ug/mL
Butyl benzyl phthalate 200 ug/mL
Carbazole 200 ug/mL
Chrysene 200 ug/mL
Di-n-butyl phthalate 200 ug/mL
Di-n-octyl phthalate 200 ug/mL
Dibenz(a,h)anthracene 200 ug/mL
Dibenzofuran 200 ug/mL
Diethyl phthalate 200 ug/mL
Dimethyl phthalate 200 ug/mL
Fluoranthene 200 ug/mL
Fluorene 200 ug/mL
Hexachlorobenzene 200 ug/mL
Hexachlorobutadiene 200 ug/mL
Hexachlorocyclopentadiene 200 ug/mL
Hexachloroethane 200 ug/mL
Indenol[1,2,3-cd]pyrene 200 ug/mL
Isophorone 200 ug/mL
N-Nitrosodi-n-propylamine 200 ug/mL
N-Nitrosodimethylamine 200 ug/mL
N-Nitrosodiphenylamine 400 ug/mL
Naphthalene 200 ug/mL
Nitrobenzene 200 ug/mL
Pentachlorophenol 400 ug/mL
Phenanthrene 200 ug/mL
Phenol 200 ug/mL
Pyrene 200 ug/mL
Pyridine 200 ug/mL
MS-569730 HSL_00001 1 mL | 3,3-Dichlorobenzidine 200 ug/mL
MS-569731_00013 1 mL |Benzoic acid 400 ug/mL
MS-569732 HSL_00001 1 mL | Caprolactam 200 ug/mL
..MS-567674_00048 02/29/16 Restek, Lot A093441 (Purchased Reagent Benzoic acid 2000 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration

..MS-567685_00001 11/20/15 Restek, Lot A092712 (Purchased Reagent 2,4,6-Tribromophenol (Surr) 5000 ug/mL
2-Fluorobiphenyl 5000 ug/mL
2-Fluorophenol (Surr) 5000 ug/mL
Nitrobenzene-d5 (Surr) 5000 ug/mL
Phenol-d5 (Surr) 5000 ug/mL
Terphenyl-d14 (Surr) 5000 ug/mL

..MS-568023_ 00010 12/31/16 Restek, Lot A0107887 (Purchased Reagent) Famphur 2000 ug/mL

..MS-569729_00025 09/30/16 Restek, Lot A0109703 (Purchased Reagent) 1,1'-Biphenyl 1000 ug/mL
1,2,4,5-Tetrachlorobenzene 1000 ug/mL
1,2,4-Trichlorobenzene 1000 ug/mL
1,2-Dichlorobenzene 1000 ug/mL
1,2-Diphenylhydrazine 1010.97 ug/mL
1,3-Dichlorobenzene 1000 ug/mL
1,3-Dinitrobenzene 1000 ug/mL
1,4-Dichlorobenzene 1000 ug/mL
1,4-Dioxane 1000 ug/mL
1-Methylnaphthalene 1000 ug/mL
2,2'-oxybis[1-chloropropane] 1000 ug/mL
2,3,4,6-Tetrachlorophenol 1000 ug/mL
2,4,5-Trichlorophenol 1000 ug/mL
2,4,6-Trichlorophenol 1000 ug/mL
2,4-Dichlorophenol 1000 ug/mL
2,4-Dimethylphenol 1000 ug/mL
2,4-Dinitrophenol 2000 ug/mL
2,4-Dinitrotoluene 1000 ug/mL
2,6-Dichlorophenol 1000 ug/mL
2,6-Dinitrotoluene 1000 ug/mL
2-Chloronaphthalene 1000 ug/mL
2-Chlorophenol 1000 ug/mL
2-Methylnaphthalene 1000 ug/mL
2-Methylphenol 1000 ug/mL
2-Nitroaniline 1000 ug/mL
2-Nitrophenol 1000 ug/mL
3 & 4 Methylphenol 1000 ug/mL
3-Methylphenol 1000 ug/mL
3-Nitroaniline 1000 ug/mL
4,6-Dinitro-2-methylphenol 2000 ug/mL
4-Bromophenyl phenyl ether 1000 ug/mL
4-Chloro-3-methylphenol 1000 ug/mL
4-Chloroaniline 1000 ug/mL
4-Chlorophenyl phenyl ether 1000 ug/mL
4-Methylphenol 1000 ug/mL
4-Nitroaniline 1000 ug/mL
4-Nitrophenol 2000 ug/mL
Acenaphthene 1000 ug/mL
Acenaphthylene 1000 ug/mL
Acetophenone 1000 ug/mL
Aniline 1000 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration

Anthracene 1000 ug/mL
Azobenzene 1000 ug/mL
Benzo[a]Janthracene 1000 ug/mL
Benzo[a]pyrene 1000 ug/mL
Benzo[b]fluoranthene 1000 ug/mL
Benzolg,h,i]perylene 1000 ug/mL
Benzo[k]fluoranthene 1000 ug/mL
Benzyl alcohol 1000 ug/mL
Bis(2-chloroethoxy)methane 1000 ug/mL
Bis(2-chloroethyl)ether 1000 ug/mL
Bis(2-ethylhexyl) phthalate 1000 ug/mL
Butyl benzyl phthalate 1000 ug/mL
Carbazole 1000 ug/mL
Chrysene 1000 ug/mL
Di-n-butyl phthalate 1000 ug/mL
Di-n-octyl phthalate 1000 ug/mL
Dibenz(a,h)anthracene 1000 ug/mL
Dibenzofuran 1000 ug/mL
Diethyl phthalate 1000 ug/mL
Dimethyl phthalate 1000 ug/mL
Fluoranthene 1000 ug/mL
Fluorene 1000 ug/mL
Hexachlorobenzene 1000 ug/mL
Hexachlorobutadiene 1000 ug/mL
Hexachlorocyclopentadiene 1000 ug/mL
Hexachloroethane 1000 ug/mL
Indenol[1,2,3-cd]pyrene 1000 ug/mL
Isophorone 1000 ug/mL
N-Nitrosodi-n-propylamine 1000 ug/mL
N-Nitrosodimethylamine 1000 ug/mL
N-Nitrosodiphenylamine 2000 ug/mL
Naphthalene 1000 ug/mL
Nitrobenzene 1000 ug/mL
Pentachlorophenol 2000 ug/mL
Phenanthrene 1000 ug/mL
Phenol 1000 ug/mL
Pyrene 1000 ug/mL
Pyridine 1000 ug/mL

..MS-569730 HSL_00001 07/31/16 Restek, Lot A0108709 (Purchased Reagent) 3,3"-Dichlorobenzidine 2000 ug/mL

..MS-569731_00013 07/31/16 Restek, Lot A0107943 (Purchased Reagent) Benzoic acid 2000 ug/mL

..MS-569732 HSL_00001 08/31/16 Restek, Lot A0108989 (Purchased Reagent Caprolactam 2000 ug/mL

.MS-IS_00008 08/06/16 | 08/06/15 | Methylene Chloride, Lot 200 mL | MS-567684_00018 40 mL | 1,4-Dichlorobenzene-d4 400 ug/mL

91740

Acenaphthene-d10 400 ug/mL
Chrysene-d12 400 ug/mL
Naphthalene-d8 400 ug/mL
Perylene-d12 400 ug/mL
Phenanthrene-d10 400 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration

..MS-567684_00018 11/30/19 Restek, Lot A0107273 (Purchased Reagent 1,4-Dichlorobenzene-d4 2000 ug/mL
Acenaphthene-d10 2000 ug/mL
Chrysene-d12 2000 ug/mL
Naphthalene-d8 2000 ug/mL
Perylene-d12 2000 ug/mL
Phenanthrene-d10 2000 ug/mL

MS-HSLA080_00020 11/20/15 10/06/15 Methylene Chloride, Lot 0.5mL | MS-HSLA_STK_00017 200 uL | Benzoic acid 160 ug/mL

108136

2,4,6-Tribromophenol (Surr) 80 ug/mL
2-Fluorobiphenyl 80 ug/mL
2-Fluorophenol (Surr) 80 ug/mL
Nitrobenzene-d5 (Surr) 80 ug/mL
Phenol-d5 (Surr) 80 ug/mL
Terphenyl-d14 (Surr) 80 ug/mL
Famphur 80 ug/mL
1,1'-Biphenyl 80 ug/mL
1,2,4,5-Tetrachlorobenzene 80 ug/mL
1,2,4-Trichlorobenzene 80 ug/mL
1,2-Dichlorobenzene 80 ug/mL
1,2-Diphenylhydrazine 80.878 ug/mL
1,3-Dichlorobenzene 80 ug/mL
1,3-Dinitrobenzene 80 ug/mL
1,4-Dichlorobenzene 80 ug/mL
1,4-Dioxane 80 ug/mL
1-Methylnaphthalene 80 ug/mL
2,2'-oxybis[1-chloropropane] 80 ug/mL
2,3,4,6-Tetrachlorophenol 80 ug/mL
2,4,5-Trichlorophenol 80 ug/mL
2,4,6-Trichlorophenol 80 ug/mL
2,4-Dichlorophenol 80 ug/mL
2,4-Dimethylphenol 80 ug/mL
2,4-Dinitrophenol 160 ug/mL
2,4-Dinitrotoluene 80 ug/mL
2,6-Dichlorophenol 80 ug/mL
2,6-Dinitrotoluene 80 ug/mL
2-Chloronaphthalene 80 ug/mL
2-Chlorophenol 80 ug/mL
2-Methylnaphthalene 80 ug/mL
2-Methylphenol 80 ug/mL
2-Nitroaniline 80 ug/mL
2-Nitrophenol 80 ug/mL
3 & 4 Methylphenol 80 ug/mL
3-Methylphenol 80 ug/mL
3-Nitroaniline 80 ug/mL
4,6-Dinitro-2-methylphenol 160 ug/mL
4-Bromophenyl phenyl ether 80 ug/mL
4-Chloro-3-methylphenol 80 ug/mL
4-Chloroaniline 80 ug/mL
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Lab Name: TestAmerica Denver

REAGENT TRACEABILITY SUMMARY

Job No.: 280-76405-2

SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
4-Chlorophenyl phenyl ether 80 ug/mL
4-Methylphenol 80 ug/mL
4-Nitroaniline 80 ug/mL
4-Nitrophenol 160 ug/mL
Acenaphthene 80 ug/mL
Acenaphthylene 80 ug/mL
Acetophenone 80 ug/mL
Aniline 80 ug/mL
Anthracene 80 ug/mL
Azobenzene 80 ug/mL
Benzo[a]Janthracene 80 ug/mL
Benzo[a]pyrene 80 ug/mL
Benzo[b]fluoranthene 80 ug/mL
Benzolg,h,i]perylene 80 ug/mL
Benzo[k]fluoranthene 80 ug/mL
Benzyl alcohol 80 ug/mL
Bis(2-chloroethoxy)methane 80 ug/mL
Bis(2-chloroethyl)ether 80 ug/mL
Bis(2-ethylhexyl) phthalate 80 ug/mL
Butyl benzyl phthalate 80 ug/mL
Carbazole 80 ug/mL
Chrysene 80 ug/mL
Di-n-butyl phthalate 80 ug/mL
Di-n-octyl phthalate 80 ug/mL
Dibenz(a,h)anthracene 80 ug/mL
Dibenzofuran 80 ug/mL
Diethyl phthalate 80 ug/mL
Dimethyl phthalate 80 ug/mL
Fluoranthene 80 ug/mL
Fluorene 80 ug/mL
Hexachlorobenzene 80 ug/mL
Hexachlorobutadiene 80 ug/mL
Hexachlorocyclopentadiene 80 ug/mL
Hexachloroethane 80 ug/mL
Indenol[1,2,3-cd]pyrene 80 ug/mL
Isophorone 80 ug/mL
N-Nitrosodi-n-propylamine 80 ug/mL
N-Nitrosodimethylamine 80 ug/mL
N-Nitrosodiphenylamine 160 ug/mL
Naphthalene 80 ug/mL
Nitrobenzene 80 ug/mL
Pentachlorophenol 160 ug/mL
Phenanthrene 80 ug/mL
Phenol 80 ug/mL
Pyrene 80 ug/mL
Pyridine 80 ug/mL
3,3-Dichlorobenzidine 80 ug/mL
Caprolactam 80 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
MS-IS_00008 50 uL |1,4-Dichlorobenzene-d4 40 ug/mL
Acenaphthene-d10 40 ug/mL
Chrysene-d12 40 ug/mL
Naphthalene-d8 40 ug/mL
Perylene-d12 40 ug/mL
Phenanthrene-d10 40 ug/mL
.MS-HSLA_STK_00017 11/20/15 09/01/15 Methylene Chloride, Lot 10 mL | MS-567674_00048 1 mL |Benzoic acid 400 ug/mL
108136

MS-567685_00001 0.4 mL |2,4,6-Tribromophenol (Surr) 200 ug/mL
2-Fluorobiphenyl 200 ug/mL
2-Fluorophenol (Surr) 200 ug/mL
Nitrobenzene-d5 (Surr) 200 ug/mL
Phenol-d5 (Surr) 200 ug/mL
Terphenyl-d14 (Surr) 200 ug/mL
MS-568023_00010 1 mL | Famphur 200 ug/mL
MS-569729_00025 2 mL | 1,1-Biphenyl 200 ug/mL
1,2,4,5-Tetrachlorobenzene 200 ug/mL
1,2,4-Trichlorobenzene 200 ug/mL
1,2-Dichlorobenzene 200 ug/mL

1,2-Diphenylhydrazine 202.195 ug/mL
1,3-Dichlorobenzene 200 ug/mL
1,3-Dinitrobenzene 200 ug/mL
1,4-Dichlorobenzene 200 ug/mL
1,4-Dioxane 200 ug/mL
1-Methylnaphthalene 200 ug/mL
2,2'-oxybis[1-chloropropane] 200 ug/mL
2,3,4,6-Tetrachlorophenol 200 ug/mL
2,4,5-Trichlorophenol 200 ug/mL
2,4,6-Trichlorophenol 200 ug/mL
2,4-Dichlorophenol 200 ug/mL
2,4-Dimethylphenol 200 ug/mL
2,4-Dinitrophenol 400 ug/mL
2,4-Dinitrotoluene 200 ug/mL
2,6-Dichlorophenol 200 ug/mL
2,6-Dinitrotoluene 200 ug/mL
2-Chloronaphthalene 200 ug/mL
2-Chlorophenol 200 ug/mL
2-Methylnaphthalene 200 ug/mL
2-Methylphenol 200 ug/mL
2-Nitroaniline 200 ug/mL
2-Nitrophenol 200 ug/mL
3 & 4 Methylphenol 200 ug/mL
3-Methylphenol 200 ug/mL
3-Nitroaniline 200 ug/mL
4,6-Dinitro-2-methylphenol 400 ug/mL
4-Bromophenyl phenyl ether 200 ug/mL
4-Chloro-3-methylphenol 200 ug/mL
4-Chloroaniline 200 ug/mL
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Lab Name: TestAmerica Denver

REAGENT TRACEABILITY SUMMARY

Job No.: 280-76405-2

SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
4-Chlorophenyl phenyl ether 200 ug/mL
4-Methylphenol 200 ug/mL
4-Nitroaniline 200 ug/mL
4-Nitrophenol 400 ug/mL
Acenaphthene 200 ug/mL
Acenaphthylene 200 ug/mL
Acetophenone 200 ug/mL
Aniline 200 ug/mL
Anthracene 200 ug/mL
Azobenzene 200 ug/mL
Benzo[a]Janthracene 200 ug/mL
Benzo[a]pyrene 200 ug/mL
Benzo[b]fluoranthene 200 ug/mL
Benzolg,h,i]perylene 200 ug/mL
Benzo[k]fluoranthene 200 ug/mL
Benzyl alcohol 200 ug/mL
Bis(2-chloroethoxy)methane 200 ug/mL
Bis(2-chloroethyl)ether 200 ug/mL
Bis(2-ethylhexyl) phthalate 200 ug/mL
Butyl benzyl phthalate 200 ug/mL
Carbazole 200 ug/mL
Chrysene 200 ug/mL
Di-n-butyl phthalate 200 ug/mL
Di-n-octyl phthalate 200 ug/mL
Dibenz(a,h)anthracene 200 ug/mL
Dibenzofuran 200 ug/mL
Diethyl phthalate 200 ug/mL
Dimethyl phthalate 200 ug/mL
Fluoranthene 200 ug/mL
Fluorene 200 ug/mL
Hexachlorobenzene 200 ug/mL
Hexachlorobutadiene 200 ug/mL
Hexachlorocyclopentadiene 200 ug/mL
Hexachloroethane 200 ug/mL
Indenol[1,2,3-cd]pyrene 200 ug/mL
Isophorone 200 ug/mL
N-Nitrosodi-n-propylamine 200 ug/mL
N-Nitrosodimethylamine 200 ug/mL
N-Nitrosodiphenylamine 400 ug/mL
Naphthalene 200 ug/mL
Nitrobenzene 200 ug/mL
Pentachlorophenol 400 ug/mL
Phenanthrene 200 ug/mL
Phenol 200 ug/mL
Pyrene 200 ug/mL
Pyridine 200 ug/mL
MS-569730 HSL_00001 1 mL | 3,3-Dichlorobenzidine 200 ug/mL
MS-569731_00013 1 mL |Benzoic acid 400 ug/mL
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Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
MS-569732 HSL_00001 1 mL | Caprolactam 200 ug/mL

..MS-567674_00048 02/29/16 Restek, Lot A093441 (Purchased Reagent Benzoic acid 2000 ug/mL

..MS-567685_00001 11/20/15 Restek, Lot A092712 (Purchased Reagent) 2,4,6-Tribromophenol (Surr) 5000 ug/mL
2-Fluorobiphenyl 5000 ug/mL
2-Fluorophenol (Surr) 5000 ug/mL
Nitrobenzene-d5 (Surr) 5000 ug/mL
Phenol-d5 (Surr) 5000 ug/mL
Terphenyl-d14 (Surr) 5000 ug/mL

..MS-568023_ 00010 12/31/16 Restek, Lot A0107887 (Purchased Reagent) Famphur 2000 ug/mL

..MS-569729_00025 09/30/16 Restek, Lot A0109703 (Purchased Reagent) 1,1'-Biphenyl 1000 ug/mL
1,2,4,5-Tetrachlorobenzene 1000 ug/mL
1,2,4-Trichlorobenzene 1000 ug/mL
1,2-Dichlorobenzene 1000 ug/mL
1,2-Diphenylhydrazine 1010.97 ug/mL
1,3-Dichlorobenzene 1000 ug/mL
1,3-Dinitrobenzene 1000 ug/mL
1,4-Dichlorobenzene 1000 ug/mL
1,4-Dioxane 1000 ug/mL
1-Methylnaphthalene 1000 ug/mL
2,2'-oxybis[1-chloropropane] 1000 ug/mL
2,3,4,6-Tetrachlorophenol 1000 ug/mL
2,4,5-Trichlorophenol 1000 ug/mL
2,4,6-Trichlorophenol 1000 ug/mL
2,4-Dichlorophenol 1000 ug/mL
2,4-Dimethylphenol 1000 ug/mL
2,4-Dinitrophenol 2000 ug/mL
2,4-Dinitrotoluene 1000 ug/mL
2,6-Dichlorophenol 1000 ug/mL
2,6-Dinitrotoluene 1000 ug/mL
2-Chloronaphthalene 1000 ug/mL
2-Chlorophenol 1000 ug/mL
2-Methylnaphthalene 1000 ug/mL
2-Methylphenol 1000 ug/mL
2-Nitroaniline 1000 ug/mL
2-Nitrophenol 1000 ug/mL
3 & 4 Methylphenol 1000 ug/mL
3-Methylphenol 1000 ug/mL
3-Nitroaniline 1000 ug/mL
4,6-Dinitro-2-methylphenol 2000 ug/mL
4-Bromophenyl phenyl ether 1000 ug/mL
4-Chloro-3-methylphenol 1000 ug/mL
4-Chloroaniline 1000 ug/mL
4-Chlorophenyl phenyl ether 1000 ug/mL
4-Methylphenol 1000 ug/mL
4-Nitroaniline 1000 ug/mL
4-Nitrophenol 2000 ug/mL
Acenaphthene 1000 ug/mL
Acenaphthylene 1000 ug/mL
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Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration

Acetophenone 1000 ug/mL
Aniline 1000 ug/mL
Anthracene 1000 ug/mL
Azobenzene 1000 ug/mL
Benzo[a]Janthracene 1000 ug/mL
Benzo[a]pyrene 1000 ug/mL
Benzo[b]fluoranthene 1000 ug/mL
Benzolg,h,i]perylene 1000 ug/mL
Benzo[k]fluoranthene 1000 ug/mL
Benzyl alcohol 1000 ug/mL
Bis(2-chloroethoxy)methane 1000 ug/mL
Bis(2-chloroethyl)ether 1000 ug/mL
Bis(2-ethylhexyl) phthalate 1000 ug/mL
Butyl benzyl phthalate 1000 ug/mL
Carbazole 1000 ug/mL
Chrysene 1000 ug/mL
Di-n-butyl phthalate 1000 ug/mL
Di-n-octyl phthalate 1000 ug/mL
Dibenz(a,h)anthracene 1000 ug/mL
Dibenzofuran 1000 ug/mL
Diethyl phthalate 1000 ug/mL
Dimethyl phthalate 1000 ug/mL
Fluoranthene 1000 ug/mL
Fluorene 1000 ug/mL
Hexachlorobenzene 1000 ug/mL
Hexachlorobutadiene 1000 ug/mL
Hexachlorocyclopentadiene 1000 ug/mL
Hexachloroethane 1000 ug/mL
Indenol[1,2,3-cd]pyrene 1000 ug/mL
Isophorone 1000 ug/mL
N-Nitrosodi-n-propylamine 1000 ug/mL
N-Nitrosodimethylamine 1000 ug/mL
N-Nitrosodiphenylamine 2000 ug/mL
Naphthalene 1000 ug/mL
Nitrobenzene 1000 ug/mL
Pentachlorophenol 2000 ug/mL
Phenanthrene 1000 ug/mL
Phenol 1000 ug/mL
Pyrene 1000 ug/mL
Pyridine 1000 ug/mL

..MS-569730 HSL_00001 07/31/16 Restek, Lot A0108709 (Purchased Reagent) 3,3"-Dichlorobenzidine 2000 ug/mL

..MS-569731_00013 07/31/16 Restek, Lot A0107943 (Purchased Reagent) Benzoic acid 2000 ug/mL

..MS-569732 HSL_00001 08/31/16 Restek, Lot A0108989 (Purchased Reagent) Caprolactam 2000 ug/mL

.MS-IS_00008 08/06/16 | 08/06/15 | Methylene Chloride, Lot 200 mL | MS-567684_00018 40 mL | 1,4-Dichlorobenzene-d4 400 ug/mL

91740

Acenaphthene-d10 400 ug/mL
Chrysene-d12 400 ug/mL
Naphthalene-d8 400 ug/mL
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Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration

Perylene-d12 400 ug/mL
Phenanthrene-d10 400 ug/mL

..MS-567684_00018 11/30/19 Restek, Lot A0107273 (Purchased Reagent 1,4-Dichlorobenzene-d4 2000 ug/mL
Acenaphthene-d10 2000 ug/mL
Chrysene-d12 2000 ug/mL
Naphthalene-d8 2000 ug/mL
Perylene-d12 2000 ug/mL
Phenanthrene-d10 2000 ug/mL

MS-HSLA120_00020 11/20/15 | 10/06/15 | Methylene Chloride, Lot 0.5mL |[MS-HSLA_STK_00017 300 uL | Benzoic acid 240 ug/mL

108136

2,4,6-Tribromophenol (Surr) 120 ug/mL
2-Fluorobiphenyl 120 ug/mL
2-Fluorophenol (Surr) 120 ug/mL
Nitrobenzene-d5 (Surr) 120 ug/mL
Phenol-d5 (Surr) 120 ug/mL
Terphenyl-d14 (Surr) 120 ug/mL
Famphur 120 ug/mL
1,1'-Biphenyl 120 ug/mL
1,2,4,5-Tetrachlorobenzene 120 ug/mL
1,2,4-Trichlorobenzene 120 ug/mL
1,2-Dichlorobenzene 120 ug/mL
1,2-Diphenylhydrazine 121.317 ug/mL
1,3-Dichlorobenzene 120 ug/mL
1,3-Dinitrobenzene 120 ug/mL
1,4-Dichlorobenzene 120 ug/mL
1,4-Dioxane 120 ug/mL
1-Methylnaphthalene 120 ug/mL
2,2'-oxybis[1-chloropropane] 120 ug/mL
2,3,4,6-Tetrachlorophenol 120 ug/mL
2,4,5-Trichlorophenol 120 ug/mL
2,4,6-Trichlorophenol 120 ug/mL
2,4-Dichlorophenol 120 ug/mL
2,4-Dimethylphenol 120 ug/mL
2,4-Dinitrophenol 240 ug/mL
2,4-Dinitrotoluene 120 ug/mL
2,6-Dichlorophenol 120 ug/mL
2,6-Dinitrotoluene 120 ug/mL
2-Chloronaphthalene 120 ug/mL
2-Chlorophenol 120 ug/mL
2-Methylnaphthalene 120 ug/mL
2-Methylphenol 120 ug/mL
2-Nitroaniline 120 ug/mL
2-Nitrophenol 120 ug/mL
3 & 4 Methylphenol 120 ug/mL
3-Methylphenol 120 ug/mL
3-Nitroaniline 120 ug/mL
4,6-Dinitro-2-methylphenol 240 ug/mL
4-Bromophenyl phenyl ether 120 ug/mL
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Exp Prep Dilutant Final Volume
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4-Chloro-3-methylphenol 120 ug/mL
4-Chloroaniline 120 ug/mL
4-Chlorophenyl phenyl ether 120 ug/mL
4-Methylphenol 120 ug/mL
4-Nitroaniline 120 ug/mL
4-Nitrophenol 240 ug/mL
Acenaphthene 120 ug/mL
Acenaphthylene 120 ug/mL
Acetophenone 120 ug/mL
Aniline 120 ug/mL
Anthracene 120 ug/mL
Azobenzene 120 ug/mL
Benzo[a]Janthracene 120 ug/mL
Benzo[a]pyrene 120 ug/mL
Benzo[b]fluoranthene 120 ug/mL
Benzolg,h,i]perylene 120 ug/mL
Benzo[k]fluoranthene 120 ug/mL
Benzyl alcohol 120 ug/mL
Bis(2-chloroethoxy)methane 120 ug/mL
Bis(2-chloroethyl)ether 120 ug/mL
Bis(2-ethylhexyl) phthalate 120 ug/mL
Butyl benzyl phthalate 120 ug/mL
Carbazole 120 ug/mL
Chrysene 120 ug/mL
Di-n-butyl phthalate 120 ug/mL
Di-n-octyl phthalate 120 ug/mL
Dibenz(a,h)anthracene 120 ug/mL
Dibenzofuran 120 ug/mL
Diethyl phthalate 120 ug/mL
Dimethyl phthalate 120 ug/mL
Fluoranthene 120 ug/mL
Fluorene 120 ug/mL
Hexachlorobenzene 120 ug/mL
Hexachlorobutadiene 120 ug/mL
Hexachlorocyclopentadiene 120 ug/mL
Hexachloroethane 120 ug/mL
Indeno[1,2,3-cd]pyrene 120 ug/mL
Isophorone 120 ug/mL
N-Nitrosodi-n-propylamine 120 ug/mL
N-Nitrosodimethylamine 120 ug/mL
N-Nitrosodiphenylamine 240 ug/mL
Naphthalene 120 ug/mL
Nitrobenzene 120 ug/mL
Pentachlorophenol 240 ug/mL
Phenanthrene 120 ug/mL
Phenol 120 ug/mL
Pyrene 120 ug/mL
Pyridine 120 ug/mL
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Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
3,3-Dichlorobenzidine 120 ug/mL
Caprolactam 120 ug/mL
MS-IS_00008 50 uL |1,4-Dichlorobenzene-d4 40 ug/mL
Acenaphthene-d10 40 ug/mL
Chrysene-d12 40 ug/mL
Naphthalene-d8 40 ug/mL
Perylene-d12 40 ug/mL
Phenanthrene-d10 40 ug/mL
.MS-HSLA_STK_00017 11/20/15 09/01/15 Methylene Chloride, Lot 10 mL | MS-567674_00048 1 mL |Benzoic acid 400 ug/mL
108136
MS-567685_00001 0.4 mL |2,4,6-Tribromophenol (Surr) 200 ug/mL
2-Fluorobiphenyl 200 ug/mL
2-Fluorophenol (Surr) 200 ug/mL
Nitrobenzene-d5 (Surr) 200 ug/mL
Phenol-d5 (Surr) 200 ug/mL
Terphenyl-d14 (Surr) 200 ug/mL
MS-568023_00010 1 mL | Famphur 200 ug/mL
MS-569729_00025 2 mL | 1,1-Biphenyl 200 ug/mL
1,2,4,5-Tetrachlorobenzene 200 ug/mL
1,2,4-Trichlorobenzene 200 ug/mL
1,2-Dichlorobenzene 200 ug/mL
1,2-Diphenylhydrazine 202.195 ug/mL
1,3-Dichlorobenzene 200 ug/mL
1,3-Dinitrobenzene 200 ug/mL
1,4-Dichlorobenzene 200 ug/mL
1,4-Dioxane 200 ug/mL
1-Methylnaphthalene 200 ug/mL
2,2'-oxybis[1-chloropropane] 200 ug/mL
2,3,4,6-Tetrachlorophenol 200 ug/mL
2,4,5-Trichlorophenol 200 ug/mL
2,4,6-Trichlorophenol 200 ug/mL
2,4-Dichlorophenol 200 ug/mL
2,4-Dimethylphenol 200 ug/mL
2,4-Dinitrophenol 400 ug/mL
2,4-Dinitrotoluene 200 ug/mL
2,6-Dichlorophenol 200 ug/mL
2,6-Dinitrotoluene 200 ug/mL
2-Chloronaphthalene 200 ug/mL
2-Chlorophenol 200 ug/mL
2-Methylnaphthalene 200 ug/mL
2-Methylphenol 200 ug/mL
2-Nitroaniline 200 ug/mL
2-Nitrophenol 200 ug/mL
3 & 4 Methylphenol 200 ug/mL
3-Methylphenol 200 ug/mL
3-Nitroaniline 200 ug/mL
4,6-Dinitro-2-methylphenol 400 ug/mL
4-Bromophenyl phenyl ether 200 ug/mL
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4-Chloro-3-methylphenol 200 ug/mL
4-Chloroaniline 200 ug/mL
4-Chlorophenyl phenyl ether 200 ug/mL
4-Methylphenol 200 ug/mL
4-Nitroaniline 200 ug/mL
4-Nitrophenol 400 ug/mL
Acenaphthene 200 ug/mL
Acenaphthylene 200 ug/mL
Acetophenone 200 ug/mL
Aniline 200 ug/mL
Anthracene 200 ug/mL
Azobenzene 200 ug/mL
Benzo[a]Janthracene 200 ug/mL
Benzo[a]pyrene 200 ug/mL
Benzo[b]fluoranthene 200 ug/mL
Benzolg,h,i]perylene 200 ug/mL
Benzo[k]fluoranthene 200 ug/mL
Benzyl alcohol 200 ug/mL
Bis(2-chloroethoxy)methane 200 ug/mL
Bis(2-chloroethyl)ether 200 ug/mL
Bis(2-ethylhexyl) phthalate 200 ug/mL
Butyl benzyl phthalate 200 ug/mL
Carbazole 200 ug/mL
Chrysene 200 ug/mL
Di-n-butyl phthalate 200 ug/mL
Di-n-octyl phthalate 200 ug/mL
Dibenz(a,h)anthracene 200 ug/mL
Dibenzofuran 200 ug/mL
Diethyl phthalate 200 ug/mL
Dimethyl phthalate 200 ug/mL
Fluoranthene 200 ug/mL
Fluorene 200 ug/mL
Hexachlorobenzene 200 ug/mL
Hexachlorobutadiene 200 ug/mL
Hexachlorocyclopentadiene 200 ug/mL
Hexachloroethane 200 ug/mL
Indenol[1,2,3-cd]pyrene 200 ug/mL
Isophorone 200 ug/mL
N-Nitrosodi-n-propylamine 200 ug/mL
N-Nitrosodimethylamine 200 ug/mL
N-Nitrosodiphenylamine 400 ug/mL
Naphthalene 200 ug/mL
Nitrobenzene 200 ug/mL
Pentachlorophenol 400 ug/mL
Phenanthrene 200 ug/mL
Phenol 200 ug/mL
Pyrene 200 ug/mL
Pyridine 200 ug/mL
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Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
MS-569730 HSL_00001 1 mL | 3,3-Dichlorobenzidine 200 ug/mL
MS-569731_00013 1 mL |Benzoic acid 400 ug/mL
MS-569732 HSL_00001 1 mL | Caprolactam 200 ug/mL
..MS-567674_00048 02/29/16 Restek, Lot A093441 (Purchased Reagent Benzoic acid 2000 ug/mL
..MS-567685_00001 11/20/15 Restek, Lot A092712 (Purchased Reagent) 2,4,6-Tribromophenol (Surr) 5000 ug/mL
2-Fluorobiphenyl 5000 ug/mL
2-Fluorophenol (Surr) 5000 ug/mL
Nitrobenzene-d5 (Surr) 5000 ug/mL
Phenol-d5 (Surr) 5000 ug/mL
Terphenyl-d14 (Surr) 5000 ug/mL
..MS-568023_ 00010 12/31/16 Restek, Lot A0107887 (Purchased Reagent) Famphur 2000 ug/mL
..MS-569729_00025 09/30/16 Restek, Lot A0109703 (Purchased Reagent) 1,1'-Biphenyl 1000 ug/mL
1,2,4,5-Tetrachlorobenzene 1000 ug/mL
1,2,4-Trichlorobenzene 1000 ug/mL
1,2-Dichlorobenzene 1000 ug/mL
1,2-Diphenylhydrazine 1010.97 ug/mL
1,3-Dichlorobenzene 1000 ug/mL
1,3-Dinitrobenzene 1000 ug/mL
1,4-Dichlorobenzene 1000 ug/mL
1,4-Dioxane 1000 ug/mL
1-Methylnaphthalene 1000 ug/mL
2,2'-oxybis[1-chloropropane] 1000 ug/mL
2,3,4,6-Tetrachlorophenol 1000 ug/mL
2,4,5-Trichlorophenol 1000 ug/mL
2,4,6-Trichlorophenol 1000 ug/mL
2,4-Dichlorophenol 1000 ug/mL
2,4-Dimethylphenol 1000 ug/mL
2,4-Dinitrophenol 2000 ug/mL
2,4-Dinitrotoluene 1000 ug/mL
2,6-Dichlorophenol 1000 ug/mL
2,6-Dinitrotoluene 1000 ug/mL
2-Chloronaphthalene 1000 ug/mL
2-Chlorophenol 1000 ug/mL
2-Methylnaphthalene 1000 ug/mL
2-Methylphenol 1000 ug/mL
2-Nitroaniline 1000 ug/mL
2-Nitrophenol 1000 ug/mL
3 & 4 Methylphenol 1000 ug/mL
3-Methylphenol 1000 ug/mL
3-Nitroaniline 1000 ug/mL
4,6-Dinitro-2-methylphenol 2000 ug/mL
4-Bromophenyl phenyl ether 1000 ug/mL
4-Chloro-3-methylphenol 1000 ug/mL
4-Chloroaniline 1000 ug/mL
4-Chlorophenyl phenyl ether 1000 ug/mL
4-Methylphenol 1000 ug/mL
4-Nitroaniline 1000 ug/mL
4-Nitrophenol 2000 ug/mL
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Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration

Acenaphthene 1000 ug/mL
Acenaphthylene 1000 ug/mL
Acetophenone 1000 ug/mL
Aniline 1000 ug/mL
Anthracene 1000 ug/mL
Azobenzene 1000 ug/mL
Benzo[a]Janthracene 1000 ug/mL
Benzo[a]pyrene 1000 ug/mL
Benzo[b]fluoranthene 1000 ug/mL
Benzolg,h,i]perylene 1000 ug/mL
Benzo[k]fluoranthene 1000 ug/mL
Benzyl alcohol 1000 ug/mL
Bis(2-chloroethoxy)methane 1000 ug/mL
Bis(2-chloroethyl)ether 1000 ug/mL
Bis(2-ethylhexyl) phthalate 1000 ug/mL
Butyl benzyl phthalate 1000 ug/mL
Carbazole 1000 ug/mL
Chrysene 1000 ug/mL
Di-n-butyl phthalate 1000 ug/mL
Di-n-octyl phthalate 1000 ug/mL
Dibenz(a,h)anthracene 1000 ug/mL
Dibenzofuran 1000 ug/mL
Diethyl phthalate 1000 ug/mL
Dimethyl phthalate 1000 ug/mL
Fluoranthene 1000 ug/mL
Fluorene 1000 ug/mL
Hexachlorobenzene 1000 ug/mL
Hexachlorobutadiene 1000 ug/mL
Hexachlorocyclopentadiene 1000 ug/mL
Hexachloroethane 1000 ug/mL
Indenol[1,2,3-cd]pyrene 1000 ug/mL
Isophorone 1000 ug/mL
N-Nitrosodi-n-propylamine 1000 ug/mL
N-Nitrosodimethylamine 1000 ug/mL
N-Nitrosodiphenylamine 2000 ug/mL
Naphthalene 1000 ug/mL
Nitrobenzene 1000 ug/mL
Pentachlorophenol 2000 ug/mL
Phenanthrene 1000 ug/mL
Phenol 1000 ug/mL
Pyrene 1000 ug/mL
Pyridine 1000 ug/mL

..MS-569730 HSL_00001 07/31/16 Restek, Lot A0108709 (Purchased Reagent) 3,3"-Dichlorobenzidine 2000 ug/mL

..MS-569731_00013 07/31/16 Restek, Lot A0107943 (Purchased Reagent) Benzoic acid 2000 ug/mL

..MS-569732 HSL_00001 08/31/16 Restek, Lot A0108989 (Purchased Reagent) Caprolactam 2000 ug/mL

.MS-IS_00008 08/06/16 | 08/06/15 | Methylene Chloride, Lot 200 mL | MS-567684_00018 40 mL | 1,4-Dichlorobenzene-d4 400 ug/mL

91740

Acenaphthene-d10 400 ug/mL
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SDG No.:
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Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration

Chrysene-d12 400 ug/mL
Naphthalene-d8 400 ug/mL
Perylene-d12 400 ug/mL
Phenanthrene-d10 400 ug/mL

..MS-567684_00018 11/30/19 Restek, Lot A0107273 (Purchased Reagent 1,4-Dichlorobenzene-d4 2000 ug/mL
Acenaphthene-d10 2000 ug/mL
Chrysene-d12 2000 ug/mL
Naphthalene-d8 2000 ug/mL
Perylene-d12 2000 ug/mL
Phenanthrene-d10 2000 ug/mL

MS-HSLA160_00020 11/20/15 10/06/15 Methylene Chloride, Lot 0.5mL | MS-HSLA_STK_00017 400 uL | Benzoic acid 320 ug/mL

108136

2,4,6-Tribromophenol (Surr) 160 ug/mL
2-Fluorobiphenyl 160 ug/mL
2-Fluorophenol (Surr) 160 ug/mL
Nitrobenzene-d5 (Surr) 160 ug/mL
Phenol-d5 (Surr) 160 ug/mL
Terphenyl-d14 (Surr) 160 ug/mL
Famphur 160 ug/mL
1,1'-Biphenyl 160 ug/mL
1,2,4,5-Tetrachlorobenzene 160 ug/mL
1,2,4-Trichlorobenzene 160 ug/mL
1,2-Dichlorobenzene 160 ug/mL
1,2-Diphenylhydrazine 161.756 ug/mL
1,3-Dichlorobenzene 160 ug/mL
1,3-Dinitrobenzene 160 ug/mL
1,4-Dichlorobenzene 160 ug/mL
1,4-Dioxane 160 ug/mL
1-Methylnaphthalene 160 ug/mL
2,2'-oxybis[1-chloropropane] 160 ug/mL
2,3,4,6-Tetrachlorophenol 160 ug/mL
2,4,5-Trichlorophenol 160 ug/mL
2,4,6-Trichlorophenol 160 ug/mL
2,4-Dichlorophenol 160 ug/mL
2,4-Dimethylphenol 160 ug/mL
2,4-Dinitrophenol 320 ug/mL
2,4-Dinitrotoluene 160 ug/mL
2,6-Dichlorophenol 160 ug/mL
2,6-Dinitrotoluene 160 ug/mL
2-Chloronaphthalene 160 ug/mL
2-Chlorophenol 160 ug/mL
2-Methylnaphthalene 160 ug/mL
2-Methylphenol 160 ug/mL
2-Nitroaniline 160 ug/mL
2-Nitrophenol 160 ug/mL
3 & 4 Methylphenol 160 ug/mL
3-Methylphenol 160 ug/mL
3-Nitroaniline 160 ug/mL
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4,6-Dinitro-2-methylphenol 320 ug/mL
4-Bromophenyl phenyl ether 160 ug/mL
4-Chloro-3-methylphenol 160 ug/mL
4-Chloroaniline 160 ug/mL
4-Chlorophenyl phenyl ether 160 ug/mL
4-Methylphenol 160 ug/mL
4-Nitroaniline 160 ug/mL
4-Nitrophenol 320 ug/mL
Acenaphthene 160 ug/mL
Acenaphthylene 160 ug/mL
Acetophenone 160 ug/mL
Aniline 160 ug/mL
Anthracene 160 ug/mL
Azobenzene 160 ug/mL
Benzo[a]Janthracene 160 ug/mL
Benzo[a]pyrene 160 ug/mL
Benzo[b]fluoranthene 160 ug/mL
Benzolg,h,i]perylene 160 ug/mL
Benzo[k]fluoranthene 160 ug/mL
Benzyl alcohol 160 ug/mL
Bis(2-chloroethoxy)methane 160 ug/mL
Bis(2-chloroethyl)ether 160 ug/mL
Bis(2-ethylhexyl) phthalate 160 ug/mL
Butyl benzyl phthalate 160 ug/mL
Carbazole 160 ug/mL
Chrysene 160 ug/mL
Di-n-butyl phthalate 160 ug/mL
Di-n-octyl phthalate 160 ug/mL
Dibenz(a,h)anthracene 160 ug/mL
Dibenzofuran 160 ug/mL
Diethyl phthalate 160 ug/mL
Dimethyl phthalate 160 ug/mL
Fluoranthene 160 ug/mL
Fluorene 160 ug/mL
Hexachlorobenzene 160 ug/mL
Hexachlorobutadiene 160 ug/mL
Hexachlorocyclopentadiene 160 ug/mL
Hexachloroethane 160 ug/mL
Indenol[1,2,3-cd]pyrene 160 ug/mL
Isophorone 160 ug/mL
N-Nitrosodi-n-propylamine 160 ug/mL
N-Nitrosodimethylamine 160 ug/mL
N-Nitrosodiphenylamine 320 ug/mL
Naphthalene 160 ug/mL
Nitrobenzene 160 ug/mL
Pentachlorophenol 320 ug/mL
Phenanthrene 160 ug/mL
Phenol 160 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
Pyrene 160 ug/mL
Pyridine 160 ug/mL
3,3-Dichlorobenzidine 160 ug/mL
Caprolactam 160 ug/mL
MS-IS_00008 50 uL |1,4-Dichlorobenzene-d4 40 ug/mL
Acenaphthene-d10 40 ug/mL
Chrysene-d12 40 ug/mL
Naphthalene-d8 40 ug/mL
Perylene-d12 40 ug/mL
Phenanthrene-d10 40 ug/mL
.MS-HSLA_STK_00017 11/20/15 09/01/15 Methylene Chloride, Lot 10 mL | MS-567674_00048 1 mL |Benzoic acid 400 ug/mL
108136
MS-567685_00001 0.4 mL |2,4,6-Tribromophenol (Surr) 200 ug/mL
2-Fluorobiphenyl 200 ug/mL
2-Fluorophenol (Surr) 200 ug/mL
Nitrobenzene-d5 (Surr) 200 ug/mL
Phenol-d5 (Surr) 200 ug/mL
Terphenyl-d14 (Surr) 200 ug/mL
MS-568023_00010 1 mL | Famphur 200 ug/mL
MS-569729_00025 2 mL | 1,1-Biphenyl 200 ug/mL
1,2,4,5-Tetrachlorobenzene 200 ug/mL
1,2,4-Trichlorobenzene 200 ug/mL
1,2-Dichlorobenzene 200 ug/mL
1,2-Diphenylhydrazine 202.195 ug/mL
1,3-Dichlorobenzene 200 ug/mL
1,3-Dinitrobenzene 200 ug/mL
1,4-Dichlorobenzene 200 ug/mL
1,4-Dioxane 200 ug/mL
1-Methylnaphthalene 200 ug/mL
2,2'-oxybis[1-chloropropane] 200 ug/mL
2,3,4,6-Tetrachlorophenol 200 ug/mL
2,4,5-Trichlorophenol 200 ug/mL
2,4,6-Trichlorophenol 200 ug/mL
2,4-Dichlorophenol 200 ug/mL
2,4-Dimethylphenol 200 ug/mL
2,4-Dinitrophenol 400 ug/mL
2,4-Dinitrotoluene 200 ug/mL
2,6-Dichlorophenol 200 ug/mL
2,6-Dinitrotoluene 200 ug/mL
2-Chloronaphthalene 200 ug/mL
2-Chlorophenol 200 ug/mL
2-Methylnaphthalene 200 ug/mL
2-Methylphenol 200 ug/mL
2-Nitroaniline 200 ug/mL
2-Nitrophenol 200 ug/mL
3 & 4 Methylphenol 200 ug/mL
3-Methylphenol 200 ug/mL
3-Nitroaniline 200 ug/mL
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Lab Name: TestAmerica Denver

REAGENT TRACEABILITY SUMMARY

Job No.: 280-76405-2

SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
4,6-Dinitro-2-methylphenol 400 ug/mL
4-Bromophenyl phenyl ether 200 ug/mL
4-Chloro-3-methylphenol 200 ug/mL
4-Chloroaniline 200 ug/mL
4-Chlorophenyl phenyl ether 200 ug/mL
4-Methylphenol 200 ug/mL
4-Nitroaniline 200 ug/mL
4-Nitrophenol 400 ug/mL
Acenaphthene 200 ug/mL
Acenaphthylene 200 ug/mL
Acetophenone 200 ug/mL
Aniline 200 ug/mL
Anthracene 200 ug/mL
Azobenzene 200 ug/mL
Benzo[a]Janthracene 200 ug/mL
Benzo[a]pyrene 200 ug/mL
Benzo[b]fluoranthene 200 ug/mL
Benzolg,h,i]perylene 200 ug/mL
Benzo[k]fluoranthene 200 ug/mL
Benzyl alcohol 200 ug/mL
Bis(2-chloroethoxy)methane 200 ug/mL
Bis(2-chloroethyl)ether 200 ug/mL
Bis(2-ethylhexyl) phthalate 200 ug/mL
Butyl benzyl phthalate 200 ug/mL
Carbazole 200 ug/mL
Chrysene 200 ug/mL
Di-n-butyl phthalate 200 ug/mL
Di-n-octyl phthalate 200 ug/mL
Dibenz(a,h)anthracene 200 ug/mL
Dibenzofuran 200 ug/mL
Diethyl phthalate 200 ug/mL
Dimethyl phthalate 200 ug/mL
Fluoranthene 200 ug/mL
Fluorene 200 ug/mL
Hexachlorobenzene 200 ug/mL
Hexachlorobutadiene 200 ug/mL
Hexachlorocyclopentadiene 200 ug/mL
Hexachloroethane 200 ug/mL
Indenol[1,2,3-cd]pyrene 200 ug/mL
Isophorone 200 ug/mL
N-Nitrosodi-n-propylamine 200 ug/mL
N-Nitrosodimethylamine 200 ug/mL
N-Nitrosodiphenylamine 400 ug/mL
Naphthalene 200 ug/mL
Nitrobenzene 200 ug/mL
Pentachlorophenol 400 ug/mL
Phenanthrene 200 ug/mL
Phenol 200 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
Pyrene 200 ug/mL
Pyridine 200 ug/mL
MS-569730 HSL_00001 1 mL | 3,3-Dichlorobenzidine 200 ug/mL
MS-569731_00013 1 mL |Benzoic acid 400 ug/mL
MS-569732 HSL_00001 1 mL | Caprolactam 200 ug/mL
..MS-567674_00048 02/29/16 Restek, Lot A093441 (Purchased Reagent Benzoic acid 2000 ug/mL
..MS-567685_00001 11/20/15 Restek, Lot A092712 (Purchased Reagent) 2,4,6-Tribromophenol (Surr) 5000 ug/mL
2-Fluorobiphenyl 5000 ug/mL
2-Fluorophenol (Surr) 5000 ug/mL
Nitrobenzene-d5 (Surr) 5000 ug/mL
Phenol-d5 (Surr) 5000 ug/mL
Terphenyl-d14 (Surr) 5000 ug/mL
..MS-568023_ 00010 12/31/16 Restek, Lot A0107887 (Purchased Reagent) Famphur 2000 ug/mL
..MS-569729_00025 09/30/16 Restek, Lot A0109703 (Purchased Reagent) 1,1'-Biphenyl 1000 ug/mL
1,2,4,5-Tetrachlorobenzene 1000 ug/mL
1,2,4-Trichlorobenzene 1000 ug/mL
1,2-Dichlorobenzene 1000 ug/mL
1,2-Diphenylhydrazine 1010.97 ug/mL
1,3-Dichlorobenzene 1000 ug/mL
1,3-Dinitrobenzene 1000 ug/mL
1,4-Dichlorobenzene 1000 ug/mL
1,4-Dioxane 1000 ug/mL
1-Methylnaphthalene 1000 ug/mL
2,2'-oxybis[1-chloropropane] 1000 ug/mL
2,3,4,6-Tetrachlorophenol 1000 ug/mL
2,4,5-Trichlorophenol 1000 ug/mL
2,4,6-Trichlorophenol 1000 ug/mL
2,4-Dichlorophenol 1000 ug/mL
2,4-Dimethylphenol 1000 ug/mL
2,4-Dinitrophenol 2000 ug/mL
2,4-Dinitrotoluene 1000 ug/mL
2,6-Dichlorophenol 1000 ug/mL
2,6-Dinitrotoluene 1000 ug/mL
2-Chloronaphthalene 1000 ug/mL
2-Chlorophenol 1000 ug/mL
2-Methylnaphthalene 1000 ug/mL
2-Methylphenol 1000 ug/mL
2-Nitroaniline 1000 ug/mL
2-Nitrophenol 1000 ug/mL
3 & 4 Methylphenol 1000 ug/mL
3-Methylphenol 1000 ug/mL
3-Nitroaniline 1000 ug/mL
4,6-Dinitro-2-methylphenol 2000 ug/mL
4-Bromophenyl phenyl ether 1000 ug/mL
4-Chloro-3-methylphenol 1000 ug/mL
4-Chloroaniline 1000 ug/mL
4-Chlorophenyl phenyl ether 1000 ug/mL
4-Methylphenol 1000 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration

4-Nitroaniline 1000 ug/mL
4-Nitrophenol 2000 ug/mL
Acenaphthene 1000 ug/mL
Acenaphthylene 1000 ug/mL
Acetophenone 1000 ug/mL
Aniline 1000 ug/mL
Anthracene 1000 ug/mL
Azobenzene 1000 ug/mL
Benzo[a]Janthracene 1000 ug/mL
Benzo[a]pyrene 1000 ug/mL
Benzo[b]fluoranthene 1000 ug/mL
Benzolg,h,i]perylene 1000 ug/mL
Benzo[k]fluoranthene 1000 ug/mL
Benzyl alcohol 1000 ug/mL
Bis(2-chloroethoxy)methane 1000 ug/mL
Bis(2-chloroethyl)ether 1000 ug/mL
Bis(2-ethylhexyl) phthalate 1000 ug/mL
Butyl benzyl phthalate 1000 ug/mL
Carbazole 1000 ug/mL
Chrysene 1000 ug/mL
Di-n-butyl phthalate 1000 ug/mL
Di-n-octyl phthalate 1000 ug/mL
Dibenz(a,h)anthracene 1000 ug/mL
Dibenzofuran 1000 ug/mL
Diethyl phthalate 1000 ug/mL
Dimethyl phthalate 1000 ug/mL
Fluoranthene 1000 ug/mL
Fluorene 1000 ug/mL
Hexachlorobenzene 1000 ug/mL
Hexachlorobutadiene 1000 ug/mL
Hexachlorocyclopentadiene 1000 ug/mL
Hexachloroethane 1000 ug/mL
Indenol[1,2,3-cd]pyrene 1000 ug/mL
Isophorone 1000 ug/mL
N-Nitrosodi-n-propylamine 1000 ug/mL
N-Nitrosodimethylamine 1000 ug/mL
N-Nitrosodiphenylamine 2000 ug/mL
Naphthalene 1000 ug/mL
Nitrobenzene 1000 ug/mL
Pentachlorophenol 2000 ug/mL
Phenanthrene 1000 ug/mL
Phenol 1000 ug/mL
Pyrene 1000 ug/mL
Pyridine 1000 ug/mL

..MS-569730 HSL_00001 07/31/16 Restek, Lot A0108709 (Purchased Reagent) 3,3"-Dichlorobenzidine 2000 ug/mL

..MS-569731_00013 07/31/16 Restek, Lot A0107943 (Purchased Reagent) Benzoic acid 2000 ug/mL

..MS-569732 HSL_00001 08/31/16 Restek, Lot A0108989 (Purchased Reagent) Caprolactam 2000 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
.MS-IS_00008 08/06/16 | 08/06/15 | Methylene Chloride, Lot 200 mL | MS-567684_00018 40 mL | 1,4-Dichlorobenzene-d4 400 ug/mL
91740

Acenaphthene-d10 400 ug/mL
Chrysene-d12 400 ug/mL
Naphthalene-d8 400 ug/mL
Perylene-d12 400 ug/mL
Phenanthrene-d10 400 ug/mL

..MS-567684_00018 11/30/19 Restek, Lot A0107273 (Purchased Reagent 1,4-Dichlorobenzene-d4 2000 ug/mL
Acenaphthene-d10 2000 ug/mL
Chrysene-d12 2000 ug/mL
Naphthalene-d8 2000 ug/mL
Perylene-d12 2000 ug/mL
Phenanthrene-d10 2000 ug/mL

MS-HSLA200_00020 11/20/15 | 10/06/15 | Methylene Chioride, Lot 0.5mL [MS-HSLA_STK_00017 500 uL | Benzoic acid 400 ug/mL

108136

2,4,6-Tribromophenol (Surr) 200 ug/mL
2-Fluorobiphenyl 200 ug/mL
2-Fluorophenol (Surr) 200 ug/mL
Nitrobenzene-d5 (Surr) 200 ug/mL
Phenol-d5 (Surr) 200 ug/mL
Terphenyl-d14 (Surr) 200 ug/mL
Famphur 200 ug/mL
1,1'-Biphenyl 200 ug/mL
1,2,4,5-Tetrachlorobenzene 200 ug/mL
1,2,4-Trichlorobenzene 200 ug/mL
1,2-Dichlorobenzene 200 ug/mL
1,2-Diphenylhydrazine 202.195 ug/mL
1,3-Dichlorobenzene 200 ug/mL
1,3-Dinitrobenzene 200 ug/mL
1,4-Dichlorobenzene 200 ug/mL
1,4-Dioxane 200 ug/mL
1-Methylnaphthalene 200 ug/mL
2,2'-oxybis[1-chloropropane] 200 ug/mL
2,3,4,6-Tetrachlorophenol 200 ug/mL
2,4,5-Trichlorophenol 200 ug/mL
2,4,6-Trichlorophenol 200 ug/mL
2,4-Dichlorophenol 200 ug/mL
2,4-Dimethylphenol 200 ug/mL
2,4-Dinitrophenol 400 ug/mL
2,4-Dinitrotoluene 200 ug/mL
2,6-Dichlorophenol 200 ug/mL
2,6-Dinitrotoluene 200 ug/mL
2-Chloronaphthalene 200 ug/mL
2-Chlorophenol 200 ug/mL
2-Methylnaphthalene 200 ug/mL
2-Methylphenol 200 ug/mL
2-Nitroaniline 200 ug/mL
2-Nitrophenol 200 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
3 & 4 Methylphenol 200 ug/mL
3-Methylphenol 200 ug/mL
3-Nitroaniline 200 ug/mL
4,6-Dinitro-2-methylphenol 400 ug/mL
4-Bromophenyl phenyl ether 200 ug/mL
4-Chloro-3-methylphenol 200 ug/mL
4-Chloroaniline 200 ug/mL
4-Chlorophenyl phenyl ether 200 ug/mL
4-Methylphenol 200 ug/mL
4-Nitroaniline 200 ug/mL
4-Nitrophenol 400 ug/mL
Acenaphthene 200 ug/mL
Acenaphthylene 200 ug/mL
Acetophenone 200 ug/mL
Aniline 200 ug/mL
Anthracene 200 ug/mL
Azobenzene 200 ug/mL
Benzo[a]anthracene 200 ug/mL
Benzo[a]pyrene 200 ug/mL
Benzol[b]fluoranthene 200 ug/mL
Benzo[g,h,i]perylene 200 ug/mL
BenzolK]fluoranthene 200 ug/mL
Benzyl alcohol 200 ug/mL
Bis(2-chloroethoxy)methane 200 ug/mL
Bis(2-chloroethyl)ether 200 ug/mL
Bis(2-ethylhexyl) phthalate 200 ug/mL
Butyl benzyl phthalate 200 ug/mL
Carbazole 200 ug/mL
Chrysene 200 ug/mL
Di-n-butyl phthalate 200 ug/mL
Di-n-octyl phthalate 200 ug/mL
Dibenz(a,h)anthracene 200 ug/mL
Dibenzofuran 200 ug/mL
Diethyl phthalate 200 ug/mL
Dimethyl phthalate 200 ug/mL
Fluoranthene 200 ug/mL
Fluorene 200 ug/mL
Hexachlorobenzene 200 ug/mL
Hexachlorobutadiene 200 ug/mL
Hexachlorocyclopentadiene 200 ug/mL
Hexachloroethane 200 ug/mL
Indenol[1,2,3-cd]pyrene 200 ug/mL
Isophorone 200 ug/mL
N-Nitrosodi-n-propylamine 200 ug/mL
N-Nitrosodimethylamine 200 ug/mL
N-Nitrosodiphenylamine 400 ug/mL
Naphthalene 200 ug/mL
Nitrobenzene 200 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
Pentachlorophenol 400 ug/mL
Phenanthrene 200 ug/mL
Phenol 200 ug/mL
Pyrene 200 ug/mL
Pyridine 200 ug/mL
3,3"-Dichlorobenzidine 200 ug/mL
Caprolactam 200 ug/mL
MS-IS_00008 50 uL |1,4-Dichlorobenzene-d4 40 ug/mL
Acenaphthene-d10 40 ug/mL
Chrysene-d12 40 ug/mL
Naphthalene-d8 40 ug/mL
Perylene-d12 40 ug/mL
Phenanthrene-d10 40 ug/mL
.MS-HSLA_STK_00017 11/20/15 09/01/15 Methylene Chloride, Lot 10 mL | MS-567674_00048 1 mL |Benzoic acid 400 ug/mL
108136
MS-567685_00001 0.4 mL |2,4,6-Tribromophenol (Surr) 200 ug/mL
2-Fluorobiphenyl 200 ug/mL
2-Fluorophenol (Surr) 200 ug/mL
Nitrobenzene-d5 (Surr) 200 ug/mL
Phenol-d5 (Surr) 200 ug/mL
Terphenyl-d14 (Surr) 200 ug/mL
MS-568023_00010 1 mL | Famphur 200 ug/mL
MS-569729_00025 2 mL [ 1,1'-Biphenyl 200 ug/mL
1,2,4,5-Tetrachlorobenzene 200 ug/mL
1,2,4-Trichlorobenzene 200 ug/mL
1,2-Dichlorobenzene 200 ug/mL
1,2-Diphenylhydrazine 202.195 ug/mL
1,3-Dichlorobenzene 200 ug/mL
1,3-Dinitrobenzene 200 ug/mL
1,4-Dichlorobenzene 200 ug/mL
1,4-Dioxane 200 ug/mL
1-Methylnaphthalene 200 ug/mL
2,2'-oxybis[1-chloropropane] 200 ug/mL
2,3,4,6-Tetrachlorophenol 200 ug/mL
2,4,5-Trichlorophenol 200 ug/mL
2,4,6-Trichlorophenol 200 ug/mL
2,4-Dichlorophenol 200 ug/mL
2,4-Dimethylphenol 200 ug/mL
2,4-Dinitrophenol 400 ug/mL
2,4-Dinitrotoluene 200 ug/mL
2,6-Dichlorophenol 200 ug/mL
2,6-Dinitrotoluene 200 ug/mL
2-Chloronaphthalene 200 ug/mL
2-Chlorophenol 200 ug/mL
2-Methylnaphthalene 200 ug/mL
2-Methylphenol 200 ug/mL
2-Nitroaniline 200 ug/mL
2-Nitrophenol 200 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
3 & 4 Methylphenol 200 ug/mL
3-Methylphenol 200 ug/mL
3-Nitroaniline 200 ug/mL
4,6-Dinitro-2-methylphenol 400 ug/mL
4-Bromophenyl phenyl ether 200 ug/mL
4-Chloro-3-methylphenol 200 ug/mL
4-Chloroaniline 200 ug/mL
4-Chlorophenyl phenyl ether 200 ug/mL
4-Methylphenol 200 ug/mL
4-Nitroaniline 200 ug/mL
4-Nitrophenol 400 ug/mL
Acenaphthene 200 ug/mL
Acenaphthylene 200 ug/mL
Acetophenone 200 ug/mL
Aniline 200 ug/mL
Anthracene 200 ug/mL
Azobenzene 200 ug/mL
Benzo[a]anthracene 200 ug/mL
Benzo[a]pyrene 200 ug/mL
Benzol[b]fluoranthene 200 ug/mL
Benzo[g,h,i]perylene 200 ug/mL
BenzolK]fluoranthene 200 ug/mL
Benzyl alcohol 200 ug/mL
Bis(2-chloroethoxy)methane 200 ug/mL
Bis(2-chloroethyl)ether 200 ug/mL
Bis(2-ethylhexyl) phthalate 200 ug/mL
Butyl benzyl phthalate 200 ug/mL
Carbazole 200 ug/mL
Chrysene 200 ug/mL
Di-n-butyl phthalate 200 ug/mL
Di-n-octyl phthalate 200 ug/mL
Dibenz(a,h)anthracene 200 ug/mL
Dibenzofuran 200 ug/mL
Diethyl phthalate 200 ug/mL
Dimethyl phthalate 200 ug/mL
Fluoranthene 200 ug/mL
Fluorene 200 ug/mL
Hexachlorobenzene 200 ug/mL
Hexachlorobutadiene 200 ug/mL
Hexachlorocyclopentadiene 200 ug/mL
Hexachloroethane 200 ug/mL
Indenol[1,2,3-cd]pyrene 200 ug/mL
Isophorone 200 ug/mL
N-Nitrosodi-n-propylamine 200 ug/mL
N-Nitrosodimethylamine 200 ug/mL
N-Nitrosodiphenylamine 400 ug/mL
Naphthalene 200 ug/mL
Nitrobenzene 200 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
Pentachlorophenol 400 ug/mL
Phenanthrene 200 ug/mL
Phenol 200 ug/mL
Pyrene 200 ug/mL
Pyridine 200 ug/mL
MS-569730 HSL_00001 1 mL | 3,3-Dichlorobenzidine 200 ug/mL
MS-569731_00013 1 mL | Benzoic acid 400 ug/mL
MS-569732 HSL_00001 1 mL | Caprolactam 200 ug/mL
..MS-567674_00048 02/29/16 Restek, Lot A093441 (Purchased Reagent Benzoic acid 2000 ug/mL
..MS-567685_00001 11/20/15 Restek, Lot A092712 (Purchased Reagent) 2,4,6-Tribromophenol (Surr) 5000 ug/mL
2-Fluorobiphenyl 5000 ug/mL
2-Fluorophenol (Surr) 5000 ug/mL
Nitrobenzene-d5 (Surr) 5000 ug/mL
Phenol-d5 (Surr) 5000 ug/mL
Terphenyl-d14 (Surr) 5000 ug/mL
..MS-568023_00010 12/31/16 Restek, Lot A0107887 (Purchased Reagent) Famphur 2000 ug/mL
..MS-569729 00025 09/30/16 Restek, Lot A0109703 (Purchased Reagent) 1,1'-Biphenyl 1000 ug/mL
1,2,4,5-Tetrachlorobenzene 1000 ug/mL
1,2,4-Trichlorobenzene 1000 ug/mL
1,2-Dichlorobenzene 1000 ug/mL
1,2-Diphenylhydrazine 1010.97 ug/mL
1,3-Dichlorobenzene 1000 ug/mL
1,3-Dinitrobenzene 1000 ug/mL
1,4-Dichlorobenzene 1000 ug/mL
1,4-Dioxane 1000 ug/mL
1-Methylnaphthalene 1000 ug/mL
2,2'-oxybis[1-chloropropane] 1000 ug/mL
2,3,4,6-Tetrachlorophenol 1000 ug/mL
2,4,5-Trichlorophenol 1000 ug/mL
2,4,6-Trichlorophenol 1000 ug/mL
2,4-Dichlorophenol 1000 ug/mL
2,4-Dimethylphenol 1000 ug/mL
2,4-Dinitrophenol 2000 ug/mL
2,4-Dinitrotoluene 1000 ug/mL
2,6-Dichlorophenol 1000 ug/mL
2,6-Dinitrotoluene 1000 ug/mL
2-Chloronaphthalene 1000 ug/mL
2-Chlorophenol 1000 ug/mL
2-Methylnaphthalene 1000 ug/mL
2-Methylphenol 1000 ug/mL
2-Nitroaniline 1000 ug/mL
2-Nitrophenol 1000 ug/mL
3 & 4 Methylphenol 1000 ug/mL
3-Methylphenol 1000 ug/mL
3-Nitroaniline 1000 ug/mL
4,6-Dinitro-2-methylphenol 2000 ug/mL
4-Bromophenyl phenyl ether 1000 ug/mL
4-Chloro-3-methylphenol 1000 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration

4-Chloroaniline 1000 ug/mL
4-Chlorophenyl phenyl ether 1000 ug/mL
4-Methylphenol 1000 ug/mL
4-Nitroaniline 1000 ug/mL
4-Nitrophenol 2000 ug/mL
Acenaphthene 1000 ug/mL
Acenaphthylene 1000 ug/mL
Acetophenone 1000 ug/mL
Aniline 1000 ug/mL
Anthracene 1000 ug/mL
Azobenzene 1000 ug/mL
Benzo[a]anthracene 1000 ug/mL
Benzo[a]pyrene 1000 ug/mL
Benzol[b]fluoranthene 1000 ug/mL
Benzo[g,h,i]perylene 1000 ug/mL
BenzolKk]fluoranthene 1000 ug/mL
Benzyl alcohol 1000 ug/mL
Bis(2-chloroethoxy)methane 1000 ug/mL
Bis(2-chloroethyl)ether 1000 ug/mL
Bis(2-ethylhexyl) phthalate 1000 ug/mL
Butyl benzyl phthalate 1000 ug/mL
Carbazole 1000 ug/mL
Chrysene 1000 ug/mL
Di-n-butyl phthalate 1000 ug/mL
Di-n-octyl phthalate 1000 ug/mL
Dibenz(a,h)anthracene 1000 ug/mL
Dibenzofuran 1000 ug/mL
Diethyl phthalate 1000 ug/mL
Dimethyl phthalate 1000 ug/mL
Fluoranthene 1000 ug/mL
Fluorene 1000 ug/mL
Hexachlorobenzene 1000 ug/mL
Hexachlorobutadiene 1000 ug/mL
Hexachlorocyclopentadiene 1000 ug/mL
Hexachloroethane 1000 ug/mL
Indenol[1,2,3-cd]pyrene 1000 ug/mL
Isophorone 1000 ug/mL
N-Nitrosodi-n-propylamine 1000 ug/mL
N-Nitrosodimethylamine 1000 ug/mL
N-Nitrosodiphenylamine 2000 ug/mL
Naphthalene 1000 ug/mL
Nitrobenzene 1000 ug/mL
Pentachlorophenol 2000 ug/mL
Phenanthrene 1000 ug/mL
Phenol 1000 ug/mL
Pyrene 1000 ug/mL
Pyridine 1000 ug/mL

..MS-569730 HSL_00001 07/31/16 Restek, Lot A0108709 (Purchased Reagent) 3,3"-Dichlorobenzidine 2000 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
..MS-569731_00013 07/31/16 Restek, Lot A0107943 (Purchased Reagent Benzoic acid 2000 ug/mL
..MS-569732 HSL_00001 08/31/16 Restek, Lot A0108989 (Purchased Reagent Caprolactam 2000 ug/mL
.MS-IS_00008 08/06/16 | 08/06/15 | Methylene Chloride, Lot 200 mL | MS-567684_00018 40 mL | 1,4-Dichlorobenzene-d4 400 ug/mL
91740
Acenaphthene-d10 400 ug/mL
Chrysene-d12 400 ug/mL
Naphthalene-d8 400 ug/mL
Perylene-d12 400 ug/mL
Phenanthrene-d10 400 ug/mL
..MS-567684_00018 11/30/19 Restek, Lot A0107273 (Purchased Reagent 1,4-Dichlorobenzene-d4 2000 ug/mL
Acenaphthene-d10 2000 ug/mL
Chrysene-d12 2000 ug/mL
Naphthalene-d8 2000 ug/mL
Perylene-d12 2000 ug/mL
Phenanthrene-d10 2000 ug/mL
MS-HSLACCV080_00048 11/20/15 | 05/16/15 | Methylene Chloride, Lot 0.5 mL [MS-IS_00007 50 uL | 1,4-Dichlorobenzene-d4 40 ug/mL
91740
Acenaphthene-d10 40 ug/mL
Chrysene-d12 40 ug/mL
Naphthalene-d8 40 ug/mL
Perylene-d12 40 ug/mL
Phenanthrene-d10 40 ug/mL
.MS-IS_00007 12/08/15 |12/08/14 | Methylene Chloride, Lot 250 mL | MS-567684_00016 35 mL | 1,4-Dichlorobenzene-d4 400 ug/mL
71006
Acenaphthene-d10 400 ug/mL
Chrysene-d12 400 ug/mL
Naphthalene-d8 400 ug/mL
Perylene-d12 400 ug/mL
Phenanthrene-d10 400 ug/mL
MS-567684_00017 15 mL |1,4-Dichlorobenzene-d4 400 ug/mL
Acenaphthene-d10 400 ug/mL
Chrysene-d12 400 ug/mL
Naphthalene-d8 400 ug/mL
Perylene-d12 400 ug/mL
Phenanthrene-d10 400 ug/mL
..MS-567684_00016 02/28/18 Restek, Lot A093676 (Purchased Reagent 1,4-Dichlorobenzene-d4 2000 ug/mL
Acenaphthene-d10 2000 ug/mL
Chrysene-d12 2000 ug/mL
Naphthalene-d8 2000 ug/mL
Perylene-d12 2000 ug/mL
Phenanthrene-d10 2000 ug/mL
..MS-567684_00017 12/31/17 Restek, Lot A092546 (Purchased Reagent) 1,4-Dichlorobenzene-d4 2000 ug/mL
Acenaphthene-d10 2000 ug/mL
Chrysene-d12 2000 ug/mL
Naphthalene-d8 2000 ug/mL
Perylene-d12 2000 ug/mL
Phenanthrene-d10 2000 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
MS-HSLACCV080_00048 11/20/15 | 05/16/15 | Methylene Chioride, Lot 0.5mL | MS-HSLA_STK_00015 200 uL | 2,4,6-Tribromophenol (Surr) 80 ug/mL
91740
2-Fluorobiphenyl 80 ug/mL
2-Fluorophenol (Surr) 80 ug/mL
Nitrobenzene-d5 (Surr) 80 ug/mL
Phenol-d5 (Surr) 80 ug/mL
Terphenyl-d14 (Surr) 80 ug/mL
Caprolactam 80 ug/mL
.MS-HSLA_STK_00015 11/20/15 | 04/30/15 Methylene Chloride, Lot 10 mL | MS-567685_00001 0.4 mL |2,4,6-Tribromophenol (Surr) 200 ug/mL
87975
2-Fluorobiphenyl 200 ug/mL
2-Fluorophenol (Surr) 200 ug/mL
Nitrobenzene-d5 (Surr) 200 ug/mL
Phenol-d5 (Surr) 200 ug/mL
Terphenyl-d14 (Surr) 200 ug/mL
MS-569732 HSL_00001 1 mL | Caprolactam 200 ug/mL
..MS-567685_00001 11/20/15 Restek, Lot A092712 (Purchased Reagent 2,4,6-Tribromophenol (Surr) 5000 ug/mL
2-Fluorobiphenyl 5000 ug/mL
2-Fluorophenol (Surr) 5000 ug/mL
Nitrobenzene-d5 (Surr) 5000 ug/mL
Phenol-d5 (Surr) 5000 ug/mL
Terphenyl-d14 (Surr) 5000 ug/mL
..MS-569732 HSL_00001 08/31/16 Restek, Lot A0108989 (Purchased Reagent) Caprolactam 2000 ug/mL
MS-HSLB1B3SSV_00028 12/08/15 | 10/06/15 | Methylene Chloride, Lot 0.5mL |[MS-IS_00007 50 uL [1,4-Dichlorobenzene-d4 40 ug/mL
108136
Acenaphthene-d10 40 ug/mL
Chrysene-d12 40 ug/mL
Naphthalene-d8 40 ug/mL
Perylene-d12 40 ug/mL
Phenanthrene-d10 40 ug/mL
.MS-IS_00007 12/08/15 |12/08/14 | Methylene Chloride, Lot 250 mL | MS-567684_00016 35 mL | 1,4-Dichlorobenzene-d4 400 ug/mL
71006
Acenaphthene-d10 400 ug/mL
Chrysene-d12 400 ug/mL
Naphthalene-d8 400 ug/mL
Perylene-d12 400 ug/mL
Phenanthrene-d10 400 ug/mL
MS-567684_00017 15 mL |1,4-Dichlorobenzene-d4 400 ug/mL
Acenaphthene-d10 400 ug/mL
Chrysene-d12 400 ug/mL
Naphthalene-d8 400 ug/mL
Perylene-d12 400 ug/mL
Phenanthrene-d10 400 ug/mL
..MS-567684_00016 02/28/18 Restek, Lot AO93676 (Purchased Reagent 1,4-Dichlorobenzene-d4 2000 ug/mL
Acenaphthene-d10 2000 ug/mL
Chrysene-d12 2000 ug/mL
Naphthalene-d8 2000 ug/mL
Perylene-d12 2000 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
Phenanthrene-d10 2000 ug/mL
..MS-567684_00017 12/31/17 Restek, Lot A092546 (Purchased Reagent) 1,4-Dichlorobenzene-d4 2000 ug/mL
Acenaphthene-d10 2000 ug/mL
Chrysene-d12 2000 ug/mL
Naphthalene-d8 2000 ug/mL
Perylene-d12 2000 ug/mL
Phenanthrene-d10 2000 ug/mL
MS-HSLB2SSV_00025 12/08/15 | 10/06/15 | Methylene Chloride, Lot 0.5mL |[MS-IS_00007 50 uL |[1,4-Dichlorobenzene-d4 40 ug/mL
108136
Acenaphthene-d10 40 ug/mL
Chrysene-d12 40 ug/mL
Naphthalene-d8 40 ug/mL
Perylene-d12 40 ug/mL
Phenanthrene-d10 40 ug/mL
.MS-IS_00007 12/08/15 |12/08/14 | Methylene Chloride, Lot 250 mL | MS-567684_00016 35 mL | 1,4-Dichlorobenzene-d4 400 ug/mL
71006
Acenaphthene-d10 400 ug/mL
Chrysene-d12 400 ug/mL
Naphthalene-d8 400 ug/mL
Perylene-d12 400 ug/mL
Phenanthrene-d10 400 ug/mL
MS-567684_00017 15 mL | 1,4-Dichlorobenzene-d4 400 ug/mL
Acenaphthene-d10 400 ug/mL
Chrysene-d12 400 ug/mL
Naphthalene-d8 400 ug/mL
Perylene-d12 400 ug/mL
Phenanthrene-d10 400 ug/mL
..MS-567684_00016 02/28/18 Restek, Lot AO93676 (Purchased Reagent 1,4-Dichlorobenzene-d4 2000 ug/mL
Acenaphthene-d10 2000 ug/mL
Chrysene-d12 2000 ug/mL
Naphthalene-d8 2000 ug/mL
Perylene-d12 2000 ug/mL
Phenanthrene-d10 2000 ug/mL
..MS-567684_00017 12/31/17 Restek, Lot A092546 (Purchased Reagent) 1,4-Dichlorobenzene-d4 2000 ug/mL
Acenaphthene-d10 2000 ug/mL
Chrysene-d12 2000 ug/mL
Naphthalene-d8 2000 ug/mL
Perylene-d12 2000 ug/mL
Phenanthrene-d10 2000 ug/mL
MS-HSLB2SSV_00025 12/08/15 | 10/06/15 | Methylene Chioride, Lot 0.5mL |[MS-HSLB2_STK_00005 250 uL [ Caprolactam 100 ug/mL
108136
.MS-HSLB2_STK_00005 04/30/16 04/30/15 Methylene Chloride, Lot 10 mL | MS-569732SEC_00001 1 mL | Caprolactam 200 ug/mL
87975
..MS-569732SEC_00001 06/30/16 Restek, Lot A0108042 (Purchased Reagent Caprolactam 2000 ug/mL
MS-IS_00008 08/06/16 | 08/06/15 | Methylene Chloride, Lot 200 mL | MS-567684_00018 40 mL | 1,4-Dichlorobenzene-d4 400 ug/mL
91740
Acenaphthene-d10 400 ug/mL
Chrysene-d12 400 ug/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name: TestAmerica Denver Job No.:  280-76405-2
SDG No.:
Parent Reagent
Reagent
Exp Prep Dilutant Final Volume
Reagent ID Date Date Used Volume Reagent ID Added Analyte Concentration
Naphthalene-d8 400 ug/mL
Perylene-d12 400 ug/mL
Phenanthrene-d10 400 ug/mL
.MS-567684_00018 11/30/19 Restek, Lot A0107273 (Purchased Reagent 1,4-Dichlorobenzene-d4 2000 ug/mL
Acenaphthene-d10 2000 ug/mL
Chrysene-d12 2000 ug/mL
Naphthalene-d8 2000 ug/mL
Perylene-d12 2000 ug/mL
Phenanthrene-d10 2000 ug/mL
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THE LEADER IN ENVIRONMENTAL TESTING

Reagent ID: 8270Surrogate_00086

Expiration Date: 10/16/2016
Description: 8270 Surrogate 100ug/ml Laboratory: TestAmerica Denver
No. of Bottles: 4 Prepared By: Stevenson, Michael D
Storage Location: North Prep Solvent; ACETONE
Reagent Volume: 1000.000 mL Solvent Lot: Acetone_000137
Creation Date: 10/16/2015 ~
Open Date:
Container(s): 3554524, 3554525, 3554526, 3554527
Comment; Take 20mL of 8270SurHL and dilute to 1000mL in acetone.

M% auxelf —op2Y>

One year expiration date.

Split into 4x250mL bottles. Requires solvent exchange to Me

foug

Reagent Analyte Information

P/

[2 prior to submission for verification.

Source Source Conc. Final Final
Analyte Source ID Exp. Date Conc, Units Conc. Conc. Units
2,4,6 - Tribromophenol 8270SurStkHt,_00117 05/31/2019  5000.00000 ug/ml. 100.00000 ug/mL
2,4,6-Tribromophenol 82708urStkHL_00117 05/31/2019  5000.00000 ug/mL 100.00000 ug/mL.
2-Fluorobiphenyl 8270SurStkHL_00117 05/31/2019  5000.00000 ug/mL 100.00000 ug/mL
2-Fluorophenol 82708urStkHL_00117 05/31/2019  5000.00000 ug/mL 100.00000 ug/mL
Nitrobenzene-d5 8270SurStkHL_00117 05/31/2019  5000.00000 ug/mL 100.00000 ug/mL
Phenol-d5 8270SurStkHL_00117 05/31/2019  5000.00000 ug/mL 100.00000 ug/mL
Phenol-d6 8270SurStkHL_00117 05/31/2019  5000.00000 ug/mL 100,00000 ug/mL
Terphenyl-d14 82708urStkHL._00117 05/31/2019  5000.00000 ug/mL 100.00000 ug/mL
2,46 - Tribrorr{ophenol 8270SurStkHL_00118 05/31/2019  5000.00000 ug/mL 100.00000 ug/mL.
2,4,6-Tribrom9phenol 8270SurStkHL_00118 05/31/2019  5000.00000 ug/mL 100.00000 ug/ml
2-Fluorobiphenyl 8270SurStkHL_00118 056/31/2019  5000.00000 ug/mL 100.00000 ug/mL
2-Fluorophenol 8270SurStkHL_00118 05/31/2019  5000.00000 ug/mL 100.00000 ug/mL
Nitrobenzene-d5 8270SurStkHL_00118 05/31/2019  5000.00000 ug/mL 100.00000 ug/mL
Phenol-d5 8270SurStkHL_00118 05/31/2019  5000.00000 ug/mL 100.00000 ug/mL
Phenol-d6 8270SurStkHL_00118 05/31/2019  5000.00000 ug/mL 100.00000 ug/mL.
Terphenyl-d14 8270SurStkHL_00118 05/31/2019  5000.00000 ug/mL 100.00000 ug/mL
2,4,6 - Tribromophenol 8270SurStkHL_00131 05/31/2019  5000.00000 ug/mlL. 100.00000 ug/mL
2,4,6-Tribromophenol 8270SurStkHL_00131 05/31/2018  5000.00000 ug/mL 100.00000 ug/ml.

10/16/2016 20:36 Page 1 of 3
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TestAmeric

THE LEADER IN ENVIRONMENTAL TESTING

Reagent ID:

Description;

No. of Bottles:
Storage Location:
Reagent Volume:
Creation Date;

8270Surrogate_00086

8270 Surrogate 100ug/ml
4

North Prep

1000.000 mL
10/16/2015

Expiration Date:

Laboratory:

Prepared By:

Solvent;

Solvent Lot;

10/16/2016
TestAmerica Denver

e HI” 82708 u r r 0 g a t e . B ‘QJUIIIZJH”BH 6!”“"’

Stevenson, Michael D

ACETONE
Acetone_000137

Open Date:
Container(s); 3554524, 3554525, 3554526, 3554527
Comment: Take 20mL of 8270SurHL and dilute to 1000mL in acetone.
One year expiration date.
Split into 4x250mL bottles. Requires solvent exchange to MeCI2 prior to submission for verification.
Reagent Analyte Information
Source Source Source Conc. Final Final
Analyte Source ID Exp. Date Conc. Units Conc. Conc. Units
2-Fluorobipheny! 8270SurStkHL_00131 05/31/2019 ~ 5000.00000 ug/mL 100.00000 ug/mL
2-Fluorophenol 82708urStkHL_00131 05/31/2019  5000.00000 ug/mL 100.00000 ug/mL
Nitrobenzene-d5 8270SurStkHL_00131 05/31/2019  5000.00000 ug/mL 100.00000 ug/mL
Phenol-d5 8270SurStkHL_00131 05/31/2019  5000.00000 ug/mL 100,00000 ug/mL
Phenol-d6 8270SurStkHL_00131 05/31/2019  5000.00000 ug/mL 100.00000 ug/mL
Terphenyl-d14 8270SurStkHL_00131 05/31/201¢  5000.00000 ug/mL 100.00000 ug/mL
2,4,6 - Tribromophenol 8270SurStkHL_00133 05/31/2019  5000.00000 ug/mL 100.00000 ug/ml.
2,4,6-Tribromophenal 8270SurStkHL_00133 05/31/2019  5000.00000 ug/mL 100.00000 ug/mL
2-Fluorobipheny! 8270SurStkHL_00133 05/31/2019  5000.00000 ug/mL 100.00000 ug/mL
2-Fluorophenol 82708urStkHL_00133 05/31/2019  5000.00000 ug/mL 100.00000 ug/mL
Nitrobenzene-d5 8270SurStkHL_00133 05/31/2019  5000.00000 ug/mL 100.00000 ug/mL
Phenol-d5 8270SurStkHL_00133 05/31/2019  5000.00000 ug/mL 100.00000 ug/mL
Phenol-d6 8270SurStkHL_00133 05/31/2019  5000.00000 ug/mL 100.00000 ug/mL
Terphenyl-d14 8270SurStkHL_00133 05/31/2019  5000.00000 ug/mL 100.00000 ug/mL
1
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TestAmerica A

THE LEADER IN ENVIRONMENTAL TESTING

Source Reagents

Vendor Vendor Volume -Volum
Reagent Description Type Expiration Vendor Lot # Cat Lot # Used Units
8270SurStkHL_0011 5000 ug/ml of each ASTD 05/31/19 Restek A0103615 567685 5.00000 ml
7 compound
8270SurStkHL_0011 5000 ug/ml of each ASTD 05/31/19 Restek A0103615 567685 5.00000 mL
8 compound
8270SurStkHL_0013 5000 ug/ml of each ASTD 05/31119 Restek A0103615 567685 5.00000 mbL
1 compound
8270SurStkHL_0013 5000 ug/ml of each ASTD 05/31/19 Restek A0103615 567685 5.00000 mL
3 compound
10/16/2015 2036 Page 3 of 3
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Report Date: 23-Oc¢t-2015 07:15:39 Chrom Revision; 2.2 08-Oct-2015 07:17:48
: Preliminary Report

TestAmerica Denver
Recovery Report

Data File: \ChromNA\DenvenChromData\SMS_G6\20151022-40647.b\G6_20682.D
Lims ID: 8270Surrogate_00086 Lab Sample ID: Client 280-300564/34-A
Client ID:
Sample Type: Client
Inject. Date: 22-0Oct-2015 14:57:30 ALS Bottle#: 7 Worklist Smp#: 34
Injection Vol: 0.5ul Dil. Factor: 1.0000
Sample Info: 82708urrogate_00086
Operator ID; KIEKELD Instrument 1D: SMS_G6
Method: \WChromNA\Denvern\ChromData\SMS_G6\20151022-40647.b\SMSG6_8270C.m
Limit Group: MSSV - 8270C_625
Method Label: 8270C/ 625 ‘
Last Update: 23-0ct-2015 05:57:29 Calib Date: 15-Oct-2015 13:43:30
Integrator: RTE ID Type: Deconvolution ID
Quant Method: Internal Standard Quant By: Initial Calibration
Last ICal File: \WChromNA\DenvenChromData\SMS_G6\20151015-40387.b\G6_20552.D
Column 1: VF-5ms ( 0.50 mm) Det: MS SCAN
Process Host: XAWRKO028
: ~ Amount Amount - : '
Compound , Added Recovered % Rec.
$ 7 2-Fluorephenol 100.0 90.7 90.71
$ 8Phenol-d5 100.0 88.8 88.85
$ 9 Nitrobenzene-d5 100.0 87.1 87.10
$ 11 2-Fluorobiphenyl 100.0 894 89.43
$ 12 2,4,6-Tribromophenol 100.0 90.5 90.49
$ 13 Terphenyl-d14 100.0 81.8 81.82
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RESTEK CERTIFIED REFERENCE MATERIAL &

110 Benner Circle
Bellefonte, PA 16823-8812
Tel: (800)356-1688
Fax: (814)353-1309

www.restek.com

150 Guide 34 Accredited
Reference Material Praducer
Certifimte#3222.01

\‘\\\llnl,,/

Certificate of Analysis {7,

, 5t \ Testing uboramvy
YIS Certificate #3222.02.

Catalog No. :

Description :

Container Size :

Expiration Date :

Handling:

568727

FOR LABORATORY USE ONLY-READ SDS PRIOR TO USE.

This Reference Material is intended for Laboratory Use Only as a standard for
the qualitative and/or quantitative determination of the analyte(s) listed.

Lot No.: A0103685

8270 List 2/ Std #8 Dibenz(a,j)acridine

8270 List 2/ Std #8 leenz( J)acridine 2,000 pg/ml, Methylene Chloride,

1 mlfampul

2mL

Pkg Amt: >1mL

May 31, 2017

Storage: 10°C or colder

Sonicate prior to use.

CERTIFIED VALUES

Elution Compound Grav. Conc. Expanded Uncertainty
Order _(weightivolume) (95% C.L;K=2)

Dibenz(a,j)acridine 2,014.0 pg/mL +- 11.9625 pg/mL Gravimetric

CAS#  224-42-0 (Lot ER081407-01) +/- 89.5165 pg/mL Unstressed

Purity  99% +/~  98.3442 pg/mL Stressed
Solvent:  Methylene Chloride

CAS # 75-09-2

Purity 99%
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Column:
30m x 0.25mm x 0.25um
Rtx-5 {cat.#10223)

Carrier Gas:
hydrogen-constant pressure 10 psi.

Temp. Program:
75°C {hold 1 min.) to 330°C
@ 20°C/min. {hold 10 min.)

Inj. Temp:
250°C

Det. Temp:
380°C

Det. Type:
FID

T

{
Kendra céope - Mix)Technician

L £ Bea

/ /,f’»@
."Jédi E. Breon - QA Analyst

Date Mixed:

Date Passed:

10

Ninutes

16 20

This chromatogram represents a general set of testing conditions chosen for product
acceptance. For optimal results in your lab, conditions should be adjusted for your
specific instrument, method, and application.

30-May-2014

04-Jun-2014

Balance: 1128342313
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General Certified Reference Material Notes

Expiration Notes:
« Expiration date valid for unopened ampul stored in compliance with the recommended conditions. -
« Uncertainty, concentration, and expiration of the CRM are based on the unopened product being stored according to the
recommended condition found in the storage field.
Purity Notes:
«  Purity and/or chemical identity are determined by one or more of the following techniques: GC/FID, HPLC, GC/UECD,
GC/MS, LC/MS, RI, and/or melting point.
« Compounds with a listed purity of less than 99% have been weight corrected to compensate for impurities and/or salis.
A correction factor is used to calculate the amount of compound necessary to achieve the desired concentration of the
parent compound in solution.
«  Purity of isomeric compounds is reported as the sum of the isomers.
«  Purity values are rounded to the nearest whole number.
Certified Uncertainty Value Notes:
« The uncertainties are determined in accordance with ISO Guides 34 and 35. The certified combined stressed uncertainty
value { includes gravimetric uncertainty, homogeneity between-ampul uncertainty, storage stability uncertainty and
shipping stability uncertainty and were combined using the following formula:

—_ 2 2 2 2
UcombinEd stressed kJUg-raui'metric + Uhomogene:’ty + Ustorage stability + Ush ipping stability

kis a coverage factor of 2, which gives a level of confidence of approximately 95%.

« Itis important to note that the shipping stability uncertainty was obtained under temperature extremes for specific time
intervals; therefore, the certified combined stressed uncertainty value should only be applied to the product if it was
stored at non-standard temperature conditions up to and including 7 days. Contact Restek Technical Service at
www, restek.com/Contact-Us for use recommendations if your shipment was in-transit for more than 7 days at non-
standard temperature conditions.

«  Apply the certified combined unstressed uncertainty value if the product was received under standard shipping
conditions. Apply the certified combined stressed uncertainty value if the product was received under non-standard
conditions as specified below.

Label Conditions Standard Conditions Non-Standard Conditions
25°C Nominal (Room Temperature) < B60°C 260°C up to 7 days
10°C or colder (Refrigerate) < 40°C > 40°C up to 7 days
0°C or colder (Freezer) <25°C 2 25°C upto7 days

« Separate (not combined) uncertainty values for gravimetric uncertainty are also displayed on the certificate, if needed,
separate homogeneity between-ampul uncertainty, storage stability uncertainty and shipping stability uncertainty values
are available by contacting Restek Technical Service at www.restek.com/Contact-Us.

« The packaged amount is the minimum sample size for which uncertainty is valid. The ampules are over-filled to ensure
that the minimum packaged amount can be sufficiently transferred.

Manufacturing Notes:

« Concentration is based upon gravimetric preparation using either a balance whose calibration has been verified daily

using NIST traceable weights, and/or dilutions with Class A glassware.
Handling Notes:

« Samples should be transferred into deactivated vials for handling and storage. Restek supplies deactivated vials along
with most standards packed in 2 mL ampules. Due to space constraints, Restek does not supply vials for larger volume
ampules. Restek sells DMDCS for the purpose of glassware deactivation as catalog number 31840, which includes
complete instructions. Restek will also deactivate larger volume vials from our inventory as a custom ordered item.
Contact your Restek sales or customer service representative for details.

« If any undissolved material is visible inside the ampul, sonicate the unopened ampul until the material is completely
dissolved.
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RESTEK CERTIFIED REFERENCE MATERIAL

150:Guide3% Accradited
Refarance Material Producer

110 Benner Circle SR
Bellefonte, PA 16823-8812 iFi 1 S, _
A Certificate of Analysis 7~ &
Fax: (814)353-1309 —l
ax: (314) BN (AccrEDITED)
YN o
www.restek.com idpg gV Coricato 7322202

FOR LABORATORY USE ONLY-READ SDS PRIOR TO USE.

This Reference Material is infended for Laboratory Use Only as a standard for
the qualitative and/or quantitative determination of the analyte(s) listed.

Catailog No. : 567685 Lot No.: A0103615

Description : 8270 Surrogate Standard

8270 Surrogate Standard 5,000 vg/mi, Methylene Chioride, 5 mifampul

Container Size : &5 mL Pkg Amt: =5mL
Expiration Date:  May 31, 2019 Storage: 10°C or colder
Handling: Sonicate prior fo use.

CERTIFIED VALUES

. Eluﬁbn ' .Compound ' Grav. Coric. Expanded Uncertainty
. Qrder (weightivolume) (95% C.L.; K=2)

1 2-Fluorophenol 5,003.5 pg/mL +- 29.0892 pLg/ml, Gravimetric
CAS#  367-124 (Lot STBCS5591V) +- 124.6713 pg/ml. Unstressed
Purity  99% +- 156.7818 pe/ml. Stressed

2 Phenol-d5 5,002.9 pgfml +- 29.0860 pg/mlL Gravimetric
CAS#  4163-02-2 (Lot M387P4) +-  124.6575 ug/mL Unsiressed
Purity  09% +- 156.7644 ng/ml Stressed

3 Nitrobenzene-d5 50014 pgfml +-  29.0773 ng/mi. Gravimetric
CAS#  4165-60-0 (Lot PR-20474) +-  124.6201 ug/mi. Unstressed
Purity — 69% . H- 156.7174 ng/mi. Stressed

4 2-Flunorobiphenyl 53,0044 pg/ml +H- 290947 pg/mlL Gravimetric
CAS#  321-60-8 {Lot E11Y047) +- 1246949 pg/mL Unstressed
Purity  99% +H- 156.8114 pg/mlL, Stressed

5 2,4,6-Tribromophenol 5,003.9 ugmL +- 290914 . pg/ml “Gravimetric
CAS# 118-79-6 (Lot 29650MIV) +-  124.6805 pgfml, Unstressed
Purity 99%, +-  156.7934 pg/mL Siressed

6 p-Terphenyl-di4 5.007.1 pg/ml +- 291100 ngfmi. Gravimetric
CAS# 1718-51-0 (Lot PR-20577) +H- 124.7604 ng/ml. Unstressed
Purity  69% +- 156.8938 ng/ml. Stressed
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General Certified Reference Material Notes

Expiration Notes:
s  Expiration date vaiid for unopened ampul stored in compliance with the recommended conditions.
» Unceriainty, conceniration, and expiration of the CRM are based on the unopened product being stored according to the
recommended condition found in the storage field.
Purity Notes:
«  Purity andfor chemical identity are determined by one or more of the following techniques: GC/FID, HPLC, GC/UECD,
GC/MS, LC/MS, RI, and/or melting point.
+ Compounds with a listed purity of less than 98% have been weight corrected to compensate for impurities and/or salts.
A correction factor is used to caleulate the amount of compound necessary to achieve the desired concentration of the
parent compound in solution.
o Purity of isomeric compounds is reported as the sum of the isomers.
e Purity values are rounded to the nearest whole number.
Certified Uncertainty Value Notes:
« The uncertainties are determined in accordance with ISO Guides 34 and 35. The certified combined stressed uncertainty
value { includes gravimetric uncertainty, homogeneity between—ampul uncertainty, storage stability uncertainty and
shipping stability uncertainty and were combined using the following farmula:

; . — I~ {332 72 2 I
Uc:amhmed Stressed T k\/ Ug-r-abﬁm.effric + Uh‘omagenei-zy + 'Us'rm"age stability + Ushr"ppi‘ﬂ.g stability

kis a coverage factor of 2, which gives a level of confidence of approximately 95%.

« Itis imporiant to note that the shipping stability uncertainty was obtained under temperature extremes for specific time
intervals; therefore, the certified combined stressed uncertainty value should only be applied to the product if it was
stored at non-standard temperature conditions up to and including 7 days. Contact Restek Technical Service at
www.restek.com/Contact-Us for use recommendations if your shipment was in-transit for more than 7 days at non-
standard temperature conditions.

e Apply the certified combined unstressed uncertainty value if the product was received under standard shipping

conditions. Apply the certified combined stressed uncertainty value if the product was received under non-standard
conditions as specified below.

Label Conditions Standard Condifions Non-Standard Conditions
25°C Nominal (Room Temperature) < B0°C = 80°C up to 7 days
10°C or colder (Refrigerate) <40°C 2 40°C up to 7 days
0°C or coider (Freezer) <25°C 2 25°C upto 7 days

=  Separate (not combined) uncertainty values for gravimetric uncertainty are also displayed on the certificate, if needed,
separate homogeneity between-ampul unceriainty, storage stability uncertainty and shipping stability uncertainty values
are available by contacting Restek Technical Service at www.restek.com/Contact-Us,
¢ The packaged amount is the minimum sample size for which uncertainty is valid. The ampules are over-filled to ensure
that the minimum packaged amount can be sufficiently transferred.
Manufacturing Notes:

»  Concentration is based upon gravimetric preparation using either a balance whose calibration has been verified daily

using NIST traceable weighis, and/or dilutions with Class A glassware.
Handling Notes:

«  Samples should be transferred into deactivated vials for handling and storage. Restek supplies deactivated vials along
with most standards packed in 2 mL ampules. Due to space constraints, Restek does not supply vials for larger volume
ampules. Restek sells DMDCS for the purpose of glassware deactivation as catalog number 31840, which includes
complete instructions. Restek will also deactivate larger volume vials from cur inventory as a custom ordered item.
Contact your Restek sales or customer service representative for details.

« If any undissolved material is visible inside the ampul, sonicate the unopened ampul until the material is completely
dissolved.
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CERTIFIED REFERENCE MATERIAL
110 Benner Circle . .
e ooysse st Certificate of Analysis
Fax: (814)353-1309

www.restek.com

FOR LABORATORY USE ONLY-READ SDS PRIOR TO USE.

This Reference Material is intended for Laboratory Use Only as a standard for
the qualitative and/or quantitative determination of the analyte(s) listed.

Catalog No. : 567685 Lot No.: A0103615

Description : 8270 Surrogate Standard

8270 Surrogate Standard 5,000 ug/ml, Methylene Chloride, 5 ml/ampul

Container Size : 5mL Pkg Amt: >5mL
Expiration Date : May 31, 2019 Storage: ~ 10°C or colder
Handling: Sonicate prior to use.

CERTIFIED VALUES

Elution Compound Grav. Conc. Expanded Uncertainty
Order (weight/volume) (95% C.L.; K=2)

1 2-Fluorophenol 5,003.5 pg/mL +/-  29.0892 pg/mL Gravimetric
CAS#  367-12-4 (Lot STBC5591V) +/- 124.6713  pg/mL Unstressed
Purity 99% +/- 156.7818  pg/mL Stressed

2 Phenol-d5 5,002.9 pg/mL +/-  29.0860 pg/mL Gravimetric
CAS#  4165-62-2 (Lot M387P4) +/- 124.6575  pg/mL Unstressed
Purity 99% +/- 156.7644  pg/mL Stressed

3 Nitrobenzene-d5 5,001.4 pg/mL +/-  29.0773 pg/mL Gravimetric
CAS#  4165-60-0 (Lot PR-20474) +/- 124.6201  pg/mL Unstressed
Purity 99% +/- 156.7174  pg/mL Stressed

4 2-Fluorobiphenyl 5,004.4 pg/mL +/-  29.0947 pg/mL Gravimetric
CAs#  321-60-8 (Lot E11Y047) +/- 124.6949  pg/mL Unstressed
Purity 99% +/- 156.8114  pg/mL Stressed

5 2,4,6-Tribromophenol 5,003.9 pg/mL +/-  29.0914 pg/mL Gravimetric
CAS#  118-79-6 (Lot 29699MJV) +/- 124.6805  pg/mL Unstressed
Purity 99% +/- 156.7934  pg/mL Stressed

6 p-Terphenyl-d14 5,007.1 pg/mL +/-  29.1100 pg/mL Gravimetric
CAS#  1718-51-0 (Lot PR-20577) +/- 124.7604  pg/mL Unstressed
Purity 99% +/- 156.8938  ug/mL Stressed
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Solvent: Methylene Chloride
CAS#  75-09-2
Purity 99%

Tech Tips:

Due to the limited solubility of p-terphenyl-d14 in methanol, we do not recommend that this mixture be diluted in methanol.

Column:
30m x 0.25mm x 0.25um
Rtx-5 (cat.#10223)

Carrier Gas:
hydrogen-constant pressure 10 psi.

Temp. Program:
40°C (hold 2 min.) to 330°C
@ 10°C/min. (hold 10 min.)

Inj. Temp:
250°C

Det. Temp:
330°C

Det. Type:
FID

This chromatogram represents a general set of testing conditions chosen for product
acceptance. For optimal results in your lab, conditions should be adjusted for your
specific instrument, method, and application.

Date Mixed: ~ 27-May-2014 Balance: 1128342313

Date Passed:  23-Jun-2014 Manufactured under Restek's 1ISO 9001:2008

Registered Quality System
Certificate #FM 80397
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General Certified Reference Material Notes

Expiration Notes:
Expiration date valid for unopened ampul stored in compliance with the recommended conditions.
Uncertainty, concentration, and expiration of the CRM are based on the unopened product being stored according to the
recommended condition found in the storage field.

Purity Notes:
Purity and/or chemical identity are determined by one or more of the following techniques: GC/FID, HPLC, GC/UECD,
GC/MS, LC/MS, RI, and/or melting point.
Compounds with a listed purity of less than 99% have been weight corrected to compensate for impurities and/or salts.
A correction factor is used to calculate the amount of compound necessary to achieve the desired concentration of the
parent compound in solution.
Purity of isomeric compounds is reported as the sum of the isomers.

- Purity values are rounded to the nearest whole number.

Certified Uncertainty Value Notes:
The uncertainties are determined in accordance with ISO Guides 34 and 35. The certified combined stressed uncertainty
value ( includes gravimetric uncertainty, homogeneity between-ampul uncertainty, storage stability uncertainty and
shipping stability uncertainty and were combined using the following formula:

kis a coverage factor of 2, which gives a level of confidence of approximately 95%.

It is important to note that the shipping stability uncertainty was obtained under temperature extremes for specific time
intervals; therefore, the certified combined stressed uncertainty value should only be applied to the product if it was
stored at non-standard temperature conditions up to and including 7 days. Contact Restek Technical Service at
www.restek.com/Contact-Us for use recommendations if your shipment was in-transit for more than 7 days at non-
standard temperature conditions.

Apply the certified combined unstressed uncertainty value if the product was received under standard shipping
conditions. Apply the certified combined stressed uncertainty value if the product was received under non-standard
conditions as specified below.

Label Conditions Standard Conditions Non-Standard Conditions
25°C Nominal (Room Temperature) < 60°C 60°C up to 7 days
10°C or colder (Refrigerate) <40°C 40°C up to 7 days
0°C or colder (Freezer) < 25°C 25°C upto 7 days

Separate (not combined) uncertainty values for gravimetric uncertainty are also displayed on the certificate, if needed,
separate homogeneity between-ampul uncertainty, storage stability uncertainty and shipping stability uncertainty values
are available by contacting Restek Technical Service at www.restek.com/Contact-Us.
The packaged amount is the minimum sample size for which uncertainty is valid. The ampules are over-filled to ensure
that the minimum packaged amount can be sufficiently transferred.

Manufacturing Notes:
Concentration is based upon gravimetric preparation using either a balance whose calibration has been verified daily
using NIST traceable weights, and/or dilutions with Class A glassware.

Handling Notes:
Samples should be transferred into deactivated vials for handling and storage. Restek supplies deactivated vials along
with most standards packed in 2 mL ampules. Due to space constraints, Restek does not supply vials for larger volume
ampules. Restek sells DMDCS for the purpose of glassware deactivation as catalog number 31840, which includes
complete instructions. Restek will also deactivate larger volume vials from our inventory as a custom ordered item.
Contact your Restek sales or customer service representative for details.
If any undissolved material is visible inside the ampul, sonicate the unopened ampul until the material is completely
dissolved.
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CERTIFIED REFERENCE MATERIAL
110 Benner Circle . .
e ooysse st Certificate of Analysis
Fax: (814)353-1309

www.restek.com

FOR LABORATORY USE ONLY-READ SDS PRIOR TO USE.

This Reference Material is intended for Laboratory Use Only as a standard for
the qualitative and/or quantitative determination of the analyte(s) listed.

Catalog No. : 567685 Lot No.: A0103615

Description : 8270 Surrogate Standard

8270 Surrogate Standard 5,000 ug/ml, Methylene Chloride, 5 ml/ampul

Container Size : 5mL Pkg Amt: >5mL
Expiration Date : May 31, 2019 Storage: ~ 10°C or colder
Handling: Sonicate prior to use.

CERTIFIED VALUES

Elution Compound Grav. Conc. Expanded Uncertainty
Order (weight/volume) (95% C.L.; K=2)

1 2-Fluorophenol 5,003.5 pg/mL +/-  29.0892 pg/mL Gravimetric
CAS#  367-12-4 (Lot STBC5591V) +/- 124.6713  pg/mL Unstressed
Purity 99% +/- 156.7818  pg/mL Stressed

2 Phenol-d5 5,002.9 pg/mL +/-  29.0860 pg/mL Gravimetric
CAS#  4165-62-2 (Lot M387P4) +/- 124.6575  pg/mL Unstressed
Purity 99% +/- 156.7644  pg/mL Stressed

3 Nitrobenzene-d5 5,001.4 pg/mL +/-  29.0773 pg/mL Gravimetric
CAS#  4165-60-0 (Lot PR-20474) +/- 124.6201  pg/mL Unstressed
Purity 99% +/- 156.7174  pg/mL Stressed

4 2-Fluorobiphenyl 5,004.4 pg/mL +/-  29.0947 pg/mL Gravimetric
CAs#  321-60-8 (Lot E11Y047) +/- 124.6949  pg/mL Unstressed
Purity 99% +/- 156.8114  pg/mL Stressed

5 2,4,6-Tribromophenol 5,003.9 pg/mL +/-  29.0914 pg/mL Gravimetric
CAS#  118-79-6 (Lot 29699MJV) +/- 124.6805  pg/mL Unstressed
Purity 99% +/- 156.7934  pg/mL Stressed

6 p-Terphenyl-d14 5,007.1 pg/mL +/-  29.1100 pg/mL Gravimetric
CAS#  1718-51-0 (Lot PR-20577) +/- 124.7604  pg/mL Unstressed
Purity 99% +/- 156.8938  ug/mL Stressed
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Solvent: Methylene Chloride
CAS#  75-09-2
Purity 99%

Tech Tips:

Due to the limited solubility of p-terphenyl-d14 in methanol, we do not recommend that this mixture be diluted in methanol.

Column:
30m x 0.25mm x 0.25um
Rtx-5 (cat.#10223)

Carrier Gas:
hydrogen-constant pressure 10 psi.

Temp. Program:
40°C (hold 2 min.) to 330°C
@ 10°C/min. (hold 10 min.)

Inj. Temp:
250°C

Det. Temp:
330°C

Det. Type:
FID

This chromatogram represents a general set of testing conditions chosen for product
acceptance. For optimal results in your lab, conditions should be adjusted for your
specific instrument, method, and application.

Date Mixed: ~ 27-May-2014 Balance: 1128342313

Date Passed:  23-Jun-2014 Manufactured under Restek's 1ISO 9001:2008

Registered Quality System
Certificate #FM 80397
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General Certified Reference Material Notes

Expiration Notes:
Expiration date valid for unopened ampul stored in compliance with the recommended conditions.
Uncertainty, concentration, and expiration of the CRM are based on the unopened product being stored according to the
recommended condition found in the storage field.

Purity Notes:
Purity and/or chemical identity are determined by one or more of the following techniques: GC/FID, HPLC, GC/UECD,
GC/MS, LC/MS, RI, and/or melting point.
Compounds with a listed purity of less than 99% have been weight corrected to compensate for impurities and/or salts.
A correction factor is used to calculate the amount of compound necessary to achieve the desired concentration of the
parent compound in solution.
Purity of isomeric compounds is reported as the sum of the isomers.

- Purity values are rounded to the nearest whole number.

Certified Uncertainty Value Notes:
The uncertainties are determined in accordance with ISO Guides 34 and 35. The certified combined stressed uncertainty
value ( includes gravimetric uncertainty, homogeneity between-ampul uncertainty, storage stability uncertainty and
shipping stability uncertainty and were combined using the following formula:

kis a coverage factor of 2, which gives a level of confidence of approximately 95%.

It is important to note that the shipping stability uncertainty was obtained under temperature extremes for specific time
intervals; therefore, the certified combined stressed uncertainty value should only be applied to the product if it was
stored at non-standard temperature conditions up to and including 7 days. Contact Restek Technical Service at
www.restek.com/Contact-Us for use recommendations if your shipment was in-transit for more than 7 days at non-
standard temperature conditions.

Apply the certified combined unstressed uncertainty value if the product was received under standard shipping
conditions. Apply the certified combined stressed uncertainty value if the product was received under non-standard
conditions as specified below.

Label Conditions Standard Conditions Non-Standard Conditions
25°C Nominal (Room Temperature) < 60°C 60°C up to 7 days
10°C or colder (Refrigerate) <40°C 40°C up to 7 days
0°C or colder (Freezer) < 25°C 25°C upto 7 days

Separate (not combined) uncertainty values for gravimetric uncertainty are also displayed on the certificate, if needed,
separate homogeneity between-ampul uncertainty, storage stability uncertainty and shipping stability uncertainty values
are available by contacting Restek Technical Service at www.restek.com/Contact-Us.
The packaged amount is the minimum sample size for which uncertainty is valid. The ampules are over-filled to ensure
that the minimum packaged amount can be sufficiently transferred.

Manufacturing Notes:
Concentration is based upon gravimetric preparation using either a balance whose calibration has been verified daily
using NIST traceable weights, and/or dilutions with Class A glassware.

Handling Notes:
Samples should be transferred into deactivated vials for handling and storage. Restek supplies deactivated vials along
with most standards packed in 2 mL ampules. Due to space constraints, Restek does not supply vials for larger volume
ampules. Restek sells DMDCS for the purpose of glassware deactivation as catalog number 31840, which includes
complete instructions. Restek will also deactivate larger volume vials from our inventory as a custom ordered item.
Contact your Restek sales or customer service representative for details.
If any undissolved material is visible inside the ampul, sonicate the unopened ampul until the material is completely
dissolved.
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Analytical Reference Materials
8270 List 1 / Std #3 Benzoic Acid

Catalog # 567674.sec
Lot # A093654 & A093441

110 Benner Circle Bellefonte, PA 16823-8812
(814) 353-1300
FOR LABORATORY USE ONLY. READ MSDS PRIOR TO USE.

RAW MATERIAL TEST INFORMATION AVAILABLE UPON REQUEST

MANUFACTURED UNDER RESTEK'S ISO 9001 REGISTERED QUALITY SYSTEM
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110 Benner Circle
Bellefonte, PA 16823-8812
Tel: (800)356-1688
Fax: (814)353-1309

www.restek.com

Certificate of Analysis

FOR LABORATORY USE ONLY-READ MSDS PRIOR TO USE.

This Reference Material is intended for Laboratory Use Only as a standard for
the qualitative and/or quantitative determination of the analyte(s) listed.

Catalog No. : 567674.sec Lot No.: A093654
Description : 8270 List 1 / Std #3 Benzoic Acid
8270 List 1/ Std #3 Benzoic Acid 2,000 ug/ml, Methylene Chloride, 5
ml/ampul
Container Size : 5mL Pkg Amt: >5mL

Expiration Date :

February 2016

Storage: 10°C or colder

Elution Compound Grav. Conc.
Order (weight/volume)

Benzoic acid

CAS#  65-85-0.SEC

Purity 97%

CERTIFIED VALUES

Expanded Uncertainty
(95% C.L.; K=2)

2,000.0 pg/mL +/-  11.6284 pg/mL Gravimetric
+/-  96.5270 pg/mL Unstressed
+/-  96.6098 pg/mL Stressed

Solvent: Methylene Chloride
CAs#  75-09-2

Purity 99%
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Column:
30m x .25mm x .25um
Rtx-5 (cat.#10223)

Carrier Gas:
hydrogen-constant pressure 10 psi.

Temp. Program:
40°C (hold 2 min.) to 330°C
@ 10°C/min. (hold 10 min.)

Inj. Temp:
250°C

Det. Temp:
330°C

Det. Type:
FID

Date Passed:

22-Feb-2013

Balance: 1128353505
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Manufactured under Restek's ISO 9001:2008
Registered Quality System
Certificate #FM 80397
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General Certified Reference Material Notes

Expiration Notes:
Expiration date of the unopened ampul stored at the recommended storage condition is the last day of the month listed in
the expiration date field.
Uncertainty, concentration, and expiration of the CRM are based on the unopened product being stored according to the
recommended condition found in the storage field.

Purity Notes:
Purity and/or chemical identity are determined by one or more of the following techniques: GC/FID, HPLC, GC/UECD,
GC/MS, LC/MS, RI, and/or melting point.
Compounds with a listed purity of less than 99% have been weight corrected to compensate for impurities and/or salts.
A correction factor is used to calculate the amount of compound necessary to achieve the desired concentration of the
parent compound in solution.
Purity of isomeric compounds is reported as the sum of the isomers.

- Purity values are rounded to the nearest whole number.

Certified Uncertainty Value Notes:
The uncertainties are determined in accordance with ISO Guides 34 and 35. The certified combined stressed uncertainty
value ( includes gravimetric uncertainty, homogeneity between-ampul uncertainty, storage stability uncertainty and
shipping stability uncertainty and were combined using the following formula:

kis a coverage factor of 2, which gives a level of confidence of approximately 95%.

It is important to note that the shipping stability uncertainty was obtained under temperature extremes for specific time
intervals; therefore, the certified combined stressed uncertainty value should only be applied to the product if it was
stored at non-standard temperature conditions up to and including 7 days. Contact Restek Technical Service at
www.restek.com/Contact-Us for use recommendations if your shipment was in-transit for more than 7 days at non-
standard temperature conditions.

Apply the certified combined unstressed uncertainty value if the product was received under standard shipping
conditions. Apply the certified combined stressed uncertainty value if the product was received under non-standard
conditions as specified below.

Label Conditions Standard Conditions Non-Standard Conditions
25°C Nominal (Room Temperature) < 60°C 60°C up to 7 days
10°C or colder (Refrigerate) <40°C 40°C up to 7 days
0°C or colder (Freezer) < 25°C 25°C upto 7 days

Separate (not combined) uncertainty values for gravimetric uncertainty are also displayed on the certificate, if needed,
separate homogeneity between-ampul uncertainty, storage stability uncertainty and shipping stability uncertainty values
are available by contacting Restek Technical Service at www.restek.com/Contact-Us.
The packaged amount is the minimum sample size for which uncertainty is valid. The ampules are over-filled to ensure
that the minimum packaged amount can be sufficiently transferred.

Manufacturing Notes:
Concentration is based upon gravimetric preparation using either a balance whose calibration has been verified daily
using NIST traceable weights, and/or dilutions with Class A glassware.

Handling Notes:
Samples should be transferred into deactivated vials for handling and storage. Restek supplies deactivated vials along
with most standards packed in 2 mL ampules. Due to space constraints, Restek does not supply vials for larger volume
ampules. Restek sells DMDCS for the purpose of glassware deactivation as catalog number 31840, which includes
complete instructions. Restek will also deactivate larger volume vials from our inventory as a custom ordered item.
Contact your Restek sales or customer service representative for details.
If any undissolved material is visible inside the ampul, sonicate the unopened ampul until the material is completely
dissolved.
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Chemical Standard Batch Sheet
Lot #:A093654

Catalog #:567674.sec

[ Target: 2000 ug/mL

Description: 8270 List 1 / Std #3 Benzoic Acid

Solvent:Methylene Chloride

Solvent Lot: 126244

Final Volume:

1,000ml

Made by: Mary Ellen Wood

Date: 2/19/2013 3:12:24PM

Tested by:Jennifer Pollino

Date: 2/21/2013 11:48:51AM

Pass

By: Jodi Breon

Date: 2/22/2013 12:34:09

Packaged by:Alexandria Pavkovich / Alexandria Pavk Date: 2/21/2013 8:30:06. No. Units: 161 Pkg Size: 5 mL
Balance UsedBEDEARMBALPC2 XP205 Serial #:1128353505
Storage Target Calc
ICompound CAS Location Lot # Purity | Conc(ug/mL) Target Actual Conc(ug/mL)
Benzoic acid 65-85-0.SEC RS063 QD3UO 0.97 2,000.00 | 2,061.86 mg| 2,061.90 mg  2,000.0
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110 Benner Circle
Bellefonte, PA 16823-8812
Tel: (800)356-1688
Fax: (814)353-1309
Certificate of Analysis

www.restek.com

FOR LABORATORY USE ONLY-READ MSDS PRIOR TO USE.

This Reference Material is intended for Laboratory Use Only as a standard for
the qualitative and/or quantitative determination of the analyte(s) listed.

Catalog No. : 567674 Lot No.: A093441
Description : 8270 List 1 / Std #3 Benzoic Acid
8270 List 1/ Std #3 Benzoic Acid 2,000 ug/ml, Methylene Chloride, 5
ml/ampul
Container Size : 5mL Pkg Amt: >5mL
Expiration Date : February 2016 Storage:  10°C or colder

CERTIFIED VALUES

Elution Compound Grav. Conc. Expanded Uncertainty
Order (weight/volume) (95% C.L.; K=2)

Benzoic acid 2,000.0 pg/mL +/-  11.6282 pg/mL Gravimetric
CAS#  65-85-0 +/-  96.5249 pg/mL Unstressed
Purity 99% +/-  96.6077 pg/mL Stressed

Solvent: Methylene Chloride
CAs#  75-09-2
Purity 99%
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Column:
30m x .25mm x .25um
Rtx-5 (cat.#10223)

Carrier Gas:
hydrogen-constant pressure 10 psi.

Temp. Program:
40°C (hold 2 min.) to 330°C
@ 10°C/min. (hold 10 min.)

Inj. Temp:
250°C

Det. Temp:
330°C

Det. Type:
FID

Date Passed:

22-Feb-2013

Balance: 1128342313
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Manufactured under Restek's ISO 9001:2008
Registered Quality System
Certificate #FM 80397
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General Certified Reference Material Notes

Expiration Notes:
Expiration date of the unopened ampul stored at the recommended storage condition is the last day of the month listed in
the expiration date field.
Uncertainty, concentration, and expiration of the CRM are based on the unopened product being stored according to the
recommended condition found in the storage field.

Purity Notes:
Purity and/or chemical identity are determined by one or more of the following techniques: GC/FID, HPLC, GC/UECD,
GC/MS, LC/MS, RI, and/or melting point.
Compounds with a listed purity of less than 99% have been weight corrected to compensate for impurities and/or salts.
A correction factor is used to calculate the amount of compound necessary to achieve the desired concentration of the
parent compound in solution.
Purity of isomeric compounds is reported as the sum of the isomers.

- Purity values are rounded to the nearest whole number.

Certified Uncertainty Value Notes:
The uncertainties are determined in accordance with ISO Guides 34 and 35. The certified combined stressed uncertainty
value ( includes gravimetric uncertainty, homogeneity between-ampul uncertainty, storage stability uncertainty and
shipping stability uncertainty and were combined using the following formula:

kis a coverage factor of 2, which gives a level of confidence of approximately 95%.

It is important to note that the shipping stability uncertainty was obtained under temperature extremes for specific time
intervals; therefore, the certified combined stressed uncertainty value should only be applied to the product if it was
stored at non-standard temperature conditions up to and including 7 days. Contact Restek Technical Service at
www.restek.com/Contact-Us for use recommendations if your shipment was in-transit for more than 7 days at non-
standard temperature conditions.

Apply the certified combined unstressed uncertainty value if the product was received under standard shipping
conditions. Apply the certified combined stressed uncertainty value if the product was received under non-standard
conditions as specified below.

Label Conditions Standard Conditions Non-Standard Conditions
25°C Nominal (Room Temperature) < 60°C 60°C up to 7 days
10°C or colder (Refrigerate) <40°C 40°C up to 7 days
0°C or colder (Freezer) < 25°C 25°C upto 7 days

Separate (not combined) uncertainty values for gravimetric uncertainty are also displayed on the certificate, if needed,
separate homogeneity between-ampul uncertainty, storage stability uncertainty and shipping stability uncertainty values
are available by contacting Restek Technical Service at www.restek.com/Contact-Us.
The packaged amount is the minimum sample size for which uncertainty is valid. The ampules are over-filled to ensure
that the minimum packaged amount can be sufficiently transferred.

Manufacturing Notes:
Concentration is based upon gravimetric preparation using either a balance whose calibration has been verified daily
using NIST traceable weights, and/or dilutions with Class A glassware.

Handling Notes:
Samples should be transferred into deactivated vials for handling and storage. Restek supplies deactivated vials along
with most standards packed in 2 mL ampules. Due to space constraints, Restek does not supply vials for larger volume
ampules. Restek sells DMDCS for the purpose of glassware deactivation as catalog number 31840, which includes
complete instructions. Restek will also deactivate larger volume vials from our inventory as a custom ordered item.
Contact your Restek sales or customer service representative for details.
If any undissolved material is visible inside the ampul, sonicate the unopened ampul until the material is completely
dissolved.
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Chemical Standard Batch Sheet
Lot #:A093441

Catalog #:567674

Target: 2000 ug/mL

Description: 8270 List 1 / Std #3 Benzoic Acid

Solvent:Methylene Chloride

Solvent Lot: 127438

Final Volume:

4,000ml

Made by: Matt Hepfer

Date: 2/7/2013 1:17:18PM

Tested by:Jodi Breon

Date: 2/8/2013 3:42:28PM

Pass

By: Jodi Breon

Date: 2/22/2013 12:33:55

Packaged byKendra Swope / Alexandria Pavkovich Date: 2/8/2013 10:02:22¢ No. Units: 615 Pkg Size: 5 mL
Balance UsedBEDEARMBALPC1 XP205 Serial #:1128342313
Storage Target Calc
ICompound CAS Location Lot # Purity | Conc(ug/mL) Target Actual Conc(ug/mL)
Benzoic acid 65-85-0 R0472 |MKBG9391V| 0.99 2,000.00 | 8,000.00 mg| 8,000.00 mg  2,000.0
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OA Report: 8270 List 1/ Std. #3 Benzoic Acid (Cat.#567674)

Runs of Lot# A093441 Runs of Lot# A093654
COMPONENT Run#1 Run#2 Run#3  AVG  STDDEV %RSD Run#1 Run#2 Run#3 AVG STDDEV %RSD %DMEAN  P/F
Benzoic acid 5123644 5100875 5144322 5122947 21732 0.42 5288104 5295526 5370045 5317892 45318 0.85 -3.81 PASS
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Certificate £322202

Catalog No. :

Description :

Container Size :

Expi'ration Date :

Handling:

- .'Elution

FOR LABORATORY USE ONLY-READ MSDS PRIOR TO USE.

This Reference Material is intended for Laboratory Use Only as a standard for
the qualitative and/or quantitative determination of the analyte(s) listed.

567684 ~ COOWp Lot No.: A093676
8270 Internal Standard

8270 Internal Standard 2,000ug/mL, Methylene Chloride, SmL/ampul

5mL Pkg Amt: >5mL

February 2018 Storage: 10°C or colder

Sonication required. Mix is photosensitive.

CERTIFIED VALUES

C(ﬁer’bun'dﬁd';" B SR Grav. Conc. — “Expanded Uncertainty —
~ Order ' {weight/volume) - (95%C.L.; K=2)
1 1,4-Dichlorobenzene-d4 2,000.0 pg/mL +/- 11.6282 pg/mL Gravimetric
CAS#  3855-82-1 +/- 927158 pg/mL Unstressed
Purity  99% +- 101.3766 pg/mL Stressed
2 Naphthalene-d8 2,000.0 pg/mL +- 11,6282 pg/mL Gravimetric
CAS#  1146-65-2 +- 92.7158 pg/mL Unstressed
Purity 999, +/- 101.3766 pg/mL Stressed
3 Acenaphthene-d10 2,000.0 pg/mL +- 11.6282 peg/mL Gravimetric
CAS#  15067-26-2 +- 927163 pg/mL Unstressed
Purity  97% ) +/- 101.3771 pg/mL Stressed
4 Phenanthrene-d10 2,000.0 pg/mL +- 11.6282 pg/mL Gravimetric
CAS#  1517-22-2 +- 92,7158 pg/mL, Unstressed
Purity  99% +/- 101.3766 ng/mL Stressed
5 Chrysene-d12 2,000.0 pg/mL +- 11.6281 pg/ml, Gravimetric
CAS#  1719-03-5 +- 92,7150 pg/mL Unstressed
Purity  98% +/- 101.3758 pg/ml, Stressed
6 Perylene-d12 2,000.0 pg/mL +- 11.6282 pg/mL Gravimetric
CAS#  1520-96-3 +- 9277158 pg/mlL Unstressed
Purity  99% +- 101.3766 pg/mL Stressed
Solvent:  Methylene Chloride
CAS # 75-09-2
Purity  99%
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Catalog No. :

Description :

Container Size :
Expiration Date :

Handling:

FOR LABORATORY USE ONLY-READ MSDS PRIOR TO USE.

This Reference Material is intended for Laboratory Use Only as a standard for
the qualitative and/or quantitative determination of the analyte(s) listed.

567684 — OO0\ Lot No.: A092546

8270 SV Internal Standard Mix

8270 SV Internal Standard Mix 2000ug/mL, Methylene Chloride,

S5mL/ampul
5mL Pkg Amt: >5mL
December 2017 Storage: 10°C or colder

Sonicate prior to use.

Elution Compound Grav..Conc. Expanded Uncertainty
. Order (weight/volume) (95% C.L.; K=2)

CERTIFIED VALUES

1,4-Dichlorobenzene-d4 2,000.0 pg/mL +- 117371 pg/mL Gravimetric
CAS#  3855-82-1 +/- 927295 ng/mL Unstressed
Purity 99%, +- 101.3892 ng/mL Stressed

2 Naphthalene-d8 2,000.0 pg/mL +- 117371 pg/mL Gravimetric
CAS#  1146-65-2 +/- 92.7295 pg/mlL - Unstressed
Purity  99% +- 1013892 pg/mL Stressed

3 Acenaphthene-d10 2,000.1 pg/mL +- 11.7379 pg/mL Gravimetric
CAS#  15067-26-2 +- 92.7360 ng/mL Unstressed
Purity 97%, +-  101.3962 pg/mL Stressed

4 Phenanthrene-d10 2,000.0 ug/mL +- 11.7371 pg/mL Gravimetric
CAS#  1517-22-2 +- 92.7295 pg/mL Unstressed
Purity  99% +- 101.3892 ng/mL Stressed

5 Chrysene-~-d12 2,000.2 pg/ml +- 11.7382 pg/mL Gravimetric
CAsS#  1719-03-5 +/- 927378 jg/mL Unstressed
Purity  98% +- 101.3983 pg/mL Stressed

6 Perylene-d12 2,000.0 pg/mL +/- 11,7371 jig/mL Gravimetric
CAS#  1520-96-3 /- 92,7295 ng/mL Unstressed
Purity  99% +- 101,3892 pg/mL Stressed

Solvent:  Methylene Chloride
CAS#  75-09-2
Purity  99%
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FOR LABORATORY USE ONLY-READ MSDS PRIOR TO USE.,

This Reference Material is intended for Laboratory Use Only as a standard for
the qualitative and/or quantitative determination of the anaiyte(s) listed.

Catalog No.: 567685 _ 0000\ Lot No.: A092712
Description : 8270 Surrogate Standard

8270 Surrogate Standard 5000 ug/ml, Methylene Chlofide, 5 ml/ampul

Container Size : 5mL Pkg Amt: >5mL
Expiration Date :  January 2018 Storage:  10°C or colder
Handling: Sonicate prior fo use.

CERTIFIED VALUES

 “Elution | . (Eon;pduiﬁj; T T Gravcone, | “Expanded Uncertainty

~ Order: v ‘ (weight/volume) | (85% C.L.; K=2)

R 2-Fluorophenol 5,000.0 - pg/mL +- 29.2761 pg/mL Gravimetric
CAS#  367-12-4 +/- 132.9947 ig/mL Unstressed
Purity  99% +/- 163.4399 pg/mL Stressed

2 Phenol-d5 5,000.0 pg/mL +- 29.2761 ug/mL Gravimetric
CAS#  4165-62-2 +/- 132.9947 pg/mL Unstressed
Purity  99% +/- 163.4399 ng/mL Stressed

3 Nitrobenzene-d5 5,000.0 - pg/mL +/- 29.2761 pg/mL Gravimetric
CAS#  4165-60-0 +- 1329947 pg/mL Unstressed
Purity 99% +/-  163.4399 pg/mL Stressed

4 2-Fluorobiphenyl 5,000.0 pg/mL +- 292761 pg/mL Gravimetric
CAS#  321-60-8 +- 132.9947 pg/mL Unstressed
Purity 99% +/-  163.4399 pg/mL Stressed

5 2,4,6-Tribromophenol 5,000.0 pg/mL +- 29.2761 pg/mL Gravimetric
CAS#  118-79-6 +/- 132.9947 pg/mL Unstressed
Purity  99% +/- 163.4399 ng/mL Stressed

6 p-Terphenyl-d14 5,000.0 pg/mL +- 29.2761 tg/mL Gravimetric
CAS#  1718-51-0 +- 1329947 ng/mL, Unstressed
Purity  99% +/- 163.4399 pg/mL Stressed

Solvent:  Methylene Chloride
CAS # 75-09-2
Purity  99%

Tech Tips:
Due to the limited solubility of p-terphenyi-d14 in methanol, we do not recommend that this mixture be diluted in methanol.
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CERTIFIED REFERENCE MATERIAL
110 Benner Circle o ]
e oossaionn Certificate of Analysis
Fax: (814)353-1309

www.restek.com

FOR LABORATORY USE ONLY-READ SDS PRIOR TO USE.

This Reference Material is intended for Laboratory Use Only as a standard for
the qualitative and/or quantitative determination of the analyte(s) listed.

Catalog No. : 569729 Lot No.: A0111934

Description : 8270 List 1/ Std #1 MegaMix (2015)

8270 List 1/ Std #1 MegaMix (2015) 500-2000 ug/ml, Methylene
Chloride, 5 ml/ampul

Container Size : 10 mL Pkg Amt: >5mL
Expiration Date : December 31, 2016 Storage: ~ 10°C or colder
Handling: Carcinogen/reproductive toxin. Photosensitive. Sonicate.

CERTIFIED VALUES

Elution Compound Grav. Conc. Expanded Uncertainty
Order (weight/volume) (95% C.L.; K=2)

1,4-Dioxane 1,001.1 pg/mL +/- 5.8205 pg/mL Gravimetric
CAs#  123-91-1 (Lot SHBF7514V) +/- 10.9607 pg/mL Unstressed
Purity 99% +/- 18.5912 pg/mL Stressed

2 Pyridine 1,006.2 pg/mL +/- 5.8501 pg/mL Gravimetric
CAs#  110-86-1 (Lot SHBC7174V) +/- 11.0166 pg/mL Unstressed
Purity 99% +/- 18.6859 pg/mL Stressed

3 N-Nitrosodimethylamine 1,009.0 pg/mL +/- 5.8664 pg/mL Gravimetric
CAS#  62-75-9 (Lot 3498100) +/- 11.0472 pg/mL Unstressed
Purity 99% +/- 18.7379 pg/mL Stressed

4 Aniline 1,009.1 pg/mL +/- 5.8670 pg/mL Gravimetric
CAS#  62-53-3 (Lot K2272462) +/- 11.0483 pg/mL Unstressed
Purity 99% +/- 18.7398 pg/mL Stressed

5 Bis(2-chloroethyl)ether 1,005.3 pg/mL +/- 5.8449 pg/mL Gravimetric
CAs#  111-44-4 (Lot 45296HKYV) +/-  11.0067 pg/mL Unstressed
Purity 99% +/-  18.6692 pg/mL Stressed

6 2-Chlorophenol 1,002.5 pg/mL +/- 5.8286 pg/mL Gravimetric
CAsS#  95-57-8 (Lot MKBD3900V) +/- 10.9761 pg/mL Unstressed
Purity 99% +/- 18.6172 pg/mL Stressed

7 Phenol 1,004.4 pg/mL +/- 5.8397 pg/mL Gravimetric
CAS#  108-95-2 (Lot SHBF1351V) +/-  10.9969 pg/mL Unstressed
Purity 99% +/- 18.6525 pg/mL Stressed
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8 n-Decane (C10) 1,004.1 pg/mL +/- 5.8379 pg/mL Gravimetric
CAS#  124-18-5 (Lot SHBF1587V) +/- 10.9936 pg/mL Unstressed
Purity 99% +/- 18.6469 pg/mL Stressed
9 1,4-Dichlorobenzene 1,007.0 pg/mL +/- 5.8548 pg/mL Gravimetric
CAs#  106-46-7 (Lot MKBS1350V) +/- 11.0253 pg/mL Unstressed
Purity 99% +/- 18.7008 pg/mL Stressed
10 1,3-Dichlorobenzene 1,004.9 pg/mL +/- 5.8426 pg/mL Gravimetric
CAS#  541-73-1 (Lot BCBC1891V) +/- 11.0023 pg/mL Unstressed
Purity 99% +/- 18.6618 pg/mL Stressed
11 1,2-Dichlorobenzene 1,004.1 pg/mL +/- 5.8379 pg/mL Gravimetric
CAs#  95-50-1 (Lot SHBD7331V) +/-  10.9936 pg/mL Unstressed
Purity 99% +/- 18.6469 pg/mL Stressed
12 Benzyl alcohol 1,006.6 pg/mL +/- 5.8525 pg/mL Gravimetric
CAS#  100-51-6 (Lot SHBC1850V) +/- 11.0210 pg/mL Unstressed
Purity 99% +/- 18.6934 pg/mL Stressed
13 2,2'-oxybis(1-chloropropane) 1,009.0 pg/mL +/- 5.8664 pg/mL Gravimetric
CAs#  108-60-1 (Lot 2-KMW-57-8) +/-  11.0472 pg/mL Unstressed
Purity 99% +/- 18.7379 pg/mL Stressed
14 2-Methylphenol (o-cresol) 1,005.9 pg/mL +/- 5.8484 pg/mL Gravimetric
CAS#  95-48-7 (Lot SHBC1479V) +/- 11.0133 pg/mL Unstressed
Purity 99% +/- 18.6804 pg/mL Stressed
15 Hexachloroethane 1,005.4 pg/mL +/- 5.8455 pg/mL Gravimetric
CAS#  67-72-1 (Lot 4H3SF) +/- 11.0078 pg/mL Unstressed
Purity 99% +/- 18.6711 pg/mL Stressed
16 Acetophenone 1,001.7 pg/mL +/-  5.8240 pg/mL Gravimetric
CAS#  98-86-2 (Lot MKBR7156V) +/- 10.9673 pg/mL Unstressed
Purity 99% +/- 18.6024 pg/mL Stressed
17 N-Nitroso-di-n-propylamine 1,007.7 pg/mL +/- 5.8589 pg/mL Gravimetric
CAs#  621-64-7 (Lot OPAGF) +/- 11.0330 pg/mL Unstressed
Purity 99% +/- 18.7138 pg/mL Stressed
18 4-Methylphenol (p-cresol) 502.3 pg/mL +- 29272 pg/mL Gravimetric
CAS#  106-44-5 (Lot 49396APV) +/- 5.5031 pg/mL Unstressed
Purity 99% +/-  9.3302 pg/mL Stressed
19 3-Methylphenol (m-cresol) 501.0 pg/mL +/-  2.9196 pg/mL Gravimetric
CAS#  108-39-4 (Lot SHBD0627V) +/- 5.4889 pg/mL Unstressed
Purity 99% +/-  9.3061 pg/mL Stressed
20 Nitrobenzene 1,000.1 pg/mL +/- 5.8147 pg/mL Gravimetric
CAS#  98-95-3 (Lot SHBF2348V) +/-  10.9498 pg/mL Unstressed
Purity 99% +/- 18.5726 pg/mL Stressed
21 Isophorone 1,003.5 pg/mL +/- 5.8344 pg/mL Gravimetric
CAS#  78-59-1 (Lot MKBG2442V) +/- 10.9870 pg/mL Unstressed
Purity 99% +/- 18.6358 pg/mL Stressed
22 2-Nitrophenol 1,006.3 pg/mL +/- 5.8507 pg/mL Gravimetric
CAs#  88-75-5 (Lot BCBH7602V) +/- 11.0177 pg/mL Unstressed
Purity 99% +/- 18.6878 pg/mL Stressed
23 2,4-Dimethylphenol 1,002.0 pg/mL +/- 5.8257 pg/mL Gravimetric
CAs#  105-67-9 (Lot 10165155) +/- 10.9706 pg/mL Unstressed
Purity 99% +/- 18.6079 pg/mL Stressed
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24 Bis(2-chloroethoxy)methane 1,001.5 pg/mL +/- 5.8228 pg/mL Gravimetric
CAsS#  111-91-1 (Lot 2238100) +/- 10.9651 pg/mL Unstressed
Purity 99% +/- 18.5986 pg/mL Stressed
25 2,4-Dichlorophenol 1,000.9 pg/mL +/- 5.8193 pg/mL Gravimetric
CAs#  120-83-2 (Lot BCBH1617V) +/- 10.9586 pg/mL Unstressed
Purity 99% +/- 18.5875 pg/mL Stressed
26 1,2,4-Trichlorobenzene 999.9 pg/mL +/- 5.8135 pg/mL Gravimetric
CAs#  120-82-1 (Lot SHBC5541V) +/- 10.9475 pg/mL Unstressed
Purity 98% +/- 18.5688 pg/mL Stressed
27 Naphthalene 1,006.6 pg/mL +/- 5.8525 pg/mL Gravimetric
CAs#  91-20-3 (Lot MKBH4351V) +/- 11.0210 pg/mL Unstressed
Purity 99% +/- 18.6934 pg/mL Stressed
28 2,6-Dichlorophenol 1,000.4 pg/mL +/- 5.8164 pg/mL Gravimetric
CAS#  87-65-0 (Lot MKBN2776V) +/-  10.9531 pg/mL Unstressed
Purity 99% +/- 18.5782 pg/mL Stressed
29 4-Chloroaniline 1,003.6 pg/mL +/- 5.8350 pg/mL Gravimetric
CAs#  106-47-8 (Lot 12528PH) +/- 10.9881 pg/mL Unstressed
Purity 99% +/- 18.6376 pg/mL Stressed
30 Hexachlorobutadiene 1,001.2 pg/mL +/- 5.8209 pg/mL Gravimetric
CAS#  87-68-3 (Lot J31X013) +/- 10.9615 pg/mL Unstressed
Purity 98% +/- 18.5925 pg/mL Stressed
31 2-Methylnaphthalene 999.3 pg/mL +/- 5.8098 pg/mL Gravimetric
CAS#  91-57-6 (Lot 19399MJV) +/- 10.9406 pg/mL Unstressed
Purity 96% +/- 18.5571 pg/mL Stressed
32 4-Chloro-3-methylphenol 1,002.5 pg/mL +/- 5.8286 pg/mL Gravimetric
CAsS#  59-50-7 (Lot STBCO769V) +/- 10.9761 pg/mL Unstressed
Purity 99% +/- 18.6172 pg/mL Stressed
33 1-Methylnaphthalene 1,001.7 pg/mL +/-  5.8240 pg/mL Gravimetric
CAS#  90-12-0 (Lot 525000-10) +/- 10.9673 pg/mL Unstressed
Purity 99% +/- 18.6024 pg/mL Stressed
34 1,2,4,5-Tetrachlorobenzene 1,002.3 pg/mL +/- 5.8275 pg/mL Gravimetric
CAS#  95-94-3 (Lot 06024A1V) +/- 10.9739 pg/mL Unstressed
Purity 99% +/- 18.6135 pg/mL Stressed
35 Hexachlorocyclopentadiene 1,008.9 pg/mL +/- 5.8658 pg/mL Gravimetric
CAS#  T77-47-4 (Lot 3691100) +/- 11.0461 pg/mL Unstressed
Purity 99% +/- 18.7361 pg/mL Stressed
36 2,4,6-Trichlorophenol 1,000.4 pg/mL +/- 5.8163 pg/mL Gravimetric
CAs#  88-06-2 (Lot MKBL4698V) +/- 10.9529 pg/mL Unstressed
Purity 98% +/- 18.5779 pg/mL Stressed
37 2,4,5-Trichlorophenol 1,005.6 pg/mL +/- 5.8466 pg/mL Gravimetric
CAsS#  95-95-4 (Lot FHMO1) +/- 11.0100 pg/mL Unstressed
Purity 99% +/- 18.6748 pg/mL Stressed
38 2-Chloronaphthalene 1,001.5 pg/mL +/- 5.8228 pg/mL Gravimetric
CAs#  91-58-7 (Lot AJ2UI-TE) +/-  10.9651 pg/mL Unstressed
Purity 99% +/- 18.5986 pg/mL Stressed
39 Biphenyl 1,002.0 pg/mL +/- 5.8257 pg/mL Gravimetric
CAS#  92-52-4 (Lot 1277976) +/- 10.9706 pg/mL Unstressed
Purity 99% +/- 18.6079 pg/mL Stressed
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40 2-Nitroaniline 1,008.4 pg/mL +/- 5.8629 pg/mL Gravimetric
CAS#  88-74-4 (Lot MKBK7597V) +/- 11.0407 pg/mL Unstressed
Purity 99% +/- 18.7268 pg/mL Stressed
41 Acenaphthylene 1,003.4 pg/mL +/- 5.8339 pg/mL Gravimetric
CAS#  208-96-8 (Lot ERO30707-01) +/- 10.9859 pg/mL Unstressed
Purity 99% +/- 18.6339 pg/mL Stressed
42 1,3-Dinitrobenzene 1,000.3 pg/mL +/- 5.8158 pg/mL Gravimetric
CAS#  99-65-0 (Lot BCBB1436V) +/- 10.9520 pg/mL Unstressed
Purity 99% +/- 18.5764 pg/mL Stressed
43 Dimethylphthalate 1,002.6 pg/mL +/- 5.8292 pg/mL Gravimetric
CAs#  131-11-3 (Lot 10117699) +/- 10.9772 pg/mL Unstressed
Purity 99% +/- 18.6191 pg/mL Stressed
44 2,6-Dinitrotoluene 1,000.1 pg/mL +/- 5.8147 pg/mL Gravimetric
CAS#  606-20-2 (Lot 1437483V) +/- 10.9498 pg/mL Unstressed
Purity 99% +/- 18.5726 pg/mL Stressed
45 Acenaphthene 1,001.6 pg/mL +/- 5.8234 pg/mL Gravimetric
CAs#  83-32-9 (Lot MKBP0384V) +/-  10.9662 pg/mL Unstressed
Purity 99% +/- 18.6005 pg/mL Stressed
46 2,4-Dinitrophenol 2,001.6 pg/mL +/-  11.6375 pg/mL Gravimetric
CAS#  51-28-5 (Lot STBD8351V) +/-  21.9149 pg/mL Unstressed
Purity 99% +/- 37.1713 pg/mL Stressed
47 Dibenzofuran 1,000.5 pg/mL +/- 5.8170 pg/mL Gravimetric
CAS#  132-64-9 (Lot MKBH8392V) +/- 10.9542 pg/mL Unstressed
Purity 99% +/- 18.5801 pg/mL Stressed
48 3-Nitroaniline 1,002.7 pg/mL +/- 5.8297 pg/mL Gravimetric
CAS#  99-09-2 (Lot MKBH5131V) +/- 10.9781 pg/mL Unstressed
Purity 97% +/- 18.6207 pg/mL Stressed
49 2,4-Dinitrotoluene 1,002.7 pg/mL +/- 5.8298 pg/mL Gravimetric
CAs#  121-14-2 (Lot MKAADG90V) +/- 10.9783 pg/mL Unstressed
Purity 99% +/- 18.6209 pg/mL Stressed
50 4-Nitrophenol 2,003.0 pg/mL +/-  11.6456 pg/mL Gravimetric
CAS#  100-02-7 (Lot MKBK1842V) +/-  21.9302 pg/mL Unstressed
Purity 99% +/-  37.1973 pg/mL Stressed
51 2,3,4,6-Tetrachlorophenol 1,000.2 pg/mL +/- 5.8152 pg/mL Gravimetric
CAS#  58-90-2 (Lot B15W0428) +/- 10.9508 pg/mL Unstressed
Purity 98% +/- 18.5743 pg/mL Stressed
52 Fluorene 996.0 ug/mL +/- 5.7907 pg/mL Gravimetric
CAs#  86-73-7 (Lot 10174662) +/- 10.9046 pg/mL Unstressed
Purity 98% +/- 18.4960 pg/mL Stressed
53 4-Chlorophenyl phenyl ether 1,003.3 pg/mL +/- 5.8333 pg/mL Gravimetric
CAs#  7005-72-3 (Lot MKBS2248V) +/- 10.9848 pg/mL Unstressed
Purity 99% +/- 18.6321 pg/mL Stressed
54 n-Hexadecane (C16) 1,005.6 pg/mL +/- 5.8466 pg/mL Gravimetric
CAS#  544-76-3 (Lot SHBG1026V) +/- 11.0100 pg/mL Unstressed
Purity 99% +/- 18.6748 pg/mL Stressed
55 Diethylphthalate 1,004.9 pg/mL +/- 5.8426 pg/mL Gravimetric
CAS#  84-66-2 (Lot MKBJ3578V) +/- 11.0023 pg/mL Unstressed
Purity 99% +/- 18.6618 pg/mL Stressed

Page 145 of 351



56 Azobenzene 1,007.5 pg/mL +/- 5.8577 pg/mL Gravimetric
CAs#  103-33-3 (Lot MKBS2559V) +/- 11.0308 pg/mL Unstressed
Purity 99% +/- 18.7101 pg/mL Stressed
57 Diphenylamine 1,708.5 pg/mL +/- 9.9334 pg/mL Gravimetric
CAs#  122-39-4 (Lot MKBN8295V) +/- 18.7059 pg/mL Unstressed
Purity 99% +/- 31.7282 pg/mL Stressed
58 4-Nitroaniline 1,006.1 pg/mL +/- 5.8496 pg/mL Gravimetric
CAs#  100-01-6 (Lot BCBG4702V) +/- 11.0155 pg/mL Unstressed
Purity 99% +/- 18.6841 pg/mL Stressed
59 4,6-Dinitro-2-methylphenol (Dinitro-o-cresol) 2,007.9 pg/mL +/- 11.6741 pg/mL Gravimetric
CAs#  534-52-1 (Lot LC12394V) +/-  21.9839 pg/mL Unstressed
Purity 99% +/- 37.2883 pg/mL Stressed
60 4-Bromophenyl phenyl ether 1,009.7 pg/mL +/- 5.8704 pg/mL Gravimetric
CAS#  101-55-3 (Lot STBB9729V) +/-  11.0548 pg/mL Unstressed
Purity 98% +/- 18.7508 pg/mL Stressed
61 Hexachlorobenzene 1,002.5 pg/mL +/- 5.8289 pg/mL Gravimetric
CAS#  118-74-1 (Lot LB98981V) +/- 10.9765 pg/mL Unstressed
Purity 98% +/- 18.6180 pg/mL Stressed
62 Pentachlorophenol 2,005.1 pg/mL +/-  11.6578 pg/mL Gravimetric
CAS#  87-86-5 (Lot 150212JLM) +/-  21.9532 pg/mL Unstressed
Purity 99% +/- 37.2363 pg/mL Stressed
63 Phenanthrene 1,006.1 pg/mL +/- 5.8494 pg/mL Gravimetric
CAs#  85-01-8 (Lot MKBQ8219V) +/- 11.0151 pg/mL Unstressed
Purity 98% +/- 18.6835 pg/mL Stressed
64 n-Octadecane (C18) 1,005.4 pg/mL +/- 5.8455 pg/mL Gravimetric
CAS#  593-45-3 (Lot OGCDK) +/- 11.0078 pg/mL Unstressed
Purity 99% +/- 18.6711 pg/mL Stressed
65 Anthracene 1,000.9 pg/mL +/- 5.8193 pg/mL Gravimetric
CAs#  120-12-7 (Lot MKBK5208V) +/- 10.9586 pg/mL Unstressed
Purity 99% +/- 18.5875 pg/mL Stressed
66 Carbazole 1,003.4 pg/mL +/- 5.8340 pg/mL Gravimetric
CAS#  86-74-8 (Lot S42950-417) +/- 10.9862 pg/mL Unstressed
Purity 98% +/- 18.6343 pg/mL Stressed
67 Di-n-butylphthalate 1,005.8 pg/mL +/- 5.8478 pg/mL Gravimetric
CAS#  84-74-2 (Lot MKBL8501V) +/- 11.0122 pg/mL Unstressed
Purity 99% +/- 18.6785 pg/mL Stressed
68 Fluoranthene 996.1 ug/mL +/- 5.7912 pg/mL Gravimetric
CAS#  206-44-0 (Lot MKBQ6360V) +/-  10.9057 pg/mL Unstressed
Purity 98% +/- 18.4978 pg/mL Stressed
69 Pyrene 1,000.6 pg/mL +/- 5.8175 pg/mL Gravimetric
CAS#  129-00-0 (Lot BCBJ0984V) +/- 10.9550 pg/mL Unstressed
Purity 98% +/- 18.5816 pg/mL Stressed
70 Benzyl butyl phthalate 1,000.7 pg/mL +/- 5.8182 pg/mL Gravimetric
CAs#  85-68-7 (Lot 03027HV) +/-  10.9564 pg/mL Unstressed
Purity 99% +/- 18.5838 pg/mL Stressed
71 Benz(a)anthracene 1,003.6 pg/mL +/- 5.8350 pg/mL Gravimetric
CAS#  56-55-3 (Lot ER031412-01) +/- 10.9881 pg/mL Unstressed
Purity 99% +/- 18.6376 pg/mL Stressed
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72 Chrysene 1,000.1 pg/mL +/- 5.8147 pg/mL Gravimetric
CAs#  218-01-9 (Lot PR121912-01) +/- 10.9498 pg/mL Unstressed
Purity 99% +/- 18.5726 pg/mL Stressed
73 Bis(2-ethylhexyl)phthalate 1,008.5 pg/mL +/- 5.8635 pg/mL Gravimetric
CAs#  117-81-7 (Lot MKBK2695V) +/- 11.0418 pg/mL Unstressed
Purity 99% +/- 18.7286 pg/mL Stressed
74 Di-n-octyl phthalate 1,007.8 pg/mL +/- 5.8594 pg/mL Gravimetric
CAs#  117-84-0 (Lot 3589500) +/- 11.0341 pg/mL Unstressed
Purity 99% +/- 18.7156 pg/mL Stressed
75 Benzo(b)fluoranthene 1,005.4 pg/mL +/- 5.8455 pg/mL Gravimetric
CAs#  205-99-2 (Lot ER03101401) +/- 11.0078 pg/mL Unstressed
Purity 99% +/- 18.6711 pg/mL Stressed
76 Benzo(k)fluoranthene 1,006.0 pg/mL +/-  5.8490 pg/mL Gravimetric
CAsS#  207-08-9 (Lot 012012K) +/- 11.0144 pg/mL Unstressed
Purity 99% +/- 18.6822 pg/mL Stressed
7 Benzo(a)pyrene 1,006.1 pg/mL +/- 5.8496 pg/mL Gravimetric
CAS#  50-32-8 (Lot ER071309-02) +/- 11.0155 pg/mL Unstressed
Purity 99% +/- 18.6841 pg/mL Stressed
78 Indeno(1,2,3-cd)pyrene 1,002.8 pg/mL +/- 5.8304 pg/mL Gravimetric
CAS#  193-39-5 (Lot ER082107-02) +/- 10.9794 pg/mL Unstressed
Purity 99% +/- 18.6228 pg/mL Stressed
79 Dibenz(a,h)anthracene 1,008.0 pg/mL +/- 5.8606 pg/mL Gravimetric
CAS#  53-70-3 (Lot ER032211-01) +/- 11.0363 pg/mL Unstressed
Purity 99% +/- 18.7193 pg/mL Stressed
80 Benzo(g,h,i)perylene 1,001.3 pg/mL +/- 5.8216 pg/mL Gravimetric
CAS#  191-24-2 (Lot ER020708-08) +/- 10.9629 pg/mL Unstressed
Purity 99% +/- 18.5949 pg/mL Stressed
Solvent: Methylene Chloride

CAS # 75-09-2
Purity 99%

Specific Reference Material Notes:

N-nitrosodiphenylamine 2000 ug/mL equivalent when used for GC analysis. Actual formulation is diphenylamine 1710 ug/mL.

N-Nitrosodiphenylamine is prone to breakdown in the injection port and will be converted to diphenylamine.

N-Nitrosodiphenylamine is also a reactive species that can initiate premature decomposition of other compounds in the mix. For

these reasons diphenylamine is used in the preparation of this mixture. When comparing the response of this compound to

mixtures manufactured using N-nitrosodiphenylamine, a difference in response will be observed.
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Column:
30m x 0.25mm x 0.25um
Rtx-5 (cat.#10223)

Carrier Gas:
hydrogen-constant pressure 10 psi

Temp. Program:
35°C (hold 3 min.) to 330°C
@ 3°C/min. (hold 3 min.)

Inj. Temp:
250°C

Det. Temp:
300°C

Det. Type:
FID

This chromatogram represents a general set of testing conditions chosen for product
acceptance. For optimal results in your lab, conditions should be adjusted for your
specific instrument, method, and application.

Date Mixed: ~ 22-Jun-2015 Balance: 1128360905

Date Passed:  26-Jun-2015 Manufactured under Restek's ISO 9001:2008

Registered Quality System
Certificate #FM 80397
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General Certified Reference Material Notes

Expiration Notes:
Expiration date valid for unopened ampul stored in compliance with the recommended conditions.
Uncertainty, concentration, and expiration of the CRM are based on the unopened product being stored according to the
recommended condition found in the storage field.

Purity Notes:
Purity and/or chemical identity are determined by one or more of the following techniques: GC/FID, HPLC, GC/UECD,
GC/MS, LC/MS, RI, and/or melting point.
Compounds with a listed purity of less than 99% have been weight corrected to compensate for impurities and/or salts.
A correction factor is used to calculate the amount of compound necessary to achieve the desired concentration of the
parent compound in solution.
Purity of isomeric compounds is reported as the sum of the isomers.

- Purity values are rounded to the nearest whole number.

Certified Uncertainty Value Notes:
The uncertainties are determined in accordance with ISO Guides 34 and 35. The certified combined stressed uncertainty
value ( includes gravimetric uncertainty, homogeneity between-ampul uncertainty, storage stability uncertainty and
shipping stability uncertainty and were combined using the following formula:

kis a coverage factor of 2, which gives a level of confidence of approximately 95%.

It is important to note that the shipping stability uncertainty was obtained under temperature extremes for specific time
intervals; therefore, the certified combined stressed uncertainty value should only be applied to the product if it was
stored at non-standard temperature conditions up to and including 7 days. Contact Restek Technical Service at
www.restek.com/Contact-Us for use recommendations if your shipment was in-transit for more than 7 days at non-
standard temperature conditions.

Apply the certified combined unstressed uncertainty value if the product was received under standard shipping
conditions. Apply the certified combined stressed uncertainty value if the product was received under non-standard
conditions as specified below.

Label Conditions Standard Conditions Non-Standard Conditions
25°C Nominal (Room Temperature) < 60°C 60°C up to 7 days
10°C or colder (Refrigerate) <40°C 40°C up to 7 days
0°C or colder (Freezer) < 25°C 25°C upto 7 days

Separate (not combined) uncertainty values for gravimetric uncertainty are also displayed on the certificate, if needed,
separate homogeneity between-ampul uncertainty, storage stability uncertainty and shipping stability uncertainty values
are available by contacting Restek Technical Service at www.restek.com/Contact-Us.
The packaged amount is the minimum sample size for which uncertainty is valid. The ampules are over-filled to ensure
that the minimum packaged amount can be sufficiently transferred.

Manufacturing Notes:
Concentration is based upon gravimetric preparation using either a balance whose calibration has been verified daily
using NIST traceable weights, and/or dilutions with Class A glassware.

Handling Notes:
Samples should be transferred into deactivated vials for handling and storage. Restek supplies deactivated vials along
with most standards packed in 2 mL ampules. Due to space constraints, Restek does not supply vials for larger volume
ampules. Restek sells DMDCS for the purpose of glassware deactivation as catalog number 31861, which includes
complete instructions. Restek will also deactivate larger volume vials from our inventory as a custom ordered item.
Contact your Restek sales or customer service representative for details.
If any undissolved material is visible inside the ampul, sonicate the unopened ampul until the material is completely
dissolved.
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CERTIFIED REFERENCE MATERIAL
110 Benner Circle o ]
e oossaionn Certificate of Analysis
Fax: (814)353-1309

www.restek.com

FOR LABORATORY USE ONLY-READ SDS PRIOR TO USE.

This Reference Material is intended for Laboratory Use Only as a standard for
the qualitative and/or quantitative determination of the analyte(s) listed.

Catalog No. : 569729 Lot No.: A0111934

Description : 8270 List 1/ Std #1 MegaMix (2015)

8270 List 1/ Std #1 MegaMix (2015) 500-2000 ug/ml, Methylene
Chloride, 5 ml/ampul

Container Size : 10 mL Pkg Amt: >5mL
Expiration Date : December 31, 2016 Storage: ~ 10°C or colder
Handling: Carcinogen/reproductive toxin. Photosensitive. Sonicate.

CERTIFIED VALUES

Elution Compound Grav. Conc. Expanded Uncertainty
Order (weight/volume) (95% C.L.; K=2)

1,4-Dioxane 1,001.1 pg/mL +/- 5.8205 pg/mL Gravimetric
CAs#  123-91-1 (Lot SHBF7514V) +/- 10.9607 pg/mL Unstressed
Purity 99% +/- 18.5912 pg/mL Stressed

2 Pyridine 1,006.2 pg/mL +/- 5.8501 pg/mL Gravimetric
CAs#  110-86-1 (Lot SHBC7174V) +/- 11.0166 pg/mL Unstressed
Purity 99% +/- 18.6859 pg/mL Stressed

3 N-Nitrosodimethylamine 1,009.0 pg/mL +/- 5.8664 pg/mL Gravimetric
CAS#  62-75-9 (Lot 3498100) +/- 11.0472 pg/mL Unstressed
Purity 99% +/- 18.7379 pg/mL Stressed

4 Aniline 1,009.1 pg/mL +/- 5.8670 pg/mL Gravimetric
CAS#  62-53-3 (Lot K2272462) +/- 11.0483 pg/mL Unstressed
Purity 99% +/- 18.7398 pg/mL Stressed

5 Bis(2-chloroethyl)ether 1,005.3 pg/mL +/- 5.8449 pg/mL Gravimetric
CAs#  111-44-4 (Lot 45296HKYV) +/-  11.0067 pg/mL Unstressed
Purity 99% +/-  18.6692 pg/mL Stressed

6 2-Chlorophenol 1,002.5 pg/mL +/- 5.8286 pg/mL Gravimetric
CAsS#  95-57-8 (Lot MKBD3900V) +/- 10.9761 pg/mL Unstressed
Purity 99% +/- 18.6172 pg/mL Stressed

7 Phenol 1,004.4 pg/mL +/- 5.8397 pg/mL Gravimetric
CAS#  108-95-2 (Lot SHBF1351V) +/-  10.9969 pg/mL Unstressed
Purity 99% +/- 18.6525 pg/mL Stressed
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8 n-Decane (C10) 1,004.1 pg/mL +/- 5.8379 pg/mL Gravimetric
CAS#  124-18-5 (Lot SHBF1587V) +/- 10.9936 pg/mL Unstressed
Purity 99% +/- 18.6469 pg/mL Stressed
9 1,4-Dichlorobenzene 1,007.0 pg/mL +/- 5.8548 pg/mL Gravimetric
CAs#  106-46-7 (Lot MKBS1350V) +/- 11.0253 pg/mL Unstressed
Purity 99% +/- 18.7008 pg/mL Stressed
10 1,3-Dichlorobenzene 1,004.9 pg/mL +/- 5.8426 pg/mL Gravimetric
CAS#  541-73-1 (Lot BCBC1891V) +/- 11.0023 pg/mL Unstressed
Purity 99% +/- 18.6618 pg/mL Stressed
11 1,2-Dichlorobenzene 1,004.1 pg/mL +/- 5.8379 pg/mL Gravimetric
CAs#  95-50-1 (Lot SHBD7331V) +/-  10.9936 pg/mL Unstressed
Purity 99% +/- 18.6469 pg/mL Stressed
12 Benzyl alcohol 1,006.6 pg/mL +/- 5.8525 pg/mL Gravimetric
CAS#  100-51-6 (Lot SHBC1850V) +/- 11.0210 pg/mL Unstressed
Purity 99% +/- 18.6934 pg/mL Stressed
13 2,2'-oxybis(1-chloropropane) 1,009.0 pg/mL +/- 5.8664 pg/mL Gravimetric
CAs#  108-60-1 (Lot 2-KMW-57-8) +/-  11.0472 pg/mL Unstressed
Purity 99% +/- 18.7379 pg/mL Stressed
14 2-Methylphenol (o-cresol) 1,005.9 pg/mL +/- 5.8484 pg/mL Gravimetric
CAS#  95-48-7 (Lot SHBC1479V) +/- 11.0133 pg/mL Unstressed
Purity 99% +/- 18.6804 pg/mL Stressed
15 Hexachloroethane 1,005.4 pg/mL +/- 5.8455 pg/mL Gravimetric
CAS#  67-72-1 (Lot 4H3SF) +/- 11.0078 pg/mL Unstressed
Purity 99% +/- 18.6711 pg/mL Stressed
16 Acetophenone 1,001.7 pg/mL +/-  5.8240 pg/mL Gravimetric
CAS#  98-86-2 (Lot MKBR7156V) +/- 10.9673 pg/mL Unstressed
Purity 99% +/- 18.6024 pg/mL Stressed
17 N-Nitroso-di-n-propylamine 1,007.7 pg/mL +/- 5.8589 pg/mL Gravimetric
CAs#  621-64-7 (Lot OPAGF) +/- 11.0330 pg/mL Unstressed
Purity 99% +/- 18.7138 pg/mL Stressed
18 4-Methylphenol (p-cresol) 502.3 pg/mL +- 29272 pg/mL Gravimetric
CAS#  106-44-5 (Lot 49396APV) +/- 5.5031 pg/mL Unstressed
Purity 99% +/-  9.3302 pg/mL Stressed
19 3-Methylphenol (m-cresol) 501.0 pg/mL +/-  2.9196 pg/mL Gravimetric
CAS#  108-39-4 (Lot SHBD0627V) +/- 5.4889 pg/mL Unstressed
Purity 99% +/-  9.3061 pg/mL Stressed
20 Nitrobenzene 1,000.1 pg/mL +/- 5.8147 pg/mL Gravimetric
CAS#  98-95-3 (Lot SHBF2348V) +/-  10.9498 pg/mL Unstressed
Purity 99% +/- 18.5726 pg/mL Stressed
21 Isophorone 1,003.5 pg/mL +/- 5.8344 pg/mL Gravimetric
CAS#  78-59-1 (Lot MKBG2442V) +/- 10.9870 pg/mL Unstressed
Purity 99% +/- 18.6358 pg/mL Stressed
22 2-Nitrophenol 1,006.3 pg/mL +/- 5.8507 pg/mL Gravimetric
CAs#  88-75-5 (Lot BCBH7602V) +/- 11.0177 pg/mL Unstressed
Purity 99% +/- 18.6878 pg/mL Stressed
23 2,4-Dimethylphenol 1,002.0 pg/mL +/- 5.8257 pg/mL Gravimetric
CAs#  105-67-9 (Lot 10165155) +/- 10.9706 pg/mL Unstressed
Purity 99% +/- 18.6079 pg/mL Stressed

Page 151 of 351



24 Bis(2-chloroethoxy)methane 1,001.5 pg/mL +/- 5.8228 pg/mL Gravimetric
CAsS#  111-91-1 (Lot 2238100) +/- 10.9651 pg/mL Unstressed
Purity 99% +/- 18.5986 pg/mL Stressed
25 2,4-Dichlorophenol 1,000.9 pg/mL +/- 5.8193 pg/mL Gravimetric
CAs#  120-83-2 (Lot BCBH1617V) +/- 10.9586 pg/mL Unstressed
Purity 99% +/- 18.5875 pg/mL Stressed
26 1,2,4-Trichlorobenzene 999.9 pg/mL +/- 5.8135 pg/mL Gravimetric
CAs#  120-82-1 (Lot SHBC5541V) +/- 10.9475 pg/mL Unstressed
Purity 98% +/- 18.5688 pg/mL Stressed
27 Naphthalene 1,006.6 pg/mL +/- 5.8525 pg/mL Gravimetric
CAs#  91-20-3 (Lot MKBH4351V) +/- 11.0210 pg/mL Unstressed
Purity 99% +/- 18.6934 pg/mL Stressed
28 2,6-Dichlorophenol 1,000.4 pg/mL +/- 5.8164 pg/mL Gravimetric
CAS#  87-65-0 (Lot MKBN2776V) +/-  10.9531 pg/mL Unstressed
Purity 99% +/- 18.5782 pg/mL Stressed
29 4-Chloroaniline 1,003.6 pg/mL +/- 5.8350 pg/mL Gravimetric
CAs#  106-47-8 (Lot 12528PH) +/- 10.9881 pg/mL Unstressed
Purity 99% +/- 18.6376 pg/mL Stressed
30 Hexachlorobutadiene 1,001.2 pg/mL +/- 5.8209 pg/mL Gravimetric
CAS#  87-68-3 (Lot J31X013) +/- 10.9615 pg/mL Unstressed
Purity 98% +/- 18.5925 pg/mL Stressed
31 2-Methylnaphthalene 999.3 pg/mL +/- 5.8098 pg/mL Gravimetric
CAS#  91-57-6 (Lot 19399MJV) +/- 10.9406 pg/mL Unstressed
Purity 96% +/- 18.5571 pg/mL Stressed
32 4-Chloro-3-methylphenol 1,002.5 pg/mL +/- 5.8286 pg/mL Gravimetric
CAsS#  59-50-7 (Lot STBCO769V) +/- 10.9761 pg/mL Unstressed
Purity 99% +/- 18.6172 pg/mL Stressed
33 1-Methylnaphthalene 1,001.7 pg/mL +/-  5.8240 pg/mL Gravimetric
CAS#  90-12-0 (Lot 525000-10) +/- 10.9673 pg/mL Unstressed
Purity 99% +/- 18.6024 pg/mL Stressed
34 1,2,4,5-Tetrachlorobenzene 1,002.3 pg/mL +/- 5.8275 pg/mL Gravimetric
CAS#  95-94-3 (Lot 06024A1V) +/- 10.9739 pg/mL Unstressed
Purity 99% +/- 18.6135 pg/mL Stressed
35 Hexachlorocyclopentadiene 1,008.9 pg/mL +/- 5.8658 pg/mL Gravimetric
CAS#  T77-47-4 (Lot 3691100) +/- 11.0461 pg/mL Unstressed
Purity 99% +/- 18.7361 pg/mL Stressed
36 2,4,6-Trichlorophenol 1,000.4 pg/mL +/- 5.8163 pg/mL Gravimetric
CAs#  88-06-2 (Lot MKBL4698V) +/- 10.9529 pg/mL Unstressed
Purity 98% +/- 18.5779 pg/mL Stressed
37 2,4,5-Trichlorophenol 1,005.6 pg/mL +/- 5.8466 pg/mL Gravimetric
CAsS#  95-95-4 (Lot FHMO1) +/- 11.0100 pg/mL Unstressed
Purity 99% +/- 18.6748 pg/mL Stressed
38 2-Chloronaphthalene 1,001.5 pg/mL +/- 5.8228 pg/mL Gravimetric
CAs#  91-58-7 (Lot AJ2UI-TE) +/-  10.9651 pg/mL Unstressed
Purity 99% +/- 18.5986 pg/mL Stressed
39 Biphenyl 1,002.0 pg/mL +/- 5.8257 pg/mL Gravimetric
CAS#  92-52-4 (Lot 1277976) +/- 10.9706 pg/mL Unstressed
Purity 99% +/- 18.6079 pg/mL Stressed

Page 152 of 351



40 2-Nitroaniline 1,008.4 pg/mL +/- 5.8629 pg/mL Gravimetric
CAS#  88-74-4 (Lot MKBK7597V) +/- 11.0407 pg/mL Unstressed
Purity 99% +/- 18.7268 pg/mL Stressed
41 Acenaphthylene 1,003.4 pg/mL +/- 5.8339 pg/mL Gravimetric
CAS#  208-96-8 (Lot ERO30707-01) +/- 10.9859 pg/mL Unstressed
Purity 99% +/- 18.6339 pg/mL Stressed
42 1,3-Dinitrobenzene 1,000.3 pg/mL +/- 5.8158 pg/mL Gravimetric
CAS#  99-65-0 (Lot BCBB1436V) +/- 10.9520 pg/mL Unstressed
Purity 99% +/- 18.5764 pg/mL Stressed
43 Dimethylphthalate 1,002.6 pg/mL +/- 5.8292 pg/mL Gravimetric
CAs#  131-11-3 (Lot 10117699) +/- 10.9772 pg/mL Unstressed
Purity 99% +/- 18.6191 pg/mL Stressed
44 2,6-Dinitrotoluene 1,000.1 pg/mL +/- 5.8147 pg/mL Gravimetric
CAS#  606-20-2 (Lot 1437483V) +/- 10.9498 pg/mL Unstressed
Purity 99% +/- 18.5726 pg/mL Stressed
45 Acenaphthene 1,001.6 pg/mL +/- 5.8234 pg/mL Gravimetric
CAs#  83-32-9 (Lot MKBP0384V) +/-  10.9662 pg/mL Unstressed
Purity 99% +/- 18.6005 pg/mL Stressed
46 2,4-Dinitrophenol 2,001.6 pg/mL +/-  11.6375 pg/mL Gravimetric
CAS#  51-28-5 (Lot STBD8351V) +/-  21.9149 pg/mL Unstressed
Purity 99% +/- 37.1713 pg/mL Stressed
47 Dibenzofuran 1,000.5 pg/mL +/- 5.8170 pg/mL Gravimetric
CAS#  132-64-9 (Lot MKBH8392V) +/- 10.9542 pg/mL Unstressed
Purity 99% +/- 18.5801 pg/mL Stressed
48 3-Nitroaniline 1,002.7 pg/mL +/- 5.8297 pg/mL Gravimetric
CAS#  99-09-2 (Lot MKBH5131V) +/- 10.9781 pg/mL Unstressed
Purity 97% +/- 18.6207 pg/mL Stressed
49 2,4-Dinitrotoluene 1,002.7 pg/mL +/- 5.8298 pg/mL Gravimetric
CAs#  121-14-2 (Lot MKAADG90V) +/- 10.9783 pg/mL Unstressed
Purity 99% +/- 18.6209 pg/mL Stressed
50 4-Nitrophenol 2,003.0 pg/mL +/-  11.6456 pg/mL Gravimetric
CAS#  100-02-7 (Lot MKBK1842V) +/-  21.9302 pg/mL Unstressed
Purity 99% +/-  37.1973 pg/mL Stressed
51 2,3,4,6-Tetrachlorophenol 1,000.2 pg/mL +/- 5.8152 pg/mL Gravimetric
CAS#  58-90-2 (Lot B15W0428) +/- 10.9508 pg/mL Unstressed
Purity 98% +/- 18.5743 pg/mL Stressed
52 Fluorene 996.0 ug/mL +/- 5.7907 pg/mL Gravimetric
CAs#  86-73-7 (Lot 10174662) +/- 10.9046 pg/mL Unstressed
Purity 98% +/- 18.4960 pg/mL Stressed
53 4-Chlorophenyl phenyl ether 1,003.3 pg/mL +/- 5.8333 pg/mL Gravimetric
CAs#  7005-72-3 (Lot MKBS2248V) +/- 10.9848 pg/mL Unstressed
Purity 99% +/- 18.6321 pg/mL Stressed
54 n-Hexadecane (C16) 1,005.6 pg/mL +/- 5.8466 pg/mL Gravimetric
CAS#  544-76-3 (Lot SHBG1026V) +/- 11.0100 pg/mL Unstressed
Purity 99% +/- 18.6748 pg/mL Stressed
55 Diethylphthalate 1,004.9 pg/mL +/- 5.8426 pg/mL Gravimetric
CAS#  84-66-2 (Lot MKBJ3578V) +/- 11.0023 pg/mL Unstressed
Purity 99% +/- 18.6618 pg/mL Stressed
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56 Azobenzene 1,007.5 pg/mL +/- 5.8577 pg/mL Gravimetric
CAs#  103-33-3 (Lot MKBS2559V) +/- 11.0308 pg/mL Unstressed
Purity 99% +/- 18.7101 pg/mL Stressed
57 Diphenylamine 1,708.5 pg/mL +/- 9.9334 pg/mL Gravimetric
CAs#  122-39-4 (Lot MKBN8295V) +/- 18.7059 pg/mL Unstressed
Purity 99% +/- 31.7282 pg/mL Stressed
58 4-Nitroaniline 1,006.1 pg/mL +/- 5.8496 pg/mL Gravimetric
CAs#  100-01-6 (Lot BCBG4702V) +/- 11.0155 pg/mL Unstressed
Purity 99% +/- 18.6841 pg/mL Stressed
59 4,6-Dinitro-2-methylphenol (Dinitro-o-cresol) 2,007.9 pg/mL +/- 11.6741 pg/mL Gravimetric
CAs#  534-52-1 (Lot LC12394V) +/-  21.9839 pg/mL Unstressed
Purity 99% +/- 37.2883 pg/mL Stressed
60 4-Bromophenyl phenyl ether 1,009.7 pg/mL +/- 5.8704 pg/mL Gravimetric
CAS#  101-55-3 (Lot STBB9729V) +/-  11.0548 pg/mL Unstressed
Purity 98% +/- 18.7508 pg/mL Stressed
61 Hexachlorobenzene 1,002.5 pg/mL +/- 5.8289 pg/mL Gravimetric
CAS#  118-74-1 (Lot LB98981V) +/- 10.9765 pg/mL Unstressed
Purity 98% +/- 18.6180 pg/mL Stressed
62 Pentachlorophenol 2,005.1 pg/mL +/-  11.6578 pg/mL Gravimetric
CAS#  87-86-5 (Lot 150212JLM) +/-  21.9532 pg/mL Unstressed
Purity 99% +/- 37.2363 pg/mL Stressed
63 Phenanthrene 1,006.1 pg/mL +/- 5.8494 pg/mL Gravimetric
CAs#  85-01-8 (Lot MKBQ8219V) +/- 11.0151 pg/mL Unstressed
Purity 98% +/- 18.6835 pg/mL Stressed
64 n-Octadecane (C18) 1,005.4 pg/mL +/- 5.8455 pg/mL Gravimetric
CAS#  593-45-3 (Lot OGCDK) +/- 11.0078 pg/mL Unstressed
Purity 99% +/- 18.6711 pg/mL Stressed
65 Anthracene 1,000.9 pg/mL +/- 5.8193 pg/mL Gravimetric
CAs#  120-12-7 (Lot MKBK5208V) +/- 10.9586 pg/mL Unstressed
Purity 99% +/- 18.5875 pg/mL Stressed
66 Carbazole 1,003.4 pg/mL +/- 5.8340 pg/mL Gravimetric
CAS#  86-74-8 (Lot S42950-417) +/- 10.9862 pg/mL Unstressed
Purity 98% +/- 18.6343 pg/mL Stressed
67 Di-n-butylphthalate 1,005.8 pg/mL +/- 5.8478 pg/mL Gravimetric
CAS#  84-74-2 (Lot MKBL8501V) +/- 11.0122 pg/mL Unstressed
Purity 99% +/- 18.6785 pg/mL Stressed
68 Fluoranthene 996.1 ug/mL +/- 5.7912 pg/mL Gravimetric
CAS#  206-44-0 (Lot MKBQ6360V) +/-  10.9057 pg/mL Unstressed
Purity 98% +/- 18.4978 pg/mL Stressed
69 Pyrene 1,000.6 pg/mL +/- 5.8175 pg/mL Gravimetric
CAS#  129-00-0 (Lot BCBJ0984V) +/- 10.9550 pg/mL Unstressed
Purity 98% +/- 18.5816 pg/mL Stressed
70 Benzyl butyl phthalate 1,000.7 pg/mL +/- 5.8182 pg/mL Gravimetric
CAs#  85-68-7 (Lot 03027HV) +/-  10.9564 pg/mL Unstressed
Purity 99% +/- 18.5838 pg/mL Stressed
71 Benz(a)anthracene 1,003.6 pg/mL +/- 5.8350 pg/mL Gravimetric
CAS#  56-55-3 (Lot ER031412-01) +/- 10.9881 pg/mL Unstressed
Purity 99% +/- 18.6376 pg/mL Stressed

Page 154 of 351



72 Chrysene 1,000.1 pg/mL +/- 5.8147 pg/mL Gravimetric
CAs#  218-01-9 (Lot PR121912-01) +/- 10.9498 pg/mL Unstressed
Purity 99% +/- 18.5726 pg/mL Stressed
73 Bis(2-ethylhexyl)phthalate 1,008.5 pg/mL +/- 5.8635 pg/mL Gravimetric
CAs#  117-81-7 (Lot MKBK2695V) +/- 11.0418 pg/mL Unstressed
Purity 99% +/- 18.7286 pg/mL Stressed
74 Di-n-octyl phthalate 1,007.8 pg/mL +/- 5.8594 pg/mL Gravimetric
CAs#  117-84-0 (Lot 3589500) +/- 11.0341 pg/mL Unstressed
Purity 99% +/- 18.7156 pg/mL Stressed
75 Benzo(b)fluoranthene 1,005.4 pg/mL +/- 5.8455 pg/mL Gravimetric
CAs#  205-99-2 (Lot ER03101401) +/- 11.0078 pg/mL Unstressed
Purity 99% +/- 18.6711 pg/mL Stressed
76 Benzo(k)fluoranthene 1,006.0 pg/mL +/-  5.8490 pg/mL Gravimetric
CAsS#  207-08-9 (Lot 012012K) +/- 11.0144 pg/mL Unstressed
Purity 99% +/- 18.6822 pg/mL Stressed
7 Benzo(a)pyrene 1,006.1 pg/mL +/- 5.8496 pg/mL Gravimetric
CAS#  50-32-8 (Lot ER071309-02) +/- 11.0155 pg/mL Unstressed
Purity 99% +/- 18.6841 pg/mL Stressed
78 Indeno(1,2,3-cd)pyrene 1,002.8 pg/mL +/- 5.8304 pg/mL Gravimetric
CAS#  193-39-5 (Lot ER082107-02) +/- 10.9794 pg/mL Unstressed
Purity 99% +/- 18.6228 pg/mL Stressed
79 Dibenz(a,h)anthracene 1,008.0 pg/mL +/- 5.8606 pg/mL Gravimetric
CAS#  53-70-3 (Lot ER032211-01) +/- 11.0363 pg/mL Unstressed
Purity 99% +/- 18.7193 pg/mL Stressed
80 Benzo(g,h,i)perylene 1,001.3 pg/mL +/- 5.8216 pg/mL Gravimetric
CAS#  191-24-2 (Lot ER020708-08) +/- 10.9629 pg/mL Unstressed
Purity 99% +/- 18.5949 pg/mL Stressed
Solvent: Methylene Chloride

CAS # 75-09-2
Purity 99%

Specific Reference Material Notes:

N-nitrosodiphenylamine 2000 ug/mL equivalent when used for GC analysis. Actual formulation is diphenylamine 1710 ug/mL.

N-Nitrosodiphenylamine is prone to breakdown in the injection port and will be converted to diphenylamine.

N-Nitrosodiphenylamine is also a reactive species that can initiate premature decomposition of other compounds in the mix. For

these reasons diphenylamine is used in the preparation of this mixture. When comparing the response of this compound to

mixtures manufactured using N-nitrosodiphenylamine, a difference in response will be observed.
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Column:
30m x 0.25mm x 0.25um
Rtx-5 (cat.#10223)

Carrier Gas:
hydrogen-constant pressure 10 psi

Temp. Program:
35°C (hold 3 min.) to 330°C
@ 3°C/min. (hold 3 min.)

Inj. Temp:
250°C

Det. Temp:
300°C

Det. Type:
FID

This chromatogram represents a general set of testing conditions chosen for product
acceptance. For optimal results in your lab, conditions should be adjusted for your
specific instrument, method, and application.

Date Mixed: ~ 22-Jun-2015 Balance: 1128360905

Date Passed:  26-Jun-2015 Manufactured under Restek's ISO 9001:2008

Registered Quality System
Certificate #FM 80397
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General Certified Reference Material Notes

Expiration Notes:
Expiration date valid for unopened ampul stored in compliance with the recommended conditions.
Uncertainty, concentration, and expiration of the CRM are based on the unopened product being stored according to the
recommended condition found in the storage field.

Purity Notes:
Purity and/or chemical identity are determined by one or more of the following techniques: GC/FID, HPLC, GC/UECD,
GC/MS, LC/MS, RI, and/or melting point.
Compounds with a listed purity of less than 99% have been weight corrected to compensate for impurities and/or salts.
A correction factor is used to calculate the amount of compound necessary to achieve the desired concentration of the
parent compound in solution.
Purity of isomeric compounds is reported as the sum of the isomers.

- Purity values are rounded to the nearest whole number.

Certified Uncertainty Value Notes:
The uncertainties are determined in accordance with ISO Guides 34 and 35. The certified combined stressed uncertainty
value ( includes gravimetric uncertainty, homogeneity between-ampul uncertainty, storage stability uncertainty and
shipping stability uncertainty and were combined using the following formula:

kis a coverage factor of 2, which gives a level of confidence of approximately 95%.

It is important to note that the shipping stability uncertainty was obtained under temperature extremes for specific time
intervals; therefore, the certified combined stressed uncertainty value should only be applied to the product if it was
stored at non-standard temperature conditions up to and including 7 days. Contact Restek Technical Service at
www.restek.com/Contact-Us for use recommendations if your shipment was in-transit for more than 7 days at non-
standard temperature conditions.

Apply the certified combined unstressed uncertainty value if the product was received under standard shipping
conditions. Apply the certified combined stressed uncertainty value if the product was received under non-standard
conditions as specified below.

Label Conditions Standard Conditions Non-Standard Conditions
25°C Nominal (Room Temperature) < 60°C 60°C up to 7 days
10°C or colder (Refrigerate) <40°C 40°C up to 7 days
0°C or colder (Freezer) < 25°C 25°C upto 7 days

Separate (not combined) uncertainty values for gravimetric uncertainty are also displayed on the certificate, if needed,
separate homogeneity between-ampul uncertainty, storage stability uncertainty and shipping stability uncertainty values
are available by contacting Restek Technical Service at www.restek.com/Contact-Us.
The packaged amount is the minimum sample size for which uncertainty is valid. The ampules are over-filled to ensure
that the minimum packaged amount can be sufficiently transferred.

Manufacturing Notes:
Concentration is based upon gravimetric preparation using either a balance whose calibration has been verified daily
using NIST traceable weights, and/or dilutions with Class A glassware.

Handling Notes:
Samples should be transferred into deactivated vials for handling and storage. Restek supplies deactivated vials along
with most standards packed in 2 mL ampules. Due to space constraints, Restek does not supply vials for larger volume
ampules. Restek sells DMDCS for the purpose of glassware deactivation as catalog number 31861, which includes
complete instructions. Restek will also deactivate larger volume vials from our inventory as a custom ordered item.
Contact your Restek sales or customer service representative for details.
If any undissolved material is visible inside the ampul, sonicate the unopened ampul until the material is completely
dissolved.
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CERTIFIED REFERENCE MATERIAL
110 Benner Circle o ]
e oossaionn Certificate of Analysis
Fax: (814)353-1309

www.restek.com

FOR LABORATORY USE ONLY-READ SDS PRIOR TO USE.

This Reference Material is intended for Laboratory Use Only as a standard for
the qualitative and/or quantitative determination of the analyte(s) listed.

Catalog No. : 569729 Lot No.: A0111934

Description : 8270 List 1/ Std #1 MegaMix (2015)

8270 List 1/ Std #1 MegaMix (2015) 500-2000 ug/ml, Methylene
Chloride, 5 ml/ampul

Container Size : 10 mL Pkg Amt: >5mL
Expiration Date : December 31, 2016 Storage: ~ 10°C or colder
Handling: Carcinogen/reproductive toxin. Photosensitive. Sonicate.

CERTIFIED VALUES

Elution Compound Grav. Conc. Expanded Uncertainty
Order (weight/volume) (95% C.L.; K=2)

1,4-Dioxane 1,001.1 pg/mL +/- 5.8205 pg/mL Gravimetric
CAs#  123-91-1 (Lot SHBF7514V) +/- 10.9607 pg/mL Unstressed
Purity 99% +/- 18.5912 pg/mL Stressed

2 Pyridine 1,006.2 pg/mL +/- 5.8501 pg/mL Gravimetric
CAs#  110-86-1 (Lot SHBC7174V) +/- 11.0166 pg/mL Unstressed
Purity 99% +/- 18.6859 pg/mL Stressed

3 N-Nitrosodimethylamine 1,009.0 pg/mL +/- 5.8664 pg/mL Gravimetric
CAS#  62-75-9 (Lot 3498100) +/- 11.0472 pg/mL Unstressed
Purity 99% +/- 18.7379 pg/mL Stressed

4 Aniline 1,009.1 pg/mL +/- 5.8670 pg/mL Gravimetric
CAS#  62-53-3 (Lot K2272462) +/- 11.0483 pg/mL Unstressed
Purity 99% +/- 18.7398 pg/mL Stressed

5 Bis(2-chloroethyl)ether 1,005.3 pg/mL +/- 5.8449 pg/mL Gravimetric
CAs#  111-44-4 (Lot 45296HKYV) +/-  11.0067 pg/mL Unstressed
Purity 99% +/-  18.6692 pg/mL Stressed

6 2-Chlorophenol 1,002.5 pg/mL +/- 5.8286 pg/mL Gravimetric
CAsS#  95-57-8 (Lot MKBD3900V) +/- 10.9761 pg/mL Unstressed
Purity 99% +/- 18.6172 pg/mL Stressed

7 Phenol 1,004.4 pg/mL +/- 5.8397 pg/mL Gravimetric
CAS#  108-95-2 (Lot SHBF1351V) +/-  10.9969 pg/mL Unstressed
Purity 99% +/- 18.6525 pg/mL Stressed
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8 n-Decane (C10) 1,004.1 pg/mL +/- 5.8379 pg/mL Gravimetric
CAS#  124-18-5 (Lot SHBF1587V) +/- 10.9936 pg/mL Unstressed
Purity 99% +/- 18.6469 pg/mL Stressed
9 1,4-Dichlorobenzene 1,007.0 pg/mL +/- 5.8548 pg/mL Gravimetric
CAs#  106-46-7 (Lot MKBS1350V) +/- 11.0253 pg/mL Unstressed
Purity 99% +/- 18.7008 pg/mL Stressed
10 1,3-Dichlorobenzene 1,004.9 pg/mL +/- 5.8426 pg/mL Gravimetric
CAS#  541-73-1 (Lot BCBC1891V) +/- 11.0023 pg/mL Unstressed
Purity 99% +/- 18.6618 pg/mL Stressed
11 1,2-Dichlorobenzene 1,004.1 pg/mL +/- 5.8379 pg/mL Gravimetric
CAs#  95-50-1 (Lot SHBD7331V) +/-  10.9936 pg/mL Unstressed
Purity 99% +/- 18.6469 pg/mL Stressed
12 Benzyl alcohol 1,006.6 pg/mL +/- 5.8525 pg/mL Gravimetric
CAS#  100-51-6 (Lot SHBC1850V) +/- 11.0210 pg/mL Unstressed
Purity 99% +/- 18.6934 pg/mL Stressed
13 2,2'-oxybis(1-chloropropane) 1,009.0 pg/mL +/- 5.8664 pg/mL Gravimetric
CAs#  108-60-1 (Lot 2-KMW-57-8) +/-  11.0472 pg/mL Unstressed
Purity 99% +/- 18.7379 pg/mL Stressed
14 2-Methylphenol (o-cresol) 1,005.9 pg/mL +/- 5.8484 pg/mL Gravimetric
CAS#  95-48-7 (Lot SHBC1479V) +/- 11.0133 pg/mL Unstressed
Purity 99% +/- 18.6804 pg/mL Stressed
15 Hexachloroethane 1,005.4 pg/mL +/- 5.8455 pg/mL Gravimetric
CAS#  67-72-1 (Lot 4H3SF) +/- 11.0078 pg/mL Unstressed
Purity 99% +/- 18.6711 pg/mL Stressed
16 Acetophenone 1,001.7 pg/mL +/-  5.8240 pg/mL Gravimetric
CAS#  98-86-2 (Lot MKBR7156V) +/- 10.9673 pg/mL Unstressed
Purity 99% +/- 18.6024 pg/mL Stressed
17 N-Nitroso-di-n-propylamine 1,007.7 pg/mL +/- 5.8589 pg/mL Gravimetric
CAs#  621-64-7 (Lot OPAGF) +/- 11.0330 pg/mL Unstressed
Purity 99% +/- 18.7138 pg/mL Stressed
18 4-Methylphenol (p-cresol) 502.3 pg/mL +- 29272 pg/mL Gravimetric
CAS#  106-44-5 (Lot 49396APV) +/- 5.5031 pg/mL Unstressed
Purity 99% +/-  9.3302 pg/mL Stressed
19 3-Methylphenol (m-cresol) 501.0 pg/mL +/-  2.9196 pg/mL Gravimetric
CAS#  108-39-4 (Lot SHBD0627V) +/- 5.4889 pg/mL Unstressed
Purity 99% +/-  9.3061 pg/mL Stressed
20 Nitrobenzene 1,000.1 pg/mL +/- 5.8147 pg/mL Gravimetric
CAS#  98-95-3 (Lot SHBF2348V) +/-  10.9498 pg/mL Unstressed
Purity 99% +/- 18.5726 pg/mL Stressed
21 Isophorone 1,003.5 pg/mL +/- 5.8344 pg/mL Gravimetric
CAS#  78-59-1 (Lot MKBG2442V) +/- 10.9870 pg/mL Unstressed
Purity 99% +/- 18.6358 pg/mL Stressed
22 2-Nitrophenol 1,006.3 pg/mL +/- 5.8507 pg/mL Gravimetric
CAs#  88-75-5 (Lot BCBH7602V) +/- 11.0177 pg/mL Unstressed
Purity 99% +/- 18.6878 pg/mL Stressed
23 2,4-Dimethylphenol 1,002.0 pg/mL +/- 5.8257 pg/mL Gravimetric
CAs#  105-67-9 (Lot 10165155) +/- 10.9706 pg/mL Unstressed
Purity 99% +/- 18.6079 pg/mL Stressed
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24 Bis(2-chloroethoxy)methane 1,001.5 pg/mL +/- 5.8228 pg/mL Gravimetric
CAsS#  111-91-1 (Lot 2238100) +/- 10.9651 pg/mL Unstressed
Purity 99% +/- 18.5986 pg/mL Stressed
25 2,4-Dichlorophenol 1,000.9 pg/mL +/- 5.8193 pg/mL Gravimetric
CAs#  120-83-2 (Lot BCBH1617V) +/- 10.9586 pg/mL Unstressed
Purity 99% +/- 18.5875 pg/mL Stressed
26 1,2,4-Trichlorobenzene 999.9 pg/mL +/- 5.8135 pg/mL Gravimetric
CAs#  120-82-1 (Lot SHBC5541V) +/- 10.9475 pg/mL Unstressed
Purity 98% +/- 18.5688 pg/mL Stressed
27 Naphthalene 1,006.6 pg/mL +/- 5.8525 pg/mL Gravimetric
CAs#  91-20-3 (Lot MKBH4351V) +/- 11.0210 pg/mL Unstressed
Purity 99% +/- 18.6934 pg/mL Stressed
28 2,6-Dichlorophenol 1,000.4 pg/mL +/- 5.8164 pg/mL Gravimetric
CAS#  87-65-0 (Lot MKBN2776V) +/-  10.9531 pg/mL Unstressed
Purity 99% +/- 18.5782 pg/mL Stressed
29 4-Chloroaniline 1,003.6 pg/mL +/- 5.8350 pg/mL Gravimetric
CAs#  106-47-8 (Lot 12528PH) +/- 10.9881 pg/mL Unstressed
Purity 99% +/- 18.6376 pg/mL Stressed
30 Hexachlorobutadiene 1,001.2 pg/mL +/- 5.8209 pg/mL Gravimetric
CAS#  87-68-3 (Lot J31X013) +/- 10.9615 pg/mL Unstressed
Purity 98% +/- 18.5925 pg/mL Stressed
31 2-Methylnaphthalene 999.3 pg/mL +/- 5.8098 pg/mL Gravimetric
CAS#  91-57-6 (Lot 19399MJV) +/- 10.9406 pg/mL Unstressed
Purity 96% +/- 18.5571 pg/mL Stressed
32 4-Chloro-3-methylphenol 1,002.5 pg/mL +/- 5.8286 pg/mL Gravimetric
CAsS#  59-50-7 (Lot STBCO769V) +/- 10.9761 pg/mL Unstressed
Purity 99% +/- 18.6172 pg/mL Stressed
33 1-Methylnaphthalene 1,001.7 pg/mL +/-  5.8240 pg/mL Gravimetric
CAS#  90-12-0 (Lot 525000-10) +/- 10.9673 pg/mL Unstressed
Purity 99% +/- 18.6024 pg/mL Stressed
34 1,2,4,5-Tetrachlorobenzene 1,002.3 pg/mL +/- 5.8275 pg/mL Gravimetric
CAS#  95-94-3 (Lot 06024A1V) +/- 10.9739 pg/mL Unstressed
Purity 99% +/- 18.6135 pg/mL Stressed
35 Hexachlorocyclopentadiene 1,008.9 pg/mL +/- 5.8658 pg/mL Gravimetric
CAS#  T77-47-4 (Lot 3691100) +/- 11.0461 pg/mL Unstressed
Purity 99% +/- 18.7361 pg/mL Stressed
36 2,4,6-Trichlorophenol 1,000.4 pg/mL +/- 5.8163 pg/mL Gravimetric
CAs#  88-06-2 (Lot MKBL4698V) +/- 10.9529 pg/mL Unstressed
Purity 98% +/- 18.5779 pg/mL Stressed
37 2,4,5-Trichlorophenol 1,005.6 pg/mL +/- 5.8466 pg/mL Gravimetric
CAsS#  95-95-4 (Lot FHMO1) +/- 11.0100 pg/mL Unstressed
Purity 99% +/- 18.6748 pg/mL Stressed
38 2-Chloronaphthalene 1,001.5 pg/mL +/- 5.8228 pg/mL Gravimetric
CAs#  91-58-7 (Lot AJ2UI-TE) +/-  10.9651 pg/mL Unstressed
Purity 99% +/- 18.5986 pg/mL Stressed
39 Biphenyl 1,002.0 pg/mL +/- 5.8257 pg/mL Gravimetric
CAS#  92-52-4 (Lot 1277976) +/- 10.9706 pg/mL Unstressed
Purity 99% +/- 18.6079 pg/mL Stressed
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40 2-Nitroaniline 1,008.4 pg/mL +/- 5.8629 pg/mL Gravimetric
CAS#  88-74-4 (Lot MKBK7597V) +/- 11.0407 pg/mL Unstressed
Purity 99% +/- 18.7268 pg/mL Stressed
41 Acenaphthylene 1,003.4 pg/mL +/- 5.8339 pg/mL Gravimetric
CAS#  208-96-8 (Lot ERO30707-01) +/- 10.9859 pg/mL Unstressed
Purity 99% +/- 18.6339 pg/mL Stressed
42 1,3-Dinitrobenzene 1,000.3 pg/mL +/- 5.8158 pg/mL Gravimetric
CAS#  99-65-0 (Lot BCBB1436V) +/- 10.9520 pg/mL Unstressed
Purity 99% +/- 18.5764 pg/mL Stressed
43 Dimethylphthalate 1,002.6 pg/mL +/- 5.8292 pg/mL Gravimetric
CAs#  131-11-3 (Lot 10117699) +/- 10.9772 pg/mL Unstressed
Purity 99% +/- 18.6191 pg/mL Stressed
44 2,6-Dinitrotoluene 1,000.1 pg/mL +/- 5.8147 pg/mL Gravimetric
CAS#  606-20-2 (Lot 1437483V) +/- 10.9498 pg/mL Unstressed
Purity 99% +/- 18.5726 pg/mL Stressed
45 Acenaphthene 1,001.6 pg/mL +/- 5.8234 pg/mL Gravimetric
CAs#  83-32-9 (Lot MKBP0384V) +/-  10.9662 pg/mL Unstressed
Purity 99% +/- 18.6005 pg/mL Stressed
46 2,4-Dinitrophenol 2,001.6 pg/mL +/-  11.6375 pg/mL Gravimetric
CAS#  51-28-5 (Lot STBD8351V) +/-  21.9149 pg/mL Unstressed
Purity 99% +/- 37.1713 pg/mL Stressed
47 Dibenzofuran 1,000.5 pg/mL +/- 5.8170 pg/mL Gravimetric
CAS#  132-64-9 (Lot MKBH8392V) +/- 10.9542 pg/mL Unstressed
Purity 99% +/- 18.5801 pg/mL Stressed
48 3-Nitroaniline 1,002.7 pg/mL +/- 5.8297 pg/mL Gravimetric
CAS#  99-09-2 (Lot MKBH5131V) +/- 10.9781 pg/mL Unstressed
Purity 97% +/- 18.6207 pg/mL Stressed
49 2,4-Dinitrotoluene 1,002.7 pg/mL +/- 5.8298 pg/mL Gravimetric
CAs#  121-14-2 (Lot MKAADG90V) +/- 10.9783 pg/mL Unstressed
Purity 99% +/- 18.6209 pg/mL Stressed
50 4-Nitrophenol 2,003.0 pg/mL +/-  11.6456 pg/mL Gravimetric
CAS#  100-02-7 (Lot MKBK1842V) +/-  21.9302 pg/mL Unstressed
Purity 99% +/-  37.1973 pg/mL Stressed
51 2,3,4,6-Tetrachlorophenol 1,000.2 pg/mL +/- 5.8152 pg/mL Gravimetric
CAS#  58-90-2 (Lot B15W0428) +/- 10.9508 pg/mL Unstressed
Purity 98% +/- 18.5743 pg/mL Stressed
52 Fluorene 996.0 ug/mL +/- 5.7907 pg/mL Gravimetric
CAs#  86-73-7 (Lot 10174662) +/- 10.9046 pg/mL Unstressed
Purity 98% +/- 18.4960 pg/mL Stressed
53 4-Chlorophenyl phenyl ether 1,003.3 pg/mL +/- 5.8333 pg/mL Gravimetric
CAs#  7005-72-3 (Lot MKBS2248V) +/- 10.9848 pg/mL Unstressed
Purity 99% +/- 18.6321 pg/mL Stressed
54 n-Hexadecane (C16) 1,005.6 pg/mL +/- 5.8466 pg/mL Gravimetric
CAS#  544-76-3 (Lot SHBG1026V) +/- 11.0100 pg/mL Unstressed
Purity 99% +/- 18.6748 pg/mL Stressed
55 Diethylphthalate 1,004.9 pg/mL +/- 5.8426 pg/mL Gravimetric
CAS#  84-66-2 (Lot MKBJ3578V) +/- 11.0023 pg/mL Unstressed
Purity 99% +/- 18.6618 pg/mL Stressed
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56 Azobenzene 1,007.5 pg/mL +/- 5.8577 pg/mL Gravimetric
CAs#  103-33-3 (Lot MKBS2559V) +/- 11.0308 pg/mL Unstressed
Purity 99% +/- 18.7101 pg/mL Stressed
57 Diphenylamine 1,708.5 pg/mL +/- 9.9334 pg/mL Gravimetric
CAs#  122-39-4 (Lot MKBN8295V) +/- 18.7059 pg/mL Unstressed
Purity 99% +/- 31.7282 pg/mL Stressed
58 4-Nitroaniline 1,006.1 pg/mL +/- 5.8496 pg/mL Gravimetric
CAs#  100-01-6 (Lot BCBG4702V) +/- 11.0155 pg/mL Unstressed
Purity 99% +/- 18.6841 pg/mL Stressed
59 4,6-Dinitro-2-methylphenol (Dinitro-o-cresol) 2,007.9 pg/mL +/- 11.6741 pg/mL Gravimetric
CAs#  534-52-1 (Lot LC12394V) +/-  21.9839 pg/mL Unstressed
Purity 99% +/- 37.2883 pg/mL Stressed
60 4-Bromophenyl phenyl ether 1,009.7 pg/mL +/- 5.8704 pg/mL Gravimetric
CAS#  101-55-3 (Lot STBB9729V) +/-  11.0548 pg/mL Unstressed
Purity 98% +/- 18.7508 pg/mL Stressed
61 Hexachlorobenzene 1,002.5 pg/mL +/- 5.8289 pg/mL Gravimetric
CAS#  118-74-1 (Lot LB98981V) +/- 10.9765 pg/mL Unstressed
Purity 98% +/- 18.6180 pg/mL Stressed
62 Pentachlorophenol 2,005.1 pg/mL +/-  11.6578 pg/mL Gravimetric
CAS#  87-86-5 (Lot 150212JLM) +/-  21.9532 pg/mL Unstressed
Purity 99% +/- 37.2363 pg/mL Stressed
63 Phenanthrene 1,006.1 pg/mL +/- 5.8494 pg/mL Gravimetric
CAs#  85-01-8 (Lot MKBQ8219V) +/- 11.0151 pg/mL Unstressed
Purity 98% +/- 18.6835 pg/mL Stressed
64 n-Octadecane (C18) 1,005.4 pg/mL +/- 5.8455 pg/mL Gravimetric
CAS#  593-45-3 (Lot OGCDK) +/- 11.0078 pg/mL Unstressed
Purity 99% +/- 18.6711 pg/mL Stressed
65 Anthracene 1,000.9 pg/mL +/- 5.8193 pg/mL Gravimetric
CAs#  120-12-7 (Lot MKBK5208V) +/- 10.9586 pg/mL Unstressed
Purity 99% +/- 18.5875 pg/mL Stressed
66 Carbazole 1,003.4 pg/mL +/- 5.8340 pg/mL Gravimetric
CAS#  86-74-8 (Lot S42950-417) +/- 10.9862 pg/mL Unstressed
Purity 98% +/- 18.6343 pg/mL Stressed
67 Di-n-butylphthalate 1,005.8 pg/mL +/- 5.8478 pg/mL Gravimetric
CAS#  84-74-2 (Lot MKBL8501V) +/- 11.0122 pg/mL Unstressed
Purity 99% +/- 18.6785 pg/mL Stressed
68 Fluoranthene 996.1 ug/mL +/- 5.7912 pg/mL Gravimetric
CAS#  206-44-0 (Lot MKBQ6360V) +/-  10.9057 pg/mL Unstressed
Purity 98% +/- 18.4978 pg/mL Stressed
69 Pyrene 1,000.6 pg/mL +/- 5.8175 pg/mL Gravimetric
CAS#  129-00-0 (Lot BCBJ0984V) +/- 10.9550 pg/mL Unstressed
Purity 98% +/- 18.5816 pg/mL Stressed
70 Benzyl butyl phthalate 1,000.7 pg/mL +/- 5.8182 pg/mL Gravimetric
CAs#  85-68-7 (Lot 03027HV) +/-  10.9564 pg/mL Unstressed
Purity 99% +/- 18.5838 pg/mL Stressed
71 Benz(a)anthracene 1,003.6 pg/mL +/- 5.8350 pg/mL Gravimetric
CAS#  56-55-3 (Lot ER031412-01) +/- 10.9881 pg/mL Unstressed
Purity 99% +/- 18.6376 pg/mL Stressed
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72 Chrysene 1,000.1 pg/mL +/- 5.8147 pg/mL Gravimetric
CAs#  218-01-9 (Lot PR121912-01) +/- 10.9498 pg/mL Unstressed
Purity 99% +/- 18.5726 pg/mL Stressed
73 Bis(2-ethylhexyl)phthalate 1,008.5 pg/mL +/- 5.8635 pg/mL Gravimetric
CAs#  117-81-7 (Lot MKBK2695V) +/- 11.0418 pg/mL Unstressed
Purity 99% +/- 18.7286 pg/mL Stressed
74 Di-n-octyl phthalate 1,007.8 pg/mL +/- 5.8594 pg/mL Gravimetric
CAs#  117-84-0 (Lot 3589500) +/- 11.0341 pg/mL Unstressed
Purity 99% +/- 18.7156 pg/mL Stressed
75 Benzo(b)fluoranthene 1,005.4 pg/mL +/- 5.8455 pg/mL Gravimetric
CAs#  205-99-2 (Lot ER03101401) +/- 11.0078 pg/mL Unstressed
Purity 99% +/- 18.6711 pg/mL Stressed
76 Benzo(k)fluoranthene 1,006.0 pg/mL +/-  5.8490 pg/mL Gravimetric
CAsS#  207-08-9 (Lot 012012K) +/- 11.0144 pg/mL Unstressed
Purity 99% +/- 18.6822 pg/mL Stressed
7 Benzo(a)pyrene 1,006.1 pg/mL +/- 5.8496 pg/mL Gravimetric
CAS#  50-32-8 (Lot ER071309-02) +/- 11.0155 pg/mL Unstressed
Purity 99% +/- 18.6841 pg/mL Stressed
78 Indeno(1,2,3-cd)pyrene 1,002.8 pg/mL +/- 5.8304 pg/mL Gravimetric
CAS#  193-39-5 (Lot ER082107-02) +/- 10.9794 pg/mL Unstressed
Purity 99% +/- 18.6228 pg/mL Stressed
79 Dibenz(a,h)anthracene 1,008.0 pg/mL +/- 5.8606 pg/mL Gravimetric
CAS#  53-70-3 (Lot ER032211-01) +/- 11.0363 pg/mL Unstressed
Purity 99% +/- 18.7193 pg/mL Stressed
80 Benzo(g,h,i)perylene 1,001.3 pg/mL +/- 5.8216 pg/mL Gravimetric
CAS#  191-24-2 (Lot ER020708-08) +/- 10.9629 pg/mL Unstressed
Purity 99% +/- 18.5949 pg/mL Stressed
Solvent: Methylene Chloride

CAS # 75-09-2
Purity 99%

Specific Reference Material Notes:

N-nitrosodiphenylamine 2000 ug/mL equivalent when used for GC analysis. Actual formulation is diphenylamine 1710 ug/mL.

N-Nitrosodiphenylamine is prone to breakdown in the injection port and will be converted to diphenylamine.

N-Nitrosodiphenylamine is also a reactive species that can initiate premature decomposition of other compounds in the mix. For

these reasons diphenylamine is used in the preparation of this mixture. When comparing the response of this compound to

mixtures manufactured using N-nitrosodiphenylamine, a difference in response will be observed.
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Column:
30m x 0.25mm x 0.25um
Rtx-5 (cat.#10223)

Carrier Gas:
hydrogen-constant pressure 10 psi

Temp. Program:
35°C (hold 3 min.) to 330°C
@ 3°C/min. (hold 3 min.)

Inj. Temp:
250°C

Det. Temp:
300°C

Det. Type:
FID

This chromatogram represents a general set of testing conditions chosen for product
acceptance. For optimal results in your lab, conditions should be adjusted for your
specific instrument, method, and application.

Date Mixed: ~ 22-Jun-2015 Balance: 1128360905

Date Passed:  26-Jun-2015 Manufactured under Restek's ISO 9001:2008

Registered Quality System
Certificate #FM 80397
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General Certified Reference Material Notes

Expiration Notes:
Expiration date valid for unopened ampul stored in compliance with the recommended conditions.
Uncertainty, concentration, and expiration of the CRM are based on the unopened product being stored according to the
recommended condition found in the storage field.

Purity Notes:
Purity and/or chemical identity are determined by one or more of the following techniques: GC/FID, HPLC, GC/UECD,
GC/MS, LC/MS, RI, and/or melting point.
Compounds with a listed purity of less than 99% have been weight corrected to compensate for impurities and/or salts.
A correction factor is used to calculate the amount of compound necessary to achieve the desired concentration of the
parent compound in solution.
Purity of isomeric compounds is reported as the sum of the isomers.

- Purity values are rounded to the nearest whole number.

Certified Uncertainty Value Notes:
The uncertainties are determined in accordance with ISO Guides 34 and 35. The certified combined stressed uncertainty
value ( includes gravimetric uncertainty, homogeneity between-ampul uncertainty, storage stability uncertainty and
shipping stability uncertainty and were combined using the following formula:

kis a coverage factor of 2, which gives a level of confidence of approximately 95%.

It is important to note that the shipping stability uncertainty was obtained under temperature extremes for specific time
intervals; therefore, the certified combined stressed uncertainty value should only be applied to the product if it was
stored at non-standard temperature conditions up to and including 7 days. Contact Restek Technical Service at
www.restek.com/Contact-Us for use recommendations if your shipment was in-transit for more than 7 days at non-
standard temperature conditions.

Apply the certified combined unstressed uncertainty value if the product was received under standard shipping
conditions. Apply the certified combined stressed uncertainty value if the product was received under non-standard
conditions as specified below.

Label Conditions Standard Conditions Non-Standard Conditions
25°C Nominal (Room Temperature) < 60°C 60°C up to 7 days
10°C or colder (Refrigerate) <40°C 40°C up to 7 days
0°C or colder (Freezer) < 25°C 25°C upto 7 days

Separate (not combined) uncertainty values for gravimetric uncertainty are also displayed on the certificate, if needed,
separate homogeneity between-ampul uncertainty, storage stability uncertainty and shipping stability uncertainty values
are available by contacting Restek Technical Service at www.restek.com/Contact-Us.
The packaged amount is the minimum sample size for which uncertainty is valid. The ampules are over-filled to ensure
that the minimum packaged amount can be sufficiently transferred.

Manufacturing Notes:
Concentration is based upon gravimetric preparation using either a balance whose calibration has been verified daily
using NIST traceable weights, and/or dilutions with Class A glassware.

Handling Notes:
Samples should be transferred into deactivated vials for handling and storage. Restek supplies deactivated vials along
with most standards packed in 2 mL ampules. Due to space constraints, Restek does not supply vials for larger volume
ampules. Restek sells DMDCS for the purpose of glassware deactivation as catalog number 31861, which includes
complete instructions. Restek will also deactivate larger volume vials from our inventory as a custom ordered item.
Contact your Restek sales or customer service representative for details.
If any undissolved material is visible inside the ampul, sonicate the unopened ampul until the material is completely
dissolved.
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CERTIFIED REFERENCE MATERIAL
110 Benner Circle o ]
e oossaionn Certificate of Analysis
Fax: (814)353-1309

www.restek.com

FOR LABORATORY USE ONLY-READ SDS PRIOR TO USE.

This Reference Material is intended for Laboratory Use Only as a standard for
the qualitative and/or quantitative determination of the analyte(s) listed.

Catalog No. : 569729 Lot No.: A0111934

Description : 8270 List 1/ Std #1 MegaMix (2015)

8270 List 1/ Std #1 MegaMix (2015) 500-2000 ug/ml, Methylene
Chloride, 5 ml/ampul

Container Size : 10 mL Pkg Amt: >5mL
Expiration Date : December 31, 2016 Storage: ~ 10°C or colder
Handling: Carcinogen/reproductive toxin. Photosensitive. Sonicate.

CERTIFIED VALUES

Elution Compound Grav. Conc. Expanded Uncertainty
Order (weight/volume) (95% C.L.; K=2)

1,4-Dioxane 1,001.1 pg/mL +/- 5.8205 pg/mL Gravimetric
CAs#  123-91-1 (Lot SHBF7514V) +/- 10.9607 pg/mL Unstressed
Purity 99% +/- 18.5912 pg/mL Stressed

2 Pyridine 1,006.2 pg/mL +/- 5.8501 pg/mL Gravimetric
CAs#  110-86-1 (Lot SHBC7174V) +/- 11.0166 pg/mL Unstressed
Purity 99% +/- 18.6859 pg/mL Stressed

3 N-Nitrosodimethylamine 1,009.0 pg/mL +/- 5.8664 pg/mL Gravimetric
CAS#  62-75-9 (Lot 3498100) +/- 11.0472 pg/mL Unstressed
Purity 99% +/- 18.7379 pg/mL Stressed

4 Aniline 1,009.1 pg/mL +/- 5.8670 pg/mL Gravimetric
CAS#  62-53-3 (Lot K2272462) +/- 11.0483 pg/mL Unstressed
Purity 99% +/- 18.7398 pg/mL Stressed

5 Bis(2-chloroethyl)ether 1,005.3 pg/mL +/- 5.8449 pg/mL Gravimetric
CAs#  111-44-4 (Lot 45296HKYV) +/-  11.0067 pg/mL Unstressed
Purity 99% +/-  18.6692 pg/mL Stressed

6 2-Chlorophenol 1,002.5 pg/mL +/- 5.8286 pg/mL Gravimetric
CAsS#  95-57-8 (Lot MKBD3900V) +/- 10.9761 pg/mL Unstressed
Purity 99% +/- 18.6172 pg/mL Stressed

7 Phenol 1,004.4 pg/mL +/- 5.8397 pg/mL Gravimetric
CAS#  108-95-2 (Lot SHBF1351V) +/-  10.9969 pg/mL Unstressed
Purity 99% +/- 18.6525 pg/mL Stressed
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8 n-Decane (C10) 1,004.1 pg/mL +/- 5.8379 pg/mL Gravimetric
CAS#  124-18-5 (Lot SHBF1587V) +/- 10.9936 pg/mL Unstressed
Purity 99% +/- 18.6469 pg/mL Stressed
9 1,4-Dichlorobenzene 1,007.0 pg/mL +/- 5.8548 pg/mL Gravimetric
CAs#  106-46-7 (Lot MKBS1350V) +/- 11.0253 pg/mL Unstressed
Purity 99% +/- 18.7008 pg/mL Stressed
10 1,3-Dichlorobenzene 1,004.9 pg/mL +/- 5.8426 pg/mL Gravimetric
CAS#  541-73-1 (Lot BCBC1891V) +/- 11.0023 pg/mL Unstressed
Purity 99% +/- 18.6618 pg/mL Stressed
11 1,2-Dichlorobenzene 1,004.1 pg/mL +/- 5.8379 pg/mL Gravimetric
CAs#  95-50-1 (Lot SHBD7331V) +/-  10.9936 pg/mL Unstressed
Purity 99% +/- 18.6469 pg/mL Stressed
12 Benzyl alcohol 1,006.6 pg/mL +/- 5.8525 pg/mL Gravimetric
CAS#  100-51-6 (Lot SHBC1850V) +/- 11.0210 pg/mL Unstressed
Purity 99% +/- 18.6934 pg/mL Stressed
13 2,2'-oxybis(1-chloropropane) 1,009.0 pg/mL +/- 5.8664 pg/mL Gravimetric
CAs#  108-60-1 (Lot 2-KMW-57-8) +/-  11.0472 pg/mL Unstressed
Purity 99% +/- 18.7379 pg/mL Stressed
14 2-Methylphenol (o-cresol) 1,005.9 pg/mL +/- 5.8484 pg/mL Gravimetric
CAS#  95-48-7 (Lot SHBC1479V) +/- 11.0133 pg/mL Unstressed
Purity 99% +/- 18.6804 pg/mL Stressed
15 Hexachloroethane 1,005.4 pg/mL +/- 5.8455 pg/mL Gravimetric
CAS#  67-72-1 (Lot 4H3SF) +/- 11.0078 pg/mL Unstressed
Purity 99% +/- 18.6711 pg/mL Stressed
16 Acetophenone 1,001.7 pg/mL +/-  5.8240 pg/mL Gravimetric
CAS#  98-86-2 (Lot MKBR7156V) +/- 10.9673 pg/mL Unstressed
Purity 99% +/- 18.6024 pg/mL Stressed
17 N-Nitroso-di-n-propylamine 1,007.7 pg/mL +/- 5.8589 pg/mL Gravimetric
CAs#  621-64-7 (Lot OPAGF) +/- 11.0330 pg/mL Unstressed
Purity 99% +/- 18.7138 pg/mL Stressed
18 4-Methylphenol (p-cresol) 502.3 pg/mL +- 29272 pg/mL Gravimetric
CAS#  106-44-5 (Lot 49396APV) +/- 5.5031 pg/mL Unstressed
Purity 99% +/-  9.3302 pg/mL Stressed
19 3-Methylphenol (m-cresol) 501.0 pg/mL +/-  2.9196 pg/mL Gravimetric
CAS#  108-39-4 (Lot SHBD0627V) +/- 5.4889 pg/mL Unstressed
Purity 99% +/-  9.3061 pg/mL Stressed
20 Nitrobenzene 1,000.1 pg/mL +/- 5.8147 pg/mL Gravimetric
CAS#  98-95-3 (Lot SHBF2348V) +/-  10.9498 pg/mL Unstressed
Purity 99% +/- 18.5726 pg/mL Stressed
21 Isophorone 1,003.5 pg/mL +/- 5.8344 pg/mL Gravimetric
CAS#  78-59-1 (Lot MKBG2442V) +/- 10.9870 pg/mL Unstressed
Purity 99% +/- 18.6358 pg/mL Stressed
22 2-Nitrophenol 1,006.3 pg/mL +/- 5.8507 pg/mL Gravimetric
CAs#  88-75-5 (Lot BCBH7602V) +/- 11.0177 pg/mL Unstressed
Purity 99% +/- 18.6878 pg/mL Stressed
23 2,4-Dimethylphenol 1,002.0 pg/mL +/- 5.8257 pg/mL Gravimetric
CAs#  105-67-9 (Lot 10165155) +/- 10.9706 pg/mL Unstressed
Purity 99% +/- 18.6079 pg/mL Stressed

Page 167 of 351



24 Bis(2-chloroethoxy)methane 1,001.5 pg/mL +/- 5.8228 pg/mL Gravimetric
CAsS#  111-91-1 (Lot 2238100) +/- 10.9651 pg/mL Unstressed
Purity 99% +/- 18.5986 pg/mL Stressed
25 2,4-Dichlorophenol 1,000.9 pg/mL +/- 5.8193 pg/mL Gravimetric
CAs#  120-83-2 (Lot BCBH1617V) +/- 10.9586 pg/mL Unstressed
Purity 99% +/- 18.5875 pg/mL Stressed
26 1,2,4-Trichlorobenzene 999.9 pg/mL +/- 5.8135 pg/mL Gravimetric
CAs#  120-82-1 (Lot SHBC5541V) +/- 10.9475 pg/mL Unstressed
Purity 98% +/- 18.5688 pg/mL Stressed
27 Naphthalene 1,006.6 pg/mL +/- 5.8525 pg/mL Gravimetric
CAs#  91-20-3 (Lot MKBH4351V) +/- 11.0210 pg/mL Unstressed
Purity 99% +/- 18.6934 pg/mL Stressed
28 2,6-Dichlorophenol 1,000.4 pg/mL +/- 5.8164 pg/mL Gravimetric
CAS#  87-65-0 (Lot MKBN2776V) +/-  10.9531 pg/mL Unstressed
Purity 99% +/- 18.5782 pg/mL Stressed
29 4-Chloroaniline 1,003.6 pg/mL +/- 5.8350 pg/mL Gravimetric
CAs#  106-47-8 (Lot 12528PH) +/- 10.9881 pg/mL Unstressed
Purity 99% +/- 18.6376 pg/mL Stressed
30 Hexachlorobutadiene 1,001.2 pg/mL +/- 5.8209 pg/mL Gravimetric
CAS#  87-68-3 (Lot J31X013) +/- 10.9615 pg/mL Unstressed
Purity 98% +/- 18.5925 pg/mL Stressed
31 2-Methylnaphthalene 999.3 pg/mL +/- 5.8098 pg/mL Gravimetric
CAS#  91-57-6 (Lot 19399MJV) +/- 10.9406 pg/mL Unstressed
Purity 96% +/- 18.5571 pg/mL Stressed
32 4-Chloro-3-methylphenol 1,002.5 pg/mL +/- 5.8286 pg/mL Gravimetric
CAsS#  59-50-7 (Lot STBCO769V) +/- 10.9761 pg/mL Unstressed
Purity 99% +/- 18.6172 pg/mL Stressed
33 1-Methylnaphthalene 1,001.7 pg/mL +/-  5.8240 pg/mL Gravimetric
CAS#  90-12-0 (Lot 525000-10) +/- 10.9673 pg/mL Unstressed
Purity 99% +/- 18.6024 pg/mL Stressed
34 1,2,4,5-Tetrachlorobenzene 1,002.3 pg/mL +/- 5.8275 pg/mL Gravimetric
CAS#  95-94-3 (Lot 06024A1V) +/- 10.9739 pg/mL Unstressed
Purity 99% +/- 18.6135 pg/mL Stressed
35 Hexachlorocyclopentadiene 1,008.9 pg/mL +/- 5.8658 pg/mL Gravimetric
CAS#  T77-47-4 (Lot 3691100) +/- 11.0461 pg/mL Unstressed
Purity 99% +/- 18.7361 pg/mL Stressed
36 2,4,6-Trichlorophenol 1,000.4 pg/mL +/- 5.8163 pg/mL Gravimetric
CAs#  88-06-2 (Lot MKBL4698V) +/- 10.9529 pg/mL Unstressed
Purity 98% +/- 18.5779 pg/mL Stressed
37 2,4,5-Trichlorophenol 1,005.6 pg/mL +/- 5.8466 pg/mL Gravimetric
CAsS#  95-95-4 (Lot FHMO1) +/- 11.0100 pg/mL Unstressed
Purity 99% +/- 18.6748 pg/mL Stressed
38 2-Chloronaphthalene 1,001.5 pg/mL +/- 5.8228 pg/mL Gravimetric
CAs#  91-58-7 (Lot AJ2UI-TE) +/-  10.9651 pg/mL Unstressed
Purity 99% +/- 18.5986 pg/mL Stressed
39 Biphenyl 1,002.0 pg/mL +/- 5.8257 pg/mL Gravimetric
CAS#  92-52-4 (Lot 1277976) +/- 10.9706 pg/mL Unstressed
Purity 99% +/- 18.6079 pg/mL Stressed
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40 2-Nitroaniline 1,008.4 pg/mL +/- 5.8629 pg/mL Gravimetric
CAS#  88-74-4 (Lot MKBK7597V) +/- 11.0407 pg/mL Unstressed
Purity 99% +/- 18.7268 pg/mL Stressed
41 Acenaphthylene 1,003.4 pg/mL +/- 5.8339 pg/mL Gravimetric
CAS#  208-96-8 (Lot ERO30707-01) +/- 10.9859 pg/mL Unstressed
Purity 99% +/- 18.6339 pg/mL Stressed
42 1,3-Dinitrobenzene 1,000.3 pg/mL +/- 5.8158 pg/mL Gravimetric
CAS#  99-65-0 (Lot BCBB1436V) +/- 10.9520 pg/mL Unstressed
Purity 99% +/- 18.5764 pg/mL Stressed
43 Dimethylphthalate 1,002.6 pg/mL +/- 5.8292 pg/mL Gravimetric
CAs#  131-11-3 (Lot 10117699) +/- 10.9772 pg/mL Unstressed
Purity 99% +/- 18.6191 pg/mL Stressed
44 2,6-Dinitrotoluene 1,000.1 pg/mL +/- 5.8147 pg/mL Gravimetric
CAS#  606-20-2 (Lot 1437483V) +/- 10.9498 pg/mL Unstressed
Purity 99% +/- 18.5726 pg/mL Stressed
45 Acenaphthene 1,001.6 pg/mL +/- 5.8234 pg/mL Gravimetric
CAs#  83-32-9 (Lot MKBP0384V) +/-  10.9662 pg/mL Unstressed
Purity 99% +/- 18.6005 pg/mL Stressed
46 2,4-Dinitrophenol 2,001.6 pg/mL +/-  11.6375 pg/mL Gravimetric
CAS#  51-28-5 (Lot STBD8351V) +/-  21.9149 pg/mL Unstressed
Purity 99% +/- 37.1713 pg/mL Stressed
47 Dibenzofuran 1,000.5 pg/mL +/- 5.8170 pg/mL Gravimetric
CAS#  132-64-9 (Lot MKBH8392V) +/- 10.9542 pg/mL Unstressed
Purity 99% +/- 18.5801 pg/mL Stressed
48 3-Nitroaniline 1,002.7 pg/mL +/- 5.8297 pg/mL Gravimetric
CAS#  99-09-2 (Lot MKBH5131V) +/- 10.9781 pg/mL Unstressed
Purity 97% +/- 18.6207 pg/mL Stressed
49 2,4-Dinitrotoluene 1,002.7 pg/mL +/- 5.8298 pg/mL Gravimetric
CAs#  121-14-2 (Lot MKAADG90V) +/- 10.9783 pg/mL Unstressed
Purity 99% +/- 18.6209 pg/mL Stressed
50 4-Nitrophenol 2,003.0 pg/mL +/-  11.6456 pg/mL Gravimetric
CAS#  100-02-7 (Lot MKBK1842V) +/-  21.9302 pg/mL Unstressed
Purity 99% +/-  37.1973 pg/mL Stressed
51 2,3,4,6-Tetrachlorophenol 1,000.2 pg/mL +/- 5.8152 pg/mL Gravimetric
CAS#  58-90-2 (Lot B15W0428) +/- 10.9508 pg/mL Unstressed
Purity 98% +/- 18.5743 pg/mL Stressed
52 Fluorene 996.0 ug/mL +/- 5.7907 pg/mL Gravimetric
CAs#  86-73-7 (Lot 10174662) +/- 10.9046 pg/mL Unstressed
Purity 98% +/- 18.4960 pg/mL Stressed
53 4-Chlorophenyl phenyl ether 1,003.3 pg/mL +/- 5.8333 pg/mL Gravimetric
CAs#  7005-72-3 (Lot MKBS2248V) +/- 10.9848 pg/mL Unstressed
Purity 99% +/- 18.6321 pg/mL Stressed
54 n-Hexadecane (C16) 1,005.6 pg/mL +/- 5.8466 pg/mL Gravimetric
CAS#  544-76-3 (Lot SHBG1026V) +/- 11.0100 pg/mL Unstressed
Purity 99% +/- 18.6748 pg/mL Stressed
55 Diethylphthalate 1,004.9 pg/mL +/- 5.8426 pg/mL Gravimetric
CAS#  84-66-2 (Lot MKBJ3578V) +/- 11.0023 pg/mL Unstressed
Purity 99% +/- 18.6618 pg/mL Stressed
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56 Azobenzene 1,007.5 pg/mL +/- 5.8577 pg/mL Gravimetric
CAs#  103-33-3 (Lot MKBS2559V) +/- 11.0308 pg/mL Unstressed
Purity 99% +/- 18.7101 pg/mL Stressed
57 Diphenylamine 1,708.5 pg/mL +/- 9.9334 pg/mL Gravimetric
CAs#  122-39-4 (Lot MKBN8295V) +/- 18.7059 pg/mL Unstressed
Purity 99% +/- 31.7282 pg/mL Stressed
58 4-Nitroaniline 1,006.1 pg/mL +/- 5.8496 pg/mL Gravimetric
CAs#  100-01-6 (Lot BCBG4702V) +/- 11.0155 pg/mL Unstressed
Purity 99% +/- 18.6841 pg/mL Stressed
59 4,6-Dinitro-2-methylphenol (Dinitro-o-cresol) 2,007.9 pg/mL +/- 11.6741 pg/mL Gravimetric
CAs#  534-52-1 (Lot LC12394V) +/-  21.9839 pg/mL Unstressed
Purity 99% +/- 37.2883 pg/mL Stressed
60 4-Bromophenyl phenyl ether 1,009.7 pg/mL +/- 5.8704 pg/mL Gravimetric
CAS#  101-55-3 (Lot STBB9729V) +/-  11.0548 pg/mL Unstressed
Purity 98% +/- 18.7508 pg/mL Stressed
61 Hexachlorobenzene 1,002.5 pg/mL +/- 5.8289 pg/mL Gravimetric
CAS#  118-74-1 (Lot LB98981V) +/- 10.9765 pg/mL Unstressed
Purity 98% +/- 18.6180 pg/mL Stressed
62 Pentachlorophenol 2,005.1 pg/mL +/-  11.6578 pg/mL Gravimetric
CAS#  87-86-5 (Lot 150212JLM) +/-  21.9532 pg/mL Unstressed
Purity 99% +/- 37.2363 pg/mL Stressed
63 Phenanthrene 1,006.1 pg/mL +/- 5.8494 pg/mL Gravimetric
CAs#  85-01-8 (Lot MKBQ8219V) +/- 11.0151 pg/mL Unstressed
Purity 98% +/- 18.6835 pg/mL Stressed
64 n-Octadecane (C18) 1,005.4 pg/mL +/- 5.8455 pg/mL Gravimetric
CAS#  593-45-3 (Lot OGCDK) +/- 11.0078 pg/mL Unstressed
Purity 99% +/- 18.6711 pg/mL Stressed
65 Anthracene 1,000.9 pg/mL +/- 5.8193 pg/mL Gravimetric
CAs#  120-12-7 (Lot MKBK5208V) +/- 10.9586 pg/mL Unstressed
Purity 99% +/- 18.5875 pg/mL Stressed
66 Carbazole 1,003.4 pg/mL +/- 5.8340 pg/mL Gravimetric
CAS#  86-74-8 (Lot S42950-417) +/- 10.9862 pg/mL Unstressed
Purity 98% +/- 18.6343 pg/mL Stressed
67 Di-n-butylphthalate 1,005.8 pg/mL +/- 5.8478 pg/mL Gravimetric
CAS#  84-74-2 (Lot MKBL8501V) +/- 11.0122 pg/mL Unstressed
Purity 99% +/- 18.6785 pg/mL Stressed
68 Fluoranthene 996.1 ug/mL +/- 5.7912 pg/mL Gravimetric
CAS#  206-44-0 (Lot MKBQ6360V) +/-  10.9057 pg/mL Unstressed
Purity 98% +/- 18.4978 pg/mL Stressed
69 Pyrene 1,000.6 pg/mL +/- 5.8175 pg/mL Gravimetric
CAS#  129-00-0 (Lot BCBJ0984V) +/- 10.9550 pg/mL Unstressed
Purity 98% +/- 18.5816 pg/mL Stressed
70 Benzyl butyl phthalate 1,000.7 pg/mL +/- 5.8182 pg/mL Gravimetric
CAs#  85-68-7 (Lot 03027HV) +/-  10.9564 pg/mL Unstressed
Purity 99% +/- 18.5838 pg/mL Stressed
71 Benz(a)anthracene 1,003.6 pg/mL +/- 5.8350 pg/mL Gravimetric
CAS#  56-55-3 (Lot ER031412-01) +/- 10.9881 pg/mL Unstressed
Purity 99% +/- 18.6376 pg/mL Stressed
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72 Chrysene 1,000.1 pg/mL +/- 5.8147 pg/mL Gravimetric
CAs#  218-01-9 (Lot PR121912-01) +/- 10.9498 pg/mL Unstressed
Purity 99% +/- 18.5726 pg/mL Stressed
73 Bis(2-ethylhexyl)phthalate 1,008.5 pg/mL +/- 5.8635 pg/mL Gravimetric
CAs#  117-81-7 (Lot MKBK2695V) +/- 11.0418 pg/mL Unstressed
Purity 99% +/- 18.7286 pg/mL Stressed
74 Di-n-octyl phthalate 1,007.8 pg/mL +/- 5.8594 pg/mL Gravimetric
CAs#  117-84-0 (Lot 3589500) +/- 11.0341 pg/mL Unstressed
Purity 99% +/- 18.7156 pg/mL Stressed
75 Benzo(b)fluoranthene 1,005.4 pg/mL +/- 5.8455 pg/mL Gravimetric
CAs#  205-99-2 (Lot ER03101401) +/- 11.0078 pg/mL Unstressed
Purity 99% +/- 18.6711 pg/mL Stressed
76 Benzo(k)fluoranthene 1,006.0 pg/mL +/-  5.8490 pg/mL Gravimetric
CAsS#  207-08-9 (Lot 012012K) +/- 11.0144 pg/mL Unstressed
Purity 99% +/- 18.6822 pg/mL Stressed
7 Benzo(a)pyrene 1,006.1 pg/mL +/- 5.8496 pg/mL Gravimetric
CAS#  50-32-8 (Lot ER071309-02) +/- 11.0155 pg/mL Unstressed
Purity 99% +/- 18.6841 pg/mL Stressed
78 Indeno(1,2,3-cd)pyrene 1,002.8 pg/mL +/- 5.8304 pg/mL Gravimetric
CAS#  193-39-5 (Lot ER082107-02) +/- 10.9794 pg/mL Unstressed
Purity 99% +/- 18.6228 pg/mL Stressed
79 Dibenz(a,h)anthracene 1,008.0 pg/mL +/- 5.8606 pg/mL Gravimetric
CAS#  53-70-3 (Lot ER032211-01) +/- 11.0363 pg/mL Unstressed
Purity 99% +/- 18.7193 pg/mL Stressed
80 Benzo(g,h,i)perylene 1,001.3 pg/mL +/- 5.8216 pg/mL Gravimetric
CAS#  191-24-2 (Lot ER020708-08) +/- 10.9629 pg/mL Unstressed
Purity 99% +/- 18.5949 pg/mL Stressed
Solvent: Methylene Chloride

CAS # 75-09-2
Purity 99%

Specific Reference Material Notes:

N-nitrosodiphenylamine 2000 ug/mL equivalent when used for GC analysis. Actual formulation is diphenylamine 1710 ug/mL.

N-Nitrosodiphenylamine is prone to breakdown in the injection port and will be converted to diphenylamine.

N-Nitrosodiphenylamine is also a reactive species that can initiate premature decomposition of other compounds in the mix. For

these reasons diphenylamine is used in the preparation of this mixture. When comparing the response of this compound to

mixtures manufactured using N-nitrosodiphenylamine, a difference in response will be observed.
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Column:
30m x 0.25mm x 0.25um
Rtx-5 (cat.#10223)

Carrier Gas:
hydrogen-constant pressure 10 psi

Temp. Program:
35°C (hold 3 min.) to 330°C
@ 3°C/min. (hold 3 min.)

Inj. Temp:
250°C

Det. Temp:
300°C

Det. Type:
FID

This chromatogram represents a general set of testing conditions chosen for product
acceptance. For optimal results in your lab, conditions should be adjusted for your
specific instrument, method, and application.

Date Mixed: ~ 22-Jun-2015 Balance: 1128360905

Date Passed:  26-Jun-2015 Manufactured under Restek's ISO 9001:2008

Registered Quality System
Certificate #FM 80397
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General Certified Reference Material Notes

Expiration Notes:
Expiration date valid for unopened ampul stored in compliance with the recommended conditions.
Uncertainty, concentration, and expiration of the CRM are based on the unopened product being stored according to the
recommended condition found in the storage field.

Purity Notes:
Purity and/or chemical identity are determined by one or more of the following techniques: GC/FID, HPLC, GC/UECD,
GC/MS, LC/MS, RI, and/or melting point.
Compounds with a listed purity of less than 99% have been weight corrected to compensate for impurities and/or salts.
A correction factor is used to calculate the amount of compound necessary to achieve the desired concentration of the
parent compound in solution.
Purity of isomeric compounds is reported as the sum of the isomers.

- Purity values are rounded to the nearest whole number.

Certified Uncertainty Value Notes:
The uncertainties are determined in accordance with ISO Guides 34 and 35. The certified combined stressed uncertainty
value ( includes gravimetric uncertainty, homogeneity between-ampul uncertainty, storage stability uncertainty and
shipping stability uncertainty and were combined using the following formula:

kis a coverage factor of 2, which gives a level of confidence of approximately 95%.

It is important to note that the shipping stability uncertainty was obtained under temperature extremes for specific time
intervals; therefore, the certified combined stressed uncertainty value should only be applied to the product if it was
stored at non-standard temperature conditions up to and including 7 days. Contact Restek Technical Service at
www.restek.com/Contact-Us for use recommendations if your shipment was in-transit for more than 7 days at non-
standard temperature conditions.

Apply the certified combined unstressed uncertainty value if the product was received under standard shipping
conditions. Apply the certified combined stressed uncertainty value if the product was received under non-standard
conditions as specified below.

Label Conditions Standard Conditions Non-Standard Conditions
25°C Nominal (Room Temperature) < 60°C 60°C up to 7 days
10°C or colder (Refrigerate) <40°C 40°C up to 7 days
0°C or colder (Freezer) < 25°C 25°C upto 7 days

Separate (not combined) uncertainty values for gravimetric uncertainty are also displayed on the certificate, if needed,
separate homogeneity between-ampul uncertainty, storage stability uncertainty and shipping stability uncertainty values
are available by contacting Restek Technical Service at www.restek.com/Contact-Us.
The packaged amount is the minimum sample size for which uncertainty is valid. The ampules are over-filled to ensure
that the minimum packaged amount can be sufficiently transferred.

Manufacturing Notes:
Concentration is based upon gravimetric preparation using either a balance whose calibration has been verified daily
using NIST traceable weights, and/or dilutions with Class A glassware.

Handling Notes:
Samples should be transferred into deactivated vials for handling and storage. Restek supplies deactivated vials along
with most standards packed in 2 mL ampules. Due to space constraints, Restek does not supply vials for larger volume
ampules. Restek sells DMDCS for the purpose of glassware deactivation as catalog number 31861, which includes
complete instructions. Restek will also deactivate larger volume vials from our inventory as a custom ordered item.
Contact your Restek sales or customer service representative for details.
If any undissolved material is visible inside the ampul, sonicate the unopened ampul until the material is completely
dissolved.
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CERTIFIED REFERENCE MATERIAL
110 Benner Circle o ]
e oossaionn Certificate of Analysis
Fax: (814)353-1309

www.restek.com

FOR LABORATORY USE ONLY-READ SDS PRIOR TO USE.

This Reference Material is intended for Laboratory Use Only as a standard for
the qualitative and/or quantitative determination of the analyte(s) listed.

Catalog No. : 569729 Lot No.: A0111934

Description : 8270 List 1/ Std #1 MegaMix (2015)

8270 List 1/ Std #1 MegaMix (2015) 500-2000 ug/ml, Methylene
Chloride, 5 ml/ampul

Container Size : 10 mL Pkg Amt: >5mL
Expiration Date : December 31, 2016 Storage: ~ 10°C or colder
Handling: Carcinogen/reproductive toxin. Photosensitive. Sonicate.

CERTIFIED VALUES

Elution Compound Grav. Conc. Expanded Uncertainty
Order (weight/volume) (95% C.L.; K=2)

1,4-Dioxane 1,001.1 pg/mL +/- 5.8205 pg/mL Gravimetric
CAs#  123-91-1 (Lot SHBF7514V) +/- 10.9607 pg/mL Unstressed
Purity 99% +/- 18.5912 pg/mL Stressed

2 Pyridine 1,006.2 pg/mL +/- 5.8501 pg/mL Gravimetric
CAs#  110-86-1 (Lot SHBC7174V) +/- 11.0166 pg/mL Unstressed
Purity 99% +/- 18.6859 pg/mL Stressed

3 N-Nitrosodimethylamine 1,009.0 pg/mL +/- 5.8664 pg/mL Gravimetric
CAS#  62-75-9 (Lot 3498100) +/- 11.0472 pg/mL Unstressed
Purity 99% +/- 18.7379 pg/mL Stressed

4 Aniline 1,009.1 pg/mL +/- 5.8670 pg/mL Gravimetric
CAS#  62-53-3 (Lot K2272462) +/- 11.0483 pg/mL Unstressed
Purity 99% +/- 18.7398 pg/mL Stressed

5 Bis(2-chloroethyl)ether 1,005.3 pg/mL +/- 5.8449 pg/mL Gravimetric
CAs#  111-44-4 (Lot 45296HKYV) +/-  11.0067 pg/mL Unstressed
Purity 99% +/-  18.6692 pg/mL Stressed

6 2-Chlorophenol 1,002.5 pg/mL +/- 5.8286 pg/mL Gravimetric
CAsS#  95-57-8 (Lot MKBD3900V) +/- 10.9761 pg/mL Unstressed
Purity 99% +/- 18.6172 pg/mL Stressed

7 Phenol 1,004.4 pg/mL +/- 5.8397 pg/mL Gravimetric
CAS#  108-95-2 (Lot SHBF1351V) +/-  10.9969 pg/mL Unstressed
Purity 99% +/- 18.6525 pg/mL Stressed
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8 n-Decane (C10) 1,004.1 pg/mL +/- 5.8379 pg/mL Gravimetric
CAS#  124-18-5 (Lot SHBF1587V) +/- 10.9936 pg/mL Unstressed
Purity 99% +/- 18.6469 pg/mL Stressed
9 1,4-Dichlorobenzene 1,007.0 pg/mL +/- 5.8548 pg/mL Gravimetric
CAs#  106-46-7 (Lot MKBS1350V) +/- 11.0253 pg/mL Unstressed
Purity 99% +/- 18.7008 pg/mL Stressed
10 1,3-Dichlorobenzene 1,004.9 pg/mL +/- 5.8426 pg/mL Gravimetric
CAS#  541-73-1 (Lot BCBC1891V) +/- 11.0023 pg/mL Unstressed
Purity 99% +/- 18.6618 pg/mL Stressed
11 1,2-Dichlorobenzene 1,004.1 pg/mL +/- 5.8379 pg/mL Gravimetric
CAs#  95-50-1 (Lot SHBD7331V) +/-  10.9936 pg/mL Unstressed
Purity 99% +/- 18.6469 pg/mL Stressed
12 Benzyl alcohol 1,006.6 pg/mL +/- 5.8525 pg/mL Gravimetric
CAS#  100-51-6 (Lot SHBC1850V) +/- 11.0210 pg/mL Unstressed
Purity 99% +/- 18.6934 pg/mL Stressed
13 2,2'-oxybis(1-chloropropane) 1,009.0 pg/mL +/- 5.8664 pg/mL Gravimetric
CAs#  108-60-1 (Lot 2-KMW-57-8) +/-  11.0472 pg/mL Unstressed
Purity 99% +/- 18.7379 pg/mL Stressed
14 2-Methylphenol (o-cresol) 1,005.9 pg/mL +/- 5.8484 pg/mL Gravimetric
CAS#  95-48-7 (Lot SHBC1479V) +/- 11.0133 pg/mL Unstressed
Purity 99% +/- 18.6804 pg/mL Stressed
15 Hexachloroethane 1,005.4 pg/mL +/- 5.8455 pg/mL Gravimetric
CAS#  67-72-1 (Lot 4H3SF) +/- 11.0078 pg/mL Unstressed
Purity 99% +/- 18.6711 pg/mL Stressed
16 Acetophenone 1,001.7 pg/mL +/-  5.8240 pg/mL Gravimetric
CAS#  98-86-2 (Lot MKBR7156V) +/- 10.9673 pg/mL Unstressed
Purity 99% +/- 18.6024 pg/mL Stressed
17 N-Nitroso-di-n-propylamine 1,007.7 pg/mL +/- 5.8589 pg/mL Gravimetric
CAs#  621-64-7 (Lot OPAGF) +/- 11.0330 pg/mL Unstressed
Purity 99% +/- 18.7138 pg/mL Stressed
18 4-Methylphenol (p-cresol) 502.3 pg/mL +- 29272 pg/mL Gravimetric
CAS#  106-44-5 (Lot 49396APV) +/- 5.5031 pg/mL Unstressed
Purity 99% +/-  9.3302 pg/mL Stressed
19 3-Methylphenol (m-cresol) 501.0 pg/mL +/-  2.9196 pg/mL Gravimetric
CAS#  108-39-4 (Lot SHBD0627V) +/- 5.4889 pg/mL Unstressed
Purity 99% +/-  9.3061 pg/mL Stressed
20 Nitrobenzene 1,000.1 pg/mL +/- 5.8147 pg/mL Gravimetric
CAS#  98-95-3 (Lot SHBF2348V) +/-  10.9498 pg/mL Unstressed
Purity 99% +/- 18.5726 pg/mL Stressed
21 Isophorone 1,003.5 pg/mL +/- 5.8344 pg/mL Gravimetric
CAS#  78-59-1 (Lot MKBG2442V) +/- 10.9870 pg/mL Unstressed
Purity 99% +/- 18.6358 pg/mL Stressed
22 2-Nitrophenol 1,006.3 pg/mL +/- 5.8507 pg/mL Gravimetric
CAs#  88-75-5 (Lot BCBH7602V) +/- 11.0177 pg/mL Unstressed
Purity 99% +/- 18.6878 pg/mL Stressed
23 2,4-Dimethylphenol 1,002.0 pg/mL +/- 5.8257 pg/mL Gravimetric
CAs#  105-67-9 (Lot 10165155) +/- 10.9706 pg/mL Unstressed
Purity 99% +/- 18.6079 pg/mL Stressed
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24 Bis(2-chloroethoxy)methane 1,001.5 pg/mL +/- 5.8228 pg/mL Gravimetric
CAsS#  111-91-1 (Lot 2238100) +/- 10.9651 pg/mL Unstressed
Purity 99% +/- 18.5986 pg/mL Stressed
25 2,4-Dichlorophenol 1,000.9 pg/mL +/- 5.8193 pg/mL Gravimetric
CAs#  120-83-2 (Lot BCBH1617V) +/- 10.9586 pg/mL Unstressed
Purity 99% +/- 18.5875 pg/mL Stressed
26 1,2,4-Trichlorobenzene 999.9 pg/mL +/- 5.8135 pg/mL Gravimetric
CAs#  120-82-1 (Lot SHBC5541V) +/- 10.9475 pg/mL Unstressed
Purity 98% +/- 18.5688 pg/mL Stressed
27 Naphthalene 1,006.6 pg/mL +/- 5.8525 pg/mL Gravimetric
CAs#  91-20-3 (Lot MKBH4351V) +/- 11.0210 pg/mL Unstressed
Purity 99% +/- 18.6934 pg/mL Stressed
28 2,6-Dichlorophenol 1,000.4 pg/mL +/- 5.8164 pg/mL Gravimetric
CAS#  87-65-0 (Lot MKBN2776V) +/-  10.9531 pg/mL Unstressed
Purity 99% +/- 18.5782 pg/mL Stressed
29 4-Chloroaniline 1,003.6 pg/mL +/- 5.8350 pg/mL Gravimetric
CAs#  106-47-8 (Lot 12528PH) +/- 10.9881 pg/mL Unstressed
Purity 99% +/- 18.6376 pg/mL Stressed
30 Hexachlorobutadiene 1,001.2 pg/mL +/- 5.8209 pg/mL Gravimetric
CAS#  87-68-3 (Lot J31X013) +/- 10.9615 pg/mL Unstressed
Purity 98% +/- 18.5925 pg/mL Stressed
31 2-Methylnaphthalene 999.3 pg/mL +/- 5.8098 pg/mL Gravimetric
CAS#  91-57-6 (Lot 19399MJV) +/- 10.9406 pg/mL Unstressed
Purity 96% +/- 18.5571 pg/mL Stressed
32 4-Chloro-3-methylphenol 1,002.5 pg/mL +/- 5.8286 pg/mL Gravimetric
CAsS#  59-50-7 (Lot STBCO769V) +/- 10.9761 pg/mL Unstressed
Purity 99% +/- 18.6172 pg/mL Stressed
33 1-Methylnaphthalene 1,001.7 pg/mL +/-  5.8240 pg/mL Gravimetric
CAS#  90-12-0 (Lot 525000-10) +/- 10.9673 pg/mL Unstressed
Purity 99% +/- 18.6024 pg/mL Stressed
34 1,2,4,5-Tetrachlorobenzene 1,002.3 pg/mL +/- 5.8275 pg/mL Gravimetric
CAS#  95-94-3 (Lot 06024A1V) +/- 10.9739 pg/mL Unstressed
Purity 99% +/- 18.6135 pg/mL Stressed
35 Hexachlorocyclopentadiene 1,008.9 pg/mL +/- 5.8658 pg/mL Gravimetric
CAS#  T77-47-4 (Lot 3691100) +/- 11.0461 pg/mL Unstressed
Purity 99% +/- 18.7361 pg/mL Stressed
36 2,4,6-Trichlorophenol 1,000.4 pg/mL +/- 5.8163 pg/mL Gravimetric
CAs#  88-06-2 (Lot MKBL4698V) +/- 10.9529 pg/mL Unstressed
Purity 98% +/- 18.5779 pg/mL Stressed
37 2,4,5-Trichlorophenol 1,005.6 pg/mL +/- 5.8466 pg/mL Gravimetric
CAsS#  95-95-4 (Lot FHMO1) +/- 11.0100 pg/mL Unstressed
Purity 99% +/- 18.6748 pg/mL Stressed
38 2-Chloronaphthalene 1,001.5 pg/mL +/- 5.8228 pg/mL Gravimetric
CAs#  91-58-7 (Lot AJ2UI-TE) +/-  10.9651 pg/mL Unstressed
Purity 99% +/- 18.5986 pg/mL Stressed
39 Biphenyl 1,002.0 pg/mL +/- 5.8257 pg/mL Gravimetric
CAS#  92-52-4 (Lot 1277976) +/- 10.9706 pg/mL Unstressed
Purity 99% +/- 18.6079 pg/mL Stressed
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40 2-Nitroaniline 1,008.4 pg/mL +/- 5.8629 pg/mL Gravimetric
CAS#  88-74-4 (Lot MKBK7597V) +/- 11.0407 pg/mL Unstressed
Purity 99% +/- 18.7268 pg/mL Stressed
41 Acenaphthylene 1,003.4 pg/mL +/- 5.8339 pg/mL Gravimetric
CAS#  208-96-8 (Lot ERO30707-01) +/- 10.9859 pg/mL Unstressed
Purity 99% +/- 18.6339 pg/mL Stressed
42 1,3-Dinitrobenzene 1,000.3 pg/mL +/- 5.8158 pg/mL Gravimetric
CAS#  99-65-0 (Lot BCBB1436V) +/- 10.9520 pg/mL Unstressed
Purity 99% +/- 18.5764 pg/mL Stressed
43 Dimethylphthalate 1,002.6 pg/mL +/- 5.8292 pg/mL Gravimetric
CAs#  131-11-3 (Lot 10117699) +/- 10.9772 pg/mL Unstressed
Purity 99% +/- 18.6191 pg/mL Stressed
44 2,6-Dinitrotoluene 1,000.1 pg/mL +/- 5.8147 pg/mL Gravimetric
CAS#  606-20-2 (Lot 1437483V) +/- 10.9498 pg/mL Unstressed
Purity 99% +/- 18.5726 pg/mL Stressed
45 Acenaphthene 1,001.6 pg/mL +/- 5.8234 pg/mL Gravimetric
CAs#  83-32-9 (Lot MKBP0384V) +/-  10.9662 pg/mL Unstressed
Purity 99% +/- 18.6005 pg/mL Stressed
46 2,4-Dinitrophenol 2,001.6 pg/mL +/-  11.6375 pg/mL Gravimetric
CAS#  51-28-5 (Lot STBD8351V) +/-  21.9149 pg/mL Unstressed
Purity 99% +/- 37.1713 pg/mL Stressed
47 Dibenzofuran 1,000.5 pg/mL +/- 5.8170 pg/mL Gravimetric
CAS#  132-64-9 (Lot MKBH8392V) +/- 10.9542 pg/mL Unstressed
Purity 99% +/- 18.5801 pg/mL Stressed
48 3-Nitroaniline 1,002.7 pg/mL +/- 5.8297 pg/mL Gravimetric
CAS#  99-09-2 (Lot MKBH5131V) +/- 10.9781 pg/mL Unstressed
Purity 97% +/- 18.6207 pg/mL Stressed
49 2,4-Dinitrotoluene 1,002.7 pg/mL +/- 5.8298 pg/mL Gravimetric
CAs#  121-14-2 (Lot MKAADG90V) +/- 10.9783 pg/mL Unstressed
Purity 99% +/- 18.6209 pg/mL Stressed
50 4-Nitrophenol 2,003.0 pg/mL +/-  11.6456 pg/mL Gravimetric
CAS#  100-02-7 (Lot MKBK1842V) +/-  21.9302 pg/mL Unstressed
Purity 99% +/-  37.1973 pg/mL Stressed
51 2,3,4,6-Tetrachlorophenol 1,000.2 pg/mL +/- 5.8152 pg/mL Gravimetric
CAS#  58-90-2 (Lot B15W0428) +/- 10.9508 pg/mL Unstressed
Purity 98% +/- 18.5743 pg/mL Stressed
52 Fluorene 996.0 ug/mL +/- 5.7907 pg/mL Gravimetric
CAs#  86-73-7 (Lot 10174662) +/- 10.9046 pg/mL Unstressed
Purity 98% +/- 18.4960 pg/mL Stressed
53 4-Chlorophenyl phenyl ether 1,003.3 pg/mL +/- 5.8333 pg/mL Gravimetric
CAs#  7005-72-3 (Lot MKBS2248V) +/- 10.9848 pg/mL Unstressed
Purity 99% +/- 18.6321 pg/mL Stressed
54 n-Hexadecane (C16) 1,005.6 pg/mL +/- 5.8466 pg/mL Gravimetric
CAS#  544-76-3 (Lot SHBG1026V) +/- 11.0100 pg/mL Unstressed
Purity 99% +/- 18.6748 pg/mL Stressed
55 Diethylphthalate 1,004.9 pg/mL +/- 5.8426 pg/mL Gravimetric
CAS#  84-66-2 (Lot MKBJ3578V) +/- 11.0023 pg/mL Unstressed
Purity 99% +/- 18.6618 pg/mL Stressed
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56 Azobenzene 1,007.5 pg/mL +/- 5.8577 pg/mL Gravimetric
CAs#  103-33-3 (Lot MKBS2559V) +/- 11.0308 pg/mL Unstressed
Purity 99% +/- 18.7101 pg/mL Stressed
57 Diphenylamine 1,708.5 pg/mL +/- 9.9334 pg/mL Gravimetric
CAs#  122-39-4 (Lot MKBN8295V) +/- 18.7059 pg/mL Unstressed
Purity 99% +/- 31.7282 pg/mL Stressed
58 4-Nitroaniline 1,006.1 pg/mL +/- 5.8496 pg/mL Gravimetric
CAs#  100-01-6 (Lot BCBG4702V) +/- 11.0155 pg/mL Unstressed
Purity 99% +/- 18.6841 pg/mL Stressed
59 4,6-Dinitro-2-methylphenol (Dinitro-o-cresol) 2,007.9 pg/mL +/- 11.6741 pg/mL Gravimetric
CAs#  534-52-1 (Lot LC12394V) +/-  21.9839 pg/mL Unstressed
Purity 99% +/- 37.2883 pg/mL Stressed
60 4-Bromophenyl phenyl ether 1,009.7 pg/mL +/- 5.8704 pg/mL Gravimetric
CAS#  101-55-3 (Lot STBB9729V) +/-  11.0548 pg/mL Unstressed
Purity 98% +/- 18.7508 pg/mL Stressed
61 Hexachlorobenzene 1,002.5 pg/mL +/- 5.8289 pg/mL Gravimetric
CAS#  118-74-1 (Lot LB98981V) +/- 10.9765 pg/mL Unstressed
Purity 98% +/- 18.6180 pg/mL Stressed
62 Pentachlorophenol 2,005.1 pg/mL +/-  11.6578 pg/mL Gravimetric
CAS#  87-86-5 (Lot 150212JLM) +/-  21.9532 pg/mL Unstressed
Purity 99% +/- 37.2363 pg/mL Stressed
63 Phenanthrene 1,006.1 pg/mL +/- 5.8494 pg/mL Gravimetric
CAs#  85-01-8 (Lot MKBQ8219V) +/- 11.0151 pg/mL Unstressed
Purity 98% +/- 18.6835 pg/mL Stressed
64 n-Octadecane (C18) 1,005.4 pg/mL +/- 5.8455 pg/mL Gravimetric
CAS#  593-45-3 (Lot OGCDK) +/- 11.0078 pg/mL Unstressed
Purity 99% +/- 18.6711 pg/mL Stressed
65 Anthracene 1,000.9 pg/mL +/- 5.8193 pg/mL Gravimetric
CAs#  120-12-7 (Lot MKBK5208V) +/- 10.9586 pg/mL Unstressed
Purity 99% +/- 18.5875 pg/mL Stressed
66 Carbazole 1,003.4 pg/mL +/- 5.8340 pg/mL Gravimetric
CAS#  86-74-8 (Lot S42950-417) +/- 10.9862 pg/mL Unstressed
Purity 98% +/- 18.6343 pg/mL Stressed
67 Di-n-butylphthalate 1,005.8 pg/mL +/- 5.8478 pg/mL Gravimetric
CAS#  84-74-2 (Lot MKBL8501V) +/- 11.0122 pg/mL Unstressed
Purity 99% +/- 18.6785 pg/mL Stressed
68 Fluoranthene 996.1 ug/mL +/- 5.7912 pg/mL Gravimetric
CAS#  206-44-0 (Lot MKBQ6360V) +/-  10.9057 pg/mL Unstressed
Purity 98% +/- 18.4978 pg/mL Stressed
69 Pyrene 1,000.6 pg/mL +/- 5.8175 pg/mL Gravimetric
CAS#  129-00-0 (Lot BCBJ0984V) +/- 10.9550 pg/mL Unstressed
Purity 98% +/- 18.5816 pg/mL Stressed
70 Benzyl butyl phthalate 1,000.7 pg/mL +/- 5.8182 pg/mL Gravimetric
CAs#  85-68-7 (Lot 03027HV) +/-  10.9564 pg/mL Unstressed
Purity 99% +/- 18.5838 pg/mL Stressed
71 Benz(a)anthracene 1,003.6 pg/mL +/- 5.8350 pg/mL Gravimetric
CAS#  56-55-3 (Lot ER031412-01) +/- 10.9881 pg/mL Unstressed
Purity 99% +/- 18.6376 pg/mL Stressed
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72 Chrysene 1,000.1 pg/mL +/- 5.8147 pg/mL Gravimetric
CAs#  218-01-9 (Lot PR121912-01) +/- 10.9498 pg/mL Unstressed
Purity 99% +/- 18.5726 pg/mL Stressed
73 Bis(2-ethylhexyl)phthalate 1,008.5 pg/mL +/- 5.8635 pg/mL Gravimetric
CAs#  117-81-7 (Lot MKBK2695V) +/- 11.0418 pg/mL Unstressed
Purity 99% +/- 18.7286 pg/mL Stressed
74 Di-n-octyl phthalate 1,007.8 pg/mL +/- 5.8594 pg/mL Gravimetric
CAs#  117-84-0 (Lot 3589500) +/- 11.0341 pg/mL Unstressed
Purity 99% +/- 18.7156 pg/mL Stressed
75 Benzo(b)fluoranthene 1,005.4 pg/mL +/- 5.8455 pg/mL Gravimetric
CAs#  205-99-2 (Lot ER03101401) +/- 11.0078 pg/mL Unstressed
Purity 99% +/- 18.6711 pg/mL Stressed
76 Benzo(k)fluoranthene 1,006.0 pg/mL +/-  5.8490 pg/mL Gravimetric
CAsS#  207-08-9 (Lot 012012K) +/- 11.0144 pg/mL Unstressed
Purity 99% +/- 18.6822 pg/mL Stressed
7 Benzo(a)pyrene 1,006.1 pg/mL +/- 5.8496 pg/mL Gravimetric
CAS#  50-32-8 (Lot ER071309-02) +/- 11.0155 pg/mL Unstressed
Purity 99% +/- 18.6841 pg/mL Stressed
78 Indeno(1,2,3-cd)pyrene 1,002.8 pg/mL +/- 5.8304 pg/mL Gravimetric
CAS#  193-39-5 (Lot ER082107-02) +/- 10.9794 pg/mL Unstressed
Purity 99% +/- 18.6228 pg/mL Stressed
79 Dibenz(a,h)anthracene 1,008.0 pg/mL +/- 5.8606 pg/mL Gravimetric
CAS#  53-70-3 (Lot ER032211-01) +/- 11.0363 pg/mL Unstressed
Purity 99% +/- 18.7193 pg/mL Stressed
80 Benzo(g,h,i)perylene 1,001.3 pg/mL +/- 5.8216 pg/mL Gravimetric
CAS#  191-24-2 (Lot ER020708-08) +/- 10.9629 pg/mL Unstressed
Purity 99% +/- 18.5949 pg/mL Stressed
Solvent: Methylene Chloride

CAS # 75-09-2
Purity 99%

Specific Reference Material Notes:

N-nitrosodiphenylamine 2000 ug/mL equivalent when used for GC analysis. Actual formulation is diphenylamine 1710 ug/mL.

N-Nitrosodiphenylamine is prone to breakdown in the injection port and will be converted to diphenylamine.

N-Nitrosodiphenylamine is also a reactive species that can initiate premature decomposition of other compounds in the mix. For

these reasons diphenylamine is used in the preparation of this mixture. When comparing the response of this compound to

mixtures manufactured using N-nitrosodiphenylamine, a difference in response will be observed.
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Column:
30m x 0.25mm x 0.25um
Rtx-5 (cat.#10223)

Carrier Gas:
hydrogen-constant pressure 10 psi

Temp. Program:
35°C (hold 3 min.) to 330°C
@ 3°C/min. (hold 3 min.)

Inj. Temp:
250°C

Det. Temp:
300°C

Det. Type:
FID

This chromatogram represents a general set of testing conditions chosen for product
acceptance. For optimal results in your lab, conditions should be adjusted for your
specific instrument, method, and application.

Date Mixed: ~ 22-Jun-2015 Balance: 1128360905

Date Passed:  26-Jun-2015 Manufactured under Restek's ISO 9001:2008

Registered Quality System
Certificate #FM 80397
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General Certified Reference Material Notes

Expiration Notes:
Expiration date valid for unopened ampul stored in compliance with the recommended conditions.
Uncertainty, concentration, and expiration of the CRM are based on the unopened product being stored according to the
recommended condition found in the storage field.

Purity Notes:
Purity and/or chemical identity are determined by one or more of the following techniques: GC/FID, HPLC, GC/UECD,
GC/MS, LC/MS, RI, and/or melting point.
Compounds with a listed purity of less than 99% have been weight corrected to compensate for impurities and/or salts.
A correction factor is used to calculate the amount of compound necessary to achieve the desired concentration of the
parent compound in solution.
Purity of isomeric compounds is reported as the sum of the isomers.

- Purity values are rounded to the nearest whole number.

Certified Uncertainty Value Notes:
The uncertainties are determined in accordance with ISO Guides 34 and 35. The certified combined stressed uncertainty
value ( includes gravimetric uncertainty, homogeneity between-ampul uncertainty, storage stability uncertainty and
shipping stability uncertainty and were combined using the following formula:

kis a coverage factor of 2, which gives a level of confidence of approximately 95%.

It is important to note that the shipping stability uncertainty was obtained under temperature extremes for specific time
intervals; therefore, the certified combined stressed uncertainty value should only be applied to the product if it was
stored at non-standard temperature conditions up to and including 7 days. Contact Restek Technical Service at
www.restek.com/Contact-Us for use recommendations if your shipment was in-transit for more than 7 days at non-
standard temperature conditions.

Apply the certified combined unstressed uncertainty value if the product was received under standard shipping
conditions. Apply the certified combined stressed uncertainty value if the product was received under non-standard
conditions as specified below.

Label Conditions Standard Conditions Non-Standard Conditions
25°C Nominal (Room Temperature) < 60°C 60°C up to 7 days
10°C or colder (Refrigerate) <40°C 40°C up to 7 days
0°C or colder (Freezer) < 25°C 25°C upto 7 days

Separate (not combined) uncertainty values for gravimetric uncertainty are also displayed on the certificate, if needed,
separate homogeneity between-ampul uncertainty, storage stability uncertainty and shipping stability uncertainty values
are available by contacting Restek Technical Service at www.restek.com/Contact-Us.
The packaged amount is the minimum sample size for which uncertainty is valid. The ampules are over-filled to ensure
that the minimum packaged amount can be sufficiently transferred.

Manufacturing Notes:
Concentration is based upon gravimetric preparation using either a balance whose calibration has been verified daily
using NIST traceable weights, and/or dilutions with Class A glassware.

Handling Notes:
Samples should be transferred into deactivated vials for handling and storage. Restek supplies deactivated vials along
with most standards packed in 2 mL ampules. Due to space constraints, Restek does not supply vials for larger volume
ampules. Restek sells DMDCS for the purpose of glassware deactivation as catalog number 31861, which includes
complete instructions. Restek will also deactivate larger volume vials from our inventory as a custom ordered item.
Contact your Restek sales or customer service representative for details.
If any undissolved material is visible inside the ampul, sonicate the unopened ampul until the material is completely
dissolved.
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CERTIFIED REFERENCE MATERIAL
110 Benner Circle o ]
e oossaionn Certificate of Analysis
Fax: (814)353-1309

www.restek.com

FOR LABORATORY USE ONLY-READ SDS PRIOR TO USE.

This Reference Material is intended for Laboratory Use Only as a standard for
the qualitative and/or quantitative determination of the analyte(s) listed.

Catalog No. : 569729 Lot No.: A0111934

Description : 8270 List 1/ Std #1 MegaMix (2015)

8270 List 1/ Std #1 MegaMix (2015) 500-2000 ug/ml, Methylene
Chloride, 5 ml/ampul

Container Size : 10 mL Pkg Amt: >5mL
Expiration Date : December 31, 2016 Storage: ~ 10°C or colder
Handling: Carcinogen/reproductive toxin. Photosensitive. Sonicate.

CERTIFIED VALUES

Elution Compound Grav. Conc. Expanded Uncertainty
Order (weight/volume) (95% C.L.; K=2)

1,4-Dioxane 1,001.1 pg/mL +/- 5.8205 pg/mL Gravimetric
CAs#  123-91-1 (Lot SHBF7514V) +/- 10.9607 pg/mL Unstressed
Purity 99% +/- 18.5912 pg/mL Stressed

2 Pyridine 1,006.2 pg/mL +/- 5.8501 pg/mL Gravimetric
CAs#  110-86-1 (Lot SHBC7174V) +/- 11.0166 pg/mL Unstressed
Purity 99% +/- 18.6859 pg/mL Stressed

3 N-Nitrosodimethylamine 1,009.0 pg/mL +/- 5.8664 pg/mL Gravimetric
CAS#  62-75-9 (Lot 3498100) +/- 11.0472 pg/mL Unstressed
Purity 99% +/- 18.7379 pg/mL Stressed

4 Aniline 1,009.1 pg/mL +/- 5.8670 pg/mL Gravimetric
CAS#  62-53-3 (Lot K2272462) +/- 11.0483 pg/mL Unstressed
Purity 99% +/- 18.7398 pg/mL Stressed

5 Bis(2-chloroethyl)ether 1,005.3 pg/mL +/- 5.8449 pg/mL Gravimetric
CAs#  111-44-4 (Lot 45296HKYV) +/-  11.0067 pg/mL Unstressed
Purity 99% +/-  18.6692 pg/mL Stressed

6 2-Chlorophenol 1,002.5 pg/mL +/- 5.8286 pg/mL Gravimetric
CAsS#  95-57-8 (Lot MKBD3900V) +/- 10.9761 pg/mL Unstressed
Purity 99% +/- 18.6172 pg/mL Stressed

7 Phenol 1,004.4 pg/mL +/- 5.8397 pg/mL Gravimetric
CAS#  108-95-2 (Lot SHBF1351V) +/-  10.9969 pg/mL Unstressed
Purity 99% +/- 18.6525 pg/mL Stressed
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8 n-Decane (C10) 1,004.1 pg/mL +/- 5.8379 pg/mL Gravimetric
CAS#  124-18-5 (Lot SHBF1587V) +/- 10.9936 pg/mL Unstressed
Purity 99% +/- 18.6469 pg/mL Stressed
9 1,4-Dichlorobenzene 1,007.0 pg/mL +/- 5.8548 pg/mL Gravimetric
CAs#  106-46-7 (Lot MKBS1350V) +/- 11.0253 pg/mL Unstressed
Purity 99% +/- 18.7008 pg/mL Stressed
10 1,3-Dichlorobenzene 1,004.9 pg/mL +/- 5.8426 pg/mL Gravimetric
CAS#  541-73-1 (Lot BCBC1891V) +/- 11.0023 pg/mL Unstressed
Purity 99% +/- 18.6618 pg/mL Stressed
11 1,2-Dichlorobenzene 1,004.1 pg/mL +/- 5.8379 pg/mL Gravimetric
CAs#  95-50-1 (Lot SHBD7331V) +/-  10.9936 pg/mL Unstressed
Purity 99% +/- 18.6469 pg/mL Stressed
12 Benzyl alcohol 1,006.6 pg/mL +/- 5.8525 pg/mL Gravimetric
CAS#  100-51-6 (Lot SHBC1850V) +/- 11.0210 pg/mL Unstressed
Purity 99% +/- 18.6934 pg/mL Stressed
13 2,2'-oxybis(1-chloropropane) 1,009.0 pg/mL +/- 5.8664 pg/mL Gravimetric
CAs#  108-60-1 (Lot 2-KMW-57-8) +/-  11.0472 pg/mL Unstressed
Purity 99% +/- 18.7379 pg/mL Stressed
14 2-Methylphenol (o-cresol) 1,005.9 pg/mL +/- 5.8484 pg/mL Gravimetric
CAS#  95-48-7 (Lot SHBC1479V) +/- 11.0133 pg/mL Unstressed
Purity 99% +/- 18.6804 pg/mL Stressed
15 Hexachloroethane 1,005.4 pg/mL +/- 5.8455 pg/mL Gravimetric
CAS#  67-72-1 (Lot 4H3SF) +/- 11.0078 pg/mL Unstressed
Purity 99% +/- 18.6711 pg/mL Stressed
16 Acetophenone 1,001.7 pg/mL +/-  5.8240 pg/mL Gravimetric
CAS#  98-86-2 (Lot MKBR7156V) +/- 10.9673 pg/mL Unstressed
Purity 99% +/- 18.6024 pg/mL Stressed
17 N-Nitroso-di-n-propylamine 1,007.7 pg/mL +/- 5.8589 pg/mL Gravimetric
CAs#  621-64-7 (Lot OPAGF) +/- 11.0330 pg/mL Unstressed
Purity 99% +/- 18.7138 pg/mL Stressed
18 4-Methylphenol (p-cresol) 502.3 pg/mL +- 29272 pg/mL Gravimetric
CAS#  106-44-5 (Lot 49396APV) +/- 5.5031 pg/mL Unstressed
Purity 99% +/-  9.3302 pg/mL Stressed
19 3-Methylphenol (m-cresol) 501.0 pg/mL +/-  2.9196 pg/mL Gravimetric
CAS#  108-39-4 (Lot SHBD0627V) +/- 5.4889 pg/mL Unstressed
Purity 99% +/-  9.3061 pg/mL Stressed
20 Nitrobenzene 1,000.1 pg/mL +/- 5.8147 pg/mL Gravimetric
CAS#  98-95-3 (Lot SHBF2348V) +/-  10.9498 pg/mL Unstressed
Purity 99% +/- 18.5726 pg/mL Stressed
21 Isophorone 1,003.5 pg/mL +/- 5.8344 pg/mL Gravimetric
CAS#  78-59-1 (Lot MKBG2442V) +/- 10.9870 pg/mL Unstressed
Purity 99% +/- 18.6358 pg/mL Stressed
22 2-Nitrophenol 1,006.3 pg/mL +/- 5.8507 pg/mL Gravimetric
CAs#  88-75-5 (Lot BCBH7602V) +/- 11.0177 pg/mL Unstressed
Purity 99% +/- 18.6878 pg/mL Stressed
23 2,4-Dimethylphenol 1,002.0 pg/mL +/- 5.8257 pg/mL Gravimetric
CAs#  105-67-9 (Lot 10165155) +/- 10.9706 pg/mL Unstressed
Purity 99% +/- 18.6079 pg/mL Stressed
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24 Bis(2-chloroethoxy)methane 1,001.5 pg/mL +/- 5.8228 pg/mL Gravimetric
CAsS#  111-91-1 (Lot 2238100) +/- 10.9651 pg/mL Unstressed
Purity 99% +/- 18.5986 pg/mL Stressed
25 2,4-Dichlorophenol 1,000.9 pg/mL +/- 5.8193 pg/mL Gravimetric
CAs#  120-83-2 (Lot BCBH1617V) +/- 10.9586 pg/mL Unstressed
Purity 99% +/- 18.5875 pg/mL Stressed
26 1,2,4-Trichlorobenzene 999.9 pg/mL +/- 5.8135 pg/mL Gravimetric
CAs#  120-82-1 (Lot SHBC5541V) +/- 10.9475 pg/mL Unstressed
Purity 98% +/- 18.5688 pg/mL Stressed
27 Naphthalene 1,006.6 pg/mL +/- 5.8525 pg/mL Gravimetric
CAs#  91-20-3 (Lot MKBH4351V) +/- 11.0210 pg/mL Unstressed
Purity 99% +/- 18.6934 pg/mL Stressed
28 2,6-Dichlorophenol 1,000.4 pg/mL +/- 5.8164 pg/mL Gravimetric
CAS#  87-65-0 (Lot MKBN2776V) +/-  10.9531 pg/mL Unstressed
Purity 99% +/- 18.5782 pg/mL Stressed
29 4-Chloroaniline 1,003.6 pg/mL +/- 5.8350 pg/mL Gravimetric
CAs#  106-47-8 (Lot 12528PH) +/- 10.9881 pg/mL Unstressed
Purity 99% +/- 18.6376 pg/mL Stressed
30 Hexachlorobutadiene 1,001.2 pg/mL +/- 5.8209 pg/mL Gravimetric
CAS#  87-68-3 (Lot J31X013) +/- 10.9615 pg/mL Unstressed
Purity 98% +/- 18.5925 pg/mL Stressed
31 2-Methylnaphthalene 999.3 pg/mL +/- 5.8098 pg/mL Gravimetric
CAS#  91-57-6 (Lot 19399MJV) +/- 10.9406 pg/mL Unstressed
Purity 96% +/- 18.5571 pg/mL Stressed
32 4-Chloro-3-methylphenol 1,002.5 pg/mL +/- 5.8286 pg/mL Gravimetric
CAsS#  59-50-7 (Lot STBCO769V) +/- 10.9761 pg/mL Unstressed
Purity 99% +/- 18.6172 pg/mL Stressed
33 1-Methylnaphthalene 1,001.7 pg/mL +/-  5.8240 pg/mL Gravimetric
CAS#  90-12-0 (Lot 525000-10) +/- 10.9673 pg/mL Unstressed
Purity 99% +/- 18.6024 pg/mL Stressed
34 1,2,4,5-Tetrachlorobenzene 1,002.3 pg/mL +/- 5.8275 pg/mL Gravimetric
CAS#  95-94-3 (Lot 06024A1V) +/- 10.9739 pg/mL Unstressed
Purity 99% +/- 18.6135 pg/mL Stressed
35 Hexachlorocyclopentadiene 1,008.9 pg/mL +/- 5.8658 pg/mL Gravimetric
CAS#  T77-47-4 (Lot 3691100) +/- 11.0461 pg/mL Unstressed
Purity 99% +/- 18.7361 pg/mL Stressed
36 2,4,6-Trichlorophenol 1,000.4 pg/mL +/- 5.8163 pg/mL Gravimetric
CAs#  88-06-2 (Lot MKBL4698V) +/- 10.9529 pg/mL Unstressed
Purity 98% +/- 18.5779 pg/mL Stressed
37 2,4,5-Trichlorophenol 1,005.6 pg/mL +/- 5.8466 pg/mL Gravimetric
CAsS#  95-95-4 (Lot FHMO1) +/- 11.0100 pg/mL Unstressed
Purity 99% +/- 18.6748 pg/mL Stressed
38 2-Chloronaphthalene 1,001.5 pg/mL +/- 5.8228 pg/mL Gravimetric
CAs#  91-58-7 (Lot AJ2UI-TE) +/-  10.9651 pg/mL Unstressed
Purity 99% +/- 18.5986 pg/mL Stressed
39 Biphenyl 1,002.0 pg/mL +/- 5.8257 pg/mL Gravimetric
CAS#  92-52-4 (Lot 1277976) +/- 10.9706 pg/mL Unstressed
Purity 99% +/- 18.6079 pg/mL Stressed
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40 2-Nitroaniline 1,008.4 pg/mL +/- 5.8629 pg/mL Gravimetric
CAS#  88-74-4 (Lot MKBK7597V) +/- 11.0407 pg/mL Unstressed
Purity 99% +/- 18.7268 pg/mL Stressed
41 Acenaphthylene 1,003.4 pg/mL +/- 5.8339 pg/mL Gravimetric
CAS#  208-96-8 (Lot ERO30707-01) +/- 10.9859 pg/mL Unstressed
Purity 99% +/- 18.6339 pg/mL Stressed
42 1,3-Dinitrobenzene 1,000.3 pg/mL +/- 5.8158 pg/mL Gravimetric
CAS#  99-65-0 (Lot BCBB1436V) +/- 10.9520 pg/mL Unstressed
Purity 99% +/- 18.5764 pg/mL Stressed
43 Dimethylphthalate 1,002.6 pg/mL +/- 5.8292 pg/mL Gravimetric
CAs#  131-11-3 (Lot 10117699) +/- 10.9772 pg/mL Unstressed
Purity 99% +/- 18.6191 pg/mL Stressed
44 2,6-Dinitrotoluene 1,000.1 pg/mL +/- 5.8147 pg/mL Gravimetric
CAS#  606-20-2 (Lot 1437483V) +/- 10.9498 pg/mL Unstressed
Purity 99% +/- 18.5726 pg/mL Stressed
45 Acenaphthene 1,001.6 pg/mL +/- 5.8234 pg/mL Gravimetric
CAs#  83-32-9 (Lot MKBP0384V) +/-  10.9662 pg/mL Unstressed
Purity 99% +/- 18.6005 pg/mL Stressed
46 2,4-Dinitrophenol 2,001.6 pg/mL +/-  11.6375 pg/mL Gravimetric
CAS#  51-28-5 (Lot STBD8351V) +/-  21.9149 pg/mL Unstressed
Purity 99% +/- 37.1713 pg/mL Stressed
47 Dibenzofuran 1,000.5 pg/mL +/- 5.8170 pg/mL Gravimetric
CAS#  132-64-9 (Lot MKBH8392V) +/- 10.9542 pg/mL Unstressed
Purity 99% +/- 18.5801 pg/mL Stressed
48 3-Nitroaniline 1,002.7 pg/mL +/- 5.8297 pg/mL Gravimetric
CAS#  99-09-2 (Lot MKBH5131V) +/- 10.9781 pg/mL Unstressed
Purity 97% +/- 18.6207 pg/mL Stressed
49 2,4-Dinitrotoluene 1,002.7 pg/mL +/- 5.8298 pg/mL Gravimetric
CAs#  121-14-2 (Lot MKAADG90V) +/- 10.9783 pg/mL Unstressed
Purity 99% +/- 18.6209 pg/mL Stressed
50 4-Nitrophenol 2,003.0 pg/mL +/-  11.6456 pg/mL Gravimetric
CAS#  100-02-7 (Lot MKBK1842V) +/-  21.9302 pg/mL Unstressed
Purity 99% +/-  37.1973 pg/mL Stressed
51 2,3,4,6-Tetrachlorophenol 1,000.2 pg/mL +/- 5.8152 pg/mL Gravimetric
CAS#  58-90-2 (Lot B15W0428) +/- 10.9508 pg/mL Unstressed
Purity 98% +/- 18.5743 pg/mL Stressed
52 Fluorene 996.0 ug/mL +/- 5.7907 pg/mL Gravimetric
CAs#  86-73-7 (Lot 10174662) +/- 10.9046 pg/mL Unstressed
Purity 98% +/- 18.4960 pg/mL Stressed
53 4-Chlorophenyl phenyl ether 1,003.3 pg/mL +/- 5.8333 pg/mL Gravimetric
CAs#  7005-72-3 (Lot MKBS2248V) +/- 10.9848 pg/mL Unstressed
Purity 99% +/- 18.6321 pg/mL Stressed
54 n-Hexadecane (C16) 1,005.6 pg/mL +/- 5.8466 pg/mL Gravimetric
CAS#  544-76-3 (Lot SHBG1026V) +/- 11.0100 pg/mL Unstressed
Purity 99% +/- 18.6748 pg/mL Stressed
55 Diethylphthalate 1,004.9 pg/mL +/- 5.8426 pg/mL Gravimetric
CAS#  84-66-2 (Lot MKBJ3578V) +/- 11.0023 pg/mL Unstressed
Purity 99% +/- 18.6618 pg/mL Stressed
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56 Azobenzene 1,007.5 pg/mL +/- 5.8577 pg/mL Gravimetric
CAs#  103-33-3 (Lot MKBS2559V) +/- 11.0308 pg/mL Unstressed
Purity 99% +/- 18.7101 pg/mL Stressed
57 Diphenylamine 1,708.5 pg/mL +/- 9.9334 pg/mL Gravimetric
CAs#  122-39-4 (Lot MKBN8295V) +/- 18.7059 pg/mL Unstressed
Purity 99% +/- 31.7282 pg/mL Stressed
58 4-Nitroaniline 1,006.1 pg/mL +/- 5.8496 pg/mL Gravimetric
CAs#  100-01-6 (Lot BCBG4702V) +/- 11.0155 pg/mL Unstressed
Purity 99% +/- 18.6841 pg/mL Stressed
59 4,6-Dinitro-2-methylphenol (Dinitro-o-cresol) 2,007.9 pg/mL +/- 11.6741 pg/mL Gravimetric
CAs#  534-52-1 (Lot LC12394V) +/-  21.9839 pg/mL Unstressed
Purity 99% +/- 37.2883 pg/mL Stressed
60 4-Bromophenyl phenyl ether 1,009.7 pg/mL +/- 5.8704 pg/mL Gravimetric
CAS#  101-55-3 (Lot STBB9729V) +/-  11.0548 pg/mL Unstressed
Purity 98% +/- 18.7508 pg/mL Stressed
61 Hexachlorobenzene 1,002.5 pg/mL +/- 5.8289 pg/mL Gravimetric
CAS#  118-74-1 (Lot LB98981V) +/- 10.9765 pg/mL Unstressed
Purity 98% +/- 18.6180 pg/mL Stressed
62 Pentachlorophenol 2,005.1 pg/mL +/-  11.6578 pg/mL Gravimetric
CAS#  87-86-5 (Lot 150212JLM) +/-  21.9532 pg/mL Unstressed
Purity 99% +/- 37.2363 pg/mL Stressed
63 Phenanthrene 1,006.1 pg/mL +/- 5.8494 pg/mL Gravimetric
CAs#  85-01-8 (Lot MKBQ8219V) +/- 11.0151 pg/mL Unstressed
Purity 98% +/- 18.6835 pg/mL Stressed
64 n-Octadecane (C18) 1,005.4 pg/mL +/- 5.8455 pg/mL Gravimetric
CAS#  593-45-3 (Lot OGCDK) +/- 11.0078 pg/mL Unstressed
Purity 99% +/- 18.6711 pg/mL Stressed
65 Anthracene 1,000.9 pg/mL +/- 5.8193 pg/mL Gravimetric
CAs#  120-12-7 (Lot MKBK5208V) +/- 10.9586 pg/mL Unstressed
Purity 99% +/- 18.5875 pg/mL Stressed
66 Carbazole 1,003.4 pg/mL +/- 5.8340 pg/mL Gravimetric
CAS#  86-74-8 (Lot S42950-417) +/- 10.9862 pg/mL Unstressed
Purity 98% +/- 18.6343 pg/mL Stressed
67 Di-n-butylphthalate 1,005.8 pg/mL +/- 5.8478 pg/mL Gravimetric
CAS#  84-74-2 (Lot MKBL8501V) +/- 11.0122 pg/mL Unstressed
Purity 99% +/- 18.6785 pg/mL Stressed
68 Fluoranthene 996.1 ug/mL +/- 5.7912 pg/mL Gravimetric
CAS#  206-44-0 (Lot MKBQ6360V) +/-  10.9057 pg/mL Unstressed
Purity 98% +/- 18.4978 pg/mL Stressed
69 Pyrene 1,000.6 pg/mL +/- 5.8175 pg/mL Gravimetric
CAS#  129-00-0 (Lot BCBJ0984V) +/- 10.9550 pg/mL Unstressed
Purity 98% +/- 18.5816 pg/mL Stressed
70 Benzyl butyl phthalate 1,000.7 pg/mL +/- 5.8182 pg/mL Gravimetric
CAs#  85-68-7 (Lot 03027HV) +/-  10.9564 pg/mL Unstressed
Purity 99% +/- 18.5838 pg/mL Stressed
71 Benz(a)anthracene 1,003.6 pg/mL +/- 5.8350 pg/mL Gravimetric
CAS#  56-55-3 (Lot ER031412-01) +/- 10.9881 pg/mL Unstressed
Purity 99% +/- 18.6376 pg/mL Stressed
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72 Chrysene 1,000.1 pg/mL +/- 5.8147 pg/mL Gravimetric
CAs#  218-01-9 (Lot PR121912-01) +/- 10.9498 pg/mL Unstressed
Purity 99% +/- 18.5726 pg/mL Stressed
73 Bis(2-ethylhexyl)phthalate 1,008.5 pg/mL +/- 5.8635 pg/mL Gravimetric
CAs#  117-81-7 (Lot MKBK2695V) +/- 11.0418 pg/mL Unstressed
Purity 99% +/- 18.7286 pg/mL Stressed
74 Di-n-octyl phthalate 1,007.8 pg/mL +/- 5.8594 pg/mL Gravimetric
CAs#  117-84-0 (Lot 3589500) +/- 11.0341 pg/mL Unstressed
Purity 99% +/- 18.7156 pg/mL Stressed
75 Benzo(b)fluoranthene 1,005.4 pg/mL +/- 5.8455 pg/mL Gravimetric
CAs#  205-99-2 (Lot ER03101401) +/- 11.0078 pg/mL Unstressed
Purity 99% +/- 18.6711 pg/mL Stressed
76 Benzo(k)fluoranthene 1,006.0 pg/mL +/-  5.8490 pg/mL Gravimetric
CAsS#  207-08-9 (Lot 012012K) +/- 11.0144 pg/mL Unstressed
Purity 99% +/- 18.6822 pg/mL Stressed
7 Benzo(a)pyrene 1,006.1 pg/mL +/- 5.8496 pg/mL Gravimetric
CAS#  50-32-8 (Lot ER071309-02) +/- 11.0155 pg/mL Unstressed
Purity 99% +/- 18.6841 pg/mL Stressed
78 Indeno(1,2,3-cd)pyrene 1,002.8 pg/mL +/- 5.8304 pg/mL Gravimetric
CAS#  193-39-5 (Lot ER082107-02) +/- 10.9794 pg/mL Unstressed
Purity 99% +/- 18.6228 pg/mL Stressed
79 Dibenz(a,h)anthracene 1,008.0 pg/mL +/- 5.8606 pg/mL Gravimetric
CAS#  53-70-3 (Lot ER032211-01) +/- 11.0363 pg/mL Unstressed
Purity 99% +/- 18.7193 pg/mL Stressed
80 Benzo(g,h,i)perylene 1,001.3 pg/mL +/- 5.8216 pg/mL Gravimetric
CAS#  191-24-2 (Lot ER020708-08) +/- 10.9629 pg/mL Unstressed
Purity 99% +/- 18.5949 pg/mL Stressed
Solvent: Methylene Chloride

CAS # 75-09-2
Purity 99%

Specific Reference Material Notes:

N-nitrosodiphenylamine 2000 ug/mL equivalent when used for GC analysis. Actual formulation is diphenylamine 1710 ug/mL.

N-Nitrosodiphenylamine is prone to breakdown in the injection port and will be converted to diphenylamine.

N-Nitrosodiphenylamine is also a reactive species that can initiate premature decomposition of other compounds in the mix. For

these reasons diphenylamine is used in the preparation of this mixture. When comparing the response of this compound to

mixtures manufactured using N-nitrosodiphenylamine, a difference in response will be observed.
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Column:
30m x 0.25mm x 0.25um
Rtx-5 (cat.#10223)

Carrier Gas:
hydrogen-constant pressure 10 psi

Temp. Program:
35°C (hold 3 min.) to 330°C
@ 3°C/min. (hold 3 min.)

Inj. Temp:
250°C

Det. Temp:
300°C

Det. Type:
FID

This chromatogram represents a general set of testing conditions chosen for product
acceptance. For optimal results in your lab, conditions should be adjusted for your
specific instrument, method, and application.

Date Mixed: ~ 22-Jun-2015 Balance: 1128360905

Date Passed:  26-Jun-2015 Manufactured under Restek's ISO 9001:2008

Registered Quality System
Certificate #FM 80397
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General Certified Reference Material Notes

Expiration Notes:
Expiration date valid for unopened ampul stored in compliance with the recommended conditions.
Uncertainty, concentration, and expiration of the CRM are based on the unopened product being stored according to the
recommended condition found in the storage field.

Purity Notes:
Purity and/or chemical identity are determined by one or more of the following techniques: GC/FID, HPLC, GC/UECD,
GC/MS, LC/MS, RI, and/or melting point.
Compounds with a listed purity of less than 99% have been weight corrected to compensate for impurities and/or salts.
A correction factor is used to calculate the amount of compound necessary to achieve the desired concentration of the
parent compound in solution.
Purity of isomeric compounds is reported as the sum of the isomers.

- Purity values are rounded to the nearest whole number.

Certified Uncertainty Value Notes:
The uncertainties are determined in accordance with ISO Guides 34 and 35. The certified combined stressed uncertainty
value ( includes gravimetric uncertainty, homogeneity between-ampul uncertainty, storage stability uncertainty and
shipping stability uncertainty and were combined using the following formula:

kis a coverage factor of 2, which gives a level of confidence of approximately 95%.

It is important to note that the shipping stability uncertainty was obtained under temperature extremes for specific time
intervals; therefore, the certified combined stressed uncertainty value should only be applied to the product if it was
stored at non-standard temperature conditions up to and including 7 days. Contact Restek Technical Service at
www.restek.com/Contact-Us for use recommendations if your shipment was in-transit for more than 7 days at non-
standard temperature conditions.

Apply the certified combined unstressed uncertainty value if the product was received under standard shipping
conditions. Apply the certified combined stressed uncertainty value if the product was received under non-standard
conditions as specified below.

Label Conditions Standard Conditions Non-Standard Conditions
25°C Nominal (Room Temperature) < 60°C 60°C up to 7 days
10°C or colder (Refrigerate) <40°C 40°C up to 7 days
0°C or colder (Freezer) < 25°C 25°C upto 7 days

Separate (not combined) uncertainty values for gravimetric uncertainty are also displayed on the certificate, if needed,
separate homogeneity between-ampul uncertainty, storage stability uncertainty and shipping stability uncertainty values
are available by contacting Restek Technical Service at www.restek.com/Contact-Us.
The packaged amount is the minimum sample size for which uncertainty is valid. The ampules are over-filled to ensure
that the minimum packaged amount can be sufficiently transferred.

Manufacturing Notes:
Concentration is based upon gravimetric preparation using either a balance whose calibration has been verified daily
using NIST traceable weights, and/or dilutions with Class A glassware.

Handling Notes:
Samples should be transferred into deactivated vials for handling and storage. Restek supplies deactivated vials along
with most standards packed in 2 mL ampules. Due to space constraints, Restek does not supply vials for larger volume
ampules. Restek sells DMDCS for the purpose of glassware deactivation as catalog number 31861, which includes
complete instructions. Restek will also deactivate larger volume vials from our inventory as a custom ordered item.
Contact your Restek sales or customer service representative for details.
If any undissolved material is visible inside the ampul, sonicate the unopened ampul until the material is completely
dissolved.
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CERTIFIED REFERENCE MATERIAL
110 Benner Circle o ]
e oossaionn Certificate of Analysis
Fax: (814)353-1309

www.restek.com

FOR LABORATORY USE ONLY-READ SDS PRIOR TO USE.

This Reference Material is intended for Laboratory Use Only as a standard for
the qualitative and/or quantitative determination of the analyte(s) listed.

Catalog No. : 569729 Lot No.: A0111934

Description : 8270 List 1/ Std #1 MegaMix (2015)

8270 List 1/ Std #1 MegaMix (2015) 500-2000 ug/ml, Methylene
Chloride, 5 ml/ampul

Container Size : 10 mL Pkg Amt: >5mL
Expiration Date : December 31, 2016 Storage: ~ 10°C or colder
Handling: Carcinogen/reproductive toxin. Photosensitive. Sonicate.

CERTIFIED VALUES

Elution Compound Grav. Conc. Expanded Uncertainty
Order (weight/volume) (95% C.L.; K=2)

1,4-Dioxane 1,001.1 pg/mL +/- 5.8205 pg/mL Gravimetric
CAs#  123-91-1 (Lot SHBF7514V) +/- 10.9607 pg/mL Unstressed
Purity 99% +/- 18.5912 pg/mL Stressed

2 Pyridine 1,006.2 pg/mL +/- 5.8501 pg/mL Gravimetric
CAs#  110-86-1 (Lot SHBC7174V) +/- 11.0166 pg/mL Unstressed
Purity 99% +/- 18.6859 pg/mL Stressed

3 N-Nitrosodimethylamine 1,009.0 pg/mL +/- 5.8664 pg/mL Gravimetric
CAS#  62-75-9 (Lot 3498100) +/- 11.0472 pg/mL Unstressed
Purity 99% +/- 18.7379 pg/mL Stressed

4 Aniline 1,009.1 pg/mL +/- 5.8670 pg/mL Gravimetric
CAS#  62-53-3 (Lot K2272462) +/- 11.0483 pg/mL Unstressed
Purity 99% +/- 18.7398 pg/mL Stressed

5 Bis(2-chloroethyl)ether 1,005.3 pg/mL +/- 5.8449 pg/mL Gravimetric
CAs#  111-44-4 (Lot 45296HKYV) +/-  11.0067 pg/mL Unstressed
Purity 99% +/-  18.6692 pg/mL Stressed

6 2-Chlorophenol 1,002.5 pg/mL +/- 5.8286 pg/mL Gravimetric
CAsS#  95-57-8 (Lot MKBD3900V) +/- 10.9761 pg/mL Unstressed
Purity 99% +/- 18.6172 pg/mL Stressed

7 Phenol 1,004.4 pg/mL +/- 5.8397 pg/mL Gravimetric
CAS#  108-95-2 (Lot SHBF1351V) +/-  10.9969 pg/mL Unstressed
Purity 99% +/- 18.6525 pg/mL Stressed
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8 n-Decane (C10) 1,004.1 pg/mL +/- 5.8379 pg/mL Gravimetric
CAS#  124-18-5 (Lot SHBF1587V) +/- 10.9936 pg/mL Unstressed
Purity 99% +/- 18.6469 pg/mL Stressed
9 1,4-Dichlorobenzene 1,007.0 pg/mL +/- 5.8548 pg/mL Gravimetric
CAs#  106-46-7 (Lot MKBS1350V) +/- 11.0253 pg/mL Unstressed
Purity 99% +/- 18.7008 pg/mL Stressed
10 1,3-Dichlorobenzene 1,004.9 pg/mL +/- 5.8426 pg/mL Gravimetric
CAS#  541-73-1 (Lot BCBC1891V) +/- 11.0023 pg/mL Unstressed
Purity 99% +/- 18.6618 pg/mL Stressed
11 1,2-Dichlorobenzene 1,004.1 pg/mL +/- 5.8379 pg/mL Gravimetric
CAs#  95-50-1 (Lot SHBD7331V) +/-  10.9936 pg/mL Unstressed
Purity 99% +/- 18.6469 pg/mL Stressed
12 Benzyl alcohol 1,006.6 pg/mL +/- 5.8525 pg/mL Gravimetric
CAS#  100-51-6 (Lot SHBC1850V) +/- 11.0210 pg/mL Unstressed
Purity 99% +/- 18.6934 pg/mL Stressed
13 2,2'-oxybis(1-chloropropane) 1,009.0 pg/mL +/- 5.8664 pg/mL Gravimetric
CAs#  108-60-1 (Lot 2-KMW-57-8) +/-  11.0472 pg/mL Unstressed
Purity 99% +/- 18.7379 pg/mL Stressed
14 2-Methylphenol (o-cresol) 1,005.9 pg/mL +/- 5.8484 pg/mL Gravimetric
CAS#  95-48-7 (Lot SHBC1479V) +/- 11.0133 pg/mL Unstressed
Purity 99% +/- 18.6804 pg/mL Stressed
15 Hexachloroethane 1,005.4 pg/mL +/- 5.8455 pg/mL Gravimetric
CAS#  67-72-1 (Lot 4H3SF) +/- 11.0078 pg/mL Unstressed
Purity 99% +/- 18.6711 pg/mL Stressed
16 Acetophenone 1,001.7 pg/mL +/-  5.8240 pg/mL Gravimetric
CAS#  98-86-2 (Lot MKBR7156V) +/- 10.9673 pg/mL Unstressed
Purity 99% +/- 18.6024 pg/mL Stressed
17 N-Nitroso-di-n-propylamine 1,007.7 pg/mL +/- 5.8589 pg/mL Gravimetric
CAs#  621-64-7 (Lot OPAGF) +/- 11.0330 pg/mL Unstressed
Purity 99% +/- 18.7138 pg/mL Stressed
18 4-Methylphenol (p-cresol) 502.3 pg/mL +- 29272 pg/mL Gravimetric
CAS#  106-44-5 (Lot 49396APV) +/- 5.5031 pg/mL Unstressed
Purity 99% +/-  9.3302 pg/mL Stressed
19 3-Methylphenol (m-cresol) 501.0 pg/mL +/-  2.9196 pg/mL Gravimetric
CAS#  108-39-4 (Lot SHBD0627V) +/- 5.4889 pg/mL Unstressed
Purity 99% +/-  9.3061 pg/mL Stressed
20 Nitrobenzene 1,000.1 pg/mL +/- 5.8147 pg/mL Gravimetric
CAS#  98-95-3 (Lot SHBF2348V) +/-  10.9498 pg/mL Unstressed
Purity 99% +/- 18.5726 pg/mL Stressed
21 Isophorone 1,003.5 pg/mL +/- 5.8344 pg/mL Gravimetric
CAS#  78-59-1 (Lot MKBG2442V) +/- 10.9870 pg/mL Unstressed
Purity 99% +/- 18.6358 pg/mL Stressed
22 2-Nitrophenol 1,006.3 pg/mL +/- 5.8507 pg/mL Gravimetric
CAs#  88-75-5 (Lot BCBH7602V) +/- 11.0177 pg/mL Unstressed
Purity 99% +/- 18.6878 pg/mL Stressed
23 2,4-Dimethylphenol 1,002.0 pg/mL +/- 5.8257 pg/mL Gravimetric
CAs#  105-67-9 (Lot 10165155) +/- 10.9706 pg/mL Unstressed
Purity 99% +/- 18.6079 pg/mL Stressed
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24 Bis(2-chloroethoxy)methane 1,001.5 pg/mL +/- 5.8228 pg/mL Gravimetric
CAsS#  111-91-1 (Lot 2238100) +/- 10.9651 pg/mL Unstressed
Purity 99% +/- 18.5986 pg/mL Stressed
25 2,4-Dichlorophenol 1,000.9 pg/mL +/- 5.8193 pg/mL Gravimetric
CAs#  120-83-2 (Lot BCBH1617V) +/- 10.9586 pg/mL Unstressed
Purity 99% +/- 18.5875 pg/mL Stressed
26 1,2,4-Trichlorobenzene 999.9 pg/mL +/- 5.8135 pg/mL Gravimetric
CAs#  120-82-1 (Lot SHBC5541V) +/- 10.9475 pg/mL Unstressed
Purity 98% +/- 18.5688 pg/mL Stressed
27 Naphthalene 1,006.6 pg/mL +/- 5.8525 pg/mL Gravimetric
CAs#  91-20-3 (Lot MKBH4351V) +/- 11.0210 pg/mL Unstressed
Purity 99% +/- 18.6934 pg/mL Stressed
28 2,6-Dichlorophenol 1,000.4 pg/mL +/- 5.8164 pg/mL Gravimetric
CAS#  87-65-0 (Lot MKBN2776V) +/-  10.9531 pg/mL Unstressed
Purity 99% +/- 18.5782 pg/mL Stressed
29 4-Chloroaniline 1,003.6 pg/mL +/- 5.8350 pg/mL Gravimetric
CAs#  106-47-8 (Lot 12528PH) +/- 10.9881 pg/mL Unstressed
Purity 99% +/- 18.6376 pg/mL Stressed
30 Hexachlorobutadiene 1,001.2 pg/mL +/- 5.8209 pg/mL Gravimetric
CAS#  87-68-3 (Lot J31X013) +/- 10.9615 pg/mL Unstressed
Purity 98% +/- 18.5925 pg/mL Stressed
31 2-Methylnaphthalene 999.3 pg/mL +/- 5.8098 pg/mL Gravimetric
CAS#  91-57-6 (Lot 19399MJV) +/- 10.9406 pg/mL Unstressed
Purity 96% +/- 18.5571 pg/mL Stressed
32 4-Chloro-3-methylphenol 1,002.5 pg/mL +/- 5.8286 pg/mL Gravimetric
CAsS#  59-50-7 (Lot STBCO769V) +/- 10.9761 pg/mL Unstressed
Purity 99% +/- 18.6172 pg/mL Stressed
33 1-Methylnaphthalene 1,001.7 pg/mL +/-  5.8240 pg/mL Gravimetric
CAS#  90-12-0 (Lot 525000-10) +/- 10.9673 pg/mL Unstressed
Purity 99% +/- 18.6024 pg/mL Stressed
34 1,2,4,5-Tetrachlorobenzene 1,002.3 pg/mL +/- 5.8275 pg/mL Gravimetric
CAS#  95-94-3 (Lot 06024A1V) +/- 10.9739 pg/mL Unstressed
Purity 99% +/- 18.6135 pg/mL Stressed
35 Hexachlorocyclopentadiene 1,008.9 pg/mL +/- 5.8658 pg/mL Gravimetric
CAS#  T77-47-4 (Lot 3691100) +/- 11.0461 pg/mL Unstressed
Purity 99% +/- 18.7361 pg/mL Stressed
36 2,4,6-Trichlorophenol 1,000.4 pg/mL +/- 5.8163 pg/mL Gravimetric
CAs#  88-06-2 (Lot MKBL4698V) +/- 10.9529 pg/mL Unstressed
Purity 98% +/- 18.5779 pg/mL Stressed
37 2,4,5-Trichlorophenol 1,005.6 pg/mL +/- 5.8466 pg/mL Gravimetric
CAsS#  95-95-4 (Lot FHMO1) +/- 11.0100 pg/mL Unstressed
Purity 99% +/- 18.6748 pg/mL Stressed
38 2-Chloronaphthalene 1,001.5 pg/mL +/- 5.8228 pg/mL Gravimetric
CAs#  91-58-7 (Lot AJ2UI-TE) +/-  10.9651 pg/mL Unstressed
Purity 99% +/- 18.5986 pg/mL Stressed
39 Biphenyl 1,002.0 pg/mL +/- 5.8257 pg/mL Gravimetric
CAS#  92-52-4 (Lot 1277976) +/- 10.9706 pg/mL Unstressed
Purity 99% +/- 18.6079 pg/mL Stressed
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40 2-Nitroaniline 1,008.4 pg/mL +/- 5.8629 pg/mL Gravimetric
CAS#  88-74-4 (Lot MKBK7597V) +/- 11.0407 pg/mL Unstressed
Purity 99% +/- 18.7268 pg/mL Stressed
41 Acenaphthylene 1,003.4 pg/mL +/- 5.8339 pg/mL Gravimetric
CAS#  208-96-8 (Lot ERO30707-01) +/- 10.9859 pg/mL Unstressed
Purity 99% +/- 18.6339 pg/mL Stressed
42 1,3-Dinitrobenzene 1,000.3 pg/mL +/- 5.8158 pg/mL Gravimetric
CAS#  99-65-0 (Lot BCBB1436V) +/- 10.9520 pg/mL Unstressed
Purity 99% +/- 18.5764 pg/mL Stressed
43 Dimethylphthalate 1,002.6 pg/mL +/- 5.8292 pg/mL Gravimetric
CAs#  131-11-3 (Lot 10117699) +/- 10.9772 pg/mL Unstressed
Purity 99% +/- 18.6191 pg/mL Stressed
44 2,6-Dinitrotoluene 1,000.1 pg/mL +/- 5.8147 pg/mL Gravimetric
CAS#  606-20-2 (Lot 1437483V) +/- 10.9498 pg/mL Unstressed
Purity 99% +/- 18.5726 pg/mL Stressed
45 Acenaphthene 1,001.6 pg/mL +/- 5.8234 pg/mL Gravimetric
CAs#  83-32-9 (Lot MKBP0384V) +/-  10.9662 pg/mL Unstressed
Purity 99% +/- 18.6005 pg/mL Stressed
46 2,4-Dinitrophenol 2,001.6 pg/mL +/-  11.6375 pg/mL Gravimetric
CAS#  51-28-5 (Lot STBD8351V) +/-  21.9149 pg/mL Unstressed
Purity 99% +/- 37.1713 pg/mL Stressed
47 Dibenzofuran 1,000.5 pg/mL +/- 5.8170 pg/mL Gravimetric
CAS#  132-64-9 (Lot MKBH8392V) +/- 10.9542 pg/mL Unstressed
Purity 99% +/- 18.5801 pg/mL Stressed
48 3-Nitroaniline 1,002.7 pg/mL +/- 5.8297 pg/mL Gravimetric
CAS#  99-09-2 (Lot MKBH5131V) +/- 10.9781 pg/mL Unstressed
Purity 97% +/- 18.6207 pg/mL Stressed
49 2,4-Dinitrotoluene 1,002.7 pg/mL +/- 5.8298 pg/mL Gravimetric
CAs#  121-14-2 (Lot MKAADG90V) +/- 10.9783 pg/mL Unstressed
Purity 99% +/- 18.6209 pg/mL Stressed
50 4-Nitrophenol 2,003.0 pg/mL +/-  11.6456 pg/mL Gravimetric
CAS#  100-02-7 (Lot MKBK1842V) +/-  21.9302 pg/mL Unstressed
Purity 99% +/-  37.1973 pg/mL Stressed
51 2,3,4,6-Tetrachlorophenol 1,000.2 pg/mL +/- 5.8152 pg/mL Gravimetric
CAS#  58-90-2 (Lot B15W0428) +/- 10.9508 pg/mL Unstressed
Purity 98% +/- 18.5743 pg/mL Stressed
52 Fluorene 996.0 ug/mL +/- 5.7907 pg/mL Gravimetric
CAs#  86-73-7 (Lot 10174662) +/- 10.9046 pg/mL Unstressed
Purity 98% +/- 18.4960 pg/mL Stressed
53 4-Chlorophenyl phenyl ether 1,003.3 pg/mL +/- 5.8333 pg/mL Gravimetric
CAs#  7005-72-3 (Lot MKBS2248V) +/- 10.9848 pg/mL Unstressed
Purity 99% +/- 18.6321 pg/mL Stressed
54 n-Hexadecane (C16) 1,005.6 pg/mL +/- 5.8466 pg/mL Gravimetric
CAS#  544-76-3 (Lot SHBG1026V) +/- 11.0100 pg/mL Unstressed
Purity 99% +/- 18.6748 pg/mL Stressed
55 Diethylphthalate 1,004.9 pg/mL +/- 5.8426 pg/mL Gravimetric
CAS#  84-66-2 (Lot MKBJ3578V) +/- 11.0023 pg/mL Unstressed
Purity 99% +/- 18.6618 pg/mL Stressed
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56 Azobenzene 1,007.5 pg/mL +/- 5.8577 pg/mL Gravimetric
CAs#  103-33-3 (Lot MKBS2559V) +/- 11.0308 pg/mL Unstressed
Purity 99% +/- 18.7101 pg/mL Stressed
57 Diphenylamine 1,708.5 pg/mL +/- 9.9334 pg/mL Gravimetric
CAs#  122-39-4 (Lot MKBN8295V) +/- 18.7059 pg/mL Unstressed
Purity 99% +/- 31.7282 pg/mL Stressed
58 4-Nitroaniline 1,006.1 pg/mL +/- 5.8496 pg/mL Gravimetric
CAs#  100-01-6 (Lot BCBG4702V) +/- 11.0155 pg/mL Unstressed
Purity 99% +/- 18.6841 pg/mL Stressed
59 4,6-Dinitro-2-methylphenol (Dinitro-o-cresol) 2,007.9 pg/mL +/- 11.6741 pg/mL Gravimetric
CAs#  534-52-1 (Lot LC12394V) +/-  21.9839 pg/mL Unstressed
Purity 99% +/- 37.2883 pg/mL Stressed
60 4-Bromophenyl phenyl ether 1,009.7 pg/mL +/- 5.8704 pg/mL Gravimetric
CAS#  101-55-3 (Lot STBB9729V) +/-  11.0548 pg/mL Unstressed
Purity 98% +/- 18.7508 pg/mL Stressed
61 Hexachlorobenzene 1,002.5 pg/mL +/- 5.8289 pg/mL Gravimetric
CAS#  118-74-1 (Lot LB98981V) +/- 10.9765 pg/mL Unstressed
Purity 98% +/- 18.6180 pg/mL Stressed
62 Pentachlorophenol 2,005.1 pg/mL +/-  11.6578 pg/mL Gravimetric
CAS#  87-86-5 (Lot 150212JLM) +/-  21.9532 pg/mL Unstressed
Purity 99% +/- 37.2363 pg/mL Stressed
63 Phenanthrene 1,006.1 pg/mL +/- 5.8494 pg/mL Gravimetric
CAs#  85-01-8 (Lot MKBQ8219V) +/- 11.0151 pg/mL Unstressed
Purity 98% +/- 18.6835 pg/mL Stressed
64 n-Octadecane (C18) 1,005.4 pg/mL +/- 5.8455 pg/mL Gravimetric
CAS#  593-45-3 (Lot OGCDK) +/- 11.0078 pg/mL Unstressed
Purity 99% +/- 18.6711 pg/mL Stressed
65 Anthracene 1,000.9 pg/mL +/- 5.8193 pg/mL Gravimetric
CAs#  120-12-7 (Lot MKBK5208V) +/- 10.9586 pg/mL Unstressed
Purity 99% +/- 18.5875 pg/mL Stressed
66 Carbazole 1,003.4 pg/mL +/- 5.8340 pg/mL Gravimetric
CAS#  86-74-8 (Lot S42950-417) +/- 10.9862 pg/mL Unstressed
Purity 98% +/- 18.6343 pg/mL Stressed
67 Di-n-butylphthalate 1,005.8 pg/mL +/- 5.8478 pg/mL Gravimetric
CAS#  84-74-2 (Lot MKBL8501V) +/- 11.0122 pg/mL Unstressed
Purity 99% +/- 18.6785 pg/mL Stressed
68 Fluoranthene 996.1 ug/mL +/- 5.7912 pg/mL Gravimetric
CAS#  206-44-0 (Lot MKBQ6360V) +/-  10.9057 pg/mL Unstressed
Purity 98% +/- 18.4978 pg/mL Stressed
69 Pyrene 1,000.6 pg/mL +/- 5.8175 pg/mL Gravimetric
CAS#  129-00-0 (Lot BCBJ0984V) +/- 10.9550 pg/mL Unstressed
Purity 98% +/- 18.5816 pg/mL Stressed
70 Benzyl butyl phthalate 1,000.7 pg/mL +/- 5.8182 pg/mL Gravimetric
CAs#  85-68-7 (Lot 03027HV) +/-  10.9564 pg/mL Unstressed
Purity 99% +/- 18.5838 pg/mL Stressed
71 Benz(a)anthracene 1,003.6 pg/mL +/- 5.8350 pg/mL Gravimetric
CAS#  56-55-3 (Lot ER031412-01) +/- 10.9881 pg/mL Unstressed
Purity 99% +/- 18.6376 pg/mL Stressed
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72 Chrysene 1,000.1 pg/mL +/- 5.8147 pg/mL Gravimetric
CAs#  218-01-9 (Lot PR121912-01) +/- 10.9498 pg/mL Unstressed
Purity 99% +/- 18.5726 pg/mL Stressed
73 Bis(2-ethylhexyl)phthalate 1,008.5 pg/mL +/- 5.8635 pg/mL Gravimetric
CAs#  117-81-7 (Lot MKBK2695V) +/- 11.0418 pg/mL Unstressed
Purity 99% +/- 18.7286 pg/mL Stressed
74 Di-n-octyl phthalate 1,007.8 pg/mL +/- 5.8594 pg/mL Gravimetric
CAs#  117-84-0 (Lot 3589500) +/- 11.0341 pg/mL Unstressed
Purity 99% +/- 18.7156 pg/mL Stressed
75 Benzo(b)fluoranthene 1,005.4 pg/mL +/- 5.8455 pg/mL Gravimetric
CAs#  205-99-2 (Lot ER03101401) +/- 11.0078 pg/mL Unstressed
Purity 99% +/- 18.6711 pg/mL Stressed
76 Benzo(k)fluoranthene 1,006.0 pg/mL +/-  5.8490 pg/mL Gravimetric
CAsS#  207-08-9 (Lot 012012K) +/- 11.0144 pg/mL Unstressed
Purity 99% +/- 18.6822 pg/mL Stressed
7 Benzo(a)pyrene 1,006.1 pg/mL +/- 5.8496 pg/mL Gravimetric
CAS#  50-32-8 (Lot ER071309-02) +/- 11.0155 pg/mL Unstressed
Purity 99% +/- 18.6841 pg/mL Stressed
78 Indeno(1,2,3-cd)pyrene 1,002.8 pg/mL +/- 5.8304 pg/mL Gravimetric
CAS#  193-39-5 (Lot ER082107-02) +/- 10.9794 pg/mL Unstressed
Purity 99% +/- 18.6228 pg/mL Stressed
79 Dibenz(a,h)anthracene 1,008.0 pg/mL +/- 5.8606 pg/mL Gravimetric
CAS#  53-70-3 (Lot ER032211-01) +/- 11.0363 pg/mL Unstressed
Purity 99% +/- 18.7193 pg/mL Stressed
80 Benzo(g,h,i)perylene 1,001.3 pg/mL +/- 5.8216 pg/mL Gravimetric
CAS#  191-24-2 (Lot ER020708-08) +/- 10.9629 pg/mL Unstressed
Purity 99% +/- 18.5949 pg/mL Stressed
Solvent: Methylene Chloride

CAS # 75-09-2
Purity 99%

Specific Reference Material Notes:

N-nitrosodiphenylamine 2000 ug/mL equivalent when used for GC analysis. Actual formulation is diphenylamine 1710 ug/mL.

N-Nitrosodiphenylamine is prone to breakdown in the injection port and will be converted to diphenylamine.

N-Nitrosodiphenylamine is also a reactive species that can initiate premature decomposition of other compounds in the mix. For

these reasons diphenylamine is used in the preparation of this mixture. When comparing the response of this compound to

mixtures manufactured using N-nitrosodiphenylamine, a difference in response will be observed.
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Column:
30m x 0.25mm x 0.25um
Rtx-5 (cat.#10223)

Carrier Gas:
hydrogen-constant pressure 10 psi

Temp. Program:
35°C (hold 3 min.) to 330°C
@ 3°C/min. (hold 3 min.)

Inj. Temp:
250°C

Det. Temp:
300°C

Det. Type:
FID

This chromatogram represents a general set of testing conditions chosen for product
acceptance. For optimal results in your lab, conditions should be adjusted for your
specific instrument, method, and application.

Date Mixed: ~ 22-Jun-2015 Balance: 1128360905

Date Passed:  26-Jun-2015 Manufactured under Restek's ISO 9001:2008

Registered Quality System
Certificate #FM 80397
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General Certified Reference Material Notes

Expiration Notes:
Expiration date valid for unopened ampul stored in compliance with the recommended conditions.
Uncertainty, concentration, and expiration of the CRM are based on the unopened product being stored according to the
recommended condition found in the storage field.

Purity Notes:
Purity and/or chemical identity are determined by one or more of the following techniques: GC/FID, HPLC, GC/UECD,
GC/MS, LC/MS, RI, and/or melting point.
Compounds with a listed purity of less than 99% have been weight corrected to compensate for impurities and/or salts.
A correction factor is used to calculate the amount of compound necessary to achieve the desired concentration of the
parent compound in solution.
Purity of isomeric compounds is reported as the sum of the isomers.

- Purity values are rounded to the nearest whole number.

Certified Uncertainty Value Notes:
The uncertainties are determined in accordance with ISO Guides 34 and 35. The certified combined stressed uncertainty
value ( includes gravimetric uncertainty, homogeneity between-ampul uncertainty, storage stability uncertainty and
shipping stability uncertainty and were combined using the following formula:

kis a coverage factor of 2, which gives a level of confidence of approximately 95%.

It is important to note that the shipping stability uncertainty was obtained under temperature extremes for specific time
intervals; therefore, the certified combined stressed uncertainty value should only be applied to the product if it was
stored at non-standard temperature conditions up to and including 7 days. Contact Restek Technical Service at
www.restek.com/Contact-Us for use recommendations if your shipment was in-transit for more than 7 days at non-
standard temperature conditions.

Apply the certified combined unstressed uncertainty value if the product was received under standard shipping
conditions. Apply the certified combined stressed uncertainty value if the product was received under non-standard
conditions as specified below.

Label Conditions Standard Conditions Non-Standard Conditions
25°C Nominal (Room Temperature) < 60°C 60°C up to 7 days
10°C or colder (Refrigerate) <40°C 40°C up to 7 days
0°C or colder (Freezer) < 25°C 25°C upto 7 days

Separate (not combined) uncertainty values for gravimetric uncertainty are also displayed on the certificate, if needed,
separate homogeneity between-ampul uncertainty, storage stability uncertainty and shipping stability uncertainty values
are available by contacting Restek Technical Service at www.restek.com/Contact-Us.
The packaged amount is the minimum sample size for which uncertainty is valid. The ampules are over-filled to ensure
that the minimum packaged amount can be sufficiently transferred.

Manufacturing Notes:
Concentration is based upon gravimetric preparation using either a balance whose calibration has been verified daily
using NIST traceable weights, and/or dilutions with Class A glassware.

Handling Notes:
Samples should be transferred into deactivated vials for handling and storage. Restek supplies deactivated vials along
with most standards packed in 2 mL ampules. Due to space constraints, Restek does not supply vials for larger volume
ampules. Restek sells DMDCS for the purpose of glassware deactivation as catalog number 31861, which includes
complete instructions. Restek will also deactivate larger volume vials from our inventory as a custom ordered item.
Contact your Restek sales or customer service representative for details.
If any undissolved material is visible inside the ampul, sonicate the unopened ampul until the material is completely
dissolved.
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CERTIFIED REFERENCE MATERIAL
110 Benner Circle o ]
e oossaionn Certificate of Analysis
Fax: (814)353-1309

www.restek.com

FOR LABORATORY USE ONLY-READ SDS PRIOR TO USE.

This Reference Material is intended for Laboratory Use Only as a standard for
the qualitative and/or quantitative determination of the analyte(s) listed.

Catalog No. : 569729 Lot No.: A0111934

Description : 8270 List 1/ Std #1 MegaMix (2015)

8270 List 1/ Std #1 MegaMix (2015) 500-2000 ug/ml, Methylene
Chloride, 5 ml/ampul

Container Size : 10 mL Pkg Amt: >5mL
Expiration Date : December 31, 2016 Storage: ~ 10°C or colder
Handling: Carcinogen/reproductive toxin. Photosensitive. Sonicate.

CERTIFIED VALUES

Elution Compound Grav. Conc. Expanded Uncertainty
Order (weight/volume) (95% C.L.; K=2)

1,4-Dioxane 1,001.1 pg/mL +/- 5.8205 pg/mL Gravimetric
CAs#  123-91-1 (Lot SHBF7514V) +/- 10.9607 pg/mL Unstressed
Purity 99% +/- 18.5912 pg/mL Stressed

2 Pyridine 1,006.2 pg/mL +/- 5.8501 pg/mL Gravimetric
CAs#  110-86-1 (Lot SHBC7174V) +/- 11.0166 pg/mL Unstressed
Purity 99% +/- 18.6859 pg/mL Stressed

3 N-Nitrosodimethylamine 1,009.0 pg/mL +/- 5.8664 pg/mL Gravimetric
CAS#  62-75-9 (Lot 3498100) +/- 11.0472 pg/mL Unstressed
Purity 99% +/- 18.7379 pg/mL Stressed

4 Aniline 1,009.1 pg/mL +/- 5.8670 pg/mL Gravimetric
CAS#  62-53-3 (Lot K2272462) +/- 11.0483 pg/mL Unstressed
Purity 99% +/- 18.7398 pg/mL Stressed

5 Bis(2-chloroethyl)ether 1,005.3 pg/mL +/- 5.8449 pg/mL Gravimetric
CAs#  111-44-4 (Lot 45296HKYV) +/-  11.0067 pg/mL Unstressed
Purity 99% +/-  18.6692 pg/mL Stressed

6 2-Chlorophenol 1,002.5 pg/mL +/- 5.8286 pg/mL Gravimetric
CAsS#  95-57-8 (Lot MKBD3900V) +/- 10.9761 pg/mL Unstressed
Purity 99% +/- 18.6172 pg/mL Stressed

7 Phenol 1,004.4 pg/mL +/- 5.8397 pg/mL Gravimetric
CAS#  108-95-2 (Lot SHBF1351V) +/-  10.9969 pg/mL Unstressed
Purity 99% +/- 18.6525 pg/mL Stressed
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8 n-Decane (C10) 1,004.1 pg/mL +/- 5.8379 pg/mL Gravimetric
CAS#  124-18-5 (Lot SHBF1587V) +/- 10.9936 pg/mL Unstressed
Purity 99% +/- 18.6469 pg/mL Stressed
9 1,4-Dichlorobenzene 1,007.0 pg/mL +/- 5.8548 pg/mL Gravimetric
CAs#  106-46-7 (Lot MKBS1350V) +/- 11.0253 pg/mL Unstressed
Purity 99% +/- 18.7008 pg/mL Stressed
10 1,3-Dichlorobenzene 1,004.9 pg/mL +/- 5.8426 pg/mL Gravimetric
CAS#  541-73-1 (Lot BCBC1891V) +/- 11.0023 pg/mL Unstressed
Purity 99% +/- 18.6618 pg/mL Stressed
11 1,2-Dichlorobenzene 1,004.1 pg/mL +/- 5.8379 pg/mL Gravimetric
CAs#  95-50-1 (Lot SHBD7331V) +/-  10.9936 pg/mL Unstressed
Purity 99% +/- 18.6469 pg/mL Stressed
12 Benzyl alcohol 1,006.6 pg/mL +/- 5.8525 pg/mL Gravimetric
CAS#  100-51-6 (Lot SHBC1850V) +/- 11.0210 pg/mL Unstressed
Purity 99% +/- 18.6934 pg/mL Stressed
13 2,2'-oxybis(1-chloropropane) 1,009.0 pg/mL +/- 5.8664 pg/mL Gravimetric
CAs#  108-60-1 (Lot 2-KMW-57-8) +/-  11.0472 pg/mL Unstressed
Purity 99% +/- 18.7379 pg/mL Stressed
14 2-Methylphenol (o-cresol) 1,005.9 pg/mL +/- 5.8484 pg/mL Gravimetric
CAS#  95-48-7 (Lot SHBC1479V) +/- 11.0133 pg/mL Unstressed
Purity 99% +/- 18.6804 pg/mL Stressed
15 Hexachloroethane 1,005.4 pg/mL +/- 5.8455 pg/mL Gravimetric
CAS#  67-72-1 (Lot 4H3SF) +/- 11.0078 pg/mL Unstressed
Purity 99% +/- 18.6711 pg/mL Stressed
16 Acetophenone 1,001.7 pg/mL +/-  5.8240 pg/mL Gravimetric
CAS#  98-86-2 (Lot MKBR7156V) +/- 10.9673 pg/mL Unstressed
Purity 99% +/- 18.6024 pg/mL Stressed
17 N-Nitroso-di-n-propylamine 1,007.7 pg/mL +/- 5.8589 pg/mL Gravimetric
CAs#  621-64-7 (Lot OPAGF) +/- 11.0330 pg/mL Unstressed
Purity 99% +/- 18.7138 pg/mL Stressed
18 4-Methylphenol (p-cresol) 502.3 pg/mL +- 29272 pg/mL Gravimetric
CAS#  106-44-5 (Lot 49396APV) +/- 5.5031 pg/mL Unstressed
Purity 99% +/-  9.3302 pg/mL Stressed
19 3-Methylphenol (m-cresol) 501.0 pg/mL +/-  2.9196 pg/mL Gravimetric
CAS#  108-39-4 (Lot SHBD0627V) +/- 5.4889 pg/mL Unstressed
Purity 99% +/-  9.3061 pg/mL Stressed
20 Nitrobenzene 1,000.1 pg/mL +/- 5.8147 pg/mL Gravimetric
CAS#  98-95-3 (Lot SHBF2348V) +/-  10.9498 pg/mL Unstressed
Purity 99% +/- 18.5726 pg/mL Stressed
21 Isophorone 1,003.5 pg/mL +/- 5.8344 pg/mL Gravimetric
CAS#  78-59-1 (Lot MKBG2442V) +/- 10.9870 pg/mL Unstressed
Purity 99% +/- 18.6358 pg/mL Stressed
22 2-Nitrophenol 1,006.3 pg/mL +/- 5.8507 pg/mL Gravimetric
CAs#  88-75-5 (Lot BCBH7602V) +/- 11.0177 pg/mL Unstressed
Purity 99% +/- 18.6878 pg/mL Stressed
23 2,4-Dimethylphenol 1,002.0 pg/mL +/- 5.8257 pg/mL Gravimetric
CAs#  105-67-9 (Lot 10165155) +/- 10.9706 pg/mL Unstressed
Purity 99% +/- 18.6079 pg/mL Stressed
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24 Bis(2-chloroethoxy)methane 1,001.5 pg/mL +/- 5.8228 pg/mL Gravimetric
CAsS#  111-91-1 (Lot 2238100) +/- 10.9651 pg/mL Unstressed
Purity 99% +/- 18.5986 pg/mL Stressed
25 2,4-Dichlorophenol 1,000.9 pg/mL +/- 5.8193 pg/mL Gravimetric
CAs#  120-83-2 (Lot BCBH1617V) +/- 10.9586 pg/mL Unstressed
Purity 99% +/- 18.5875 pg/mL Stressed
26 1,2,4-Trichlorobenzene 999.9 pg/mL +/- 5.8135 pg/mL Gravimetric
CAs#  120-82-1 (Lot SHBC5541V) +/- 10.9475 pg/mL Unstressed
Purity 98% +/- 18.5688 pg/mL Stressed
27 Naphthalene 1,006.6 pg/mL +/- 5.8525 pg/mL Gravimetric
CAs#  91-20-3 (Lot MKBH4351V) +/- 11.0210 pg/mL Unstressed
Purity 99% +/- 18.6934 pg/mL Stressed
28 2,6-Dichlorophenol 1,000.4 pg/mL +/- 5.8164 pg/mL Gravimetric
CAS#  87-65-0 (Lot MKBN2776V) +/-  10.9531 pg/mL Unstressed
Purity 99% +/- 18.5782 pg/mL Stressed
29 4-Chloroaniline 1,003.6 pg/mL +/- 5.8350 pg/mL Gravimetric
CAs#  106-47-8 (Lot 12528PH) +/- 10.9881 pg/mL Unstressed
Purity 99% +/- 18.6376 pg/mL Stressed
30 Hexachlorobutadiene 1,001.2 pg/mL +/- 5.8209 pg/mL Gravimetric
CAS#  87-68-3 (Lot J31X013) +/- 10.9615 pg/mL Unstressed
Purity 98% +/- 18.5925 pg/mL Stressed
31 2-Methylnaphthalene 999.3 pg/mL +/- 5.8098 pg/mL Gravimetric
CAS#  91-57-6 (Lot 19399MJV) +/- 10.9406 pg/mL Unstressed
Purity 96% +/- 18.5571 pg/mL Stressed
32 4-Chloro-3-methylphenol 1,002.5 pg/mL +/- 5.8286 pg/mL Gravimetric
CAsS#  59-50-7 (Lot STBCO769V) +/- 10.9761 pg/mL Unstressed
Purity 99% +/- 18.6172 pg/mL Stressed
33 1-Methylnaphthalene 1,001.7 pg/mL +/-  5.8240 pg/mL Gravimetric
CAS#  90-12-0 (Lot 525000-10) +/- 10.9673 pg/mL Unstressed
Purity 99% +/- 18.6024 pg/mL Stressed
34 1,2,4,5-Tetrachlorobenzene 1,002.3 pg/mL +/- 5.8275 pg/mL Gravimetric
CAS#  95-94-3 (Lot 06024A1V) +/- 10.9739 pg/mL Unstressed
Purity 99% +/- 18.6135 pg/mL Stressed
35 Hexachlorocyclopentadiene 1,008.9 pg/mL +/- 5.8658 pg/mL Gravimetric
CAS#  T77-47-4 (Lot 3691100) +/- 11.0461 pg/mL Unstressed
Purity 99% +/- 18.7361 pg/mL Stressed
36 2,4,6-Trichlorophenol 1,000.4 pg/mL +/- 5.8163 pg/mL Gravimetric
CAs#  88-06-2 (Lot MKBL4698V) +/- 10.9529 pg/mL Unstressed
Purity 98% +/- 18.5779 pg/mL Stressed
37 2,4,5-Trichlorophenol 1,005.6 pg/mL +/- 5.8466 pg/mL Gravimetric
CAsS#  95-95-4 (Lot FHMO1) +/- 11.0100 pg/mL Unstressed
Purity 99% +/- 18.6748 pg/mL Stressed
38 2-Chloronaphthalene 1,001.5 pg/mL +/- 5.8228 pg/mL Gravimetric
CAs#  91-58-7 (Lot AJ2UI-TE) +/-  10.9651 pg/mL Unstressed
Purity 99% +/- 18.5986 pg/mL Stressed
39 Biphenyl 1,002.0 pg/mL +/- 5.8257 pg/mL Gravimetric
CAS#  92-52-4 (Lot 1277976) +/- 10.9706 pg/mL Unstressed
Purity 99% +/- 18.6079 pg/mL Stressed

Page 200 of 351



40 2-Nitroaniline 1,008.4 pg/mL +/- 5.8629 pg/mL Gravimetric
CAS#  88-74-4 (Lot MKBK7597V) +/- 11.0407 pg/mL Unstressed
Purity 99% +/- 18.7268 pg/mL Stressed
41 Acenaphthylene 1,003.4 pg/mL +/- 5.8339 pg/mL Gravimetric
CAS#  208-96-8 (Lot ERO30707-01) +/- 10.9859 pg/mL Unstressed
Purity 99% +/- 18.6339 pg/mL Stressed
42 1,3-Dinitrobenzene 1,000.3 pg/mL +/- 5.8158 pg/mL Gravimetric
CAS#  99-65-0 (Lot BCBB1436V) +/- 10.9520 pg/mL Unstressed
Purity 99% +/- 18.5764 pg/mL Stressed
43 Dimethylphthalate 1,002.6 pg/mL +/- 5.8292 pg/mL Gravimetric
CAs#  131-11-3 (Lot 10117699) +/- 10.9772 pg/mL Unstressed
Purity 99% +/- 18.6191 pg/mL Stressed
44 2,6-Dinitrotoluene 1,000.1 pg/mL +/- 5.8147 pg/mL Gravimetric
CAS#  606-20-2 (Lot 1437483V) +/- 10.9498 pg/mL Unstressed
Purity 99% +/- 18.5726 pg/mL Stressed
45 Acenaphthene 1,001.6 pg/mL +/- 5.8234 pg/mL Gravimetric
CAs#  83-32-9 (Lot MKBP0384V) +/-  10.9662 pg/mL Unstressed
Purity 99% +/- 18.6005 pg/mL Stressed
46 2,4-Dinitrophenol 2,001.6 pg/mL +/-  11.6375 pg/mL Gravimetric
CAS#  51-28-5 (Lot STBD8351V) +/-  21.9149 pg/mL Unstressed
Purity 99% +/- 37.1713 pg/mL Stressed
47 Dibenzofuran 1,000.5 pg/mL +/- 5.8170 pg/mL Gravimetric
CAS#  132-64-9 (Lot MKBH8392V) +/- 10.9542 pg/mL Unstressed
Purity 99% +/- 18.5801 pg/mL Stressed
48 3-Nitroaniline 1,002.7 pg/mL +/- 5.8297 pg/mL Gravimetric
CAS#  99-09-2 (Lot MKBH5131V) +/- 10.9781 pg/mL Unstressed
Purity 97% +/- 18.6207 pg/mL Stressed
49 2,4-Dinitrotoluene 1,002.7 pg/mL +/- 5.8298 pg/mL Gravimetric
CAs#  121-14-2 (Lot MKAADG90V) +/- 10.9783 pg/mL Unstressed
Purity 99% +/- 18.6209 pg/mL Stressed
50 4-Nitrophenol 2,003.0 pg/mL +/-  11.6456 pg/mL Gravimetric
CAS#  100-02-7 (Lot MKBK1842V) +/-  21.9302 pg/mL Unstressed
Purity 99% +/-  37.1973 pg/mL Stressed
51 2,3,4,6-Tetrachlorophenol 1,000.2 pg/mL +/- 5.8152 pg/mL Gravimetric
CAS#  58-90-2 (Lot B15W0428) +/- 10.9508 pg/mL Unstressed
Purity 98% +/- 18.5743 pg/mL Stressed
52 Fluorene 996.0 ug/mL +/- 5.7907 pg/mL Gravimetric
CAs#  86-73-7 (Lot 10174662) +/- 10.9046 pg/mL Unstressed
Purity 98% +/- 18.4960 pg/mL Stressed
53 4-Chlorophenyl phenyl ether 1,003.3 pg/mL +/- 5.8333 pg/mL Gravimetric
CAs#  7005-72-3 (Lot MKBS2248V) +/- 10.9848 pg/mL Unstressed
Purity 99% +/- 18.6321 pg/mL Stressed
54 n-Hexadecane (C16) 1,005.6 pg/mL +/- 5.8466 pg/mL Gravimetric
CAS#  544-76-3 (Lot SHBG1026V) +/- 11.0100 pg/mL Unstressed
Purity 99% +/- 18.6748 pg/mL Stressed
55 Diethylphthalate 1,004.9 pg/mL +/- 5.8426 pg/mL Gravimetric
CAS#  84-66-2 (Lot MKBJ3578V) +/- 11.0023 pg/mL Unstressed
Purity 99% +/- 18.6618 pg/mL Stressed
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56 Azobenzene 1,007.5 pg/mL +/- 5.8577 pg/mL Gravimetric
CAs#  103-33-3 (Lot MKBS2559V) +/- 11.0308 pg/mL Unstressed
Purity 99% +/- 18.7101 pg/mL Stressed
57 Diphenylamine 1,708.5 pg/mL +/- 9.9334 pg/mL Gravimetric
CAs#  122-39-4 (Lot MKBN8295V) +/- 18.7059 pg/mL Unstressed
Purity 99% +/- 31.7282 pg/mL Stressed
58 4-Nitroaniline 1,006.1 pg/mL +/- 5.8496 pg/mL Gravimetric
CAs#  100-01-6 (Lot BCBG4702V) +/- 11.0155 pg/mL Unstressed
Purity 99% +/- 18.6841 pg/mL Stressed
59 4,6-Dinitro-2-methylphenol (Dinitro-o-cresol) 2,007.9 pg/mL +/- 11.6741 pg/mL Gravimetric
CAs#  534-52-1 (Lot LC12394V) +/-  21.9839 pg/mL Unstressed
Purity 99% +/- 37.2883 pg/mL Stressed
60 4-Bromophenyl phenyl ether 1,009.7 pg/mL +/- 5.8704 pg/mL Gravimetric
CAS#  101-55-3 (Lot STBB9729V) +/-  11.0548 pg/mL Unstressed
Purity 98% +/- 18.7508 pg/mL Stressed
61 Hexachlorobenzene 1,002.5 pg/mL +/- 5.8289 pg/mL Gravimetric
CAS#  118-74-1 (Lot LB98981V) +/- 10.9765 pg/mL Unstressed
Purity 98% +/- 18.6180 pg/mL Stressed
62 Pentachlorophenol 2,005.1 pg/mL +/-  11.6578 pg/mL Gravimetric
CAS#  87-86-5 (Lot 150212JLM) +/-  21.9532 pg/mL Unstressed
Purity 99% +/- 37.2363 pg/mL Stressed
63 Phenanthrene 1,006.1 pg/mL +/- 5.8494 pg/mL Gravimetric
CAs#  85-01-8 (Lot MKBQ8219V) +/- 11.0151 pg/mL Unstressed
Purity 98% +/- 18.6835 pg/mL Stressed
64 n-Octadecane (C18) 1,005.4 pg/mL +/- 5.8455 pg/mL Gravimetric
CAS#  593-45-3 (Lot OGCDK) +/- 11.0078 pg/mL Unstressed
Purity 99% +/- 18.6711 pg/mL Stressed
65 Anthracene 1,000.9 pg/mL +/- 5.8193 pg/mL Gravimetric
CAs#  120-12-7 (Lot MKBK5208V) +/- 10.9586 pg/mL Unstressed
Purity 99% +/- 18.5875 pg/mL Stressed
66 Carbazole 1,003.4 pg/mL +/- 5.8340 pg/mL Gravimetric
CAS#  86-74-8 (Lot S42950-417) +/- 10.9862 pg/mL Unstressed
Purity 98% +/- 18.6343 pg/mL Stressed
67 Di-n-butylphthalate 1,005.8 pg/mL +/- 5.8478 pg/mL Gravimetric
CAS#  84-74-2 (Lot MKBL8501V) +/- 11.0122 pg/mL Unstressed
Purity 99% +/- 18.6785 pg/mL Stressed
68 Fluoranthene 996.1 ug/mL +/- 5.7912 pg/mL Gravimetric
CAS#  206-44-0 (Lot MKBQ6360V) +/-  10.9057 pg/mL Unstressed
Purity 98% +/- 18.4978 pg/mL Stressed
69 Pyrene 1,000.6 pg/mL +/- 5.8175 pg/mL Gravimetric
CAS#  129-00-0 (Lot BCBJ0984V) +/- 10.9550 pg/mL Unstressed
Purity 98% +/- 18.5816 pg/mL Stressed
70 Benzyl butyl phthalate 1,000.7 pg/mL +/- 5.8182 pg/mL Gravimetric
CAs#  85-68-7 (Lot 03027HV) +/-  10.9564 pg/mL Unstressed
Purity 99% +/- 18.5838 pg/mL Stressed
71 Benz(a)anthracene 1,003.6 pg/mL +/- 5.8350 pg/mL Gravimetric
CAS#  56-55-3 (Lot ER031412-01) +/- 10.9881 pg/mL Unstressed
Purity 99% +/- 18.6376 pg/mL Stressed
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72 Chrysene 1,000.1 pg/mL +/- 5.8147 pg/mL Gravimetric
CAs#  218-01-9 (Lot PR121912-01) +/- 10.9498 pg/mL Unstressed
Purity 99% +/- 18.5726 pg/mL Stressed
73 Bis(2-ethylhexyl)phthalate 1,008.5 pg/mL +/- 5.8635 pg/mL Gravimetric
CAs#  117-81-7 (Lot MKBK2695V) +/- 11.0418 pg/mL Unstressed
Purity 99% +/- 18.7286 pg/mL Stressed
74 Di-n-octyl phthalate 1,007.8 pg/mL +/- 5.8594 pg/mL Gravimetric
CAs#  117-84-0 (Lot 3589500) +/- 11.0341 pg/mL Unstressed
Purity 99% +/- 18.7156 pg/mL Stressed
75 Benzo(b)fluoranthene 1,005.4 pg/mL +/- 5.8455 pg/mL Gravimetric
CAs#  205-99-2 (Lot ER03101401) +/- 11.0078 pg/mL Unstressed
Purity 99% +/- 18.6711 pg/mL Stressed
76 Benzo(k)fluoranthene 1,006.0 pg/mL +/-  5.8490 pg/mL Gravimetric
CAsS#  207-08-9 (Lot 012012K) +/- 11.0144 pg/mL Unstressed
Purity 99% +/- 18.6822 pg/mL Stressed
7 Benzo(a)pyrene 1,006.1 pg/mL +/- 5.8496 pg/mL Gravimetric
CAS#  50-32-8 (Lot ER071309-02) +/- 11.0155 pg/mL Unstressed
Purity 99% +/- 18.6841 pg/mL Stressed
78 Indeno(1,2,3-cd)pyrene 1,002.8 pg/mL +/- 5.8304 pg/mL Gravimetric
CAS#  193-39-5 (Lot ER082107-02) +/- 10.9794 pg/mL Unstressed
Purity 99% +/- 18.6228 pg/mL Stressed
79 Dibenz(a,h)anthracene 1,008.0 pg/mL +/- 5.8606 pg/mL Gravimetric
CAS#  53-70-3 (Lot ER032211-01) +/- 11.0363 pg/mL Unstressed
Purity 99% +/- 18.7193 pg/mL Stressed
80 Benzo(g,h,i)perylene 1,001.3 pg/mL +/- 5.8216 pg/mL Gravimetric
CAS#  191-24-2 (Lot ER020708-08) +/- 10.9629 pg/mL Unstressed
Purity 99% +/- 18.5949 pg/mL Stressed
Solvent: Methylene Chloride

CAS # 75-09-2
Purity 99%

Specific Reference Material Notes:

N-nitrosodiphenylamine 2000 ug/mL equivalent when used for GC analysis. Actual formulation is diphenylamine 1710 ug/mL.

N-Nitrosodiphenylamine is prone to breakdown in the injection port and will be converted to diphenylamine.

N-Nitrosodiphenylamine is also a reactive species that can initiate premature decomposition of other compounds in the mix. For

these reasons diphenylamine is used in the preparation of this mixture. When comparing the response of this compound to

mixtures manufactured using N-nitrosodiphenylamine, a difference in response will be observed.
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Column:
30m x 0.25mm x 0.25um
Rtx-5 (cat.#10223)

Carrier Gas:
hydrogen-constant pressure 10 psi

Temp. Program:
35°C (hold 3 min.) to 330°C
@ 3°C/min. (hold 3 min.)

Inj. Temp:
250°C

Det. Temp:
300°C

Det. Type:
FID

This chromatogram represents a general set of testing conditions chosen for product
acceptance. For optimal results in your lab, conditions should be adjusted for your
specific instrument, method, and application.

Date Mixed: ~ 22-Jun-2015 Balance: 1128360905

Date Passed:  26-Jun-2015 Manufactured under Restek's ISO 9001:2008

Registered Quality System
Certificate #FM 80397
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General Certified Reference Material Notes

Expiration Notes:
Expiration date valid for unopened ampul stored in compliance with the recommended conditions.
Uncertainty, concentration, and expiration of the CRM are based on the unopened product being stored according to the
recommended condition found in the storage field.

Purity Notes:
Purity and/or chemical identity are determined by one or more of the following techniques: GC/FID, HPLC, GC/UECD,
GC/MS, LC/MS, RI, and/or melting point.
Compounds with a listed purity of less than 99% have been weight corrected to compensate for impurities and/or salts.
A correction factor is used to calculate the amount of compound necessary to achieve the desired concentration of the
parent compound in solution.
Purity of isomeric compounds is reported as the sum of the isomers.

- Purity values are rounded to the nearest whole number.

Certified Uncertainty Value Notes:
The uncertainties are determined in accordance with ISO Guides 34 and 35. The certified combined stressed uncertainty
value ( includes gravimetric uncertainty, homogeneity between-ampul uncertainty, storage stability uncertainty and
shipping stability uncertainty and were combined using the following formula:

kis a coverage factor of 2, which gives a level of confidence of approximately 95%.

It is important to note that the shipping stability uncertainty was obtained under temperature extremes for specific time
intervals; therefore, the certified combined stressed uncertainty value should only be applied to the product if it was
stored at non-standard temperature conditions up to and including 7 days. Contact Restek Technical Service at
www.restek.com/Contact-Us for use recommendations if your shipment was in-transit for more than 7 days at non-
standard temperature conditions.

Apply the certified combined unstressed uncertainty value if the product was received under standard shipping
conditions. Apply the certified combined stressed uncertainty value if the product was received under non-standard
conditions as specified below.

Label Conditions Standard Conditions Non-Standard Conditions
25°C Nominal (Room Temperature) < 60°C 60°C up to 7 days
10°C or colder (Refrigerate) <40°C 40°C up to 7 days
0°C or colder (Freezer) < 25°C 25°C upto 7 days

Separate (not combined) uncertainty values for gravimetric uncertainty are also displayed on the certificate, if needed,
separate homogeneity between-ampul uncertainty, storage stability uncertainty and shipping stability uncertainty values
are available by contacting Restek Technical Service at www.restek.com/Contact-Us.
The packaged amount is the minimum sample size for which uncertainty is valid. The ampules are over-filled to ensure
that the minimum packaged amount can be sufficiently transferred.

Manufacturing Notes:
Concentration is based upon gravimetric preparation using either a balance whose calibration has been verified daily
using NIST traceable weights, and/or dilutions with Class A glassware.

Handling Notes:
Samples should be transferred into deactivated vials for handling and storage. Restek supplies deactivated vials along
with most standards packed in 2 mL ampules. Due to space constraints, Restek does not supply vials for larger volume
ampules. Restek sells DMDCS for the purpose of glassware deactivation as catalog number 31861, which includes
complete instructions. Restek will also deactivate larger volume vials from our inventory as a custom ordered item.
Contact your Restek sales or customer service representative for details.
If any undissolved material is visible inside the ampul, sonicate the unopened ampul until the material is completely
dissolved.
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RES TEK CERTIFIED REFERENCE MATERIAL

110 Benner Circle
Bellefonte, PA 16823-8812
Tel: (800)356-1688
Fax: (814)353-1309

www.restek.com

Certificate of Analysis

R

lr‘nh‘\\‘

[AccrEBITED)

IS0 Guide 34 Accredited
Reference Materfal Producer
Certificate #3222.01

ISOAEC 17025 Accredited
Testing Laboratory
Cortificate #3222.02

Catalog No. : 569730

FOR LABORATORY USE ONLY-READ SDS PRIOR TO USE.

This Reference Material is intended for Laboratory Use Only as a standard for
the qualitative and/or quantitative determination of the analyte(s) listed.

Lot No.: A0112567

Description :

8270 List 1/ Std #9

8270 List 1/ Std #9 2,000 ug/ml, Methylene Chloride, 5 mlfampul

Container Size : 10 mL

Pkg Amt: >5mL

Expiration Date :

January 31, 2017

Storage:

Handling:

10°C or colder

Contains carcinogen/reproductive toxin.

CERTIFIED VALUES

Elution Compound Grav. Conc. Expanded Uncertainty
Order (weight/volume) (95% C.L.; K=2)

Benzidine 2,001.0 pg/mL +/- 11.6337 pg/mL Gravimetric
CAS#  92-87-5 (Lot 150701JLMB) +/- 219078 pg/mL Unstressed
Purity  99% +- 371592 pg/mL Stressed

2 3,3'-Dichlorobenzidine 2,001.5 pg/mL +/-  11.6369 pg/mL Gravimetric
CAS#  91-94-1 (Lot 150701JLMA) +/- 21.9138 pg/mL Unstressed
Purity  99% +/- 37.1694 pg/mL Stressed

Solvent:  Methylene Chloride
CAS # 75-09-2
Purity 99%
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General Certified Reference Material Notes

Expiration Notes:

Expiration date valid for unopened ampul stored in compliance with the recommended conditions.

Uncertainty, concentration, and expiration of the CRM are based on the unopened product being stored according to the
recommended condition found in the storage field.

Purity Notes:

Purity and/or chemical identity are determined by one or more of the following techniques: GC/FID, HPLC, GC/UECD,
GC/MS, LC/MS, RI, and/or melting point.

Compounds with a listed purity of less than 99% have been weight corrected to compensate for impurities and/or salts.
A correction factor is used to calculate the amount of compound necessary to achieve the desired concentration of the
parent compound in solution.

Purity of isomeric compounds is reported as the sum of the isomers.

Purity values are rounded to the nearest whole number.

Certified Uncertainty Value Notes:

The uncertainties are determined in accordance with ISO Guides 34 and 35. The certified combined stressed uncertainty
value ( includes gravimetric uncertainty, homogeneity between-ampul uncertainty, storage stability uncertainty and
shipping stability uncertainty and were combined using the following formula:

—_ 2 2 2 72
Ucombiﬂed stressed — kJUg'ra'vimet'ric + Uhc'!mog_eﬂeity + Ustortzge stability + Us.h ipping stability

kis a coverage factor of 2, which gives a level of confidence of approximately 95%.

It is important to note that the shipping stability uncertainty was obtained under temperature extremes for specific time
intervals; therefore, the certified combined stressed uncertainty value should only be applied to the product if it was
stored at non-standard temperature conditions up to and including 7 days. Contact Restek Technical Service at
www.restek.com/Contact-Us for use recommendations if your shipment was in-transit for more than 7 days at non-
standard temperature conditions.

Apply the certified combined unstressed uncertainty value if the product was received under standard shipping
conditions. Apply the certified combined stressed uncertainty value if the product was received under non-standard
conditions as specified below.

Label Conditions Standard Conditions Non-Standard Conditions
25°C Nominal (Room Temperature) < 60°C 2 60°C up to 7 days
10°C or colder (Refrigerate) <40°C = 40°C up to 7 days
0°C or colder (Freezer) < 25°C =2 25°C upto 7 days

Separate (not combined) uncertainty values for gravimetric uncertainty are also displayed on the certificate, if needed,
separate homogeneity between-ampul uncertainty, storage stability uncertainty and shipping stability uncertainty values
are available by contacting Restek Technical Service at www.restek.com/Contact-Us.

The packaged amount is the minimum sample size for which uncertainty is valid. The ampules are over-filled to ensure
that the minimum packaged amount can be sufficiently transferred.

Manufacturing Notes:

Concentration is based upon gravimetric preparation using either a balance whose calibration has been verified daily
using NIST traceable weights, and/or dilutions with Class A glassware.

Handling Notes:

Samples should be transferred into deactivated vials for handling and storage. Restek supplies deactivated vials along
with most standards packed in 2 mL ampules. Due to space constraints, Restek does not supply vials for larger volume
ampules. Restek sells DMDCS for the purpose of glassware deactivation as catalog number 31861, which includes
complete instructions. Restek will also deactivate larger volume vials from our inventory as a custom ordered item.
Contact your Restek sales or customer service representative for details.

If any undissolved material is visible inside the ampul, sonicate the unopened ampul until the material is completely
dissolved.
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RESTEK CERTIFIED REFERENCE MATERIAL e

110 Benner.Circle

Bellefonte, PA 16823-8812 C e rtlf i C ate of A na |ys i S R\

\\‘s«"'“/’/[f

Tel: (800)356-1688 £ M
Fax: (814)353-1309
/*/"""\w.

|SOAEG 17025 Accredited
,e, / \ Testing Laboratary
“‘fi A Certificaba #3222.02

>>§<

www.restek.com

FOR LABORATORY USE ONLY—READ SDS PRIOR TO USE.

This Reference Material is intended for Laboratory Use Only as a standard for
the qualitative and/or quantitative determination of the analyte(s) listed.

Catalog No.: 569731 ' , Lot No.: A0108988
Description : 8270 List 1./ Std #10

8270 Llst 1 [Std #10 2 000 ug/ml Methylene Chlorlde 5 mI/ampuI
Container Size : ’ 5mL ‘ 5 Gt Pkg Amt >5mk
Expiration Date :  August 31, 2016 : " storage:  10°C or colder

CERTIFIED VALUES'“\\

Elution Compound Grav. Conc. Expanded Uncertainty
Order {weightivolume) (95% C.L.; K=2)
Indene 2,0014 pg/mL  +- 11,6363 pg/mL  Grayimetric -

CAS * 95 13 (Lot MKBP3098V) +/- 22,5687 pg/mL Unstressed
“Purity  99% - . e /4259700 pg/ml Stressed

2 Benzoic-acid 2,000.1  pg/mL +/- 11.6288 pg/mlL Gravimetric
CAS#. . 65-85-0 (Lot MKBL6689V) +/-_22.5540 pg/mlL Unstressed

Purity 99%, +/- 25,9531 pg/mL Stressed

Solvent:  Methylene Chloride
CAS# ~ 75-09-2
Purity  99%
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General Certified Reference Material Notes

Expiration Notes:
«  Expiration date valid for unopened ampul stored in compliance with the recommended conditions.
« Uncertainty, concentration, and expiration of the CRM are based on the unopened product being stored according to the
recommended condition found in the storage field.
Purity Notes: :
«  Purity and/or chemical identity are determined by one or more of the following techniques: GC/FID, HPLC, GC/UECD,
GC/MS, LC/MS, RI, and/or melting point.
« Compounds with a listed purity of less than 99% have been weight corrected to compensate for impurities and/or salts.
A correction factor is used to calculate the amount of compound necessary to achieve the desired concentration of the
parent compound in solution.
» Purity of isomeric compounds is reported as the sum of the isomers.
« Purity values are rounded to the nearest whole number.
Certified Uncertainty Value Notes:
«  The uncertainties are determined in-accordance with ISO Guides 34 and 35. The certified combined stressed uncertainty
value ( includes gravimetric uncertainty, homogeneity between-ampul uncertainty, storage stability uncertainty and
shipping stability uncertainty and were combined using the following formula:

. —_ - 2 12 p T2 2 i
UcO?nb_'i-nE“d stressed — k‘\j Ugra’vfimetri.c + Uhomogene ity + U—Storage stabilityr + U;srh ipping stability

kis a coverage factor of 2, which gives a level of confidence of approximately 95%.

« ltis important to note that the shipping stability uncertainty was obtained under temperature extremes for specific time
intervals; therefore, the certified combined stressed uncertainty value should only be applied to the product if it was
stored at non-standard temperature conditions up to and including 7 days. Contact Restek Technical Service at
www.restek.com/Contact-Us for use recommendations if your shipment was in-transit for more than 7 days at non-
standard temperature conditions.

«  Apply the certified combined unstressed uncertainty value if the product was received under standard shipping
conditions. ~ Apply the certified combined stressed uncertainty value if the product was received under non-standard
conditions as specified below.

Label Conditions Standard Conditions Non-Standard Conditions
25°C Nominal (Room Temperature) < 60°C = 60°C up to 7 days
10°C or colder (Refrigerate) <40°C 2 40°C up to 7 days
0°C or colder (Freezer) <25°C 225°C up to 7 days

»  Separate (not combined) uncertainty values for gravimetric uncertainty are also displayed on the certificate, if needed,
separate homogeneity between-ampul uncertainty, storage stability uncertainty and shipping stability uncertainty values
are available by contacting Restek Technical Service at www.restek.com/Contact-Us.

o The packaged amount is the minimum sample size for which uncertainty is valid. The ampules are over-filled to ensure
that the minimum packaged amount can be sufficiently transferred.

Manufacturing Notes:

«  Concentration is based upon gravimetric preparation using either a balance whose calibration has been verified daily

using NIST traceable weights, and/or dilutions with Class A glassware.
Handling Notes:

« Samples should be transferred into deactivated vials for handling and storage. Restek supplies deactivated vials along
with most standards packed in 2 mL ampules. Due to space constraints, Restek does not supply vials for larger volume
ampules. Restek sells DMDCS for the purpose of glassware deactivation as catalog number 31861, which includes
complete instructions. Restek will also deactivate larger volume vials from our inventory as a custom ordered item.
Contact your Restek sales or customer service representative for details.

« Ifany undissolved material is visible inside the ampul, sonicate the unopened amput until the material is completely
dissolved.
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110 Benner.Circle
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|SOAEG 17025 Accredited
,e, / \ Testing Laboratary
“‘fi A Certificaba #3222.02

>>§<

www.restek.com

FOR LABORATORY USE ONLY—READ SDS PRIOR TO USE.

This Reference Material is intended for Laboratory Use Only as a standard for
the qualitative and/or quantitative determination of the analyte(s) listed.

Catalog No.: 569731 ' , Lot No.: A0108988
Description : 8270 List 1./ Std #10

8270 Llst 1 [Std #10 2 000 ug/ml Methylene Chlorlde 5 mI/ampuI
Container Size : ’ 5mL ‘ 5 Gt Pkg Amt >5mk
Expiration Date :  August 31, 2016 : " storage:  10°C or colder

CERTIFIED VALUES'“\\

Elution Compound Grav. Conc. Expanded Uncertainty
Order {weightivolume) (95% C.L.; K=2)
Indene 2,0014 pg/mL  +- 11,6363 pg/mL  Grayimetric -

CAS * 95 13 (Lot MKBP3098V) +/- 22,5687 pg/mL Unstressed
“Purity  99% - . e /4259700 pg/ml Stressed

2 Benzoic-acid 2,000.1  pg/mL +/- 11.6288 pg/mlL Gravimetric
CAS#. . 65-85-0 (Lot MKBL6689V) +/-_22.5540 pg/mlL Unstressed

Purity 99%, +/- 25,9531 pg/mL Stressed

Solvent:  Methylene Chloride
CAS# ~ 75-09-2
Purity  99%
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General Certified Reference Material Notes

Expiration Notes:
«  Expiration date valid for unopened ampul stored in compliance with the recommended conditions.
« Uncertainty, concentration, and expiration of the CRM are based on the unopened product being stored according to the
recommended condition found in the storage field.
Purity Notes: :
«  Purity and/or chemical identity are determined by one or more of the following techniques: GC/FID, HPLC, GC/UECD,
GC/MS, LC/MS, RI, and/or melting point.
« Compounds with a listed purity of less than 99% have been weight corrected to compensate for impurities and/or salts.
A correction factor is used to calculate the amount of compound necessary to achieve the desired concentration of the
parent compound in solution.
» Purity of isomeric compounds is reported as the sum of the isomers.
« Purity values are rounded to the nearest whole number.
Certified Uncertainty Value Notes:
«  The uncertainties are determined in-accordance with ISO Guides 34 and 35. The certified combined stressed uncertainty
value ( includes gravimetric uncertainty, homogeneity between-ampul uncertainty, storage stability uncertainty and
shipping stability uncertainty and were combined using the following formula:

. —_ - 2 12 p T2 2 i
UcO?nb_'i-nE“d stressed — k‘\j Ugra’vfimetri.c + Uhomogene ity + U—Storage stabilityr + U;srh ipping stability

kis a coverage factor of 2, which gives a level of confidence of approximately 95%.

« ltis important to note that the shipping stability uncertainty was obtained under temperature extremes for specific time
intervals; therefore, the certified combined stressed uncertainty value should only be applied to the product if it was
stored at non-standard temperature conditions up to and including 7 days. Contact Restek Technical Service at
www.restek.com/Contact-Us for use recommendations if your shipment was in-transit for more than 7 days at non-
standard temperature conditions.

«  Apply the certified combined unstressed uncertainty value if the product was received under standard shipping
conditions. ~ Apply the certified combined stressed uncertainty value if the product was received under non-standard
conditions as specified below.

Label Conditions Standard Conditions Non-Standard Conditions
25°C Nominal (Room Temperature) < 60°C = 60°C up to 7 days
10°C or colder (Refrigerate) <40°C 2 40°C up to 7 days
0°C or colder (Freezer) <25°C 225°C up to 7 days

»  Separate (not combined) uncertainty values for gravimetric uncertainty are also displayed on the certificate, if needed,
separate homogeneity between-ampul uncertainty, storage stability uncertainty and shipping stability uncertainty values
are available by contacting Restek Technical Service at www.restek.com/Contact-Us.

o The packaged amount is the minimum sample size for which uncertainty is valid. The ampules are over-filled to ensure
that the minimum packaged amount can be sufficiently transferred.

Manufacturing Notes:

«  Concentration is based upon gravimetric preparation using either a balance whose calibration has been verified daily

using NIST traceable weights, and/or dilutions with Class A glassware.
Handling Notes:

« Samples should be transferred into deactivated vials for handling and storage. Restek supplies deactivated vials along
with most standards packed in 2 mL ampules. Due to space constraints, Restek does not supply vials for larger volume
ampules. Restek sells DMDCS for the purpose of glassware deactivation as catalog number 31861, which includes
complete instructions. Restek will also deactivate larger volume vials from our inventory as a custom ordered item.
Contact your Restek sales or customer service representative for details.

« Ifany undissolved material is visible inside the ampul, sonicate the unopened amput until the material is completely
dissolved.
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FOR LABORATORY USE ONLY—READ SDS PRIOR TO USE.

This Reference Material is intended for Laboratory Use Only as a standard for
the qualitative and/or quantitative determination of the analyte(s) listed.

Catalog No.: 569731 ' , Lot No.: A0108988
Description : 8270 List 1./ Std #10

8270 Llst 1 [Std #10 2 000 ug/ml Methylene Chlorlde 5 mI/ampuI
Container Size : ’ 5mL ‘ 5 Gt Pkg Amt >5mk
Expiration Date :  August 31, 2016 : " storage:  10°C or colder

CERTIFIED VALUES'“\\

Elution Compound Grav. Conc. Expanded Uncertainty
Order {weightivolume) (95% C.L.; K=2)
Indene 2,0014 pg/mL  +- 11,6363 pg/mL  Grayimetric -

CAS * 95 13 (Lot MKBP3098V) +/- 22,5687 pg/mL Unstressed
“Purity  99% - . e /4259700 pg/ml Stressed

2 Benzoic-acid 2,000.1  pg/mL +/- 11.6288 pg/mlL Gravimetric
CAS#. . 65-85-0 (Lot MKBL6689V) +/-_22.5540 pg/mlL Unstressed

Purity 99%, +/- 25,9531 pg/mL Stressed

Solvent:  Methylene Chloride
CAS# ~ 75-09-2
Purity  99%
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General Certified Reference Material Notes

Expiration Notes:
«  Expiration date valid for unopened ampul stored in compliance with the recommended conditions.
« Uncertainty, concentration, and expiration of the CRM are based on the unopened product being stored according to the
recommended condition found in the storage field.
Purity Notes: :
«  Purity and/or chemical identity are determined by one or more of the following techniques: GC/FID, HPLC, GC/UECD,
GC/MS, LC/MS, RI, and/or melting point.
« Compounds with a listed purity of less than 99% have been weight corrected to compensate for impurities and/or salts.
A correction factor is used to calculate the amount of compound necessary to achieve the desired concentration of the
parent compound in solution.
» Purity of isomeric compounds is reported as the sum of the isomers.
« Purity values are rounded to the nearest whole number.
Certified Uncertainty Value Notes:
«  The uncertainties are determined in-accordance with ISO Guides 34 and 35. The certified combined stressed uncertainty
value ( includes gravimetric uncertainty, homogeneity between-ampul uncertainty, storage stability uncertainty and
shipping stability uncertainty and were combined using the following formula:

. —_ - 2 12 p T2 2 i
UcO?nb_'i-nE“d stressed — k‘\j Ugra’vfimetri.c + Uhomogene ity + U—Storage stabilityr + U;srh ipping stability

kis a coverage factor of 2, which gives a level of confidence of approximately 95%.

« ltis important to note that the shipping stability uncertainty was obtained under temperature extremes for specific time
intervals; therefore, the certified combined stressed uncertainty value should only be applied to the product if it was
stored at non-standard temperature conditions up to and including 7 days. Contact Restek Technical Service at
www.restek.com/Contact-Us for use recommendations if your shipment was in-transit for more than 7 days at non-
standard temperature conditions.

«  Apply the certified combined unstressed uncertainty value if the product was received under standard shipping
conditions. ~ Apply the certified combined stressed uncertainty value if the product was received under non-standard
conditions as specified below.

Label Conditions Standard Conditions Non-Standard Conditions
25°C Nominal (Room Temperature) < 60°C = 60°C up to 7 days
10°C or colder (Refrigerate) <40°C 2 40°C up to 7 days
0°C or colder (Freezer) <25°C 225°C up to 7 days

»  Separate (not combined) uncertainty values for gravimetric uncertainty are also displayed on the certificate, if needed,
separate homogeneity between-ampul uncertainty, storage stability uncertainty and shipping stability uncertainty values
are available by contacting Restek Technical Service at www.restek.com/Contact-Us.

o The packaged amount is the minimum sample size for which uncertainty is valid. The ampules are over-filled to ensure
that the minimum packaged amount can be sufficiently transferred.

Manufacturing Notes:

«  Concentration is based upon gravimetric preparation using either a balance whose calibration has been verified daily

using NIST traceable weights, and/or dilutions with Class A glassware.
Handling Notes:

« Samples should be transferred into deactivated vials for handling and storage. Restek supplies deactivated vials along
with most standards packed in 2 mL ampules. Due to space constraints, Restek does not supply vials for larger volume
ampules. Restek sells DMDCS for the purpose of glassware deactivation as catalog number 31861, which includes
complete instructions. Restek will also deactivate larger volume vials from our inventory as a custom ordered item.
Contact your Restek sales or customer service representative for details.

« Ifany undissolved material is visible inside the ampul, sonicate the unopened amput until the material is completely
dissolved.
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FOR LABORATORY USE ONLY—READ SDS PRIOR TO USE.

This Reference Material is intended for Laboratory Use Only as a standard for
the qualitative and/or quantitative determination of the analyte(s) listed.

Catalog No.: 569731 ' , Lot No.: A0108988
Description : 8270 List 1./ Std #10

8270 Llst 1 [Std #10 2 000 ug/ml Methylene Chlorlde 5 mI/ampuI
Container Size : ’ 5mL ‘ 5 Gt Pkg Amt >5mk
Expiration Date :  August 31, 2016 : " storage:  10°C or colder

CERTIFIED VALUES'“\\

Elution Compound Grav. Conc. Expanded Uncertainty
Order {weightivolume) (95% C.L.; K=2)
Indene 2,0014 pg/mL  +- 11,6363 pg/mL  Grayimetric -

CAS * 95 13 (Lot MKBP3098V) +/- 22,5687 pg/mL Unstressed
“Purity  99% - . e /4259700 pg/ml Stressed

2 Benzoic-acid 2,000.1  pg/mL +/- 11.6288 pg/mlL Gravimetric
CAS#. . 65-85-0 (Lot MKBL6689V) +/-_22.5540 pg/mlL Unstressed

Purity 99%, +/- 25,9531 pg/mL Stressed

Solvent:  Methylene Chloride
CAS# ~ 75-09-2
Purity  99%

Page 216 of 351




General Certified Reference Material Notes

Expiration Notes:
«  Expiration date valid for unopened ampul stored in compliance with the recommended conditions.
« Uncertainty, concentration, and expiration of the CRM are based on the unopened product being stored according to the
recommended condition found in the storage field.
Purity Notes: :
«  Purity and/or chemical identity are determined by one or more of the following techniques: GC/FID, HPLC, GC/UECD,
GC/MS, LC/MS, RI, and/or melting point.
« Compounds with a listed purity of less than 99% have been weight corrected to compensate for impurities and/or salts.
A correction factor is used to calculate the amount of compound necessary to achieve the desired concentration of the
parent compound in solution.
» Purity of isomeric compounds is reported as the sum of the isomers.
« Purity values are rounded to the nearest whole number.
Certified Uncertainty Value Notes:
«  The uncertainties are determined in-accordance with ISO Guides 34 and 35. The certified combined stressed uncertainty
value ( includes gravimetric uncertainty, homogeneity between-ampul uncertainty, storage stability uncertainty and
shipping stability uncertainty and were combined using the following formula:

. —_ - 2 12 p T2 2 i
UcO?nb_'i-nE“d stressed — k‘\j Ugra’vfimetri.c + Uhomogene ity + U—Storage stabilityr + U;srh ipping stability

kis a coverage factor of 2, which gives a level of confidence of approximately 95%.

« ltis important to note that the shipping stability uncertainty was obtained under temperature extremes for specific time
intervals; therefore, the certified combined stressed uncertainty value should only be applied to the product if it was
stored at non-standard temperature conditions up to and including 7 days. Contact Restek Technical Service at
www.restek.com/Contact-Us for use recommendations if your shipment was in-transit for more than 7 days at non-
standard temperature conditions.

«  Apply the certified combined unstressed uncertainty value if the product was received under standard shipping
conditions. ~ Apply the certified combined stressed uncertainty value if the product was received under non-standard
conditions as specified below.

Label Conditions Standard Conditions Non-Standard Conditions
25°C Nominal (Room Temperature) < 60°C = 60°C up to 7 days
10°C or colder (Refrigerate) <40°C 2 40°C up to 7 days
0°C or colder (Freezer) <25°C 225°C up to 7 days

»  Separate (not combined) uncertainty values for gravimetric uncertainty are also displayed on the certificate, if needed,
separate homogeneity between-ampul uncertainty, storage stability uncertainty and shipping stability uncertainty values
are available by contacting Restek Technical Service at www.restek.com/Contact-Us.

o The packaged amount is the minimum sample size for which uncertainty is valid. The ampules are over-filled to ensure
that the minimum packaged amount can be sufficiently transferred.

Manufacturing Notes:

«  Concentration is based upon gravimetric preparation using either a balance whose calibration has been verified daily

using NIST traceable weights, and/or dilutions with Class A glassware.
Handling Notes:

« Samples should be transferred into deactivated vials for handling and storage. Restek supplies deactivated vials along
with most standards packed in 2 mL ampules. Due to space constraints, Restek does not supply vials for larger volume
ampules. Restek sells DMDCS for the purpose of glassware deactivation as catalog number 31861, which includes
complete instructions. Restek will also deactivate larger volume vials from our inventory as a custom ordered item.
Contact your Restek sales or customer service representative for details.

« Ifany undissolved material is visible inside the ampul, sonicate the unopened amput until the material is completely
dissolved.
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Beforence Matertal Producer
Centificate #3222.01
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Certificate of Analysis

ACCREDITED,

ISONEC 17025 Accredited
Yesting Laboratary
Certificate #222200

Catalog No. :

Description :

Container Siz

Expiration Da

Handling:

Elution Compound Grav. Conc.
Order (weight/volume)

569732

FOR LABORATORY USE ONLY-READ SDS PRIOR TO USE.

This Reference Material is intended for Laboratory Use Only as a standard for
the qualitative and/or quantitative defermination of the analyte(s) listed.

Lot No.: A0108989

8270 List 1/Std #11

8270 List 1/ Std #11 2,000 ug/ml, Methylene Chioride, 5 mifampul

e: 5mlL

Pkg Amt: >5mL

te:  August 31, 2016

Storage: - 10°C or colder

This product is photosensitive.

CERTIFIED VALUES

Expanded Uncertainty
{95% C.L.; K=2)

Benzaldehyde 2,011.6 pg/mL +/~  11.6956 Gravimetric
CAS#  100-52-7 (Lot SHBD3510V) +/~  64.4832 pg/mL Unstressed
Purity 9994, +- 749592 pg/mL Stressed

2 epsilon-Caprolactam 2,009.2 pg/mbL +-  11.6817 pg/mL Gravimetric
CAS#  105-60-2 (Lot 116X016) +- 64.4062 pg/mL Unstressed
Purity 99%, +/-  74.8697 pg/mL Stressed

3 Atrazine 2,001.6 pg/mL +- 11.6372 pg/ml, Gravimetric
CAS#  1912-24-9 (Lot TZ8ED) +- 64.1611 pg/mL Unstressed
Purity  98% +- 74.5847 pg/ml, Stressed

Solvent:  Methylene Chloride
CAS # 75-09-2
Purity  99%
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Column:
30m x 0.25mm x 0.25um
Rix-5 (cat.#10223)

Carrier Gas:
hydrogen-constant pressure 10 psi. : [N

Temp. Program:
75°C (hold 1 min.) to 330°C
@ 20°C/min. (hold 10 min.)
Inj. Temp:

250°C

Det. Temp: y
330°C : &

Det. Type: ]
FID :

N 7 g g g T g o = T T T v T T T g o g o T
o] 5 10 15 20
Minutes

This chromatogram represents a general set of testing conditions chosen for product
acceptance. For optimal results in your lab, conditions should be adjusted for your
specific instrument, method, and application.

Cheryl Graham - Mix Technician Date Mixed: ~ 10-Feb-2015 Balance: 1128360905
G d Potline:
Jenni . Pollino - st .
nifer L. Poliino - QC Analy Date Passed:  12-Feb-2015 Manufactured under Restek's 1SO 9001:2008
Registered Quality System
Certificate #FM 80397
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General Certified Reference Material Notes

Expiration Notes:

Expiration date valid for unopened ampul stored in compliance with the recommended conditions.

Uncertainty, concentration, and expiration of the CRM are based on the unopened product being stored according to the
recommended condition found in the storage field.

Purity Notes: -

Purity and/or chemical identity are determined by one or more of the following techniques: GC/FID, HPLC, GC/uUECD,
GC/MS, L.C/MS, RI, and/or melting point.

Compounds with a listed purity of less than 99% have been weight corrected to compensate for impurities and/or salts.
A correction factor is used to calculate the amount of compound necessary to achieve the desired concentration of the
parent compound in solution.

Purity of isomeric compounds is reported as the sum of the isomers.
Purity values are rounded to the nearest whole number.

Certified Uncertainty Value Notes:

The uncertainties are determined in accordance with ISO Guides 34 and 35. The certified combined stressed uncertainty
value (includes gravimetric uncertainty, homogeneity between-ampul uncertainty, storage stability uncertainty and
shipping stability uncertainty and were combined using the following formula:

— 2 2 2 2
Ucomb ined stressed — kJUg-ravimerric + Uhomogene itar + Ustorage stability + U,s'h ipping stability

kis a coverage factor of 2, which gives a level of confidence of approximately 95%.

It is important to note that the shipping stability uncertainty was obtained under temperature extremes for specific time
intervals; therefore, the certified combined stressed uncertainty value should only be applied to the product if it was
stored at non-standard temperature conditions up to and including 7 days. Contact Restek Technical Service at
www.restek. com/Contact-Us for use recommendations if your shipment was in-transit for more than 7 days at non-
standard temperature conditions.

Apply the certified combined unstressed uncertainty value if the product was received under standard shipping
conditions. Apply the certified combined stressed uncertainty value if the product was received under non-standard
conditions as specified below.

Label Conditions Standard Conditions Non-Standard Conditions
25°C Nominal (Room Temperature) < 60°C 2 60°C up to 7 days
10°C or colder (Refrigerate) <40°C = 40°C up to 7 days
0°C or colder (Freezer) <25°C 2 25°C upto 7 days

Separate (not combined) uncertainty values for gravimetric uncertainty are also displayed on the ceriificate, if needed,
separate homogeneity between-ampul uncertainty, storage stability uncertainty and shipping stability uncertainty values
are available by contacting Restek Technical Service at www.restek.com/Contact-Us.

The packaged amount is the minimum sample size for which uncertainty is valid. The ampules are overfilled to ensure
that the minimum packaged amount can be sufficiently transferred.

Manufacturing Notes:

Concentration is based upon gravimetric preparation using either a balance whose calibration has been verified daily
using NIST traceable weights, and/or dilutions with Class A glassware.

Handling Notes:

Sampiles should be transferred into deactivated vials for handiing and storage. Restek supplies deactivated vials along
with most standards packed in 2 mL ampules. Due to space constraints, Restek does not supply vials for larger volume
ampules. Restek sells DMDCS for the purpose of glassware deactivation as catalog number 31861, which includes
complete instructions. Restek will also deactivate larger volume vials from our inventory as a custom ordered item.
Contact your Restek sales or customer service representative for details.

If any undissolved material is visible inside the ampul, sonicate the unopened ampul until the material is completely
dissolved.
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